Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0067
Location: LONGPORT POLICE
Calibration File No.; 00970 Calib. Date: 09/29/2022 Calib, No.: 00042
Certification File No.: 00971 Cert. Date: 09/29/2022 Cert. No.: 00036
Linearity File No.: 00972 Lin. Date:  09/29/2022 Lin. No.: 00036
Solution Fife No.: 00974 Soln. Date: 11/27/2022 Scln, No.: 00271
Sequential File No.: 00974 File Date:  11/27/2022
Calibrating Unit: WET Moedel Ne.: CU-34 Serial No.: DDXC S3-0135
Control Solution %:  0.100% Expires:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0382
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:358
Control 1 EC 0.099% 10:368 33.9°C *4#% TEST PASSED %k
Control 1 IR 0.100% 10:368 33.9°C *4% TEST PASSED ok
Ambient Air Blank 0.000% 10:37S
Control 2 EC 0,098% 10:378 33.9°C #5 TEST PASSED %%
Control 2 IR 0.100% 10:378 33.9°C ek TEST PASSED i
Ambient Air Blank 0.000% 10:388
Control 3 EC 0.098% 10:398 33,9°C #4% TEST PASSED %
Control 3 IR 0.099% 10:398 33.9°C #4% TEST PASSED ok
Ambient Air Blank 0.000% 10:398

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SLATTERY First Name: SHAUNE MI: M

_ Badge No.: 334
Signature: ” %m 2%3 L/‘ Date: 11/27/2022
-~ @, '
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0067
Location: LONGPORT POLICE
Calibration File No.: 00935 Calib. Date: 05/05/2022 Calib. No.: 00041
Certification File No.: 00956 Cert. Date: 05/05/2022 Cert. No.: 00035
Linearity File No.: 00957 Lin. Date:  05/05/2022 Lin. No.: 00035
Solution File No.: 00967 Soln. Date: (9/06/2022 Soln. No.: 00269
Sequential File No.: 00967 File Date:  09/06/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC 83-0154
Control Solution %:  0.100% Expires:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0624
Funection Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 04:48D
Control 1 EC 0.100% 04:48D 34.0°C ##% TEST PASSED %
_ Control 1 IR 0.100% 04:48D 34.0°C ##% TEST PASSED #%%
Ambient Air Blank 0.000% 04:49D
Control 2 EC 0.098% 04:50D 34.0°C #4ck TEST PASSED #%
Control 2 IR 0.100% 04:50D 34.0°C #i TEST PASSED ##%
Ambient Air Blank 0.000% 04:50D
Control 3 EC 0.099% 04:51D 34.0°C sk TEST PASSED sk
Control 3 IR 0.098% 04:51D 34.0°C ##d TEST PASSED 4%
Ambient Air Blank 0.000% 04:52D

All tests within acceptable tolerance.,

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: TL First Name: DEAN MI: M
o Badge No.: 331

Signature: @ SS/ Date: 09/06/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0067
Location; LONGPORT POLICE
Calibration File No.: 00955 Calib. Date: 05/05/2022 Calib. No.: 00041
Certification File No.; 00956 Cert, Date: 05/05/2022 Cert. No.: 00035
Linearity File No.: 00957 Lin. Date:  05/05/2022 Lin. No.: 00035
Solution File No.: 00964 Soln. Date: 08/10/2022 Soln. No.: 00268
Sequential File No.: 00964 File Date:  08/10/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC S3-0154
Control Solution %:  0.100% Expires;:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0266
Function Result Time Temperature Comment(s)
DBBAC HH: MM Simulator {°C) or Error{s)

Ambient Air Blank 0.000% 10:26D
Control 1 EC 0.101% 10:26D 34.0°C #iek TEST PASSED #sk*
Control 1 IR 0.100% 10:26D 34.0°C #iok TEST PASSED #ek
Ambient Air Blank 0.000% 10:27D

" Control 2 EC 0.099% 10:28D 34.0°C #isk TEST PASSED %%
Control 2 IR 0.100% 10:28D 34.0°C w4k TEST PASSED etk
Ambient Air Blank 0.000% 10:28D
Control 3 EC 0.100% 10:29D 34.0°C #tk TEST PASSED #k%
Control 3 IR 0.100% 10:29D 34.0°C wiok TEST PASSED k%
Ambient Air Blank 0.000% 10:30D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: e
Last Name: T1 s First Name: DEAN MI: M
P KT o e Badge No.: 331
- J[f;z{g\é\( @ 3_;/ adge No

Date: 08/10/2022

Signature:
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0087
Location: LONGPORT POLICE
Calibration File No.: 00935 Calib. Date: 05/05/2022 Calib. No.: 00041
Certification File No.: 00956 Cert. Date; 05/05/2022 Cert. No.; 00035
Linearity File No.: 00857 Lin. Date:  05/05/2022 Lin, No.: 00035
Solution File No.; 00962 Soln. Date: 07/10/2022 Soln, No.: 00267
Sequential File No.: 00962 File Date:  07/10/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC $3-0154
Control Solution %:  0.100% Expires:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0220
Function Result Time Temperature Comment(s)
HBAC HH:MM Simulator (°C) or Error{s)
Ambient Air Blank 0.000% 23:51D
Control 1 EC 0.099% 23:52D 34.0°C ##% TEST PASSED **#
Control 1 IR 0.101% 23:52D 34.0°C w4t TEST PASSED sk
Ambient Air Blank 0.000% 23:53D
Control 2 EC 0.099% 23:54D 34.0°C w4k TEST PASSED hkk
Control 2 IR 0.097% 23:54D 34.0°C ¥ TEST PASSED #kk
- Ambient Air Blank 0.000% 23:54D
Control 3 EC 0.098% 23:55D 34.0°C #ik TEST PASSED sk
Control 3 IR 0.097% 23:55D 34.0°C #4 TEST PASSED #e
Ambient Air Blank 0.000% 23:56D

All tests within acceptable tolerance. .

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: TIB First Name: DEAN MI: M
Badge No.: 331

Signature: - z 59 Date: 07/10/2022
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File Date: 06/12/2022
Caﬁbrating Unit: WET

Model No.: CU-34 Serial No.: DDXC S3-0154

Control Solution ¢ 0.100% Expires:  07/21/2023
Solution Contro] Lot: 21270 Bottle No.: 0560
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator ) or Error(s)
Ambient Air Blank 0.000% 19:33D
Control 1 EC 0.101% 19:33D 34.0°C *#% TEST PASSED #s
Control 1 IR 0.100% 19:33D 34.0°C Tk TEST PASSED #:0%
Ambient Air Blank 0.000% 19:34D
Control 2 EC 0.100%  19-35D 34.0°C %% IEST PASSED o
Control 2 IR 0.101%  19:35D  34.0°C T TEST PASSED *#x
Ambient Air Blank 0.000% 19:36D
Control 3 EC 0.100% 19:36D 34.0°C ¥ TEST PASSED ##
Control 3 IR 0.101% 19:36D 34.0°C *¥k% TEST PASSED w5
Ambient Air Blank 0.000% 19:37D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTI‘O]\‘IV” in af:orc?ancje ‘_A:qucmist-
Alcotest 7110 operator training and procedures established by the (NISP) Chief Forensi
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0067
Location: LONGPORT POLICE
Calibration File No.: 00947 Calib. Date: 12/14/2021 Calib. No.: 00040
Certification File No.: 00948 Cert. Date: 12/14/2021 Cert. No.: 00034
Linearity File No.: 00949 Lin. Date:  12/14/2021 Lin. No.: 00034
Solution File No.: 00954 Soln. Date: 03/25/2022 Soln. No.: 00264
Sequential File No.: 00954 File Date:  03/25/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC 83-0154
Control Solution %:  0.100% Expires:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0276
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:148
Control 1 EC 0.099% 22:148 34.0°C ##k TEST PASSED *%*
Control 1 IR 0.098% 22:148 34.0°C #¥% TEST PASSED ek
Ambient Air Blank 0.000% 22:158
Control 2 EC 0.098% 22:168S 34.0°C *#k TEST PASSED #kk
Control 2 IR 0.099% 22:168 34.0°C *x% TEST PASSED %
Ambient Air Blank 0.000% 22:168
Control 3 EC 0.098% 22:178 34.0°C sk TEST PASSED ##%
Control 3 IR 0.099% 22:178 34.0°C #%% TEST PASSED k%
Ambient Air Blank 0.000% 22:18S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: s
Last Name: SIKORYAK First Name: JOSHUA MI: G
e

Badge No.: 337
Signat\.éa - #3 37 Date: 03/25/2022
y




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0067
Location: LONGPORT POLICE
Calibration File No.: 00947 Calib. Date: 12/14/2021 Calib. No.: 00040
Certification File No.: 00948 Cert. Date: 12/14/2021 Cert. No.: 00034
Linearity File No.: 00949 Lin. Date:  12/14/2021 Lin. No.: 00034
Solution File No.: 00953 Soln. Date: 02/20/2022 Soln. No.: 00263
Sequential File No.: 00953 File Date:  02/20/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC §3-0154
Control Solution %:  0.100% Expires:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0702
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:44S8
Control 1 EC 0.101% 16:448 34.0°C #ick TEST PASSED #%
Control 1 IR 0.100% 16:44S 34.0°C #4k TEST PASSED sk
Ambient Air Blank 0.000% 16:45S
Control 2 EC 0.100% 16:468 34.0°C #x% TEST PASSED etk
Control 2 IR 0.100% 16:468 34.0°C #ik TEST PASSED
Ambient Air Blank 0.000% 16:478
Control 3 EC 0.099% 16:478 34.0°C ##k TEST PASSED ##*
Control 3 IR 0.100% 16:47S 34.0°C #k% TEST PASSED ***
Ambient Air Blank 0.000% 16:48S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: _ s

Last Name: TI Blﬁf(/ First Name: DEAN MI: M
d SN Badge No.: 331

Signature: /L~ Date: 02/20/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARXA-0067
Location: LONGPORT POLICE
Calibration File No.: 00947 Calib. Date: 12/14/2021 Calib. No.: 00040
Certification File No.: 00948 Cert. Date:  12/14/2021 Cert. No.: 00034
Linearity File No.: 00949 Lin. Date:  12/14/2021 Lin. No.: 00034
Solution File No.: 00951 Soln, Date: 01/22/2022 Soln. No.: 00262
Sequential File No.: 00951 File Date:  01/22/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXC $3-0154
Control Solution %:  0.100% Expires:  07/21/2023
Solution Control Lot: 21270 Bottle No.: 0330
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:088
Control 1 EC 0.101% 19:09S 34.0°C #4% TEST PASSED %%
Control 1 IR 0.100% 19:098 34.0°C ## TEST PASSED %%
Ambient Air Blank 0.000% 19:098
Control 2 EC 0.100% 19:108 34.0°C #k* TEST PASSED %%
Control 2 IR 0.099% 19:108 34.0°C ##kk TEST PASSED %
Ambient Air Blank 0.000% 19:118
Control 3 EC 0.100% 19:128 34.0°C ##% TEST PASSED #*
Control 3 IR 0.101% 19:128 34.0°C #ick TEST PASSED s
Ambient Air Blank 0.000% 19:128

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name:

First Name: DEAN MI: M
Badge No.: 331

Signature: Date: 01/22/2022




