ALCOTEST CHECKLIST
Municipality: (/OESTﬂ?Y?f] 2N Alcotest Ser.#: AN K ~ oo s
County: ﬁw{{ L_T/Qé\"'?\DN Date of Calibration: & ~ é\S—.’=”ZC>=9\/

L/ 1. Certificate of Accuracy Alcotest 7110 MKIII-C from Draeger Safety for
instrument used in the A.L.R.

_|/ 2. Certiﬁsc;te#of Accuracy CU34 U on Alcotest Irisstn.léne’ntc%s?d[. ;L

v~ 3. Certificate of Accuracy Alcotest 7110 Temperature Probe from Draeger
22&33 for instrument in A.L.R. owiﬁalentp ny / (ﬂ

_l/ 4 Digltaé ;e:;uperatm Measuring 5yetem Report ogz_wb‘?tz?n:?_

_l/ S. NIST - Traceable Digital Thermometer Readings.

Z 6. Alcotest 7110 Calibration Record

Alcotest 7110 Calibration Certificate Part I - Control Tests.
Alcotest 7110 Calibration Certificate Part II - Linearity Tests.
Alcotest Card of operator/coordinator who performed tests.
Certificate of Accuracy Alcotest 7110 Temperature Probe
from Draeger Safety used in the Calibration Tests ["Black Key"

g:l)..b;:of Breath Test ooglir)?tof](. /p;z _ 39 6

Certificates of Analysis for each Simulator Solution used in

&\‘.0\5';

<

Calibration/Linearity Tests:
~ A.  0.04% Solution. |9 3/0
L B. 0.08% Solution. /9 30
. 0.10% Solution. f < Q_-:?-—’@
/. D. 0.16% Solution. / q‘ 20

‘/ 8. Certificate of Accuracy Alcotest CU34 Simulators from Draeger Safety
(when conducting the Calibration/Linearity Tests) for:

< A.  0.04% used in Calibration/Linearity Testing. DDW &~ S3 - O006
B 0.08% used in Calibration/Linearity Testing. Dbw £ S 3 - OUE

0.10% used in Calibration/Linearity Testing.

[Same as CU34 unit on instrument.} ,

0.16% used in Calibration/Linearity Testing. bWy J < 3 -0 33

New Standard Solution Report following Calibration.
Calibrating CU34 Unit for same [same as CU34 unit on

instrument].
Certificate of Analysis 0.10% solutjon for same.
Lot #: é ®) (2)& O

<
|p\ 5 lm\l?\ L\ L;i.

Alcotest card of operator/ coordinator who completed change.
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