ALCOTEST CHECKLIST

Municipality: V\)é-—s Tﬁmr D/d / M Alcotest Ser.#: /4- RN K - 00X 5
County: 6M.ﬂm éTbN Date of Calibration: CL:? ~R[-KROK 3
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1.

Certiﬁcate of Accuracy Alcotest 7110 MKIII-C from Draeger Safety for
instrument used in the A.L.R.

Certificate of Accuracy CU34 Unit on Alcotest Instrument used.
Ser. #: DU T S3 -07¢(F

Certificate of Accuracy Alcotest 7110 Temperature Probe from Draeger
Safety for instrument i I R. or equivalen
Ser. #: % /b ;2 / / é

Digital Temperature Meas System Report of Calibration.
Ser. #: O KAfle XKOR

NIST - Traceable Digital Thermometer Readings.

_l/ . Alcotest 7110 Calibration Record
( B. Alcotest 7110 Calibration Certificate Part I - Control Tests.
_L-C. Alcotest 7110 Calibration Certificate Part II - Linearity Tests.
L/ D. Alcotest Card of operator/coordinator who performed tests.
" E. Certificate of Accuracy Alcotest 7110 Temperature Probe
from Draeger Safety used in the Calibration Tests ["Black Key"

probe of Breath Test Coordinator].
Ser. #: DD fp = — -3 ?O
Certificates of Analysis for each S8imulator Solution used in
Calibration/Linearity Tests:
L A.  0.04% Solution. /5D
L~ B. 0.08% Solution. KA/ O
v~ C. 0.10% Solution. DN/ S /0
 D.  0.16% Solution. KX~ RF 0

Certificate of Accuracy Alcotest CU34 Simulators from Draeger Safety
(when conducting the Calibration/Linearity Tests) for:

" A.  0.04% used in Calibration /Linearity Testing>Dc & — ©OO /
B. 0.08% used in Calibration/Linearity Testing. Db¢ 8 - O&co o
C 0.10% used in Calibration/Linearity Testing.
[Same as CU34 unit on instrument.]
D. 0.16% used in Calibration/Linearity Testing. DD 8A — ©co 7

\ KK

_'?A. New Standard Solution Report following Calibration.
_U7 B. Calibrating CU34 Unit for same [same as CU34 unit on
instrument].
__(/C. Certificate of Analysis 0.10% solution for same.
D.

Alcotest card of operator/coordinator who completed change.

NJDD Checklist for Alcotest Instrument 08-13--2019 ORA ~ =R ?‘ - RoAs
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' Drdger

Simulator
CERTIFICATE OF ACCURACY

This Certiﬁqate of Accuracy verifies that the specified unit has been examined and
Tound 1o be in compiiance with Naiionai Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

{F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, Inc.

/5 Model: ALCOTEST CU34
O Model: MARK 1A
O X-Cal 2000 (Alcosim) '
O Other: DPu)s3-0 /17

Certification Date: Technician: Re-Certification Due Date:
(1-29-3)- (& /DH  7)-29-23
(ORGP ELOP AN A OO L OO

Serial Number:

- Drdger
Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the National Institute of Standards and Technology (NiST).
The manufaciurer recommends accuracy verificaiion of the Temperature Probe within 12 monihs
of the ceriification date below, or sooner, according to your state's specifications.

For accurate femperature readings, the probe value on this cerlificate, noted below, must
be programmed into the Alcotest 7110,

Serial Number Temp Probe: ~ Certification Date:  Next Certification Due:
DPWAPA 116 1FRT AR (AT 33

Prahe Value;

/05 \ Draeger, Inc. da ///.)’C“/




17025, ANSINCSL. 7540-1, and 9001

Cert. No.: 400012064518
Traceable® Certificate of Calibratlon for Digifal Thermometer

Calibration complies with 1ISG/AEC @

Manufacltred for and distibuted by : YWR inlemalions! LLC Radner Samarate Center, Bidg 1,5ts 200, 100
Rosd Radner,PA 10087 pa r, Bldg 1, Matsonford

Instrument Ident(fication: )
Model: 61220-601, S/N: 240216802 Manifacturer: Control Company
StandardsiEquipment; ' '
Themistor Module AZT429 . 01 Mar 2072 1000464885
Temparatu:a Cﬂflbral!on Buth agga0 co
Tﬂmpan:ﬂum Calfbration Baly ATIA32 o ) LT
" Temporature Calbration Balh BUISTE | T T
Tempertuc Probo 5384 _ T ooMarztez CA28040
Tarnperature Celfbrafion Balh B3ar44
Tempamu;a Proba 8357 i DS Jun zfm 0428083
Thermislor Moduls 850344 T opedmzo2t 1000452872
Themmislor Moduia “poslei 2iug et 1000457544
Tamparature Frobs T Base U7 T DahegEoet ) mamnsz
_ Temperature Probo . o7 Twmgaost T T 7 Cosoanst
Certlficate Informatlon:
Techniclan: 420 Procadure: CAL-0E Gal Data: 17 Mar 2021 Csl Due Data; 47 Mar 2023

Test Conditlons: 62.18%RH 22.28*C {0DEmBar

Callbration Data: (New Instrumant)

Uni(s) MNowinal AsFound ~ faTol  Nominss .;“'A?Lei Tl M Max | ) ¢ TR
. f W

G NA, N.A. . 9000 0,002 Y -9.05. 0.05 o.0087 »dd
o° NA, A, 24,985 25.002 Y 24,649 25,049 00087 >4
o M.A, WAL 5004 50.00% Y 48851 50,051 0.0087 »4ct
G PLA, N.A. 99835 {80603 Y 08049 10D.049 80057 e

This cortl{lcate Indlcatas Tra:a'uhlrlty to standards providad by (NIST} Naﬂlu;uil Inatittte of Standards and Teachaology endfor s National
Stahdards Lebomatory,

J\Tu:tlhﬂmﬂrﬂzﬂoddhuli“lh e e % "'""'*','ﬂ‘xa f iy, L i rchocdas Bus brdrument ender o]

hﬂnh:lhmd:um Tha 50 Tl b e Expropelon of Un el = “mrhhhr & covorge orb b
e ; mi.h eananmumhmcrmwm}nmm mhﬂmmwhwdmmm coniximd hemin
mnmbmmmmmmmbam me Gl Tompary.

Homll-Stundars Reafng; As Lagstastrumenfs Readings In Toeio Toltracs, WnfMiiimhcapianca Ranom ¢ UsSxpardof Mossomanrel Uncertalely; TUR-Test Yoensishnty Rto;
mnquﬂm:myzm&w ﬂﬂmﬁﬂhmdd]mmﬂlw Ax Laf HomtralRomded) + Tk

Aol Uodnigury- . J\&mdﬂm
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Galibration complies with ISOfIEC
17025, ANSINCSL, Z540-1, and 5001

Traceable® Cerdificate of Galibratign for Digital Thermomater .

Cort. No.: 4000-12064518

Recalibration:
For Bxctaty cxfimefin e te-canieatian tracesbla o Pilona rattute o7 9saedards wnd Teshnology cortrd Certred Corrputry,

Lexus Dralm £ 57 Lhae 2021

i

CONTROL COMPANY 12554 Gatveston RD Sulte B34 Wehster TX USA T7598
Fhono 281 482-1714  Fux 281 402-0848  caloa@eontrmlicom  wune tgceahla.com

Conire] Cormprmy! I I ISOIEC 17 7 Latoratocy Accrad2n § by (ALA) American Accoclolon fof Lab ¥ i Cartioabs Mo {TEAD.
mmwﬂmmmsswwymsgm@qmr 2 :

2l Lt 2 4 b & of Conbt ¥ .













Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Equipment Alcotest 7110 MEKII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01060 Calib. Dale: 02/21/2023 Calib. No.: 00041
Centification File No.: 01061 Cert. Date: 02/21/2023 Cert. No.: 00036
Linearity File No.: 01062 Lin. Date:  02/21/2023 Lin. No.: 00037
Solution File No.: 01059 Soln. Date: 02/0%9/2023 Soln. No.: 00266
Sequential Fite No.: 01062 File Date:  02/21/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDCB-0001
Control Solution 90 0.040% Expires:  07/06/2023
Solution Control Lot: 21250 Bottle No.: 0504
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDCB-0002
Control Solution %:  0.080% Expires:  07/19/2023
Solution Control Lot: 21260 Bottle No.; 0016
Calibrating Unit: WET Modef No.: CU-34 Scrial No.: DDBN-0007
Control Solution %:  0.160% Expircs:  07/29/2023
Solution Control Lot: - 21290 Botllz No.: 0837
Function Result Time Temperature Commenl(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:018
Control 1 EC 0.040% 13:028 33.9°C *#k TEST PASSED *#%
Control 1 IR 0.03v% 13:028 33.9°C *#x TEST PASSED *%*
Ambient Air Blank 0.000% 13:038
Control 2 EC 0.040% 13:048 339°C *5% TEST PASSED **#
Control 2 1R 0.038% 13:048 33.9°C *Ek TEST PASSED #%*
Ambient Air Blank (3,.000% 13:038
Control 3 EC 0.079% 13:068 34.0°C *4k TEST PASSEL #%*
Control 3 1R 0.078% 13:068 34.0°C x4k EST PASSED ***
Ambient Air Blank 0.000% 13:088
Control 4 EC 0.079% 13:085 34.0°C **x TEST PASSED *¥*
Control 4 IR 0.078% 13:088 34.0°C ¥k TEST PASSED *%%
Ambient Air Blank 0.000% 13:108
Control 5 EC 0.160% 13:108 34.0°C k% TEST PASSED ***
Control 5 IR 0.159% 13:108 34.0°C wkk THST PASSE]D *#*
Ambient Air Blank 0.000% 13:128
Control 6 EC 0.155%% 13:128 34.0°C *#x TEST PASSED **%*
Control 6 IR 0.160% 13:128 34.0°C *¥x TEST PASSED *%*
Ambient Air Blank 0.000% 13:148

All tests within acceptable lolerance.

Coordinator
Last Name: HALL

First Name: JOSHUA MI: B

i / adg RN
Z 7 #7700 e N0 T s

Signature:
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NEW JERSEY STATE POLICE
Alcabol Drug Testing Unit

Tpr. 1T Joshua B. Hall #7750

Harillon Technology Complerx
Suite #400 o TelR{609)584-505T ex1 5503
[200 Negron Drive Email:Joshum, Holl@ujsp.org

Hamflton, NI DBSSL Collf (809 947-31T9
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! e OFPICEQE THE ATTORNEY GINERAL LU . :
PHILIP D, MURPHY : . DEpsmrwenT OF LAWANDPUBLESAsETY. - _GURA 8. GREWAL
Doy . . T DwIsIROF ST&TE:P@QE r T e Attarmg Garerizd
. : ; . ' Fps:‘Qsaca;dmﬂ&s P - . e, .
SHEMA Y. QLIVER .o : ' WSt TReNTeL T DSERE 06 L + PATRICK 3, CALLAHAN
Le. Gaveriigr R . S (@9)3?2‘.)1@0' - Y Y Chlewd
mmﬁw 0FANALM - .

ﬂ 540 FERCE"JT .BREH,‘ZH ALEOBQL SIMULATOR SOWTWN

-—H__.____r_.__'_
by
+

Al

ACCEPTANCE SPECIFICATIONS FOR BREATH ALEOHOL SIMI]LA‘I-'ORSOLUTION' Exhyl alchlial
concentedtion within, but not exceadiig, the tafge 0£0.0469 to 0.0499 grams per 100 amiflifiters of solntion.,

MANGEACTURER: Dineger Iie, ) A:NﬁLYSIS DATE RAz021
BREATH ALccrHoLJsmmmRSOLuTmN LOT NUMBER: 21250 )

Reprcsentativasamplcs of the-abobeieferemniad Lot Number weretested by Ges Chromatography &ad found fo have
R.meny ethy] gleobol conpoptrstioh mngo of 21,0485 to 0,048 grams per 108 millditers of spltion.. _

This.lot of breath aicohe] similator solution tmay beufilized ra a known traceable-standzrd for the purpose of
- canducting periodic, festy, pursuant o N.LAE, 13:51-4,3, of approved breath festinstraments (N.LA.C. 13:51-3.5)
tillzed by law enforeement agerdiés in this Stele, Thgmznufacmm’s expiretion date for this fot of bigsth elcohal

simulator selution ig Juby D6, 2023,

As Assistant Ghief Forensic Sciantist fortbe Division.of State Palice, I'herehy centify and aftést that the feste gmd |
resaits documented i this Gertitigats of Andlysts werepirfornied at the Offce of Forensic Seiencea efﬁm‘Dhmpﬂ
of State Police on propesty fonglionin and calitrated fnstrments.snd equipment. Allprocedurss wilized ate

: Bocurate, objective, and fesfomted on a routine basta by Bersonne! within tha Oﬁwof?ammc;s;moes, B .
eocordance with their f:mft'.ssibhal duties shd résponsivilities. e

- IJ W‘ ,
M:cl_ﬁac! Kennedy
Agsistant-Chiet Forensic Scfentist
NISP Office of Forensic Scietices

2021,

At In(ernaffoﬂa’!{yﬂ toredited Ageney™
N dexizrg- I rin Kol Qppeetiniey Fagde s
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Ptate of ﬁzfu Jeraey

. QFFIGE OF THE ATTONNEY GENERAL
PHILIP D. MURRHY DEPARTMENTOF LAW AND PUBLIC SAFETY GURBIR 5, GREWAL
Gavernar JIIVISION OF STATE POLICE Attormey Genepal
. «  PosTCereEBiox MGR
SHEILA Y. OLIVER WEST TRENTORN, W (8628-0043 ' PATRIEY, §. CALLAHAN
L1, Goverstar -{600)Y BR22000 Cafore?
CERTIFICATION OF ANALYSIS

0.080 PERCENT BREATH ALUOHOL SIMUIATOR SOLUTION

ACCEPTANCE SPEG[FICATIONS‘TORBREATH ALCOHGLSIMULATQR SOLAUTION; Ethyl alcahel
contentration within, but not exceading, the range of 0093540 0.0997 grams per 100 milliliters of solution.

MANUPACTURER: Dingger, Tie, : " ANALXSIS DATE: 07/27/2021
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 21260

Representative samples of tho abovo-sefirenced Lot Number ere fested by (s Chromatography and forng to have
& mean ethy! aicohol concentration. range of P.AB70 to 0.0977 gramspnr !00 millilifers of solotion.

This Tot of breath lcobol sifmulator salution may be otflized a i knoiv kaceahls standand for the purposc of
gonducting pariodic tests,pummthJAC 13:514.3, of approved breath test instroments (NI A.C 13:51-3.5)
wtitized by law enforcement agenciss in this Stafe. “I‘hamanhlhcturer‘s cipiation date far this lot of brmﬂl all:ahul

simuletor.soluition is July 12, 2023.

As Assistant Ch:r:f Farensic Scitatist forthe, Divisior of Stas Pohce, I Heroliy cerfify and altes:ihatihs dests and )
Tesults documented! in this Coritficate of Analysis were pa‘fumed drthe Office of Forengjc Splenges of the Divition.
of State Police ampraperly Funciioning snd eafibmted ms!mmzals and equipmeit., All procediires ntilizedars
acontate, ebjective, and perfoned o aroutine basis By persomsl within tha Offige of Foreusic Sefenges, in

eepordance with their professional dutjes end responstbilities.

bficheel Knnnady
Assistent Chicf Forensie Smepnat

HiSP Gfﬂca.of Forpsle Sclences

s Frigrradonafly A:m'.dfmhlgzqu

o kAo & ?Wﬂmlg-mu\qm
r lﬂmwﬂm wid Boemohale




Strte of Nefo Exrﬁﬁg |
QFFIOE Q- THE-ATTORNEY GENERAL _
PiLIR P, MURFRY DERARTMENTOF LAW ANDPUBLIC SAFETY GIREIR S. GREWAL
Gavernor . DivigjoN OF STATEPOLICE Aty Gt
A L OLUER wp_cmom X058, '
HELA Y, OLIVE *Wesr Thiatron, NI BEEE-0Gs8: PATIICK J, CALLARAY
L. Gy fﬁﬂﬂlﬂﬁw . Nt Coloped ~ +
CERFIFICATION OF ANAL ¥SIS :

0.100 PERCENT BREATA.ALLOROL SBMPEATOR SGLITION

ACCERTANCE SEECIFICATIONS FOR BREATHALCOFOL STMULATOR SOLUTIGN: Ethytaieohal
eanc2nfiEton fifti, but fiot Goeéding, ﬂi?féilg&ﬁ',fvﬂgil’ﬂ (v 6,1245 prainis ped 10y waillilitosrof sthution.

MANUFACTURER: Drneger, Ire. . ANALYSIS DATE: 07/87/202¢
BREATH ALCOHBL SIMULATOR SQLUTION LOT NUMBER: 21210

Repteseutativp samples-al the above-refereibed Lof Numbe e testpd by Get Chromaphzraphy and found to have
a.mean &thy} wlcohol Epfiventration dngt oF 01 190 b 01,1215 prarnx per T0D milliliters b solution.

This o1 of bréaifraleohol simulamr sokition may be ufilized as aknvwa traceable standand for the pimposs of
édndubting pétiodicteits, pupsyimt fo NLAG: [3:51-4.3;.0f approved broafh test fustruments INTA.C. 13:51-3.5)
usilized Joy firp-enfordement apsncley 1 this State. The manfiichmed’s expiratinn dage-for thik ot of breath alcohof
shmulator spbitice is oma 16, 2083, r.L

As Assistant Chief Forensit Solentdst for (e Pivisicn of StatePalibe, 1 hersby sertify and attest that the tests am
regtilts doguihented,in this Cariificate pf-Atihysle wesh perfiriied ut the Offfce of Forohdic Scieited of the Division
of State Paljcs oh propefly fuotioniing md ealftrsted Ingrunients andequipment, All procedures atilized are
Hocuate, objebtive, ahd garfortisd On g routins biatie by persqhng] witiin th Offfes of Edrensit Sciedees, in
acondies vith théir professlonal dufies divd eeipehisibilities.

Michge! Kennedy
Ansispimt Glifef Forensio Scientlst
NISP Offica of Forengie Sclences

W-&é{omma ﬂﬁsﬁgﬁ day E\/fu.,D}Jg] » 2021,
thaﬁ:y =0 N B R
E, 8T ,
e
Hh %ﬂh

- .

¥

*dn tnlenationally Aciredited Agency™
) , 2
Nt Loy i St Eqtef] (it Setpdimn
;mﬂ:.f@w Twptr o Kogrrkadde A




State of Ei e&r Ejerﬂeg

OFFICE OF THEATTORNEY GEMERAL
Pnsie B, Morrhy . DEPARTMENTOF LAWAND PUBLIGSAFETY ANDREW ), Brucg
Governd? _ DIVISION OF STATE POLICE Acting ANtame Generdt
Tost Oree B 7058
SHEILA Y. OLIVER Wi TReNTOR, N 056280068 PATRICK L CALLAHAN
Lt Goverar . : (agy 842-2000 Calegref
CERTIFICATION OF ANALYSIS

0.160 PERCENT BREATH ALCOHOL STMULATOR SOLUTION

ACCEPTANCE SPECIF!CA’I'[UNS ¥O BREATH ALCOROL SIMOLATOR SORUTION: Elh}rl aleokiol
chhcentration within, but not exceeding, theratige oF0.1878 to 0.195% et per 100 millilitess pf bplution,

' MANUFACTURER: Draeger.Tue, ' ANALYSIS DATE: 08/11/2021
BREATH ALCOHOL SIMULATGR saw'n@N LOT NUMBER: 21290

Reprasontative samples af the pbove-refirened Lumumbef wers tested by Gas Chromatogrephy antl foutd 1o hirve
& mesn ettiytaleahol concentrafion farfgo of §,1945 16 §.1977 graves per 100 milliliters o solution,

Titis lot of breath slcohol simulatpr splution gy be ufifized os o known freceable standard for the pirpdssof |
donducting periodic tests, pursoamt & B A.C. 135144, o eppraved breafh test instruménts (H.TA.C. 13: 51-3 5) -
oiillized by lawenforcement agenties in this State. Thy mantiboturet’s expiratian date for this Iot of bitath sicnhol

simulater solutfon §s July 29, 2023,

A3 Assisiant Chmf'rforwmc Scientist fbF i Mivision ofStatB-Poliw, I hereby catify and attest that the tests gnd | ..
reanlts dovanted tn this Certiffcate-oF Analysis weee periirmed et the Offics of Boronsic Selences of [f:e'l'.‘.??v:swn y

of State Pofiee on propierly funchoning end culibratéd instryments snd equipment, A1l procedimgs efflizedere | .
agcirate, objective, snd performed on & roytine basis Gy personns] within the Office of Farensic Scienoss, n R
aecordance with their profeasions! duties wnd pesponsibilitics.

~

M/{umhj?-

Michae! Keopedy
Assistant Chief' Foreusie Scientist
NISP Uffice of Forensie Stiences
) ad subscribed befars.she thisﬁll doyof A&;ﬁi&t_, 2021,
ola i ) -
: _ KAREN E. STAHL
NOTARY PUBLSC OF NEWJERSEY

2 50110522
A

[Luikzinhy
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PRI AOR
Ordger

Simulator

CERTIFICATE OF ACCURACY

This Cerilficate of Accurary Veéifies that the specified unit has been examined and
found to be-in compllance With Nationaj Highway and Traffic Safely Administration
regulations for devices used to calibrate Evidanfial Breath Testers.  «
(FR. Vol. 59 No. 248 12/18/84 Noficas)
Draeger, tne.

Y(®)

2 Model: ALCOTEST CU34 <

O WModel: MARK 1A Serfal Nuribeyr: ‘*i

O Oer ~_Dpedny g
Certification Date: Technician; .  Re-Cerfification Due Date: @
.')'

W
Urdger
Simulator - *
CERTIFICATE OF ACCURACY

D

o
e J
o

QS

©)

o

M

) RN

This Certificate of Accurapy verifies that the spedified unit has been examined and Jy@},
found te berin compliance with Nationz! Fnihway and Tradlic Safely Admigisiration ‘-V'f .
regulations for devices used ko calbrate: Evidenfial Breath Testers, - NN/

(FR. Vol, 59 No. 249 12/19/84 Nofices) -

X

: Draegér, Inc. A
& Model: ALCOTEST CU34 _ | &
O Model: MARK IIA Serial Number: >
O X-Cal 2000 (Alcosim) g
O Other: DOLCB-DObL f_@?
' N7
il
Certification Date: Technician; Re-Certificsition Due Date: i@h
N/
S/

Y522 B 4523

PR OP RO LOPEE@P
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e
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V _T"ﬁ_ L =7
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X

Simulator

O

e

— =] \
CERTIFICATE OF ACCURACY- 7
This Certificate of Accuracy verifies fhat the specified unit has been exanﬂneld and ,;' ‘\ :
found to berln compliance wilh Nationat Highway and Traffie Safely Administration f@i’
regtiations for devices used to cakbrate Evidenfial Breath Teslers. - M
{F.R. Vol.'58 No, 243 42£19/34 Notices) N/
Draager, Inc. ?"'\
L fam\
/& Model: ALCOTEST CU34 _ &
O Model MARK 1A Serial Number: “
O X-Cal 2000 (Alcosim) | 7N
O Other: - DDBN-DOD @}

Technician: Re-Cerification Due Date!
‘ MB R f{; 5703
ORI LO L EDILON D))

e eem et s F e ———— P

Ceriification Date:

iy

@)X

(

___Alcotest 7110 Temperature ti’rob__:e_ __H
~ CERTIFICATE OF ACCURACY

This Is fo cedify that the Aleotest 7110 Temgerafure Probe has bean tesied foracnyracy with
* With Instrumentation that b traceabls to the Natonal Institulg of Standands and Technology (NIST).
The manufzcturer recommends accuracy vadfication of the Temperatura Probe within 12 manths -
of the cerfification data below, ot stonzr, according fo your stale's specifications.
For accurate temperalure readings, the pizbe value oh this cerfificale, noled below, must
be progtamined o thiz Alcotest 7110. '

Serial Number Temp Probe: ¢  Ceffification Date: Next Ce?ﬁﬁmﬁun Due:
Dbx\Pz-39e | Wz U 2%

Probe Value:

\D\—Q : Draeger, Inc. MB




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01060 Calib. Date: 02/21/2023 Calib. No.: 00041
Certification File No.: 01061 Cert. Date:  02/21/2023 Cert. No.: 00036
Lincarity File No.: 01062 Lin. Date:  02/21/2023 Lin, No.: 00037
Solution File No.: 01063 Soin. Date; 02/21/2023 Soln, No.: 00267
Sequential File No.: 01063 File Date:  02/21/2023
Calibrating Unil: WET Model No.: CU-34 Scrial No.: DDUJ 53-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Botlle No.: 0115
Function Result Time Temperature Comment(s)
ZBAC HH:MM Simulator (°C) or Error(s)
Ambicnt Air Blank 0.000% 14:258
Control 1 EC 0.101% 14:258 33.9°C *%% TEST PASSED *#¥*
Control 1 IR 0.100% 14:258 33.9°C % TEST PASSED *%*
Ambient Air Blank 0.000% 14:268
Conuwrol 2 EC 0.100% 14:278 33.9°C #kE TEST PASSED *#%
Control 2 IR 0.100% 14:275 33.9°C wkk THST PASSED *#%*
Ambicnt Air Blank 0.000% 14:275
Control 3 EC 0.100% 14:285 33.9°C *¥*% TEST PASSED *¥%
Conirol 3 IR 0.101% 14:288 33.9°C ¥*xk TEST PASSED *%*
Ambient Air Blank 0.000% 14:295

All tests within acceplable tolerance.
On this date, | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedu ﬁw\t:\lj;?sﬂ['j by MJSP\ ?’C)ef Forensic Scicntisi. @
Temperature Probe Serial Number: B

Changed By:

Last Name: HALL i ,/ . First Name: JOSHUA MI: B
e
's""i--——._\ / <L _,a/:f :ﬁ? m Badgc NO. : ?750
Signature: e /a : Datc: 02/21/2023
l“ - / [ — e




SBtate of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY AHDREW J. BRUCK
Goveritor DivisioN OF STATE POLICE Avilng Attorney Genaral
Past OrricE Box 7068
SHEILA Y. OLIVER © o wesT TRENTON, M (18628-0068 PATRICK ), CALLAHAN
Lt Goveryor {60191 §82-2000 Cotonel

CERTIFICATION OF ANALYSIS _
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION; Eihyl alvohol
concantration within, but aot exceeding, the vange of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc, ANALYSIS DATE: 09/28/2021
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 21360

Representative sampies of the above-referenced Lot Number weve tested by Gas Chivomatography and found o have
2 mean ethyl aleohel concentration range of 0,1212 to 0.1216 grams per [00 milliliters of solution,

This lot of breath alcohol simulator solution may be vtilized as 2 known traceable standard for the purpose of
conducting periodie tests, pursnant to N.JLA.C, 13:51-4,3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration date for this lot of breath aleohol
simutator solution [s September 1, 2023,

Ag Assistant Chief Forenslc Scientist for the Division of State Police, [ hereby certify and attest that the tests and
results documented in this Certificato of Analysis were performed at the Office of Forensic Sciences of thé Division
of State Poiice on properly functioning and calibrated instruments and equipment, All procedures utilized are
ascurate, objective, and performed on a routine basis by personnel within the Office of Forensic Scfences, in
aceordance with thelr professicnal duties and responsibiiities.

g Lo

Michael Kennedy

Assistant Chief Forensic Scientist
NJSP Office of Fovensic Sciences

?ed before me this .{{fg day of A{ﬁ%@fmué &1, 2021,

[ KARENE.
NOTARY FUIBLIC OFW
Commisslon # 50110822
My Conumbrslon Bxpley 01117024
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