ALCOTEST CHECKLIST

Municipality: [/(V') 5—577}777 m/\/ Alcotest Ser.#: ﬁ@ N K~ =Y
County: gﬂi{ L:‘—/_NC?‘T’D )\-) Date of Calibration: 09 - &7 -NRO/S

1. Certificate of Accuracy Alcotest 7110 MKIII-C from Draeger Safety for
instrument used in the A.L.R.

2. Certificate of Accuracy CU34 Unit on Alcotest Instrument used.
Ser. #: DD ua— <3 -0/l

Safety for instrument in A.l r equivalent.
BASET B Te ¢33

4, Digital Temperature Measuring System Report of Calibration.
Ser. #: |36 &0 “#-S$3

Ser. #:

|V 3. Certificate of Accuracy Alcotest 7110 Temperature Probe from Draeger

A Alcotest 7110 Calibration Record
v~ B. Alcotest 7110 Calibration Certificate Part I - Control Tests.
 C. Alcotest 7110 Calibration Certificate Part II - Linearity Tests.
. Alcotest Card of operator/coordinator who performed tests.
E. Certificate of Accuracy Alcotest 7110 Temperature Probe
from Draeger Safety used in the Calibration Tests ["Black Key"
probe of Breath Test Coordinator].

Ser. #: DNhELE - OF/
|~ 6. Certificates of Analysis for each Simulator Solution used in
Calibration/Linearity Tests:

A, 0.04% Solution. /S H / ‘//

_L~B. 0.08% Solution. /5 H /| L
L~ C.  0.10% Solution. [ 5 J ! 4>,
[ D. 0.16% Solution. /5 H [ S

[

__/7. Certificate of Accuracy Alcotest CU34 Simulators from Draeger Safety
(when conducting the Calibration/Linearity Tests) for:

L~ "A.  0.04% used in Calibration/Linearity Testing DYZ — OO F
_t~ B. 0.08% used in Calibration/Linearity Testing. 0P K < 3 -o&nsS
_l_/ C. 0.10% used in Calibration/Linearity Testing.

[Same as CU34 unit on instrument.]
_« D.  0.16% used in Calibration/Linearity Testing. DDIS &S 3 -DS0OF

'-/ 8. '1/A New Standard Solution Report following Calibration.
L~ B. Calibrating CU34 Unit for same [same as CU34 unit on

L instrument].
C. Certificate of Analysis 0.10% solution for same.
Lot #: [ ~ _(3F

l/ D. Alcotest card of operator/coordinator who 'completed change.

NJDD Checklist for Alcotest Instrument 12-09-2014 m - 3 O~ 0—20/5
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Alcotest® 7110 MKIII-C

CERTIFICATE OF ACCURACY

«

D

4

O
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This is to carlify that tha Alcotest 7110 MKIil-C has baen Lasted for accuracy and found to be Ia compliance )

with tha Nalional Highway Traffic Safety Administration Standard for evidential brealh tesating davicas. . 7

The Alcotest MKIIIC Is compliant as a “moblis” and "nonmabile” EBT with 49 FR 48834, 48 FR 48864 and 58 FR 48705, a
7 g

The manufacturer recommends acturacy verificalion of thig instument within 12 months
of tha calibration date balow, or soaner, atcarding to your Slate Spacifications.

Centification Date: ERIAL NUMBER:

§-3-14 VK - 00 0%

O

Draeger Safety Diagnostics, Inc.




A 1 _
——
\ Urdger

CERTIBICATE OF ACCURACY

This Certificate of Accuracy verifies thyt the specified unst hAssabfcen ;mdminiggation
and found to be in compliance with Nationat Highway and Traffic > %tym
regulations for devices used to calibrate Bvidential Breath Testers.
"(FR. Vol. 59 No. 249 12/19/94 Notices)

SR
"

Draeger Safety ]',):iagnostica, Inc.
}2/ Model: ALCOTEST® CU34 Serial Number.
8?:161' - THud 83-0ll
er:
Cenrtification Date Techn:cian Re-Certification Due Date

5 1% e el
V‘ |

ORI ACO)
Dréger
ALCOTEST® 7110 TEMPERATURE.FI’ROBE

CERTIFICATE OF ACCURACY

_This is to cerlify that the AlcAtasf® 7110 Tarmmm s .

| CERTIFICATE OF ACCURACY

This is (0 certify that the Alcotest®
with Ingtrumentation that is traceable to tha Nallonal Institute of Standards and Technotogy (NIST).
The manufaclurar rscommaends accyracy verification of the Te perelupe Probe,
within 12 months of the cerlification date below, or sooner, according tolyour Slate Spsclfication.
For accurate temperature readings, the probe value on (his cartifl te, noted halow,

must be programmed Into the Alcoles!® 7110. :

7110 Temperature Probs hag be%:'u tesled for accuracy

Serial Number Temp. Probe Cedification date: Next Certification due:

) DDSE P-4 /545 LS/

Probe Value

Drasger Safety Diagnostics, Ing.
- Technical Service Dapartmant




\\\;/// @ , Calibration complies with ISO/EC
%@7: ACCREDITED 17025’ ANS'/NCSL 2540-1’ and 9001 '
S ‘ Cert. No.: 4000-5574138

Pl AT Calipraion .
Cerlificsle Na. 1750.01
Traceable® Certificate of Calibration for Digital Thermometer

Manufactured for and distributed by: VWR Internatlonal, LLC, Radnor Corporale Cen

; ter, Bidg 1, Ste 200, 100 Malsonford Rogd, Radnor, PA 19087
Instrument ldentification: S - :

Moadel: 61220-601 S/N: 130754753 Manu.factq(er; Control Cempany ... ..

Standards/Equipment: a = —
-Description Serial Number - DueDale = .NISEI'_Tréseable-Referénoe
Temperalure Callbrafion Bath TC-179 A45240 ’ )
Thermistor Modula o .t AL 2139714 1000332071
: Temperature Probe "~ ~ 128 2120114 6-84629-30-1
Temperature Cafibralion Bath TC-231 . A79341 ’
Thermnistor Module A17118 2/13/14 1000332071
Temperature Probe 3038 2/20/14 §-84829-1-1
Tempersture Calibration Bath TC-218 A73332
Thermislor Madule A27128 10/25/14 1000346002
Temperalure Probe 5202 11/30/14 . T 15-B15PW-1-1
Temperature Caltbration Bath TC-275 B15382 '
Dlpital Thermometer Bi6815 8/12/14 1000341967
PRT Temperature Probe 02022 8/14/15 . B3812004
Cortificate Information: ‘. .
Technician: 88 Pracedure: CAL-08 Cal Date: 12/12/13 Cal Due: 12/12/15
Test Conditions: 24.0°C 33.0 %RH 1033 mBar
Calibration Data: (New Insfrument)
Uni(s) | Nominal | AsFound | InTol | Nominal | Aslet | inTo)|  Min Max 2U | TUR
< | NA ] 0.001 | 0.001 Y -0.049 0.051 [ 0013 3.8:1
- | NA ] 24999 [ 25.001 Y 24,948 25049 | 0.023 221
c [ NA ] 50.003 [ 50.000 Y 49.953 50.053 | '0.014 161
C NA. | | 100001 | 100005 v | 'easst | 100.051 | o018 | 281

This Instrument was callbrated uslng instruments Traceabla to National Institute of Standards and Techriology.

A Tesl Unceralaly Rallo of al laast 4:1 s malwslned unfexs alherwlie elsted and Is caladtatad using Lhe axpanded mearurament uncenalnly. Uneentally evalualhon lncludes the inftrument undar
\ast and Is calcdaled ln accordance with Lhe 1SO “Gulde lo the Expresslon of Uncertalnty In Measwemenr' (GUM). The untertainty represents an axpandsd uncasialaly Using a caverage (actor k=2
1o approxdmale a 95'% confidence level In loferance condifons ara bsted an tast results falling within specified liaits with ac reduction by the uncartainty of tha messurement The resulls conlained
harein rolate-only (o the kem calluraled, This cedficata thall nol be eproducsd excepl 1n AU, without writien Bpprovel af Cantrot Company.

Nemlnai=Siandard®s Reading; Ay Lefi=)nst s Rending; (n Tokin Tal MiAMax=A Ranps; tl=Expandsd Maasuromenl Uncertainly; TUR=Tgs! Uncartalnty Ralie;

pccuracy=t{Mar-MinyZ, Min 2 As LeR Nominal{Rouaaed) - Tolersnee; Max = As Lat Nominal(Rounded)

+ Yalerance; Dole=MMIDO/YY

) %44/4..-4 / -~
Mool Raddguez, Quelily Manager Aaron Judico, Technlcsl Managar

Maintainlng Accuracy: .
In our apinlon ona calimted your Digitsl Thesmoinetor should malatain Its Becwacy, Thars Is a0 sxacl way 10 dotemwine howiong zallbralon will be malntzined, Oighal Themmometers-dhange

e, If any al all, but cen be sffecled by 1ging, temperalure, shadk, end santaminalion.

Reralihration:

Maintainlng Accuracy: .
In our apinlon ona calimted your Digital Thesmoinetor should malatain lts Berwacy, Thars Is a0 sxacl way 10 dotemwine how iong caflbralon will be malntzined, Oighal Themmometers-change

e, If any al all, but cen be sffecled by 1ging, temperalure, shadk, end santaminalion.

Recalibration:

For taclory alibration 80d te-cerlfication U bla to Nad Inztitule of §13ndards pnd Technolagy cantact Conlrol Campany.

CONTROL GOMPARY 4455 Rex Road  Friendswood, TX 77546 USA
Phone 281 482-1714  Fax 28,1'482-9448V service@controfd.com www.control3.com

Canlrol Company (s an 150 170252005 Calvralion Labiotatoiy Acorediied by (AZLA) Amerlcan Assoctailan for Laboratory Acuredllalion, Cerlificate Na, \750301;
Control Company 1s 1ISO 9001:2008 Quality Cadinzd by (DNV) Dal Narske Verlias, Conlficats No, CERT-01805-2006 AQ-HOU-RVA :
.. “Inlomalional Laboratory Accreditsfon Cooperatlan {ILAC) - Mulllialeral Racogalilon Arrangement (MRA). .

© 1009 Conural Campiry

Pige ol TrcedleD is 1 nghteed vadiourk of Canirol Comprny .



Alcotest 7110 Calibration Record

Equipmeni Alcotest 7110 MKIIT-C Seriat No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00699 Cahb. Date: 09/29/2015 Calib. No.: 00023
* Cectification File No.: 00665 Cen. Date: 03/31/2015 Cen. No.: 0001R
Linearity File No.: 00666 Lin. Dale:  03/31/2015 Lin. No.: 00015
Sotution File No.: 00692 Scln. Date. 08/31/2015 Soln. No.: 00167
Sequential File No.: 00699 File Daie:  09/29/2015
Calibrating Unit: ~WET Model No.: CU-34 Serist No,: DDUJ §3-0116
Contro! Solution 92:  0.100% Expires:  08/17/2017
Solution Contro} Lot:  15H143 Bottle No.: 0586
Coordinator
Last Name: DELLANOCE First Name: JOSEPH M): S
Badgc No,: 6027
Signature: H: éo 2,7 Date: 09/29/2015
*Black Key Temperature Probe Serial. ... # DDE EPc) -0 8l
*Dignal NIST Temperature Measuring System Serial......# [3 0 75"‘/ 753 /D)
J

L % B R
Pursuang;b law, and" fhe “(ﬁjhmr;éaff Br&iﬂi ‘I"e;)éu s
‘ca a’éxty, g,ﬁ oonmstent wilth

appoinied Breathn;{[est Coorﬁlgﬁtogggsﬁ:hc@rﬁ’ It‘f“ _ ‘Qéﬁ -‘a‘
establis ithe Chtofi;orcnssc Scientist of

"Calibration Check"g\‘ocedure"é;tor / %ié‘ﬁfe@tgi?l,fﬁg 65 by
the Diviston of Stat&x.Pohce 1 form ‘ealibration: Tlegks« oneﬁppmved _},ﬁ fruments employing
amfoved insfrument as a

infrared analysis and eTeé;roché_ cal énaTy sywhe '{;é’ﬁ&ef if:a single
dual system of chemical bileath &:gmn a _"i_:,onsmenl wmi/the current “Calibration
Check Procedure for Alcoic\s\t 7 fif} ' "Chiqf For ¢ Scientist, | performed a
Calibration Check on the agpm___ _ : }it’cate The results of my
Calibration Check are recorded 6 }é wi eh«c;ﬁnﬁstgﬁﬁwo paris on two pages: Part
I - Control Tests; and Part II - Ejs eanty Tcs!'ﬁ‘ “eertily that the foregoing statements made by me
are true. [ am aware that 1fany%![’thc m@namg ﬁﬁde by me are wilfully false, I am

subject to punishment.




Equipment
Location:

Calibration File No.:
Cenification I'ile No.:

Lincarity Frle No.:
. Solution File No.:
Sequential File No.:

Calibrating Uni;
Control Solution %:

Solutson Control Lot:

Fonclion

Ambien( Air Blank
Control { EC
Control 1 [R
Ambient Air Blank
Conirol 2 EC
Control 2 IR
Ambient Air Blank
Contral 3 EC
Contro]l 3 1R
Ambient Air Blank

" Coordinator

Signature:

mfrared analysis and c!eqtmchcimca
duat system of chemical b
Check Procedure for Alcote

Calibration Check on the ap&}i;_oggd “}'5%'% §I<i§:

%- *
%

Last Name: DELLANQCE
h %

‘“1
Pursuantﬁf”

%

appomted Breath

Alcotest 7110 Calibration Certificate

Alcotest 7110 MKNI-C

WESTAMPTON POLICE

00699
00700
00666
00692
00700

WET

0.100%
156143

LY

Resuit
%BAC
0.000%
0.099%
0.099%
0.000%
0.099%
0.099%
0.000%
0.099%
0.100%
0.000%

ath @shrig,
s-? ﬁg a2y,

‘Part I - Control Tests

Calib. Date:

Cent. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
09:54D
09:54D
09.54D
0%:55D
09:56D
09:56D
09:56D
09:57D
09:57D
09:58D

09/29/2015
09/29/2015
03/31/2015
08/31/2015
09/29/2015

CU-34

Temperature
Simulator (°C)

34.0°C
34.0°C

34.1°C
34.1°C

34.1°C
3d.1°C

Serial No.: ARNK-0025

Calib. No.: 00023
Cent. No.: Q0019
Lin. No.: 00019
Soln. No.: 00167

Serial No.: DDUJ §3-01168
Expires: 0871712017
Boutle No.: 0586

Comment{s)
or Error{s)

it TEST PASSED »é*
#xt TEST PASSED »#x

*k TEST PASSED »k+
wi% TEST PASSED #*¥

ks TEST PASSED *¥+
x4 TEST PASSED %

aw, and tHa ﬁhewc@réém 3%"% ;
%w :

P R B, =

est Coo \méerﬂr??@@m?
o§ 11

Calibration Check are mcorde&on this cert

I - Controt Tests; and Part 11 - Lf%ﬁgtypl

Se

¥ "mr,edmasn
-mnmg,em
A 'I: £ g

1y 0f ! .."‘;apacity
%hs._h ckby the Chigf Forensic Scientist of

;(e’gf)pmved instrument as a

}h the current "Caljbration

‘whioh co;;mg;gs’ of two pans on two pages: Part
At e foregoing statements made by me

are true. 1 am aware that if any ofithe Foreg@@g}sl@fﬁmeﬁié, _ade by me are witfully false, 1 am

subject to punishraent.

/




Alcotest 7110 Calibration Certificate
Part Il - Linearity Tests

Equipment Alcotest 7110 MKII1-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00699 Calib. Date: 09/29/2015 Calib. No.: 00023
Certification File No.: 00700 Cert. Date: 09/29/2015 Cert. No.: 00019
Linearity File No.: 00701 Lin. Date: 09/29/2015 Lin. No.: 00020
Solution File No.: 00692 Soln. Date: 08/31/2015 Soln. No.: 00167
Sequential File No.: " 0070] File Date:  09/29/2015
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAE-0017
Conlrol Solution %:  0.040% Expires:  08/11/2017
Solution Control Lot: 15H141 Botile No.: 0721
Calibrating Unit: WET Model No.: CU-34 Seria) No.: DDRK S3-0005
Control Solution %:  0.080% Expires:  08/13/2017
Solution Control Lot: 15H142 Bottle No.: 0946
Calibrating Unit: WET Model No.: CU-34 Serial No.;: DDRF §3-0009
Control Solution %:  0.160% Expircs:  08/19/2017
Solulion Control Lot 15H144 Bofile No.: 0486
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:10D
Controt 1 EC 0.041% 10:11D 34.1°C *¥¥% TEST PASSED ***
Control 1 IR 0.040% 10:11D 34.1°C *k% TEST PASSED ##*
Ambient Air Blank 0.000% 10:12D
Control 2 EC 0.041% 10:13D 34.1°C ¥ TEST PASSED ¥#%
Conurol 2 1R 0.040% 10:13D 34.1°C k¥ TEST PASSED #%*
Ambienl Air Blank : 0.000% 10:14D
Control 3 EC 0.080% 10:15D 34.0°C ¥4k TEST PASSED #%%
Conirol 3 IR 0.080% 10:15D 34.0°C #¥x TEST PASSED **%
Ambient Air Blank 0.000% 10:16D
Control 4 EC 0.080% 10:17D 34,0°C *#%¥ TEST PASSED #%*
Control 4 IR 0.080% 10:17D 34.0°C *¥x¥ TEST PASSED *#%
Ambient Air Blank 0.000% 10:18D
Control 5 EC 0.160% 10:19D 34.0°C #0k TEST PASSED #¥%
Control 5 1R 0.160% 10:19D 34.0°C 2k TEST PASSED ¥¥%
Ambient Air Blank 0.000% 10:20D
Control 6 EC 0.159% 10:21D 34.0°C *6% TEST PASSED *%*
Control 5 EC 0.160% 10:19D 34.0°C K CI'EST PASSED #6%
Control 5 1R 0.160% 10:19D 34.0°C 2k TEST PASSED %%
Ambient Air Blank 0.000% 10:20D
Control 6 EC 0.159% 10:21D 34.0°C *6% TEST PASSED *%*
Control 6 IR 0.161% 10:21D 34.0°C *¥% TEST PASSED *%¥*
Ambient Air Blank 0.000% 10:22D

All tests within acceptable tolerance.

Coordinator
Last Name: DELLANOCE First Name: JOSEPH MI: S
Badge No.: 6027

Signature: 5\ cT.- T\ Joldit ﬁ éo;);L Date: 09/29/2015
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Feb 20 2008 12:08  p.02

DA cear DOC-DDYL

State of New Jersey . B
] Ane Mo oran

OFFICE OF THE ATTORNEY (IENERAL
Attorney General

Jow S, CorziNE
: i _ﬁsm RIMENT-OFLAWAND R HELICSAFER
PC Box'080

PR — i, AU VT TR
A : TRENTON, N 086250080
. .

January 14, 2008
Lo

Col. Jt oseﬁh R. Fuentés, Superintendent

‘Division of Stafe Pofice . -
Division Héadq‘ua_.‘r;.ffe;g‘;-.,“. e e
P.O. Box 7068 =
West Trenton, New, Jersey 08628

Breath Test Coordfnator/Iastructor, Certification - o

Ra.;
rooper Joseph S. Dellanoce #6027

‘Dear Colong] Fuentes: .
Pursuant to the provisions of MJ.A.C 13:51-2. 1 {®) azad (c), as adoptcd and

Promujo—&t&d upder the provisions of M.J.5.4. 39:4-50.3, 39:3-10.25 and 12:7-56, Ihcrcby approve

Trooper Jascph S. Dellanoce #6027, as a duly cernﬂcd Breath Test. Coordmator/[ush‘uctor This

gpprovalis c*’fech\e immediately, o
| Very truly yours,

DT

tney General

Ik ' o
Trooper Jaseph S. Dellanoce #6027, Alcobol/Drug Test Unit, Division .of State Police

¢, . .
L. Mark Kolodzieski, Unit Head, Aleohol/Drug Test Unit, Division of State Police

« .
. LR R



This is fo certify ihat
Joseph S DeHanooe #6027
has successfu”y completed the two day Draeger Safety

Dragnost:cs Inc. Cperator Training.and Preventive

Maintenance Course on the New Jersey specific
A!cotesf@ 7’f 10 MKI!-C arld Is hereby certified as a qua!med

Operafor Tramer and
M’amfenan ce Techmman
Comp’[eﬂon of this course qu'a!fﬁes this individual to frain

and certify Operators in the proper use and operafion as
well as perform Preventive Maintenance on the New Jersey

specaﬂc Alcoteste 7110-MKII|-C.
Date: 4/12/2007 .

A

Instructor: Hansue!t % er

ey



State of Netr Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE ' DEPARTMENT OF LAW AND PUBLIC SAFETY JOHN J. HOFFMAN
Covernor DIVISION OF STATE POLICE Acting Attorney General
PosST OFPICR BOX 7008
KM GUADAONO \VEST TRENTON, NJ 08628-D068 COLONEL JOSEPH R, FUENTES
Lt. Governor (609) BR2-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Bthyl alcohol concentration within, but
not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution.

MANUFACTURER: Drale{zer Safety, Ing, ANALYSIS DATE: 9/10/2015

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 15H141

Representative samples of tho above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.0478 to 0.0487 grams per 100 millililers of solution.

This ot of breath alcohol simulator solution may be utilized as & known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath fest instruments (N.J.A.C. 13:5[-3.5) ulilized by Jaw enforcement agencies in this State.
The manufacturer’s cxpiration date for this lot of breath alcohol simulator solution is August 11, 2017.

As Rescarch Scientist for tho Division of Stato Police, 1 hereby certify and atfest that the tests and resuits documented in this Certificate of
Analysis wero performed at the Office of Forensjc Sciences of the Division of State Police on properly functioning and calibrated
instruments and cquipment. All procedures utilized arc accurate, objective, and performed on a routine basis by porsonnel within the Offico
of Forensic Sciences, in accordance with their professional duties and responsibilitics.

Ah M. Alaoule Ph D
Research Scientist
NJSP OfTice of Forensic Sciences

Swara to and subseribed before me this | |- day of S FI , 2015,
/ \ ((‘!Q L ’\.)

ARY ELIZABETH MCLAUGHLIN
ID # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commlsslon Explres Dac. 24, 2018

RONOR

@ “An Interaasionally Accredited Agency” e 74



Stute of Nelr Jersey

OFFICE OF THE ATTORNRY GENFRAL

Crias CriusTie DEFARTMENT OF LAW AND PUBLIC SAPRTY JOUN . HOFFMAN
Governm DIVISION OF STATB POLICE Acting Antorney General
POST OFFICE DOX 7068
KiM GUADAGND \VEST TRENTON, NJ 0§628-006R COLONEC JOSEPH R, FUBNTES
Lt Governor (609) 8&2-2000 « Superintondent

" CERTIFICATION OF ANALYSIS
0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyt alcohol concentration within, but
not exceedling, the range of 0.0939 o 0.0997 grams per 100 milliliters of solution.

MANUFACTURER: Dracger Safety, Ing, ANALYSIS DATE: 9/17/20(5

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBLER: 150142

Representative samples of the above-referenced Lot Number were tested by Gas Chromntography and found to have a mean ethyl alcohol
concentration range of 0.0959 to 0,0967 grams per {00 millililers of solution.

This lot of breath alcohol simulator solution may be ulilized as a known traceable standard for the purpose of conducting periodic tosts,
pursnant (o N.JLA.C. 13:51-4.3, of approved breath test inslruments (N.J.A.C. 13:51-3.5) ulilized by !aw enforcement agencies in this State.
The manufacturer's expiration date for this lot of breath alcohol simuintor sofution is August 13, 2017,

As Research Scientjst for the Division of State Polico, 1 liereby certify and attest that the tosts and results documented in this Centificate of
Analysis wero perforimed at the Office of Forensic Sciences of the Division of State Palice on properly functioning and celibrated
instruments and cquipment. All procedures utilized aro accurate, objective, and perfornmed on n routine basis by personnel within the Office
of Forensic Sciences, in accordance with (heir professional dulies and rcsponsibil/it'es.

A A o
L = T ————a
(AITM. Alacuie, Ph.D.

Research Scientist

N A b
(AITM. Alactie, Ph.D.

Research Scientist

NJSP Office of Forensic Sciences

Sworn 10 and subscribed before me this ! 'H'Ldny ofg(' /')‘K'. '} 'J'\-/\)_i'), {2015,
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WARY ELIZABETH MCLAUGHLIN
1D # 2052100
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commlssion Expires Dec. 24, 2018
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CERTIFICATION OF ANALYSIS
0,10 PERCENT BREATH ALCOHOL SIMULATOR S§OLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcoho! concentmtmn within, but
not exceeding, the range of 0.1174 {0 0.1246 grans per 100 milliliters of solution.

MANUFACTURER: Dracger Safefy, Ine, ANALYSIS DATE; 05/14/20)5

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 15H143

Representative samples of the above-referenced Lot Number wera tested by Gas Chromatography and found to havo a mean ethyl alcohol
coitcentration range of 9.1198 to 0.1226 grams per 100 milliliters of solution.

This lot of breath alcohol simulator selution may be utilized as a known traceable standard for the purpose of conducting pariodic lests,
pursuant to N.J A C, 13:51-4.3, of approved breath test instruntents (N.JLA.C. [3:51-3.5) utilized by law enforcement agencies In this Slafe.
The manu facturer’s expiration date for this lot of breaih alcohol siulator solution is Augnst 17, 2017, .

As Research Scientist for the Division of State Patice, | hereby certify and attest that the tests and resulls documented in this Certificale of
Analysls were performed at the Office ol Porensic Sciences ol the Division of State Police on properly functioning and calibrated
inslruments and equipment. All procedures utilized are accurate, objective, and performed on a rontine basis by personnel within the Office

of Ferensic Scicnees, in accordance with their professiona! duties and responsibililics :
//” 'zﬁ "/

,Ah M Alzouie, Ph D.
Research Scientist
NISP Office of Forensic Sciences

/

Sworn to and subscribed before me this J-'\éj_i’&ay of S pm e nfadt 2018,
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NOTARY PUBLIC
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bty Commisalon Explres Dec. 24, 2018
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CERTIFICATION OF ANALYSTY
816 PERCENT BREATH ALCONOL SIMULATOR SOLUTION

ACCEFTANCE SPECIFICATIONS FOR NREATH ALCOHOL SIMULATOR SOLUTRON: Bilvyd slooks] cowcamstid ron whin, bl
ot exceeding, the mige oF 0.1878 10 01994 gravse por 106 milliliers of solstion,

MANUFACTURER: Dracger Sufaty, hug, ANALYSIS DATE: $13/3015
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 1581144

Representative smmplos of the above-referenced Lot Number were lesied by Gas Chomstography said fouid 1o kve 3 san otbyl sloghal
concentralion range of 01936 o O, K952 prams per M mibihiers of selision.
This lat of broath sicobol simuinior solntion may be wilized st » kngvn tacesble sendard for the purpase of condutting p:lhﬁ: W

purgudit (o N.ELAC, 1 3:51-4.3, oF approved bresdh best inpimsnests {MLLAC 13:51-3.3) uiblized by low enfsrcemont agencies in ks Srple.
The nianafaciorer's cxpimiion St for this ot of brealh sleohol smmdaior mfolion w Al 19, 2017,

Ag Resensel Scjenider for the Devizion of Sama Palice, | bareby comily ned stes ihat ghe joat wied regubis docorwnted iy thiy Coniliests off
Anplysis were perfarmed ai fhe OfMice of Forensic Scicnoe of fat Divigion of Siate Police oa proporiy femctioaing and calibtated
hstrimends and equipmde, AN proceduces olifond die spouiste, shisetive, i6d perfiamed o & rooting bave by persomme] within the Dffce
of Forensie Scivness, m acrordance with thefr proferuiomal dunes sl respormisfiles.

Susorm te anid subucribed before ma this 19 dayof  Spoteaiog ., 2003,
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@ Model: ALCOTEST® CU34 Serial Number.

O Model: MARK [TA _

O Other: DOAE - p0/F

Certification Date Technician Re-Certification Due Date H
E- 15~ |6 S - 18

EE) | trdger
CERTIFICATE ©F ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway aod Traffic Safety Admunstration
regulations for devices used 1o cali-rate Bvidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Noticcs)

Draeger Safety Diagnostics, Inc.

L]

@) trdger

CERTIEICATE OF ACCURACY

This Certificate of Accuracy verifies thaf the specified unit has been exarnined
and found to be in compliance with National Highway and Traffic Safety Admimstration
regulations for devices nsed to calibrate Evidential Breath Testers.

(FR. Vol, 59 No. 249 12/19/94 Notices)
Draeger Safefy Disgnostics, Inc.
@/Modcl: ALCOTEST® CU34 Serial Nuarb
e :
O Model: MARK IIA s umbes
O Other: DDQK gB ’0005
Cenification Date Technician Re-Certification Due Date

- 17 ~/5 < /5Y S - 172 /b

n

~—-—-!-V—-——-,m___m




Drager
CERTIFICATE ©F ACCURACY

es thet the specified unit has been examined

This Certificate of Accuracy venfi }in _
and found to be in compliance w)i/th National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers, ,

“(FR. Vol. 59 No. 249 12/19/94 Notices)
Draeger Safety D;‘agnosﬁcs, Inc.

~e
f
i
{
]
e NI orrm—————

(O Model: ALCOTEST® CU34 Serial Number,
(O Model: MARK 11A

(O Other: DDPFES3 -~ prod
Certification Date Technici Re-Centification Due Date

- /5 /S @_—Q 8’15'/(0

OO PO TOIPEOTCOTTOTQ
Drager

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

ALLCUIESHEY 711U EMPERAITURE PRUBE

CERTIFICATE OF ACCURACY

b This is to certify that the Alcotes!® 7110 Temperature Probe has been tested for accuracy
with instrumentation that is traceable 10 the National Inslitute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe
within 12 months of the certification date below, or soonesr, according to your State Specification.
For accurate temperature readings, the probe value on this certificate, notad below,
must be programmed into the Alcolest® 7110,
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Probe Value
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MX1)]-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00699 Calib. Date: 09/29/2015 Calib. No.: 00023
Centification File No.: 00700 Cerl. Date: 09/29/2015 Cert. No.: 00019
Linearity File No.: 00701 Lin. Dale:  09/29/2015 Lin. No.: 00020
Solution File No.: 00702 Soln, Date: 09/29/2015 Soln. No.: 00168
Sequential File No.: 00702 File Date:  09/29/2015
Calibrating Unit; - WET Model No.: CU-34 Serial No.: DDUIJ §3-0116
Control Solution %:  0.100% Expires:  06/13/2017
Solution Conurol Lot:  15F139 Bottte No.: 0512
Function Resuly Time Temperature Comment(s)
PBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:28D
Control 1 EC 0.096% 11:28D 34.0°C **¥¥ TEST PASSED *#%
Control 1 1R 0.096% 11:28D 34.0°C *%% TEST PASSED **%
Ambieni Air Blank 0.000% 11:29D
Conirol 2 EC 0.096% 11:30D 34.0°C ¥¥% TEST PASSED **%
. Control 2 1R 0.097% 11:30D 34.0°C *xk TEST PASSED ¥
Ambicnt Air Blank 0.000% 11:30D
Control 3 EC 0.096% 11:31D 34.0°C #¥% TEST PASSED **%
Control 3 IR 0.097% FL1:31D 34.0°C *4% TEST PASSED *#%*
Ambient Air Blank 0.000% 11:32D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcolest 7110 operator training and procedures established by the (NJSP) Chicf Forensic Scientist.

Temperature Probe' Serial Number: DDKFP 2 -J Yi3 éljﬁ

Changed By:

Last Name: DELLANOCE First Namc: JOSEPH MI: S
Badge No.: 6027
Signature: S\ CT. A(QL# 4d 27 Date: 09/29/2015
/’l“’ i il 1

Badge No.: 6027
Signature: S\ CT. /K] ,ZZL-# 44607 Date: 09/29/2015
Loy Bl - 1
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Critrs CinasTin DEPARTMENT OF LAW ANL PUBLIC SA¥EFY Jonn ), HOFRMAR
Governor DISION OF STATE POLICE Acting Atorney Generni
FOST OFPICE Box 7068
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Lt Covernoy {605) 852-2000 Supsrintideni

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEITANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: BEihyl alcohal concentration within, but
nof exceeding, the range of 0,1174 t0 0.1246 prams per 100 milliliters of solution, :

MANUFACTURER! Dracger Salety, Inc, ANALYSIS DATE: 7/10/2015

BREATH ALCOHOL SIMULATOR'SOLUTION LOT NUMBER: 15F139

Representative sumples of the above-referenced Lot Number wero tested by Gas Cliromatography and found {6 have & mean ethyl leohol
congettralion range of 0. [187 0 0,1209 prams per J00 millillters of solulion,

This lot of breath alcohol simulator solution may be utilized as & known traccable standard for the purposc of conducting periodic tesls,
“pursuant lo NJA.C, 13:51-4.3, of approved breath test ingtriments (N A.C. 13:51-3.5) ulilized by law enforcement apencies (n this State.
The manufacturer’s explratlon date for Usis tot of breath alcoliol simulator solulion s June 13, 2017,

Ag Research Soientist for ibo Division of State Police, I hereby certify and artest that the fests and resuity documenled in this Certificato of
Analyzsis were perforiued af the Office of Forenste Sciences of the Division of Siate Pollce on properly functioning and calibrated
ingruments and cquipment. All procedures.utilized are accurate, objective, aud perfornied on a rouline basis by personnel within the Office
of Morousic Sciences, in accordnnca with their professional dulies and r&qponsnbllmcs

54\'“ M. Afaouxo, Ph. D
Research Scieatist
NJISP Office of Forcnsic Soiences

Sworn to and subseribed before me this 11 day of T, , 2015,
R 7

JOHN R LEAVER
\D K 2207138
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