Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00550 Calib, Date: 08/21/2013 Calibh. No.: 00018
Certification File No.: 00551 Cert, Date: 08/21/2013 Cert. No.: 00015
Linearity File No.: 00552 Lin. Date: 08/21/2013 Lin. No.: 00016
Solution File No.: 00576 Soln. Date: 12/31/2013 Soln. No.: 00142
Sequential File No.: 00576 File Date:  12/31/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Conirol Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1264
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:438
Control 1 EC 0.099% 11:448 34,0°C wkk TEST PASSED k%
Control 1 IR 0.099% 11:448 34.0°C *xk TEST PASSED ##%
Ambient Air Blank 0.000% 11:458
Control 2 EC 0.098% 11:458 34.0°C *¥k THST PASSED #*%
Control 2 IR 0.099% 11:458 34.0°C #*k* TEST PASSED *%¥*
Ambient Air Blank 0.000% 11:468
Control 3 EC 0.098% 11:478 34.0°C #%k THST PASSED ##%
Control 3 IR 0.098% 11:478 34.0°C *xk TEST PASSED *%%
Ambient Air Blank 0.000% 11:488

All tests within acceptable tolerance.

On this date, I installed the above indicaled "NEW SOLUTION" in acordance with
Alcolest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: BREWER First Name: ANDREW MI:J
Badge No.: 2739

Signature: Spé-é» }‘&\m&;?f“ Date: 12/31/2013




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKII-C Serial No.: ARNK-0025
Laocation: WESTAMPTON FOLICE
Calibration File No.: 00550 Calib. Dare: 08/21/2013 Calib. No.: 00018
Certification File No.: 00551 Cert, Daie: 08/21/2013 Cert. No.: 00015
Linearity File No.: 00552 Lin. Date:  08/21/2013 Lin, No.: 0016
Solution File No.: 00558 Saln, Date: 12/15/2013 Soln. No.: 20141
Sequential File No.: 00568 File Dute;:  12/15/2013
Calibrating Unil: WET Model No.; CU-34 Serial No.: DDUJ 53-0116
Control Solution %:  0.100% Bxpires:  11/05/2014
Solution Contrnl Lot:  12KI108 Botile No.: 1254
Function Result Tirne Temperature Comrnent(s)
BBAC HH:MM  Simulator #C) or Error(s)
Ambient Air Blank 0.000% (13:565
Control 1 EC (.094%% 03:56% 34.0°C ##x TEST PASSED &+
Controd 1 IR 0.099% 03:565 34.0°C sk TEST PASSED A%
Ambient Air Blank 0.000%; 03:575
Control 2 EC 0.097% 013:588 34.8°C #%% TEST PASSED ***
Control 2 IR 0.098% 03:388 34,6°C #5% TEST PASSED ###
Ambient Air Blank 0.000% 03:595
Control 3 EC 0.097% (03:595 34.0°C *¥*¥% TEST PASSED #%*%
Control 3 IR - 1,098% (63:598 34.0°C **% TEST PASSED *¥
Ambicnt Air Blank 0.000% 04:008

All 1ests within acceptable tolerance.

On this daie, | installed the above indicaied “NEW SOLUTION" in acordance with
Alcotest 7110 operator Lraining and procedures established by the (NISP) Chict Forensic Scientist.

Changed By:
Last Name: FERGUSON First Narmme: BRIAN MI; C

: i[ M_.. Badge No.: 2736
Signature: ;?;« ‘ 7 e fo734 Date: 12/1512013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Laocation: WESTAMPTON POLICE
Calibration File Na,: 00550 Calib. Date: 08/21/2013 Calib. No.: 00018
Certification File No.: 00551 Ceri. Date: 08/21/2013 Cert. No.: 00015
Linearity File No.: 00352 Lin. Date:  08/21/2013 Lin. No.: 00016
Solution File No.: (H1564 Soln. Date: 11/26/2013 Soln. No.: 00140
Sequential File No.: 00364 File Date:  11/26/2013
Calibrating Unit; WET Model No,; CU-34 Serial No.: DDLY 53-0116
Control Solution %:  0.100% Expires:  11/05/2014
Solution Conirol Loi:  12K108 Botile No.; 1251
Furction Result Time Temperature Corgmen(s]
ZEBAC HH:MM  Simulator (°C) or Error(s)
Ambieni Air Blank 0.000% 10:165
Control 1 EC 0.099% 10168 34,0°C a4k TEST PASSED %k#
Comrol 1 TR 0.098% 10:163 34.0°C ek TEST PASSEL #%%
Ambient Air Blank 0.000% 10:178
Control 2 EC 0.097% 10:188 34.0°C #¥% TEST PASSED ###
Conirol 2 IR 0.098% 10:188 34.0°C *=% TEST PASSED ##*
Ambient Air Blank 0.000% 10:198
Control 3 EC 0.097%% 10:198 34.0°C ®xk TEST PASSED ¥5=
Control 3 IR 0.097% 10:195 34.0°C #ikk TEST PASSED ==
Ambient Air Blank 0.000% 10:208

All tests within accepiable tolerance,

On ihis date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Aleotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: ENT . First Name: STEPHEN Ml P

SC' . Badge No.: 2730
Signature: R /\%%?) ZSJ,} ) Date: 11/26/2013
i




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIL-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibratjon File No,: 00550 Calib, Date: 08/21/2013 Cahib. No.; 00018
Certification File No.: 00551 Cert, Date;  08/21/20G13 Cer.. No.: 00015
Linearity File No.: (0552 Lin. Date: 08/21/2013 Lin. No.: 00016
Solution File No.: 00560 Soln, Date; 11/01/2013 Soln, No,:; 00139
Sequential File No.:  DDS6D File Date:  11/01/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ §3-0116
Control Solution %:  0.100% Expires:  11/05/2014
Solution Control Low;  12K108 Boiile No.; 1269
Function Result Time Temperalure Comment (s)
ERAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 00,0005 09:018
Control 1 EC 0.100% 09:028 REN (I R TEST PASSED *%*
Control 1 IR 0.099% 09:028 34.0°C wior TEST PASSEL #os
Ambient Air Blank 0.000% 09:038
Control 2 EC 0.099% 09: 045 34.0°C #rx TEST PASSED ###
Control 2 IR .0985% 09:048 34.0°C Ak TIET PASSED *+*
Ambient Air Blank {.000% 09:048
Control 3 EC 0.097% 09:058 34,0°C 4k TRST PASSED %
Control 3 IR 0.009% 09:038 34.0°C Rk TRST PASSED %%
Ambient Air Blank 0.000% 09:063

All tests within acceplable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcatest 7110 operator wraining and procedures established by the (NISP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MIL: P

. Badge No.: 2730
Signature: SG’T‘I‘; j@%\o Z_wttz -73 O Drate: 1170172013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Caljbration File No.: 00550 Calib. Date: 08/21/2013 Calib. No.: 00018
Centification File No.: 00551 Cert. Date: 08/21/2013 Cert. No.: 00015
Linearity File No.: 00552 Lin. Date:  08/21/2013 Lin. No.: 00016
Solution File No.: 00559 Soln. Date: 10/04/2013 Soln. No.: 00138
Sequential File No.: 00559 File Date:  10/04/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1258
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error{s)
Ambient Air Blank 0.000% 09:59D
Control 1 EC 0.100% 09:59D 34.0°C **k TEST PASSED ***
Control 1 IR 0.099% 09:59D 34.0°C *1k TEST PASSED ***
Ambient Air Blank 0.000% 10:00D
Control 2 EC 0.098% 10:01D 34.0°C #*x TEST PASSED **¥*
Control 2 IR 0.100% 10:01D 34.0°C *xk TEST PASSED ***
Ambient Air Blank 0.000% 10:01D
Control 3 EC 0.099% 10:02D 34.0°C *#**% TEST PASSED ***
Control 3 IR 0.099% 10:02D 34.0°C *kx TEST PASSED ***
Ambient Air Blank 0.000% 10:03D

All tests within acceptable tolerance.

On this date, I installed the above indicaled "NEW SOLUTION" in acordance with
Alcotest 7110 operalor training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
First Name: STEPHEN MI: P

Last Name: ENT
g Badge No.: 2730
Signature: a\Y @ -5_2/7 BQ Date: 10/04/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIJII-C Serial No.: ARNK-0025
Localion: WESTAMPTON POLICE
Calibration File No.: 00550 Calib. Date: 08/21/2013 Calib. No.: 00018
Certification File No.: 00551 Cert. Date: 08/21/2013 Cert. No.: 00015
Linearity File No.: 00552 Lin. Date:  08/21/2013 Lin. No.: 00016
Solution File No.: 00557 Soln. Date: 09/07/2013 Soln. No.: 00137
Sequential File No.: 00557 File Date:  09/07/2013
Calibrating Unit: WET Model No.: CU-34 Seriat No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1255
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambijent Air Blank 0.000% 08:05D
Control 1 EC 0.098% 08:06D 34.0°C *+* TEST PASSED ***
Contro] 1 1R 0.098% 08:06D 34.0°C *ik TEST PASSED ***
Ambient Air Blank 0.000% 08:07D
Control 2 EC 0.097% 08:07D 34.0°C **k TEST PASSED *%*
Control 2 IR 0.098% 08:07D 34.0°C **%% TEST PASSED #*%
Ambient Air Blank 0.000% 08:08D
Control 3 EC 0.097% 08:09D 34.0°C ¥k TEST PASSED *#%*
Control 31R 0.099% 08:09D 34.0°C **% TEST PASSED *%%*
Ambient Air Blank 0.000% 08:10D

All tests within acceptable tolerance.

On this date. 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P
Badge No.: 2730

Signature: g\aﬁ/f @@433—’ Date: 09/07/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Date: 03/13/2013 Calib. No.: 00017
Certification File No.: 00521 Cert. Date: 03/13/2013 Cert. No.: 00014
Linearity File No.: 00522 Lin. Date:  03/13/2013 Lin. No.: 00015
Solution File No.: 00548 Soln. Date: 08/19/2013 Soln. No.: 00135
Sequential File No.: 00548 File Date:  08/19/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ §3-0116
Control Solution %:  0.100% Expires: 11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1265
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:00D
Control 1 EC 0.098% 21:01D 34.0°C ***x TEST PASSED ***
Control 1 1R 0.098% 21:01D 34.0°C *¥k TEST PASSED *#*
Ambient Air Blank 0.000% 21:01D
Control 2 EC 0.097% 21:02D 34.0°C **x TEST PASSED ***
Control 2 IR 0.098% 21:02D 34.0°C **x TEST PASSED *¥*
Ambient Air Blank 0.000% 21:03D
Control 3 EC 0.097% 21:04D 34.0°C **¥x TEST PASSED **x*
Control 3 IR 0.098% 21:04D 34.0°C *** TEST PASSED *#*
Ambient Air Blank 0.000% 21:04D

All tests within acceptable tolerance.

On this dale, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN M1 P

\ N Badge No.: 2730
Signature: O m%@’%bw Date: 08/19/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Date: 03/13/2013 Calib. No.: 00017
Certification File No.: 00521 Cert. Dale: 03/13/2013 Cert. No.: (0014
Linearity File No.: 00522 Lin. Date:  03/13/2013 Lin. No.: 00015
Solution File No.: 00544 Soln. Date: 08/11/2013 Soln. No.: 00134
Sequential File No.: 00544 File Date:  08/11/2013
Calibrating Unil: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1266
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:33D
Control 1 EC 0.098% 14:33D 34.0°C *x% TEST PASSED *#**
Control 1 IR 0.098% 14:33D 34.0°C *x% TEST PASSED *%%
Ambient Air Blank 0.000% 14:34D
Control 2 EC 0.097% 14:35D 34.0°C *#*¥% TEST PASSED *#%
Control 2 1R 0.098% 14:35D 34.0°C **% TEST PASSED *#*
Ambient Air Blank 0.000% 14:35D
Control 3 EC 0.097% 14:36D 34.0°C *+% TEST PASSED #**
Control 3 IR 0.098% 14:36D 34.0°C ***x TEST PASSED *#*
Ambient Air Blank 0.000% 14:37D

All tests wilhin acceplable (olerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures eslablished by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN M1: P
Badge No.: 2730

Signature: 'S@, { /J G-...\ Dale: 08/11/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotesl 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Date: 03/13/2013 Calib. No.: 00017
Certification File No.: 00521 Cert. Date: 03/13/2013 Cert. No.: 00014
Linearity File No.: 00522 Lin. Date:  03/13/2013 Lin. No.: 00015
Solution File No.: 00541 Soln. Date; 07/15/2013 Soln. No.: 00133
Sequential File No.: 00541 File Date:  07/15/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ §3-0116
Control Solution %:  0.100% Expires: 11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1263
Function Resull Time Temperalure Comment(s)
%BAC HH:MM Stmulator (°C) or Error(s)
Ambjent Air Blank 0.000% 08:15D
Conirol 1 EC 0.099% 08:15D 34.0°C wkx TEST PASSED ##%
Control 1 1R 0.098% 08:15D 34.0°C Rk TEST PASSED ¥k
Ambient Air Blank 0.000% 08:16D
Comrol 2 EC 0.097% 08:17D 34.0°C x4k TEST PASSED ***
Control 2 1R 0.098% 08:17D 34.0°C #x3 TEST PASSED *##
Ambienl Air Blank 0.000% 08:17D
Conirol 3 EC 0.097% 08:18D 34.0°C ik TEST PASSED ***
Control 3 1R 0.098% 08:18D 34.0°C *xk TEST PASSED *#%
Ambient Air Blank 0.000% 08:19D

All tests within acceplable lolerance.

On this dale, ] installed the ahove indicated "NEW SOLUTION" in acordance with
Alcolest 7110 operaior training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHLEN M1 P
Badge No.: 2730

Signaluﬁﬁ_ /gm i Date: 07/15/2013
X ——




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Localion: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Dale: 03/13/2013 Calib. No.: 00017
Certification File No.: 00521 Cert. Date: 03/13/2013 Cert. No.: 00014
Linearity File No.: 00522 Lin. Date:  03/13/2013 Lin. No.: 00015
Solutjon File No.: 00538 Soln. Date: 06/19/2013 Soln. No.: 00132
Sequential File No.: 00538 File Dale:  06/19/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  11/05/2014
" Solution Control Lot:  12K108 Bollle No.: 1261
Function Resull Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:18D
Control 1 EC 0.097% 20:18D 34.0°C k% TEST PASSED #*x*
Control 1 IR 0.099% 20:18D 34.0°C 4% TEST PASSED #**
Ambient Air Blank 0.000% 20:19D
Control 2 EC 0.097% 20:20D 34.0°C ***% TEST PASSED ***
Control 2 IR 0.099% 20:20D 34.0°C *¥% TEST PASSED *¥*
Ambient Air Blank 0.000% 20:21D
Control 3 EC 0.097% 20:21D 34.0°C *4k% TEST PASSED *#%
Control 3 IR 0.098% 20:21D 34.0°C #*x% TEST PASSED *¥%*
Ambient Air Blank 0.000% 20:22D

All tests within acceplable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN M1 P

m % Badge No.: 2730
Signature: A} \P - Date: 06/19/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Date: 03/13/2013 Calib. No.: 00017
Certificalion File No.: 00521 Cert. Date: 03/13/2013 Cert. No.: 00014
Linearity File No.: 00522 Lin. Date: 03/13/2013 Lin. No.: 00015
Solution File No.: 00535 Soln. Date: 05/28/2013 Soln. No.: 00131
Sequential File No.: 00535 File Date:  05/28/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ §3-0116
Contro] Solution %:  0.100% Expires: 11/05/2014
Solution Control Lol:  12K108 Bottle No.: 1275
Funclion Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 02:07D
Control 1 EC 0.098% 02:07D 34.0°C *kk TEST PASSED *%¥*
Contro| 1 |R 0,098% 02:07D 34,0°C #%*% TEST PASSED *%%
Ambient Air Blank 0.000% 02:08D
Control 2 EC 0.097% 02:09D 34.0°C ¥4k TEST PASSED *%*
Control 2 IR 0.099% 02:09D 34.0°C ***% TEST PASSED *%*
Ambient Air Blank 0.000% 02:10D
Control 3 EC 0.097% 02:10D 34.0°C *#k TEST PASSED ***
Control 3 IR 0.098% 02:10D 34.0°C **k TEST PASSED *%*
Ambient Air Blank 0.000% 02:11D

All tests within acceplable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI. P
g %%H Badge No.: 2730
Signature: Ciy- S Date: 05/28/2013
|74 ¥




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Date: 03/13/2013 Calib. No.: 00017
Certification File No.: 00521 Cert. Date: 03/13/2013 Cert. No.: 00014
Linearity File No.: 00522 Lin. Date:  03/13/2013 Lin. No.: 00015
Solution File No.: 00531 Soln. Date: 05/08/2013 Soln. No.: 00130
Sequential File No.: 00531 File Date:  05/08/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot: 1252 Bottle No.: 1252
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:55D
Control 1 EC 0.099% 20:56D 34.0°C #kk TEST PASSED *%*
Contro] 1 IR 0.099% 20:56D 34.0°C k% TEST PASSED ***
Ambient Air Blank 0.000% 20:57D
Control 2 EC 0.097% 20:57D 34.0°C *xx TEST PASSED ***
Control 2 IR 0.099% 20:57D 34.0°C k¥ TEST PASSED ***
Ambient Air Blank 0.000% 20:58D
Conirol 3 EC 0.099% 20:59D 34.0°C *#% TEST PASSED ***
Control 3 IR 0.098% 20:59D 34.0°C **% TEST PASSED ***
Ambient Air Blank 0.000% 21:00D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

S /%%/ Badge No.: 2730
Signature: 31 WA @J Date: 05/08/2013
(




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00520 Calib. Date: 03/13/2013 Calib. No.: 00017
Cenrtification File No.: 00521 Cert. Date: 03/13/2013 Cert. No.: 00014
Linearity File No.: 00522 Lin. Date:  03/13/2013 Lin. No.: 00015
Solutjon File No.: 00528 Soln. Date: 04/10/2013 Soln. No.: 00129
Sequential File No.: 00528 File Date:  04/10/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Conirol Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot:  12K108 Bottle No.: 1273
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:58D
Control 1 EC 0.099% 08:59D 34.0°C *xk TEST PASSED ***
Contro] 1 IR 0.098% 08:59D 34.0°C *x% TEST PASSED *%*
Ambient Air Blank 0.000% 09.00D
Controi 2 EC 0.096% 09:00D 34.0°C **k TEST PASSED ***
Control 2 IR 0.099% 09:00D 34.0°C *xk TEST PASSED ***
Ambient Air Blank 0.000% 09:01D
Control 3 EC 0.097% 09:02D 34.0°C *%% TEST PASSED ***
Control 3 1R 0.097% 09:02D 34.0°C #%% TEST PASSED #**
Ambient Air Blank 0.000% 09:03D

All lests within acceptable tolerance.

On this date. I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator (raining and procedures established by the (NJSP) Chief Forensic Scienlist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

g - 7 Badge No.: 2730
Signature: O’) { U s Dale: 04/10/2013
!




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI1I-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00492 Calib. Date: 11/15/2012 Calib. No.: 00016
Certification File No.: 00493 Cert. Date: 11/15/2012 Cert. No.: 00013
Linearity File No.: 00494 Lin. Date:  11/15/2012 Lin. No.: 00014
Solution File No.: 00512 Soln. Date: 02/08/2013 Soln. No.: 00126
Sequential File No.: 00512 File Date:  02/08/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S§3-0117
Control Solution %:  0.100% Expires:  11/05/2014
Solution Control Lot: 12K108 Bottle No.: 1253
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:528
Control 1 EC 0.099% 19:53S 34.0°C k% TEST PASSED ***
Control 1 [R 0.099% 19:538 34.0°C *44% TEST PASSED ***
Ambient Air Blank 0.000% 19:548
Control 2 EC 0.098% 19:558 34.0°C *¥k TEST PASSED #*
Control 2 IR 0.100% 19:558 34.0°C *¥x TEST PASSED *¥*
Ambient Air Blank 0.000% 19:55S
Control 3 EC 0.098% 19:56S 34.0°C *¥k% TEST PASSED **¥*
Control 3 [R 0.099% 19:56S 34.0°C ***x TEST PASSED ***
Ambient Air Blank 0.000% 19:578

All tests within acceplable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

gc) M«\ Badge No.: 2730
Signature: A= Date- 02/08/2013
PR
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