Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00492 Calib, Date; 11/15/2012 Calib. No.: 00016
Certification File No.: 00493 Cert. Date: 11/15/2012 Cert. No.: 00013
Linearity File No.: 00494 Lin, Date:  11/15/2012 Lin. No.: 00014
Solution File No.: 00502 Soln., Date: 12/14/2012 Soln. No.: 00124
Sequential File No.: 00502 File Date:  12/14/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  (1/20/2013
Solution Control Lot: 11A085 Bottle No.: 0803
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Erroris)
Ambient Air Blank 0.000% 03:155
Control 1 EC 0.100% 03:16S 34.0°C ##&*x TEST PASSED **%
Control 1 IR 0.100% 03:168 34.0°C #ok TEST PASSED %
Ambient Air Blank 0.000% 03:178
Control 2 EC 0.098% 03:178 34.0°C *¥k TEST PASSED %%
Control 2 IR 0.099% 03:178 34.0°C #kx TEST PASSED ***
Ambient Air Blank 0.000% 03:188
Control 3 EC 0.098% 03:198 34.0°C ¥dk TEST PASSED *#%
Control 3 IR 0.059% 03:198 34.0°C *kk TEST PASSED *¥*
Ambient Air Blank 0.000% 03:208

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {(NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

; ‘ Badge No.: 2730
Signature: SC% T/{ (= Date: 12/14/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00492 Calib. Date: 11/15/2012 Calib. No.: 00016
Cerlification File No.: 00493 Cert. Date: 11/15/2012 Cert. No.: 00013
Linearity File No.: 00494 Lin, Date:  11/15/2012 Lin. No.: 00014
Solution File No.: 00501 Soln. Date: 12/13/2012 Soln. No.: 00123
Sequential File No.: 00501 File Date:  12/13/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117 -
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot: 11A085 Bottle No.: 0811
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:368
Control 1 EC --——% 22:378 21.0°C SIMULATOR TEMP, ERROR
Control 1 IR -—-% 22:378 21.0°C SIMULATOR TEMP. ERROR
Ambient Air Blank w---% -
Control 2 EC --—% - N/A
Control 2 IR pp— =i N/A
Ambient Air Blank - -t
Control 3 EC -G e N/A
Control 3 IR - lee- N/A
Ambient Air Blank -—% -

Test results are not within acceptable range.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: S%ﬂ?%’,ﬁ}%\, Date: 12/13/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00471 Calib. Date: 06/05/2012 Calib, No.: 00015
Certification File No.: 00472 Cert. Date: 06/05/2012 Cert. No.: 00012
Linearity File No.: 00473 Lin. Date:  06/05/2012 Lin, No.: 00013
Solution File No.: 00491 Soln, Date: 11/07/2012 Soln. No.: 00121
Sequential File No.: 00491 File Date:  11/07/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot: 11A085 Bottle No.: 0813
Function Result Time Temperature Comment(s)
BBAC HH: MM Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 08:208
Control 1 EC 0.100% 08:218 34,0°C wkk TEST PASSED ##%
Control 1 IR 0.100% 08:215 34.0°C **% TEST PASSED ***
Ambient Air Blank 0.000% 08:218
Conirol 2 EC 0.100% 08:228 34.0°C *kk TEST PASSED *¥%
Conirol 2 IR 0.100% 08:228 34.0°C *¥*x TEST PASSED ***
Ambient Air Blank 0.000% 08:238
Control 3 EC 0.099% 08:248 34.0°C % TEST PASSED ##:*
Control 3 IR 0.099% 08:248 34.0°C **¥% TEST PASSED **¥
Ambient Air Blank 0.000% 08:248

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NISP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

LN ) Badge No.: 2730
Signature: Sﬂﬁ A hpfes=— Daie:  11/07/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKITI-C Serial No.: ARNK-0025
Location: - WESTAMPTON POLICE
Calibration File No.: 00471 Calib, Date: 06/05/2012 Calib. No.: 00015
Certification File No.: 00472 Cerl. Date: 06/05/2012 Cert. No.: 00012
Linearity File No.: 00473 Lin, Date:  06/05/2012 Lin. No.: 00013
Solution File No.: 00489 Soln. Date: 10/06/2012 Soln. No.: 00120
Sequential File No.: 00489 File Date:  10/06/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Controi Lot:  11A085 Bottle No.: 0825
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 19:30D
Control 1 EC 0.098% 19:30D 34.0°C *#k TEST PASSED #%%
Control 1 IR 0.099% 19:30D 34.0°C ¥k TEST PASSED #%*
Ambient Air Blank . 0.000% 19:31D
Control 2 EC 0.097% 19:32D 34.0°C *¥x TEST PASSED #*%%
Control 2 IR 0.100% 19:32D 34,0°C sx% TEST PASSED %%
Ambient Air Blank 0.000% 19:32D
Control 3 EC 0.098% 19:33D 34.0°C Sk TEST PASSED #%%
Control 3 IR 0.099% 19:33D 34,0°C *k TEST PASSED #%%
Ambient Air Blank 0.000% 19:34D

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist,

Changed By:
Last Name: ENT First Name: STEPHEN MI: P
Badge No.: 2730

Signature: “ Cﬁ\/&/_fi;:?"’" Daie: 10/06/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025

Location: WESTAMPTON POLICE

Calibration File No.: 00471 Calib. Date: 06/05/2012 Calib. No.: 00015

Certification File No.: 00472 Cert. Date: 06/05/2012 Cert. No.: 00012

Linearity File No.: 00473 Lin. Date:  (06/05/2012 Lin. No.: 00013

Solution File No.: 00488 Soln. Date: 10/05/2012 Soln, No.: 00119

Sequential File No.; 00488 File Date:  10/05/2012

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117

Control Solution %:  0.100% Expires:  01/20/2013

Solution Control Lot:  11A085 Bottle No.: 0806

Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 21:27D

Control 1 EC --% 21:27D 34.0°C CTRL GAS SUPPLY

Control 1 IR -—% 21:27D 34.0°C CTRL GAS SUPPLY

Ambient Air Blank -—-% -

Control 2 EC -—-% - N/A

Control 2 IR - % _—iee- N/A

Ambient Air Blank - % -

Contrel 3 EC ) ——ie-- N/A

Control 3 IR - %% -—te-- N/A

Ambient Air Blank -——-% R

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcolest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN ML P

! Badge No.: 2730
Signature: DA Date: 10/05/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00471 Calib. Date: 06/05/2012 Calib. No.: 00015
Certification File No.: 00472 Cert, Date: 06/05/2012 Cert. No.: 00012
Linearity File No.: 00473 Lin. Date:  06/05/2012 Lin. No.: 00013
Solution File No.: 00485 Soln. Date: 08/31/2012 Soln. No.: 00118
Sequential File No.: 00485 File Date:  08/31/2012
Calibrating Unit: WET Model No.; CU-34 Serial No.: DDUJ 8§3-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot; 11A085 Bottle No.: 0818
Function Result Time Temperature Comment({s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:55D
Control 1 EC 0.100% 14:55D 34,0°C #*%x TEST PASSED ##%
Control 1 IR 0.099% 14:55D 34.0°C #¥% TEST PASSED #%%
Ambient Air Blank 0.000% 14:56D
Control 2 EC 0.099% 14:57D 34.0°C #4+ TEST PASSED *#%
Control 2 IR 0.099% 14:57D 34.0°C #F+ TEST PASSED *#
Ambient Air Blank 0.000% 14:57D
Control 3 EC 0.098% 14:58D 34.0°C #kk TEST PASSED *%%
Control 3 IR 0.099% 14:58D 34.0°C #*x% TEST PASSED ##%
Ambient Air Blank 0.000% 14:59D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: Sa} T, /Jqé%:??’ﬁg — Date: 08/31/2012
[ [ =




Calibrating Unit
New Standard Solution Report

Equipment Alcatest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00471 Calib, Date: 06/05/2012 Calib. No.: 00015
Certification File No.: 00472 Cert. Date: 06/05/2012 Cert. No.: 00012
Linearity File No.: 00473 Lin. Date: 06/05/2012 Lin. No.: 00013
Solution File No.: 00483 Soln. Date: 08/02/2012 Soln. No.: 00117
Sequential File No.: 00483 File Date:  08/02/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Cantrol Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot: 11A085 Bottle No.: 0815
Function Result Time Temperature Comment (s)
%BAC HO:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:03D
Control 1 EC 0.098% 20:04D 34.0°C *** TEST PASSED ##*
Control 1 IR 0.099% 20:04D 34.0°C #** TEST PASSED ***
Ambient Air Blank 0.000% 20:05D
Control 2 EC 0,097% 20:06D 34.0°C #**k TEST PASSED *#%*
Control 2 IR 0.098% 20:06D 34.0°C #¥k THST PASSED ###
Ambient Air Blank 0.000% 20:06D
Control 3 EC 0.097% 20:07D 34.0°C *#% TEST PASSED **¥%*
Control 3 IR 0.098% 20:07D 34.0°C ##k% TEST PASSED *#%
Ambient Air Blank 0.000% 20:08D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist,

Changed By:
Last Name: ENT First Name: STEPHEN ML P
Badge No,: 2730

Signature: Date: 08/02/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location; WESTAMFTON POLICE
Calibration File No.: 00471 Calib, Date: 06/05/2012 Calib. No.: 00015
Certification File No.: 00472 Cert. Date: 06/05/2012 Cert. No.: 00012
Linearity File No.: 00473 Lin. Date:  06/05/2012 Lin. No.: 00013
Solution File No.: 00482 Soln. Date; 08/02/2012 Soln. No.: 00116
Sequential File No.: 00482 File Date:  08/02/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DU 83-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot: 11A085 Bottle No.: 0819
Function Result Time Temperature Comment(s)

F%HBAC HH:MM Simulator (°C) ar Error(s)
Ambient Air Blank 0.000% 05:46D
Control 1 EC - - 05:46D 22.8°C SIMULATOR TEMP. ERROR
Control 1 IR — 05:46D 22.8°C SIMULATOR TEMP. ERRCOR
Ambient Air Blank - % L
Control 2 EC - % - N/A
Control 2 IR -—--% v i N/A
Ambient Air Blank --—-% -
Control 3 EC ----% S N/A
Control 3 IR 7 - N/A
Ambient Air Blank -—-% -

Test results are not within acceptable range.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: ENT First Name: STEPHEN MI; P
Badge No.: 2730

Signature: L e Date: 08/02/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00440 Calib. Date: 12/13/2011 Calib. No.: 00014
Certification File No.: 00441 Cert., Date: 12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin, Date: 12/13/2011 Lin. No.: 00012
Solution File No.: 00470 Soln. Date: 06/01/2012 Soln. No.: 00113
Sequential File No.: 00470 File Date:  06/01/2012
Calibrating Unit: WET Model No.: CUJ-34 Serial No.: DDUIJ §3-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot:  11AG85 Bottle No.: 0804
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:58D
Control 1 EC 0.099% 20:58D 34.0°C #4# THEST PASSED ###
Control 1 IR 0.099% 20:58D 34.0°C *++ TEST PASSED ##*
Ambient Air Blank 0.000% 20:59D
Control 2 EC 0.098% 21:00D 34.0°C #*% TEST PASSED #*#
Control 2 IR 0.099% 21:00D 34.0°C *¥% TEST PASSED #%#
Ambient Air Blank 0.000% 21:01D
Contrel 3 EC 0.098% 21:01D 34.0°C #*k% TEST PASSED ***
Control 3 IR 0.098% 21:01D 34.0°C #+% TEST PASSED #%*
Ambient Air Blank 0.000% 21:02D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: &TW@ Date: 06/01/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00440 Calib. Date: 12/13/2011 Calib. No.: 00014
Certification File No.: 00441 Cert. Date:  12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin, Date:  12/13/2011 Lin. No.: 00012
Solution File No.: 00463 Soln. Date: 05/05/2012 Soln, No.: 00112
Sequential File No.: 00463 Fite Date:  05/05/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot: 11A085 Bottle No.: 0810
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulater (°C) or Error(s)
Ambient Air Blank 0.000% 08:32D
Conirol 1 EC 0.100% 08:33D 34.0°C ##% TEST PASSED ###
Control 1 IR 0.099% 08:33D 34.0°C #+x TEST PASSED ##%
Ambient Air Blank 0.000% 08:34D
Control 2 EC 0.098% 08:35D 34.0°C #%k TEST PASSED ##%
Control 2 IR 0.099% 08:35D 34.0°C #*¥% TEST PASSED ##%%
Ambient Air Blank (.000% 08:35D
Control 3 EC 0.098% 08:36D 34.0°C #*% TEST PASSED #e#%
Control 3 1R 0.099% 08:36D 34.0°C #k¢ TEST PASSED #%%
Ambient Air Blank 0.000% 08:37D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

6[ JA ()g’ Badge No.: 2730
Signature: ﬂ‘-’ W* Date: 05/05/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIUI-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00440 Calib. Date: 12/13/2011 Calib. No.: 00014
Certification File No.: 00441 Cert. Date:  12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin. Date:  12/13/20I1 Lin. No.: 00012
Solution File No.: 00457 Soln. Date: 04/19/2012 Soln. No.: 00111
Sequential File No.: 00457 File Date:  04/19/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot:  11A085 Bottle No.: 0817
TFunction Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:24D
Control 1 EC 0.099% 15:24D 34.0°C #x% TEST PASSED %%
Control 1 IR 0.098% 15:24D 34.0°C ##% TEST PASSED ***
Ambient Air Blank 0.000% 15:25D
Conirol 2 EC 0.097% 15:26D 34.0°C ®%k TEST PASSED ##*
Control 2 IR 0.098% 15:26D 34.0°C w¥x TEST PASSED %%
Ambient Air Blank 0.000% 15:27D
Control 3 EC 0.097% 15:27D 34.0°C w¥x TEST PASSED *¥#
Control 3 IR 0.098% 15:27D 34.0°C #dk TEST PASSED #%%
Ambient Air Blank 0.000% 15:28D

All tests within acceptable tolerance.

On ihis date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotesi 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: gﬂ,‘r J’ La\, Date: 04/19/2012
T / 4




Calibrating Unit
New Standard Solution Report

Equipment Alcolest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00440 Calib. Date: 12/13/2011 Calib. No.: 00014
Certification File No.: 00441 Cert. Date: 12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin, Date; 12/13/2011 Lin. No.: 00012
Solution File No.: 00455 Soln. Date: 03/21/2012 Soln. No.: 00110
Sequential File No.: 00455 File Date:  03/21/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lol: 11A085 Bottle No.: 0812
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000%  09:585 /0561
Conirol 1 EC 0.098% 09:598 34.0°C #4% TEST PASSED *3*
Control 1 IR 0.097% 09:598 34.0°C *¥¥% TEST PASSED *#%
Ambienl Air Blank 0.000% 10:008
Control 2 EC 0.097% 10:008 34.0°C #x*k TEST PASSED %
Control 2 IR 0.097% 10:008 34.0°C *xx TEST PASSED #**
Ambient Air Blank 0.000% 10:018
Control 3 EC 0.097% 10:028 34.0°C dkk TEST PASSED ##%
Conirol 3 IR 0.098% 10:028 34.0°C #k TEST PASSED #%%
Ambient Air Blank 0.000%  10:028 [102D PmeZ/

All tests within acceplable (olerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance wilth
Alcolest 7110 operalor training and procedures established by the (NJSP) Chief Forensic Scientist.

T Bl AT SEATAC NumBee: DIWA 2~/ & Cmt)

Changed By:
Last Name: GIBSON Eirst Name: MICHAEL MI: P,
- Badge No.: 6353
. o
Signature: , a2 54 Date: 03/21/2012



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00440 Calib. Date: 12/13/2011 Calib. No.: 00014
Certification File No.: 00441 Cert, Date: 12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin. Date:  12/13/2011 Lin. No.: 00012
Solution File No.: 00454 Soln. Date: 03/19/2012 Soln. No.: 00109
Sequential File No.: 00454 File Date:  03/19/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% ‘ Expires:  01/20/2013
Solution Control Lot:  11A085 Bottle No.: 0805
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 06:328
Control 1 EC 0.102% 06:338 34.1°C #%+ TEST PASSED *¥%
Control 1 IR 0.102% 06:338 34.1°C ###% TEST PASSED *#%*
Ambient Air Blank 0.000% 06:348
Control 2 EC 0.100% 06:358 34.1°C ##% TEST PASSED #*%¥*
Control 2 IR 0.101% 06:358 34.1°C #++ TEST PASSED #%#
Ambient Air Blank 0.000% 06:358
Control 3 EC 0.100% 06:368 34.1°C #45 TEST PASSED #%*
Control 3 IR 0.100% 06:365 34.1°C ##% TEST PASSED ###
Ambient Air Blank 0.000% 06:378

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: ENT First Name: STEPHEN
q ﬁ?@ﬁ B Badge No.: ENT
Signature: 8T / 4 Q—s-e-“ i} Date: 03/19/2012

MI: P
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ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

This is to certify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
with instrumentation that is traceable to the National institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe
within 12 months of the certification date below, or sooner, according to your State Specification.
For accurate temperature readings, the probe value on this certificate, noted below,
must be programmed into the Alcotest® 7110.

D
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O

Serial Number Temp. Probe Certification date: Next Certification due:
DOWA L2 -1l CWATWAY: " 3/16/713

Probe Value

X

Draeger Safety Diagnostics, Inc.
103 Technical Serw)::e Department 2w

QJ

I

\LJ/ Drdger
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

( (F.R. Vol. 59 No. 249 12/19/94 Notices) )

Draeger Safety Diagnostics, Inc.

& Model: ALCOTEST® CU34 Serial N
O Model; MARK ITA etial Number:
(O Other: ‘ PDUT S~ 0117
® »

Certification Date . Techni¢ian Re-Certification Due Date
3/46 /12 M 3//6 /13
v




Calibrating Unit
New Standard Solution Report

qu.lipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No,: 00440 Calib, Date: 12/13/2011 Calib, No.: 00014
Certification File No.: 00441 Cert. Date: 12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin. Date:  12/13/2011 Lin, No.: 00012
Solution File No.: 00452 Soln, Date: 02/15/2012 Soln. No.: 00108
Sequential File No.: 00452 File Date:  02/15/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  01/20/2013
Solution Control Lot:  11A085 Bottle No.: 0807
Function Result Time Temperature Comment (s)
Z%BAC HHMM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:148
Control 1 EC 0.101% 15:158 34.1°C *¥ TEST PASSED ¥%*
Control 1 IR 0.101% 15:158 34.1°C #*% TEST PASSED *%*
Ambient Air Blank 0.000% 15:168
Control 2 EC 0.100% 15:168 34.1°C sk TEST PASSED ek
Control 2 IR 0.100% 15:168 34.1°C #xk TEST PASSED #r%
Ambient Air Blank 0.000% 15:178
Conirol 3 EC 0.100% 15:188 34.1°C **% TEST PASSED *¥%
Control 3 IR 0.101% 15:188 34.1°C ¥k TEST PASSED ok
Ambient Air Blank 0.000% 15:198

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: g GT A ﬁﬁ‘&’hﬁ:—— Date: 02/15/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00440 Calib, Date: 12/13/2011 Calib, No.: 00014
Certification File No.: 00441 Cert. Date: 12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin. Date:  12/13/2011 Lin. No.: 00012
Solution File No.: 00449 Soln. Date: 01/18/2012 Soln. No.: 00107
Sequential File No.: 00449 File Date:  01/18/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  03/10/2012
Solution Contrel Lot:  10C077 Bottle No.: 0371
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:578
Control 1 EC 0.100% 15:578 34.1°C wkk TEST PASSED #k
Control 1 IR 0.100% 15:578 34.1°C wkk TEST PASSED k%
Ambient Air Blank 0.000% 15:588
Control 2 EC 0.098% 15:598 34,1°C *kk THST PASSED %
Control 2 IR 0.099% 15:598 34.1°C ko TEST PASSED ##%
Ambient Air Blank 0.000% 16:008
Control 3 EC 0.098% 16:005 34.1°C Ak TEST PASSED
Control 3 IR 0.100% 16:008 C34.1°C ik TEST PASSED *#*
Ambient Air Blank 0.000% 16:018

All tests within acceplable lolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

™ - Badge No.: 2730
Signature: BO}TL ’A@pw Date: 01/18/2012




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Caljbration File No.: 00440 Calib. Date: 12/13/2011 Calib. No.: 00014
Certification File No.: 00441 Cert. Date: 12/13/2011 Cert. No.: 00011
Linearity File No.: 00442 Lin. Date:  12/13/2011 Lin. No.: 00012
Solution File No.: 00447 Soln. Date: 01/14/2012 Soln. No.: 00106
Sequential File No.: 00447 File Date:  01/14/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  03/12/2012
Solution Control Lot:  10C077 Bottle No.: 1400
Function Result Time Temperature Comment(s)
SBAC HO:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:358
Control 1 EC 0.101% 10:358 34.1°C **+ THST PASSED *%*
Conirol 1 IR 0.100% 10:358 34,1°C #*+* TEST PASSED #%%
Ambient Air Blank 0.000% 10:36S8
Control 2 EC 0.098% 10:37S 34,1°C *##% TEST PASSED #%%*
Control 2 IR 0.100% 10:378 34.1°C *xx TEST PASSED #%%
Ambient Air Blank 0.000% 10:388
Control 3 EC 0.099% 10:388 34.1°C #kk TEST PASSED #%%
Control 3 IR 0.100% 10:388 34.1°C w*% TEST PASSED #¥*
Ambient Air Blank 0.000% 10:398

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:

Last Name: PRINCIOTTA First Name: WILLIAM MI:J
A Badge No.: 2729
Signature: DU ine Date: 01/14/2012

O




Calibrating Unit
New Standard Solution Report

_Equipment____ Alcotest ZII0MKII.C _ ___  Serial No.:_ ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00414 Calib. Date: 06/28/2011 Calib. No.: 00013
Certification File No.: 00415 Cert. Date: 06/28/2011 Cert. No.: 00010
Linearity File No.: 00416 Lin. Date:  06/28/2011 Lin. No.: 00011
Solution File No.: 00438 Soln, Date: 11/15/2011 Soln. No.: 00104
Sequential File No.: 00438 File Date:  11/15/2011
Calibrating Unit: WET Model No,: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0363
Function Result Time Temperature Comment(s)

BBAC HH:MM Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 16:008
Control 1 EC 0.101% 16:018 34.1°C *#x TEST PASSED ##%
Control 1 IR 0.102% 16:018 34,1°C *x% TEST PASSED #%*
Ambient Air Blank 0.000% 16:028
Control 2 EC 0.100% 16:028 34.1°C *x% TEST PASSED #%*
Control 2 IR 0.100% 16:028 34,1°C *xk TEST PASSED #k*
Ambient Air Blank 0.000% 16:038
Control 3 EC 0.100% 16:048 34,1°C ##¢x TEST PASSED #%%
Control 3 IR 0.101% 16:048 34,1°C #kk TEST PASSED *%%
Ambient Air Blank 0.000% 16:048

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

% Ag&% . Badge No.: 2730
Signature: av 3 ‘ W S Date: 11/15/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00414 Calib. Date: 06/28/2011 Calib. No.: 00013
Certification File No.: 00415 Cert. Date: 06/28/2011 Cert. No.: 00010
Linearity File No.: 00416 Lin. Date: 06/28/2011 Lin. No.: 00011
Solution File No.: 00431 Soln. Date; 10/14/2011 Soln. No.: 00103
Sequential File No.: 00431 File Date:  10/14/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Sclution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0351
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:20D
Control 1 EC 0.101% 23:21D 34.1°C *kx TEST PASSED #%%
Control 1 IR 0.102% 23:21D 34.1°C *¥¥* TEST PASSED ##%
Ambient Air Blank 0.000% 23:22D
Control 2 EC 0.100% 23:22D 34.1°C ##k TEST PASSED *%*
Control 2 IR 0.101% 23:22D 34.1°C #¥% TEST PASSED #*%
Ambient Air Blank 0.000% 23:23D
Control 3 EC 0.100% 23:24D 34.1°C 4% TEST PASSED *%**
Control 3 IR 0.101% 23:24D 34.1°C ®¥% TEST PASSED *#%
Ambient Air Blank 0.000% 23:24D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: _— .
LIP I M

Last Name: LANDELL ;  First Name:
= /0(/1 ”"L——»/‘/’ Badge No.: 421
Signature: 77% Date: 10/14/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00414 Calib. Date; 06/28/2011 Calib. No.: 00013
Certification File No.: 00415 Cert. Date:  06/28/2011 Cert. No.: 00010
Linearity File No.: 00416 Lin. Date:  06/28/2011 Lin. No.: 00011
Solution File No.: 00425 Soln. Date: 09/23/2011 Soln. No.: 00102
Sequential File No.: 00425 File Date:  09/23/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0356
Funetion Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:17D
Control 1 EC 0.100% 13:18D 34.1°C #dk TEST PASSED ##k
Control 1 IR 0.100% 13:18D 34.1°C ##% TEST PASSED %%
Ambient Air Blank 0.000% 13:15D
Control 2 EC 0.100% 13:19D 34.1°C %% TEST PASSED #4%
Control 2 IR 0.100% 13:19D 34.1°C #+# TEST PASSED ##%
Ambient Air Blank 0.000% 13:20D
Control 3 EC 0.099% 13:21D 34.1°C ##% TEST PASSED *%x
Control 3 IR 0.101% 13:21D 34.1°C ##x THST PASSED ##%
Ambient Air Blank 0.000% 13:21D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator iraining and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

}‘ﬁ Badge No.: 2730
Signature: O’ﬂ\. m—g‘v”‘ Date: (09/23/2011
> =




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00414 Calib. Date: 06/28/2011 Calib. No.: 00013
Certification File No.: 00415 Cert. Date:  06/28/2011 Cert. No.: 00010
Linearity File No.: 00416 Lin. Date:  06/28/2011 Lin. No.: 00011
Solution File No.: 00422 Soln, Date: 08/26/2011 Soln. No.: 00101
Sequential File No.: 00422 Fite Date:  08/26/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  03/10/2012
Solution Centrel Lot:  10C077 Bottle No.: 0366
Function Result Time Temperature Comrment(s)
BBAC HH:MM  Simulator (°C} or Error(s)
Ambient Air Blank 0.000% 09:10D
Control 1 EC 0.101% 09:11D 34.1°C #*¥*% TEST PASSED #**
Control 1 IR 0.101% 09:11D 34.1°C sk TEST PASSED %%
Ambient Air Blank 0.000% 09:11D
Control 2 EC 0.100% 09:12D 34.1°C #*% TEST PASSED *%%
Control 2 IR 0.099% 09:12D 34.1°C wkk TEST PASSED #%%
Ambient Air Blank 0.000% 09:13D
Control 3 EC 0.100% 09:13D 34.1°C #4k TEST PASSED *#%*
Control 3 IR 0.100% 09:13D 34.1°C *%% TEST PASSED ##%
Ambient Air Blank 0.000% 09:14D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NISP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MIL: P
Badge No.: 2730

Signature: ga), 5/'6?3 f"?— ‘ Date: 08/26/2011
L Y




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIL-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00414 Calib. Date: 06/28/2011 Calib. No.: 00013
Certification File No.: 00415 Cert. Date: 06/28/2011 Cert. No.: 00010
Linearity File No.: 00416 Lin. Date:  06/28/2011 Lin. No.: 00011
Solution File No.: 00421 Soln, Date: 07/29/2011 Soln. No.: 00100
Sequential File No.: 00421 File Date:  07/29/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Sclutien %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Boltle No.: 0361
Function Result Time Temperature Comment(s}
%BAC HHMM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:51D
Control 1 EC 0.100% 15:52D 34.1°C *++ TEST PASSED *¥%
Control 1 IR 0.101% 15:52D 34.1°C kx TEST PASSED *¥*
Ambient Air Blank 0.000% 15:53D
Control 2 EC 0.100% 15:53D 34.1°C *kx TEST PASSED *¥*
Control 2 IR 0.100% 15:53D 34.1°C okt TEST PASSED #¥%
Ambient Air Blank 0.000% 15:54D
Control 3 EC 0.100% 15:55D 34.1°C *rk TEST PASSED #%%
Control 3 IR 0.100% 15:55D 34.1°C #kx TEST PASSED ##%
Ambient Air Blank 0.000% 15:55D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOQLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

& W Badge No.: 2730
Signature: ~JOT -:[;h__ Date: 07/29/2011
0 =




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert. Date:  01/03/2011 Cert. No.: 00009
Linearity File No.: (00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00412 Soln. Date: 06/19/2011 Soln. No.: 00098
Sequential File No.: 00412 File Date:  06/19/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.; DDUJ S3-0116
Control Solution % 0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0369
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 03:50D
Control 1 EC 0.099% 03:51D 34.0°C #kk TEST PASSED %
Control 1 IR 0.098% 03:51D 34.0°C sk¥ TEST PASSED ***
Ambient Air Blank 0.000% 03:51D
Control 2 EC 0.098% 03:52D 34.0°C %kk TEST PASSED ###
Control 2 IR 0.099% 03:52D 34.0°C **% TEST PASSED *##
Ambient Air Blank 0.000% 03:53D
Control 3 EC 0.098% 03:53D 34.0°C #¥* TEST PASSED ###
Control 3 IR 0.098% 03:53D 34.0°C %% TEST PASSED ###*
Ambient Air Blank 0.000% 03:54D

All iests within acceptable (olerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: 80)‘?}27@&)4 é’ Date: 06/19/2011
4 L




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert. Date:  01/03/2011 Cert. No.: 00009
Linearity File No.: 00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00410 Soln. Date: 05/23/2011 Soln. No.: 00097
Sequential File No.: 00410 File Date:  05/23/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0368
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 15:04D
Control 1 EC 0.100% 15:05D 34.1°C w4k TEST PASSED #%%
Control 1 IR 0.100% 15:05D 34,1°C #¥*k TEST PASSED ##%*
Ambient Air Blank 0.000% 15.05D
Control 2 EC 0.099% 15:06D 34,1°C *kx TEST PASSED *%*
Contro] 2 IR 0.101% 15:06D 34.1°C #4% TEST PASSED ##¥
Ambient Air Blank 0.000% 15:07D
Control 3 EC 0.099% 15:07D 34.1°C *#x TEST PASSED *%%
Control 3 IR 0.100% 15:07D 34,1°C w4k TEST PASSED #k%
Ambient Air Blank 0.000% 15:08D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

TEMNCELATUAE  PRUBE SERiAL Mundel: DDSFL) - 0‘1330@

Changed By:
Last Name: DELLANOCE First Name: JOSEPH MI: S
Badge No.: 6027

e
Signature: /,49( pr sy ‘ y;ﬂg/# [;027 Date: 05/23/2011




Drdger
CERTIFICATE .F ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
(F.R. Vol. 59 No. 249 12/19/94 Notices) )

S

Draeger Safety Diagnostics, Inc.

ﬁdel: ALCOTEST® CU34 l
&

O Model: MARK IIA Serial Number:

O Other: MUISR-Olle

Certification Date Technician Re-Certification Due Date

Y-24-11 M M y-75-17
"

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

This is to certify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe

within 12 months of the certification date below, or socner, according to your State Specification.
For accurate temperature readings, the probe value on this certificate, noted below,
must be programmed into the Alcotest® 7110.

Serial Number Temp. Probe Certification date: Next Certification due:

MMSEP2-0Y33 4-75-/{ Y-25- 12

: Probe Value

‘ / 03 Draeger Safety Diagnostics, inc. M M
© Technical Service Department
NV,

‘(@)"(O)N(@)N(O)’ O UONEORUO))




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: (0392 Calib, Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert. Date: 01/03/2011 Cert. No.: 00009
Linearity File No.: 00394 Lin. Date:  (1/03/2011 Lin. No.: 00010
Solution File No.: 00408 Soln. Date: 05/09/2011 Soln. No.: 00096
Sequential File No.: 00408 File Date:  05/09/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0374
Function Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:49D
Control 1 EC 0.101% 12:50D 34.0°C ##k TEST PASSED %
Control 1 IR 0.100% 12:50D 34,0°C *x¥ TEST PASSED ##%
Ambient Air Blank 0.000% 12:51D
Control 2 EC 0.100% 12:52D 34,0°C *## TEST PASSED #**
Controt 2 IR 0.100% 12:52D 34.0°C *#*++ TEST PASSED ##:*
Ambient Air Blank 0.000% 12:52D
Control 3 EC 0.100% 12:53D 34.0°C #kk TEST PASSED
Control 3 IR (.100% 12:53D 34.0°C #¥% TEST PASSED #+*
Ambient Air Blank 0.000% 12:54D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: LANDELL First Name: PHILIP MI: M
Badge No.: 421

Signature: Gt / /, ol K A Date:  05/09/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No,; 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert, Date:  01/03/2011 Cert, No.: 00009
Linearity File No.: 00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00407 Soln. Date:  05/02/2011 Soln. No.: 00095
Sequential File No.: 00407 File Date:  05/02/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot: 370 Boitle No.: 1400
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) ot Error(s)
Ambient Air Blank 0.000% 22:07D
Control 1 EC 0.100% 22:08D 34.0°C ¥k TEST PASSED #¥%
Control 1 IR 0.100% 22:08D 34.0°C ¥#¥ TEST PASSED ¥*%
Ambient Air Blank 0.000% 22:09D
Control 2 EC 0.099% 22:09D 34.0°C *¥+ TEST PASSED ¥%%
Control 2 IR 0.100% 22:09D 34.0°C *#x TEST PASSED *¥*
Ambient Air Blank 0.000% 22:10D
Conltrol 3 EC 0.099% 22:11D 34.0°C #kx TEST PASSED *¥*
Control 3 IR 0.099% 22:11D 34.0°C #4% TEST PASSED *%%
Ambient Air Blank 0.000% 22:12D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

. é}%@% Badge No.: 2730
Signature: 505 5. 4 N Date: 05/02/2011




State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

Curis CHRISTIE DEpARTMENT OF LAW AND PUBLIC SAFETY Paura T. Dow
DrvIsioN oF STATE POLICE Attorney General
Post Orrice Box 7068
KiM GUADAGNO : Wesr Trenton NJ 0B628-0068 CoLoNEI Josers R, FUENTES
(609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
conceniration within, but not exceeding, the range of 0,117 to 0,125 grams per 100 milliliters of solution,

MANUFACTURER: Drzeger Safety, Inc. ANALYSIS DATE: 2/11/2011
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 11 A085

Representative samples of the above-referenced 1ot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1196 to 0.1201 grams per 100 milliliters of solution,

This lot of breath alcohel simulator solution mey be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration datc for this lot of breath alcohol
simulator solution is January 20, 2013,

As Assistant Chief Forensic Scu-mtlst of the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at my direction and under my supervision by
persormel of, and at, the Office of Forensic Sciences of the Division of State Folice on properly functioning and
calibrated instruments and equipment. All procedures utilized are accurate, objective, and performed on & routine
basis by persormel within the Office of Forensic Sciences, in accordance with their professional duties and
responsibilities.

' Assrstant Chxef Forcnsm Sc1ennst
Divigion of State Police

L-;'QJ«&MQ—'—U% L2011,

New Jarsey Is An Egual Qpporiunity Employer
Printed on Recycied Paper and Recyciable




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00392 Calib, Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert. Date:  01/03/2011 Cerl. No,: 00009
Linearity File No.: 00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00405 Soln. Date: 04/05/2011 Soln. No.: 00094
Sequential File No.: 00405 File Date:  04/05/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJI S3-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0375
Function Result Time Temperature Comment{s)
GBAC HH:MM  Simulator (°C) ‘ or Error(s)
Ambient Air Blank 0.000% 08:47D
Control 1 EC 0.100% 08:48D 34.0°C #*% TEST PASSED #**
Control 1 IR 0.100% 08:48D 34.0°C ##% TEST PASSED #*#
Ambient Air Blank 0.000% 08:49D
Control 2 EC 0.098% 08:50D 34,0°C ¥k TEST PASSED ***
Control 2 IR 0.100% 08:50D 34.0°C *#k% THEST PASSED ***
Ambient Air Blank 0.000% 08:50D '
Control 3 EC 0.099% 08:51D 34.0°C #%x TEST PASSED #**
Control 3 IR 0.099% 08:51D 34.0°C #x¥ TEST PASSED #*%
Ambient Air Blank 0.000% 08:52D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alecotest 7110 operator training and procedures established by the {NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Q Badge No.: 2730
DO, AR S Date: 04/05/2011

Signature:




Calibrating Unit
New Standard Solution Report

Equipment Alecotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert, Date: 01/03/2011 Cert. No.: 00009
Linearity File No.: 00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00402 Soln. Date: 03/03/2011 Soln. No.: 00093
Sequential File No.: 00402 File Date:  03/03/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0355
Funection Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 20:528
Control 1 EC 0.100% 20:538 34.0°C #4# THST PASSED ###
Control 1 IR 0.100% 20:538 34.0°C ##% TEST PASSED #%*
Ambient Air Blank 0.000% 20:548
Control 2 EC 0.099% 20:548 34.0°C k% TEST PASSED *%%
Conirol 2 IR 0.100% 20:548 34,0°C *#¥% TEST PASSED *%*
Ambient Air Blank 0.000% 20:558

. Control 3 EC 0.099% 20:568 34.0°C ®kk TEST PASSED ##4%
Conirol 3 IR 0.100% 20:56S8 34.0°C #x% TEST PASSED ek
Ambient Air Blank 0.000% 20:578

All tests within acceplable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

g A ml Badge No.: 2730
Signature: O)T:\ 8 . Date: 03/03/2011




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serjal No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert. Date: 01/03/2011 Cert. No.: 00009
Linearity File No.: 00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00399 Soln. Date: 02/02/2011 Soln. No.: 00092
Sequential File No.: 00399 File Date:  02/02/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ §3-0117
Control Solution %:  0.100% Expires:  03/10/2012
Selution Control Lot:  10C077 Boitle No.: 0364
Function Result Time Temperature Comment(s)
ZHBAC HIH: MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:348
Conirol 1 EC 0.102% 19:358 34.0°C ¥k TEST PASSED *%%
Control 1 [R : 0.100% 19:358 34,0°C *%k TEST PASSED *%*
Ambient Air Blank 0.000% 19:358
Control 2 EC 0.099% 19:368 34.0°C #kx TEST PASSED ***
Control 2 IR 0.100% 19:368 34.0°C *+* TEST PASSED *¥%
Ambient Afr Blank 0.000% 19:378
Conirol 3 EC 0.099% 19:388 34.0°C *4k TEST PASSED *%*
Control 3 IR 0.100% 19:388 34.0°C **¥% TEST PASSED *¥*
Ambient Air Blank 0.000% 19:388

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NISP) Chief Forensic Scientist.

Changed By:

Last Name: EN} First Name: STEPHEN MI: P
Badge No.: 2730
Signature: L /gg)pcfe% Date: 02/02/2011
- / AV




Calibrating Unit
New Standard Solution Report

Equipment Alecotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Certification File No.: 00393 Cert. Date:  01/03/2011 Cert. No.: 00009
Linearity File Na.: 00394 Lin, Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00399 Soin. Date: 02/02/2011 Soln. No.: 00092
Sequential File No.: 00399 File Date:  02/02/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0364
Function Result Time Temperature Comment({s)
GBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:348
Control 1 EC 0.102% 19:358 34.0°C k¥ TEST PASSED %%¥
Control 1 IR ‘ 0.100% 19:358 34.0°C *¥% TEST PASSED *#¥*
Ambient Air Blank 0.000% 19:358
Control 2 EC 0.099% 19:368 34.0°C *k+ TEST PASSED ##%
Control 2 IR 0.100% 19:368 34.0°C w4k THST PASSED ##*
Ambient Air Blank 0.000% 19:378
Control 3 EC 0.099% 19:388 34.0°C ¥+ TEST PASSED #%*
Control 3 IR 0.100% 19:3858 34.0°C *k+ TEST PASSED ###
Ambient Air Blank 0.000% 19:388

All tests within acceptable tolerance,

On ihis date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator Lraining and procedutres established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: EN}\ First Name: STEPHEN MIL: P
- Badge No.: 2730
Signature: Q. g@pg% Date: 02/02/2011
7




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Scrial No.: ARNK-0025
l.ocation: WESTAMPTON POLICE
Calibration File No.: 00392 Calib. Date: 01/03/2011 Calib. No.: 00012
Centification File No.: 00393 Cert. Date:  01/03/2011 Cert. No.: 00009
Lincarity File No.: 00394 Lin. Date:  01/03/2011 Lin. No.: 00010
Solution File No.: 00396 Soin. Date: 01/06/2011 Soln. No.: 00091
Sequential File No.: 00396 File Date:  01/06/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Boule No.: 0359
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 00:218
Control 1 EC 0.102% 00:21S 34.0°C **¥* TEST PASSED ***
Control 1 IR 0.101% 00:21S 34.0°C ®kk TEST PASSED **x
Ambient Air Blank 0.000% 00:228
Control 2 EC 0.099% 00:23S 34.0°C ***¥ TEST PASSED **x
Control 2 IR 0.100% 00:23S 34.0°C **¥% TEST PASSED *%*
Ambient Air Blank 0.000% 00:23S
Control 3 EC 0.101% 00:24S 34.0°C *¥¥% TEST PASSED ***
Control 3 IR 0.101% 00:24S 34.0°C *k*% TEST PASSED ***
Ambient Air Blank 0.000% 00:25S

All tests within acceptable wolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
l.ast Name: ENT First Name: STEPHEN MI: P

— Badge No.: 2730
Signature: SQ-, 7‘/6 jlﬁ\* P Date:  01/06/2011




Equipment
Location:

Calibration File No.:
Centification File No.:
Linearity File No.:
Solution File No.:
Sequeniial File No.:

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambicnt Air Blank
Control 2 EC
Control 2 IR
Ambicnt Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C
WESTAMPTON POLICE
00392

00393

00394

00395

00395

WET

0.100%

10C077
Result
%BAC
0.000%
0.101%
0.100%
0.000%
0.099%
0.101%
0.000%
0.099%
0.100%
0.000%

All wests within acceptable tolerance.

Calibrating Unit
New Standard Solution Report

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
12:13S
12:14S
12:14S
12:158
12:158
12:158
12:16S
12:17S
12:17S
12:18S

01/03/2011
01/03/2011
01/03/2011
01/03/2011
01/03/2011

CU-34

Temperature
Simulator (°C)

34.0°C
34.0°C

34.0°C
34.0°C

34.0°C
34.0°C

Scrial No.: ARNK-0025
Calib. No.:
Cert. No.:
Lin. No.:

Soln. No.:

00012
00009
00010
00090

Serial No.:
Expires:
Bottle No.:

DDUJ S3-0117
03/10/2012
0354

Commenit(s)
or Error(s)

#kx TEST PASSED ***
#xx TEST PASSED **%

#4x TEST PASSED *+x
#xx TEST PASSED %

#kk TEST PASSED #4%
#kk TEST PASSED *%+

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

TEMPELATURE FREOSE SERML nvumBER S PPwara-1ley

Changed By:

Last Name: DELLANOCE

Signature:

pny

First Name:

* 021

JOSEPH

a—
|‘P.'".

t s

J

MIL: S

Badge No.: 6027
Date: 01/03/2011



Equipment
Location:
Calibration File No.:

Centification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Controf 1 IR
Ambient Air Blank
Control 2 EC
Control 2 1R
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C
WESTAMPTON POLICE

00356
00357
00358
00389
00389

WET

0.100%

360

Result
%BAC
0.000%
0.103%
0.102%
0.000%
0.101%
0.102%
0.000%
0.101%
0.102%
0.000%

All tests within acceptable tolerance.

Calibrating Unit
New Standard Solution Report

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
17:05S
17:06S
17:06S
17:07S
17:07S
17:07S
17:08S
17:09S
17:09S
17:108

07/08/2010
07/08/2010
07/08/2010
12/08/2010
12/08/2010

CU-34

Temperature
Simulator (°C)

34.0°C
34.0°C

34.0°C
34.0°C

34.0°C
34.0°C

Serial No.

Calib. No.:
Cert. No.:
Lin. No.:

Soln. No.:

00011
00008
00009
00089

Serial No.:
Expires:
Bottle No.:

03/10/2012
1400

Comment(s)
or Error(s)

**% TEST PASSED ***
*¥* TEST PASSED ***

#+% TEST PASSED #¥*
#4+ TEST PASSED **

*¥*% TEST PASSED *#**
¥k TEST PASSED *%*

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: ENT . First Name: STEPHEN
S kTN g
Signature: -1 M@ L‘Z’?’

Badge No.: 2730
Date: 12/08/2010

: ARNK-0025

DDUJ S3-0117

Ml: P



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00356 Calib. Date: 07/08/2010 Calib. No.: 00011
Centification File No.: 00357 Cen. Date: 07/08/2010 Cert. No.: 00008
Lincarity File No.: 00358 Lin. Date:  07/08/2010 Lin. No.: 00009
Solution File No.: 00383 Soln. Date: 11/10/2010 Soln. No.: 00088
Sequential File No.: 00383 File Date:  11/10/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  03/10/2012
Solution Control Lot:  10C077 Bottle No.: 0365
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:46S
Control 1 EC 0.101% 21:478 34.0°C **x% TEST PASSED *%**
Control 1 IR 0.101% 21:478 34.0°C **%% TEST PASSED ***
Ambient Air Blank 0.000% 21:488
Control 2 EC 0.099% 21:48S 34.0°C ***¥ TEST PASSED ***
Control 2 IR 0.100% 21:488 34.0°C *** TEST PASSED ***
Ambient Air Blank 0.000% 21:49S
Control 3 EC 0.100% 21:50S8 34.0°C **% TEST PASSED ***
Control 3 IR 0.100% 21:508 34.0°C **% TEST PASSED ***
Ambient Air Blank 0.000% 21:508

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

S . Badge No.: 2730
Signature: CR:, ﬁ mr ) @3 Datc: 11/10/2010




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKHUI-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00356 Calib. Date: 07/08/2010 Calib. No.: 00011
Certification File No.: 00357 Cent. Date:  07/08/2010 Cert. No.: 00008
Linearity File No.: 00358 Lin. Date: 07/08/2010 Lin. No.: 00009
Solution File No.: 00379 Soln. Date: 10/13/2010 Soln. No.: 00087
Sequential File No.: 00379 File Date:  10/13/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1147
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:14D
Control 1 EC 0.101% 20:14D 34.0°C *4kx TEST PASSED #*
Control 1 IR 0.101% 20:14D 34.0°C *¥k TEST PASSED ***
Ambicnt Air Blank 0.000% 20:15D
Control 2 EC 0.100% 20:16D 34.0°C *4k TEST PASSED ***
Control 2 IR 0.100% 20:16D 34.0°C x4k TEST PASSED *%*
Ambient Air Blank 0.000% 20:16D
Control 3 EC 0.100% 20:17D 34.0°C *+* TEST PASSED ***
Control 3 IR 0.100% 20:17D 34.0°C *kx TEST PASSED #***
Ambient Air Blank 0.000% 20:18D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

SA’“%’E@Q@' Badge No.: 2730
Signature: ¥ Date: 10/13/2010




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00356 Calib. Date: 07/08/2010 Calib. No.: 00011
Centification File No.: 00357 Cert. Date:  07/08/2010 Cert. No.: 00008
Lincarity File No.: 00358 Lin. Date:  07/08/2010 Lin. No.: 00009
Solution File No.: 00378 Soln. Date: 09/14/2010 Soln. No.: 00086
Sequential File No.: 00378 File Date:  09/14/2010
Calibrating Unit: WET Modcl No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1150
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:47D
Control 1 EC 0.101% 09:47D 34.0°C ¥¥k TEST PASSED ***
Control 1 IR 0.100% 09:47D 34.0°C %% TEST PASSED ***
Ambient Air Blank 0.000% 09:48D
Control 2 EC 0.099% 09:49D 34.0°C *¥*x TEST PASSED ***
Control 2 IR 0.100% 09:49D 34.0°C *¥x TEST PASSED *¥*
Ambient Air Blank 0.000% 09:49D
Control 3 EC 0.100% 09:50D 34.0°C ¥*% TEST PASSED ##k
Control 3 IR 0.100% 09:50D 34.0°C ¥k TEST PASSED ¥*%
Ambient Air Blank 0.000% 09:51D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: PRINCIOT@ First Name: WILLIAM
Badge No.: 424
Signature: C’\A.//) \ML\,A Date: 09/14/2010
NJ

MI:J




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI1II-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00356 Calib. Date: 07/08/2010 Calib. No.: 00011
Centification File No.: 00357 Cert. Date:  07/08/2010 Cert. No.: 00008
Linearity File No.: 00358 Lin. Date:  07/08/2010 Lin. No.: 00009
Solution File No.: 00373 Soln. Date: 08/27/2010 Soln. No.: 00085
Sequential File No.: 00373 File Date:  08/27/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1136
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:38D
Control 1 EC 0.098% 16:39D 34.0°C *¥% TEST PASSED **¥*
Control 1 IR 0.099% 16:39D 34.0°C *%* TEST PASSED ***
Ambient Air Blank 0.000% 16:40D
Control 2 EC 0.097% 16:41D 34.0°C *#rk TEST PASSED **¥
Control 2 IR 0.099% 16:41D 34.0°C *¥k TEST PASSED ***
Ambient Air Blank 0.000% 16:41D
Control 3 EC 0.097% 16:42D 34.0°C **x TEST PASSED *%*
Control 3 IR 0.099% 16:42D 34.0°C *x% TEST PASSED **%
Ambient Air Blank 0.000% 16:43D

All tests within acceptable tolcrance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

S \ D Badge No.: 2730
Signature: iy Z ‘ Date: 08/27/2010
/




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00356 Calib. Date: 07/08/2010 Calib. No.: 00011
Cenrtification File No.: 00357 Cert. Date: 07/08/2010 Cert. No.: 00008
Lincarity File No.: 00358 Lin. Date:  07/08/2010 Lin. No.: 00009
Solution File No.: 00363 Soln. Daite: 08/09/2010 Soln. No.: 00084
Sequential File No.: 00363 File Date:  08/09/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ §3-0117
Conitrol Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1141
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:16D
Control 1 EC 0.099% 08:17D 34.0°C *** TEST PASSED *%*
Control 1 IR 0.100% 08:17D 34.0°C *¥x TEST PASSED ***
Ambient Air Blank 0.000% 08:17D
Control 2 EC 0.099% 08:18D 34.0°C **kx TEST PASSED ***
Control 2 IR 0.100% 08:18D 34.0°C *** TEST PASSED **x*
Ambient Air Blank 0.000% 08:19D
Control 3 EC 0.099% 08:19D 34.0°C *xx TEST PASSED *%**
Control 3 IR 0.100% 08:19D 34.0°C **¢* TEST PASSED #**
Ambient Air Blank 0.000% 08:20D

All tests within acceptable tolerance.

On this date, ! installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P
Badge No.: 2730

Signature: 62}: 2@ ﬂ -~ Date: 08/09/2010




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00321 Calib. Date: 01/26/2010 Calib. No.: 00010
Centification File No.: 00322 Cert. Date:  01/26/2010 Cert. No.: 00007
Linearity File No.: 00323 Lin. Date:  01/26/2010 Lin. No.: 00008
Solution File No.: 00352 Soln. Date: 06/20/2010 Soin. No.: 00082
Sequential File No.: 00352 File Date:  06/20/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1144
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 03:03D
Control 1 EC 0.099% 03:04D 34.0°C *%% TEST PASSED ***
Control 1 IR 0.099% 03:04D 34.0°C *+x TEST PASSED ***
Ambient Air Blank 0.000% 03:04D
Control 2 EC 0.099% 03:05D 34.0°C **¥ TEST PASSED ***
Control 2 IR 0.100% 03:05D 34.0°C *¥% TEST PASSED ¥**
Ambient Air Blank 0.000% 03:06D
Control 3 EC 0.099% 03:06D 34.0°C *%k TEST PASSED #¥*
Control 3 IR 0.100% 03:06D 34.0°C *%* TEST PASSED ***
Ambient Air Blank 0.000% 03:07D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures cstablished by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: &Tﬂf«f’b@fs— Date: 06/20/2010
7 A




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI111-C Scrial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00321 Calib. Date: 01/26/2010 Calib. No.: 00010
Centification File No.: 00322 Cent. Date: 01/26/2010 Cert. No.: 00007
Linearity File No.: 00323 Lin. Date: 01/26/2010 Lin. No.: 00008
Solution File No.: 00345 Soln. Date: 05/21/2010. Soln. No.: 00080
Sequential File No.: 00345 File Date:  05/21/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDU)J $3-0116
Control Solution %:  0.100% Expires:  12/10/2010
Solution Control Lot: 08L061 Bottle No.: 1130
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:47D
Control 1 EC 0.100% 20:48D 34.0°C *kx TEST PASSED ***
Control 1 IR 0.101% 20:48D 34.0°C **xx TEST PASSED ***
Ambient Air Blank 0.000% 20:48D
Control 2 EC 0.099% 20:49D 34.0°C **%x TEST PASSED ***
Control 2 IR 0.100% 20:49D 34.0°C ¥k TEST PASSED ***
Ambient Air Blank 0.000% 20:50D
Control 3 EC 0.100% 20:50D 34.0°C *¥x TEST PASSED ***
Control 3 IR 0.100% 20:50D 34,0°C *%k TEST PASSED *#%
Ambient Air Blank 0.000% 20:51D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedurcs cstablished by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: EN First Name: STEPHEN MI: P
- mg Badge No.: 2730
Signature: gn, Date: 05/21/2010




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00321 Calib. Date: 01/26/2010 Calib. No.: 00010
Certification File No.: 00322 Cert. Date: 01/26/2010 Cert. No.: 00007
Lincarity File No.: 00323 Lin. Date: 01/26/2010 Lin. No.: 00008
Solution File No.: 00338 Soln. Date: 04/22/2010 Soln. No.: 00079
Sequential File No.: 00338 File Date:  04/22/2010
Calibrating Unit: WET Modecl No.: CU-34 Serial No.: DDUJ §3-0116
Control Solution %:  0.100% Expires:  12/10/2010
Solution Control Lot: 08L061 Bottle No.: 1142
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambicnt Air Blank 0.000% 04:34D
Control 1 EC 0.101% 04:34D 34.0°C *¥k TEST PASSED #%%
Control 1 IR 0.101% 04:34D 34.0°C *¥*k TEST PASSED ***
Ambient Air Blank 0.000% 04:35D
Control 2 EC 0.099% 04:36D 34.0°C *4k TEST PASSED ***
Control 2 IR 0.101% 04:36D 34.0°C ¥k TEST PASSED ***
Ambienm Air Blank 0.000% 04:36D
Control 3 EC 0.100% 04:37D 34.0°C **k*% TEST PASSED %%
Control 3 IR 0.101% 04:37D 34.0°C *4% TEST PASSED *%%
Ambient Air Blank 0.000% 04:38D

All tests within acceptable tolerance.

On this date, I installed the above indicaied "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

N t[ ; F§ % Badge No.: 2730
Signature: ¢ ( Date: 04/22/2010

7




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKHI-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00321 Calib. Date: 01/26/2010 Calib. No.: 00010
Certification File No.: 00322 Cen. Daie: 01/26/2010 Cert. No.: 00007
Linearity File No.: 00323 Lin. Date:  01/26/2010 Lin. No.: 00008
Solution File No.: 00334 Soln. Date: 03/24/2010 Soln. No.: 00078
Sequential File No.: 00334 File Date:  03/24/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1140
Function Result Time Temperaturc Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:39S
Control 1 EC 0.101% 10:40S 34.0°C *¥k TEST PASSED *¥*
Control 1 IR 0.102% 10:40S8 34.0°C ¥4k TEST PASSED *%¥%
Ambient Air Blank 0.000% 10:41S
Control 2 EC 0.101% 10:418 34.0°C **% TEST PASSED *%¥%
Control 2 IR 0.100% 10:41S 34.0°C *¥*% TEST PASSED ***
Ambient Air Blank 0.000% 10:42S
Control 3 EC 0.100% 10:43S 34.0°C *¥k TEST PASSED *¥%*
Control 3 IR 0.101% 10:43S 34.0°C **% TEST PASSED k¥
Ambient Air Blank 0.000% 10:43S

All tests within acceptable tolerance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Namc PRINCI First Name: WILLIAM MI:J
\/wa/ﬂ/ 4249 D e
Slgnalure Date: 03/24/2010
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Scrial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00321 Calib. Date: 01/26/2010 Calib. No.: 00010
Centification File No.: 00322 Cert. Date:  01/26/2010 Cert. No.: 00007
Linearity File No.: 00323 Lin. Date: 01/26/2010 Lin. No.: 00008
Solution File No.: 00332 Soln. Date: 03/22/2010 Soln. No.: 00076
Sequential File No.: 00332 File Date:  03/22/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ S3-0116
Control Solution %:  0.100% Expires:  12/10/2010
Solution Control Lot: 08L061 Bottle No.: 1139
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:43S
Control 1 EC ----% 18:44S 23.4°C SIMULATOR TEMP. ERROR
Control 1 IR --—-% 18:44S 23.4°C SIMULATOR TEMP. ERROR
Ambicnt Air Blank --%
Control 2 EC -.---% --jee- N/A
Control 2 IR --—-% N/A
Ambient Air Blank -.---%
Control 3 EC ----% N/A
Control 3 IR --% N/A
Ambient Air Blank -%

Test results are not within acceptable range.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN MI: P

Badge No.: 2730
Signature: gqr /X@JP& Date:  03/22/2010




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI11-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00321 Calib. Date; 01/26/2010 Calib. No.: 00010
Certification File No.: 00322 Cert. Date: 01/26/2010 Cert. No.: 00007
Linearity File No.: 00323 Lin. Date:  01/26/2010 Lin. No.: 00008
Solution File No.: 00325 Soln. Date: 02/22/2010 Soln. No.: 00075
Sequeniial File No.: 00325 File Date:  02/22/2010
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ 83-0116
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot: 08L061 Bottle No.: 1131
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulaior (°C) or Error(s)
Ambient Air Blank 0.000% 09:098
Control 1 EC 0.100% 09:09S 34.0°C *¥*% TEST PASSED ***
Control 1 IR 0.100% 09:098 34.0°C xk* TEST PASSED *¥%*
Ambient Air Blank 0.000% 09:108
Control 2 EC 0.099% 09:118 34.0°C #¥kx TEST PASSED ***
Control 2 IR 0.100% 09:118 34.0°C *¥%*% TEST PASSED **%*
Ambient Air Blank 0.000% 09:12S
Control 3 EC 0.099% 09:128 34.0°C *%k TEST PASSED *%#%*
Control 3 IR 0.100% 09:12S 34.0°C *kx TEST PASSED ***
Ambient Air Blank 0.000% 09:138

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: ENT First Name: STEPHEN MI: P
Badge No.: 2730

Signature: . ) Date: 02/22/2010




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MK1I1-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00291 Calib. Date: 07/30/2009 Calib. No.: 00009
Centification File No.: 00292 Cert. Date: 07/30/2009 Cert. No.: 00006
Linearity File No.: 00294 Lin. Date:  07/30/2009 Lin. No.: 00007
Solution File No.: 00316 Soln. Date: 01/05/2010 Soln. No.: 00073
Sequential File No.: 00316 File Datie:  01/05/2010
Calibrating Unit: WET Mode! No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  12/01/2010
Solution Control Lot:  08L061 Bottle No.: 1146
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:398
Control 1 EC 0.103% 21:39S 34.0°C *%¥ TEST PASSED *¥*
Control 1 IR 0.103% 21:398 34.0°C #dk TEST PASSED *k*
Ambient Air Blank 0.000% 21:40S
Control 2 EC 0.103% 21:41S 34.0°C *kk TEST PASSED #%**
Control 2 IR 0.103% 21:418 34.0°C **¥* TEST PASSED ***
Ambient Air Blank 0.000% 21:418
Control 3 EC 0.102% 21:428 34.0°C *¥%k TEST PASSED ***
Control 3 IR 0.102% 21:42S 34.0°C **kx TEST PASSED ***
Ambient Air Blank 0.000% 21:43S

All 1ests within acceptable tolcrance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: ENT First Name: STEPHEN ML P

g g Z Badge No.: 2730
Signature: SQT ; Date: 01/05/2010
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