Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00956 Calib. Date: 07/30/2020 Calib. No.: 00035
Certification File No.: 00957 Cert. Date: 07/30/2020 Cert. No.: 00030
Lincarity File No.: 00958 Lin. Date:  07/30/2020 Lin. No.: 00031
Solution File No.: 00977 Soln. Date:  12/26/2020 Soln. No.: 00239
Sequential File No.: 00977 File Date:  12/26/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %: 0.100% Expires: 02/11/2021
Solution Control Lot: 19060 Bottle No.: 1198
Function Result Time Temperaturce Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 03:35S
Control 1 EC 0.101% 03:36S8 34.0°C *#k TEST PASSED 3%
Control 1 IR 0.101% 03:36S 34.0°C Rk TEST PASSED ##3%
Ambient Air Blank 0.000% 03:36S
Control 2 EC 0.100% 03:37S 34.0°C #wk TEST PASSED *#%
Control 2 IR 0.101% 03:37S 34.0°C #ak TEST PASSED ek
Ambient Air Blank 0.000% 03:378
Control 3 EC 0.100% 03:38S 34.0°C #kk TEST PASSED %%
Control 3 IR 0.100% 03:38S 34.0°C #kk TEST PASSED
Ambient Air Blank 0.000% 03:395

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N
——— — Badge No.: 2753
. - (N 215 i
Signature: Pﬂ U((--}M/W'} > Date: 12/26/2020




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00956 Calib. Date: 07/30/2020 Calib. No.: 00035
Certification File No.: 00957 Cert. Date:  07/30/2020 Cert. No.: 00030
Linearity File No.: 00958 Lin. Date: 07/30/2020 Lin. No.: 00031
Solution File No.: 00976 Soln. Date: 12/26/2020 Soln. No.: 00238
Sequential File No.: 00976 File Date:  12/26/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  02/11/2021
Solution Control Lot: 19060 Bottle No.: 1200
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 00:278
Control 1 EC 0.098% 00:288 34.0°C 4k TEST PASSED %%
Control 1 IR 0.098% 00:285 34.0°C *#k TEST PASSED ##%
Ambient Air Blank 0.000% 00:288
Control 2 EC 0.097% 00:295 34.0°C *#k TEST PASSED #%%
Control 2 IR 0.098% 00:298 34.0°C *#k TEST PASSED #%%
Ambient Air Blank 0.000% 00:30S
Control 3 EC 0.097% 00:308 34.0°C #rk TEST PASSED %
Control 3 IR 0.099% 00:308 34.0°C *#k TEST PASSED ##%
Ambicnt Air Blank 0.000% 00:31S8

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DAVIS First Name: DENNIS MI: N
oy (R 7S Badge No.: 2753

Signature: 71| C){r&l&?-;\sﬂ Date: 12/26/2020




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00956 Calib. Date: 07/30/2020 Calib. No.: 00035
Certification File No.: 00957 Cert. Date: 07/30/2020 Cert. No.: 00030
Linearity File No.: 00958 Lin. Date:  07/30/2020 Lin. No.: 00031
Solution File No.: 00972 Soln. Date: 11/16/2020 Soln. No.: 00237
Sequential File No.: 00972 File Date:  11/16/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  02/11/2021
Solution Control Lot: 19060 Bottle No.: 1196
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:068
Control 1 EC 0.100% 09:078 34.0°C #k TEST PASSED 4k
Control 1 IR 0.101% 09:078 34.0°C #kk TEST PASSED %%
Ambient Air Blank 0.000% 09:078
Control 2 EC 0.099% 09:08S8 33.9°C #id TEST PASSED ek
Control 2 IR 0.100% 09:088 33.9°C #kE TEST PASSED %
Ambient Air Blank 0.000% 09:08S
Control 3 EC 0.100% 09:098 33.9°C #kk TEST PASSED #kk
Control 3 IR 0.100% 09:09S8 33.9°C ##% TEST PASSED %
Ambient Air Blank 0.000% 09:108

All tests within acceptable (olerance.

On this date, T installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures cstablished by the (NJSP) Chief Forensic Scientist.

<)
Temperature Probe Serial Number: DD WA Pa - 116

Changed By:
Last Name: NAPOLITANO First Name: DAVID MI: M.

Badge No.: 7237
Signature: %?7 Date: 11/16/2020




Simulator
CERTIFICATE OF ACCURACY ]

Vol. 59 No. 249 1
: 21 i

CC)MW/OdeI: ALCOTEST CU34
Model: MARK [IA Serial Number:

8 é;ﬁal 2000 (Alcosim)
er.
r DDdUS SI- 0117

Certification Date:

Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

0 Temperature Probe has been tested for accuracy with
he Natianal Institute of Standards and Technology (NIST).
fication of the Temperature Probe within 12 months
ding to your state's specifications.

te, noted below, must

This is to certify that the Alcotest 71
with instrumentation that is traceable to
The manufacturer recommends accuracy veri
of the certification date below, or sooner accor
For accurate temperature readings, the prot:e value on this certifica

be programmed inw the Alcotest 7110.

Serial Number Temp Probe: Certification Date: ~ Next Certification Due:

DhwhAP2~ b Qou. 00 _&1Y-2\

Probe Value: M\/\/
. Draeger, Inc. T[_:




State of }ﬂnfv Jersey

OFFICE OF THE ATTORNEY GENERAI

Pt D, MUrpny DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR S. GREWAL
Gavernor DIVISION OF STATE POLICE Attorney General
PosT QFFICE BOX 7068
SHEILA Y. OLIVER WEST TRENTON, NI 0B628-0068 PATRICK J. CALLATIAN
Lt Giovernor {HOG) BE2-2000 Colonel

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 02/28/2019
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19060

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a imean ethyl alcohol concentration range of 0.1216 to 0.1228 grams per 100 milliliters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilizcd by law enforcemcm agcncies in this State. The manufacturer’s expiration date for this lot of breath alcohol

As Assistant Chief Forensic Scientist for the Division of State Police, 1 hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

/M-MQ’ f(-l.-m-\,w—o(i
Michael Kennedy
Assistant Chief Forensic Scientist
NJSP Office of Forensic Sciences

Swmn to and subscribed befme me this _L, day of  Mare l\ 20109,

PETERF \iUHPH‘i v
My Gorinission Expires
Aughsl f, 2015 -

“An Internationally Accredited Ageney™

Noew Jeesen fv du Eguad Oppovtanigy Enplover
Privent on Reeyefed Papes wnd Becivlibdle




Equipment
Location:

Calibration File No.:
Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C

WESTAMPTON POLICE

00956

00957

00958

00968

00968

WET

0.100%

19060
Result
T%BAC
0.000%
0.100%
0.101%
0.000%
0.100%
0.101%
0.000%
0.100%
0.100%
0.000%

All tests within acceptable tolerance.

Calibrating Unit
New Standard Solution Report

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time
HH:MM
23:218
23:218
23:218
23:228
23:238
23:238
23:238
23:248
23:248
23:248

07/30/2020
07/30/2020
07/30/2020
10/27/2020
10/27/2020

CU-34

Temperature
Simulator (°C)

33.9°C
33.9°C

33.9°C
33.9°€

33.9°C
33.9°C

Serial No.: ARNK-0025

Calib. No.: 00035

Cert. No.: 00030

Lin. No.: 00031

Soln. No.: 00236

Serial No.: DDUJ S3-0116

Expires: 02/11/2021

Bottle No.: 1209
Comment(s)

or Error(s)

w4k TEST PASSED #k
#4% TEST PASSED #¥#

*¥#*% TEST PASSED *%%
**% TEST PASSED %%

#k TEST PASSED %
w4k TEST PASSED #kk

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
[ast Name: LUTZ

First Name:

RALPH

Signature: SG\?‘% Z2752.

Badge No.:
Date:

MI: C
2732
10/27/2020



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00956 Calib. Date: 07/30/2020 Calib. No.: 00035
Certification File No.: 00957 Cert. Date: 07/30/2020 Cert. No.: 00030
Linearity File No.: 00958 Lin. Date:  07/30/2020 Lin. No.: 00031
Solution File No.: 00966 Soln. Date: 09/27/2020 Soln. No.: 00235
Sequential File No.: 00966 File Date:  09/27/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires:  02/11/2021
Solution Control Lot: 19060 Bottle No.: 1316
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:11D
Control 1 EC 0.100% 11:11D 33.9°C wkk TEST PASSED #*#
Control 1 IR 0.100% 11:11D 33.9°C *¥k TEST PASSED ¥
Ambicnt Air Blank 0.000% 11:12D
Control 2 EC 0.099% 11:12D 33.9°C *#k TEST PASSED #%¥
Control 2 IR 0.100% 11:12D 33.9°C kisk TEST PASSED #%%
Ambient Air Blank 0.000% 11:13D
Control 3 EC 0.099% 11:14D 33.9°C ##k TEST PASSED %
Control 3 IR 0.100% 11:14D 33.9°C ##k TEST PASSED %%
Ambient Air Blank 0.000% 11:14D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: LUTZ First Name: RALPH MI: C

) ’@\‘% ? Badge No.: 2732
Signature: g 17%‘ T Date: 09/27/2020
0 el \/




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00946 Calib, Date: 01/17/2020 Calib. No.: 00033
Certification File No.: 00947 Cert. Date: 01/17/2020 Cert. No.: 00029
Linearity File No.: 00948 Lin, Date:  01/17/2020 Lin. No.: 00030
Solution File No.: 00949 Soln. Date: 01/17/2020 Soln. No.: 00231
Sequential File No.: 00949 File Date:  01/17/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ §3-0116
Control Solution %:  0.100% Expires:  02/11/2021
Solution Control Lot: 19060 Bottle No.: 1084
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:428
Control 1 EC 0.100% 10:438 33.9°C #kk TEST PASSED #ok*
Control 1 IR 0.101% 10:43S 33.9°C #kk TEST PASSED %
Ambient Air Blank 0.000% 10:44S
Control 2 EC 0.100% 10:448 33.9°C #4k TEST PASSED %%
Control 2 IR 0.101% 10:44S 33.9°C #4k TEST PASSED %%
Ambient Air Blank 0.000% 10:458
Control 3 EC 0.100% 10:468 33.9°C ##kk TEST PASSED %
Control 3 IR 0.100% 10:46S 33.9°C ##k TEST PASSED ##%
Ambient Air Blank 0.000% 10:47S

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number: DD SF p"? ~ 0433 &

Changed By:
Last Name: NAPOLITANO First Name: DAVID MI: M.

Badge No.: 7237
Signature: ; st Z %JZ? 2439 Date: 01/17/2020




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 00919 Calib. Date: 08/07/2019 Calib. No.: 00032
Certification File No.: 00920 Cert. Date: 08/07/2019 Cert. No.: 00028
Lincarity File No.: 00921 Lin. Date:  08/07/2019 Lin. No.: 00029
Solution File No.: 00945 Soln. Date: 01/06/2020 Soln. No.: 00230
Sequential File No.: 00945 File Date:  01/06/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  06/10/2021
Solution Control Lot: 19150 Bottle No.: 1006
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 00:538
Control 1 EC 0.097% 00:538 33.9°C ##% TEST PASSED #%¥
Control 1 IR 0.098% 00:53S 33.9°C ##% TEST PASSED #%¥
Ambient Air Blank 0.000% 00:548
Control 2 EC 0.096% 00:558 33.9°C *#k TEST PASSED *%*
Control 2 IR 0.099% 00:558 33.9°C ##% TEST PASSED *#%
Ambicent Air Blank 0.000% 00:568
Control 3 EC 0.097% 00:56S 33.9°C #kk TEST PASSED #%%
Control 3 IR 0.099% 00:565 33.9°C dokk TEST PASSED ##%
Ambient Air Blank 0.000% 00:57S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Aleotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ]

Last Name: ROWB?TTOM A /7 First Name: JOSH MI: T
/ C 2 =y Badge No.: 2751

Signature: ~ '/Q, /%7;—”— Date: 01/06/2020

‘]_f





