Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01040 Calib. Date: 10/04/2022 Calib. No.: 00040
Certification File No.: 01041 Cert. Date:  10/04/2022 Cert. No.: 00035
Linearity File No.: 01042 Lin. Date:  10/04/2022 Lin. No.: 00036
Solution File No.: 01051 Soln. Date: 12/15/2022 Soln. No.: 00264
Sequential File No.: 01051 File Date:  12/15/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ 83-0116
Control Solution %:  0.100% Expires: 09/01/2023
Solution Control Lot: 21360 Bottle No.: 0343
Funetion Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 04:218
Control 1 EC 0.099% 04:218 34.0°C #Hk TEST PASSED ##%
Control 1 IR 0.101% 04:218 34.0°C *#k TEST PASSED #%%
Ambient Air Blank 0.000% 04:228
Control 2 EC 0.099% 04:238 34.0°C #k TEST PASSED #%
Control 2 IR 0.100% 04:238 34.0°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 04:238
Control 3 EC 0.099% 04:248 34.0°C 4% TEST PASSED ###
Control 3 IR 0.100% 04:24S 34.0°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 04:258

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N
Badge No.: 2753
-~ ™~ g
Signature: Ser (_J/alwd Date: 12/15/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01040 Calib. Date: 10/04/2022 Calib. No.: 00040
Certification File No.: 01041 Cert. Date:  10/04/2022 Cert. No.: 00035
Linearity File No.: 01042 Lin. Date:  10/04/2022 Lin. No.: 00036
Solution File No.: 01047 Soln. Date: 11/16/2022 Soln. No.: 00263
Sequential File No.: 01047 File Date:  11/16/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0230
Function Result Time Temperature Comment(s)
F%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 16:245
Control 1 EC 0.099% 16:24S 34.0°C *i#k TEST PASSED sk
Control 1 IR 0.100% 16:24S 34.0°C #%% TEST PASSED #i#%
Ambient Air Blank 0.000% 16:25S
Control 2 EC 0.098% 16:26S 33.9°¢ ##k TEST PASSED ##%
Control 2 IR 0.099% 16:26S 33.9°C #ick TEST PASSED sk
Ambient Air Blank 0.000% 16:26S
Control 3 EC 0.098% 16:27S 34.0°C #i#k TEST PASSED sk
Control 3 IR 0.100% 16:27S 34.0°C #ik TEST PASSED ks
Ambient Air Blank 0.000% 16:28S8

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: MORROTTY ame: CHRISTOPHER MI: M
Vi : Badge No.: 2768
Signature: Date: 11/16/2022

= —



Calibrating Unit
New Standard Solution Report

Equipmcnt Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01027 Calib. Date: 04/20/2022 Calib. No.: 00039
Certification File No.: 01028 Cert. Date:  04/20/2022 Cert. No.: 00034
Linearity File No.: 01029 Lin. Date:  04/20/2022 Lin. No.: 00035
Solution File No.: 01039 Soln. Date: 09/28/2022 Soln. No.: 00261
Sequential File No.: 01039 File Date:  09/28/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ §3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0285
Function Result Time Temperature Comment(s)
F%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:18D
Control 1 EC 0.100% 12:19D 34.0°C #k TEST PASSED ##%
Control 1 IR 0.100% 12:19D 34.0°C #hF TEST PASSED %
Ambient Air Blank 0.000% 12:19D
Control 2 EC 0.099% 12:20D 34.0°C #h TEST PASSED #%%
Control 2 IR 0.100% 12:20D 34.0°C w4k TEST PASSED ##%
Ambient Air Blank 0.000% 12:21D
Control 3 EC 0.099% 12:21D 34.0°C #k TEST PASSED ##%
Control 3 IR 0.100% 12:21D 34.0°C #ek THEST PASSED k%
Ambient Air Blank 0.000% 12:22D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name:; BIERI First Name: RYAN MI: T

%{—/;/; 2 -07‘77'(7’ Badge No.: 2749
Signature: . & Date: 09/28/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01027 Calib. Date: 04/20/2022 Calib. No.: 00039
Certification File No.: 01028 Cert. Date:  04/20/2022 Cert. No.: 00034
Linecarity File No.: 01029 Lin. Date:  04/20/2022 Lin. No.: 00035
Solution File No.: 01037 Soln. Date: 08/15/2022 Soln. No.: 00260
Sequential File No.: 01037 File Date:  08/15/2022
Calibrating Unit: WET Madel No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0226
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:19D
Control 1 EC 0.101% 21:20D 34.0°C #kk TEST PASSED sk
Control 1 IR 0.100% 21:20D 34.0°C #k# TEST PASSED sk
Ambient Air Blank 0.000% 21:21D
Control 2 EC 0.100% 21:21D 34.0°C #k% TEST PASSED 3%
Control 2 IR 0.100% 21:21D 34.0°C #k% TEST PASSED ##3%
Ambicent Air Blank 0.000% 21:22D
Control 3 EC 0.100% 21:22D 34.0°C #kk TEST PASSED %%
Control 3 IR 0.100% 21:22D 34.0°C #k# TEST PASSED *%%
Ambient Air Blank 0.000% 21:23D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

Badge No.: 2753
Signature: &f- ; 5/&0‘4:0 Date: 08/15/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01027 Calib. Date: 04/20/2022 Calib. No.: 00039
Certification File No.: 01028 Cert. Date:  04/20/2022 Cert. No.: 00034
Linearity File No.: 01029 Lin. Date:  04/20/2022 Lin. No.: 00035
Solution File No.: 01032 Soln. Date: 07/11/2022 Soln. No.: 00259
Sequential File No.: 01032 File Date:  07/11/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0398
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 03:30D
Control 1 EC 0.103% 03:31D 34.0°C #kk TEST PASSED #k*
Control 1 IR 0.101% 03:31D 34.0°C #kk TEST PASSED #k*
Ambient Air Blank 0.000% 03:31D
Control 2 EC 0.102% 03:32D 34.0°C ##Fk TEST PASSED %%
Control 2 IR 0.102% 03:32D 34.0°C ##k TEST PASSED #%%
Ambient Air Blank 0.000% 03:33D
Control 3 EC 0.101% 03:33D 34.0°¢ #i#k TEST PASSED #%k
Control 3 IR 0.101% 03:33D 34.0°C sk TEST PASSED %%
Ambient Air Blank 0.000% 03:34D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures cstablished by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N
Badge No.: 2753

3 '
Signature: _ Sar. a@lwd Date: 07/11/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01027 Calib. Date: 04/20/2022 Calib. No.: 00039
Certification File No.: 01028 Cert. Date:  04/20/2022 Cert. No.: 00034
Linearity File No.: 01029 Lin. Date:  04/20/2022 Lin. No.: 00035
Solution File No.: 01031 Soln. Date:  06/04/2022 Soln. No.: 00258
Sequential File No.: 01031 File Date:  06/04/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0060
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:22D
Control 1 EC 0.102% 21:22D 34.0°C *xk TEST PASSED %%
Control 1 IR 0.101% 21:22D 34.0°C ##% TEST PASSED *#*
Ambient Air Blank 0.000% 21:23D
Control 2 EC 0.101% 21:24D 34.0°C ##% TEST PASSED #+%
Control 2 IR 0.101% 21:24D 34.0°C kxk TEST PASSED #k#
Ambient Air Blank 0.000% 21:24D
Control 3 EC 0.101% 21:25D 34.0°C w44 TEST PASSED ¥
Control 3 IR 0.101% 21:25D 34.0°C #kk TEST PASSED *#%
Ambient Air Blank 0.000% 21:26D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

N Badge No.: 2753
Signature: Sau/- W iq Date: 06/04/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01027 Calib. Date: 04/20/2022 Calib. No.: 00039
Certification File No.: 01028 Cerf. Date: 04/20/2022 Cert. No.: 00034
Linearity File No.: 01029 Lin. Date:  04/20/2022 Lin. No.: 00035
Solution File No.: 01030 Soln. Date: 04/20/2022 Soln. No.: 00257
Sequential File No.: 01030 File Date:  04/20/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0171
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:36D
Control 1 EC 0.101% 14:36D 34.0°C ##k TEST PASSED %%
Control 1 IR - 0.101% 14:36D 34.0°C *x%k TEST PASSED %
Ambient Air Blank 0.000% 14:37D
Control 2 EC 0.100% 14:38D 34.0°C *#%k TEST PASSED %
Control 2 IR 0.101% 14:38D 34.0°C *#k TEST PASSED *#%
Ambient Air Blank 0.000% 14:39D
Control 3 EC 0.100% 14:39D 34.0°C #kk TEST PASSED sk
Control 3 IR 0.100% 14:39D 34.0°C #k%k TEST PASSED #kk
Ambient Air Blank 0.000% 14:40D '

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the I(NJSP) Chief Forensic ‘Ris

Temperature Probe Serial Number: DDWA— W B

Changed By:

Last Name: HALL First Name; JOSHUA ’ MI: B

Badge No.: 7750

<) g

Signalurc:\lbi\w %7 % #7750 Date: 04/20/2022
\ /




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01016 Calib. Date: 12/21/2021 Calib. No.: 00038
Certification File No.: 01017 Cert. Date:  12/21/2021 Cert. No.: 00033
Lincarity File No.: 01018 Lin. Date:  12/21/2021 Lin. No.: 00034
Solution File No.: 01026 Soln. Date: 04/17/2022 Soln. No.: 00256
Sequential File No.: 01026 File Date:  04/17/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0227
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 06:25D
Control 1 EC 0.101% 06:26D 34.0°C wik TEST PASSED #%%
Control 1 IR 0.102% 06:26D 34.0°C wik TEST PASSED ok
Ambient Air Blank 0.000% 06:26D
Control 2 EC 0.100% 06:27D 34.0°C #ik TEST PASSED %%
Control 2 IR 0.101% 06:27D 34.0°C #kk TEST PASSED %%
Ambient Air Blank 0.000% 06:28D
Control 3 EC 0.100% 06:28D 34.0°C #k TEST PASSED ok
Control 3 IR 0.101% 06:28D 34.0°C #kk TEST PASSED %
Ambient Air Blank 0.000% 06:29D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chicf Forensic Scientist.

Changed By:
Last Name: JOHNSTON First Name: KODY MI: R

m//// - Badge No.: 2764
/ 7 (L] 2764 Datc: 04/17/2022

Signature:




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01016 Calib. Date: 12/21/2021 Calib. No.: 00038
Certification File No.: 01017 Cert. Date: 12/21/2021 Cert. No.: 00033
Linearity File No.: 01018 Lin, Date:  12/21/2021 Lin. No.: 00034
Solution File No.: 01023 Soln. Date: 03/15/2022 Soln. No.: 00255
Sequential File No.: 01023 File Date:  03/15/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0112
Function Result Time Temperature Comment(s)
ZBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:228
Control 1 EC 0.100% 11:228 34.0°C #ik#k TEST PASSED %%
Control 1 IR 0.101% 11:228 34.0°C ik TEST PASSED k%
Ambient Air Blank 0.000% 11:238
Control 2 EC 0.099% 11:248 34.0°C #iek TEST PASSED k%
Control 2 IR 0.101% 11:24S 34.0°C #ik TEST PASSED ek
Ambient Air Blank 0.000% 11:248
Control 3 EC 0.100% 11:258 34.0°C #kk TEST PASSED ##%
Control 3 IR 0.101% 115258 34.0°C w4k TEST PASSED #3#3%
Ambient Air Blank 0.000% 11:268

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: JOHNSTON First Name: KODY MI: R

o] sl / Badge No.: 2764
Signaturc: %%4/4’/7// //%éé 1l'-zx?b‘f Date: 03/15/2022
/t»” i 7




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01016 Calib. Date: 12/21/2021 Calib. No.: 00038
Certification File No.: 01017 Cert, Date: 12/21/2021 Cert. No.: 00033
Linearity File No.: 01018 Lin. Date:  12/21/2021 Lin. No.: 00034
Solution File No.: 01021 Soln. Date: 01/31/2022 Soln. No.: 00254
Sequential File No.: 01021 File Date:  01/31/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0677
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:465
Control 1 EC 0.100% 09:478 34.0°C k% TEST PASSED %%
Control 1 IR 0.099% 09:478 34.0°C *4*% TEST PASSED ##%
Ambient Air Blank 0.000% 09:478
Control 2 EC 0.099% 09:48S 33.9°C wkk TEST PASSED
Control 2 IR 0.100% 09:48S 33.9°C #kk TEST PASSED sk
Ambient Air Blank 0.000% 09:495
Control 3 EC 0.099% 09:495 34.0°C kik TEST PASSED %
Control 3 IR 0.100% 09:498 34.0°C wkk TEST PASSED %
Ambient Air Blank 0.000% 09:508

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FERGUSON First Name: BRIAN MI: C
. / Badge No.: 2736
- - P A
Signawre: __ L] N X #3¢{ Date:  01/31/2022




