Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01082 Calib. Date: 07/19/2023 Calib. No.: 00043
Certification File No.: 01083 Cert. Date: 07/19/2023 Cert. No.: 00038
Linearity File No.: 01084 Lin. Date: 07/19/2023 Lin. No.: 00040
Solution File No.: 01094 Soln. Date: 12/14/2023 Soln. No.: 00276
Sequential File No.: 01094 File Date:  12/14/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ S3-0116
Control Solution %:  0.100% Expires:  06/05/2025
Solution Control Lot: 23200 Bottle No.: 1161
Function Result Time Temperature Comment(s)
T%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:408
Control 1 EC 0.100% 09:418 34.0°C F#k TEST PASSED %k
Control 1 IR 0.102% 09:418 34.0°C #ik TEST PASSED sk
Ambient Air Blank 0.000% 09:418
Control 2 EC 0.100% 09:428 34.0°C #k TEST PASSED ok
Control 2 IR 0.102% 09:428 34.0°C #kk TEST PASSED e
Ambient Air Blank 0.000% 09:438
Control 3 EC 0.100% 09:438 34.0°C #kik TEST PASSED 4k
Control 3 IR 0.102% 09:4358 34.0°C #kk TEST PASSED stk
Ambient Air Blank 0.000% 09:445

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

Badge No.: 2753
. N ; g :
Signature: St /D X Date: 12/14/2023




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01082 Calib. Date: 07/19/2023 Calib. No.: 00043
Certification File No.: 01083 Cert. Date: 07/19/2023 Cert. No.: 00038
Linearity File No.: 01084 Lin. Date:  07/19/2023 Lin. No.: 00040
Solution File No.: 01091 Soln. Date: 11/12/2023 Soln. No.: 00275
Sequential File No.: 01091 File Date:  11/12/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  06/05/2025
Solution Control Lot: 23200 Bottle No.: 1461
Function Result Time Temperature Comment(s)
T%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:308
Control 1 EC 0.102% 23:308 33.9°C #kk TEST PASSED sk
Control 1 IR 0.101% 23:308 33.9°C #k# TEST PASSED sk
Ambient Air Blank 0.000% 23:318
Control 2 EC 0.100% 23:328 33.9°C #kk TEST PASSED #k%
Control 2 IR 0.102% 23:328 33.9°C *kk TEST PASSED ##3%
Ambient Air Blank 0.000% 23:328
Control 3 EC 0.101% 23:338 33.9°C *k#k TEST PASSED %%
Control 3 IR 0.101% 23:338 33.9°¢€ #kk TEST PASSED #k*
Ambient Air Blank 0.000% 23:338

All tests within aceeptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

S Badge No.: 2753
- *2 753
Signature: _sen” D Q(M/md Date: 11/12/2023




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01082 Calib, Date: 07/19/2023 Calib. No.: 00043
Certification File No.: 01083 Cert. Date: 07/19/2023 Cert, No.: 00038
Linearity File No.: 01084 Lin. Date:  07/19/2023 Lin. No.: 00040
Solution File No.: 01090 Soln. Date: 09/26/2023 Soln. No.: 00274
Sequential File No.: 01090 File Date:  09/26/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ 83-0116
Control Solution %:  0.100% Expires: 06/05/2025
Solution Control Lot: 23200 Bottle No.: 1156
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 05:49D
Control 1 EC 0.100% 05:50D 33.9°C #kd TEST PASSED 3k
Control 1 IR 0.100% 05:50D 33.9°C sk TEST PASSED sk
Ambient Air Blank 0.000% 05:51D
Control 2 EC 0.099% 05:51D 33.9°C wkk TEST PASSED %
Control 2 IR 0.100% 05:51D 33.9°C #kd TEST PASSED 33k
Ambient Air Blank 0.000% 05:52D
Control 3 EC 0.099% 05:53D 33.9°C ##k TEST PASSED ¥k
Control 3 IR 0.100% 05:53D 33.9°C wkk TEST PASSED ek
Ambient Air Blank 0.000% 05:53D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N
Badge No.: 2753
v N
Signature: Ser () (L\,mwj Date: 09/26/2023




Calibrating Unit
New Standard Solution Report

Equipmcnt Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01082 Calib. Date: 07/19/2023 Calib. No.: 00043
Certification File No.: 01083 Cert. Date: 07/19/2023 Cert. No.: 00038
Linearity File No.: 01084 Lin. Date:  07/19/2023 Lin. No.: 00040
Solution File No.: 01087 Soln. Date:  08/20/2023 Soln. No.: 00273
Sequential File No.: 01087 File Date:  08/20/2023
Calibrating Unilt: WET Model No.: CU-34 Serial No.: DDUJ §3-0116
Control Solution %:  0.100% Expires:  04/27/2024
Solution Control Lot: 22140 Bottle No.: 1088
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:43D
Control 1 EC 0.103% 20:44D 33.9°C #k TEST PASSED *%%
Control 1 IR 0.102% 20:44D 33950 ##% TEST PASSED ##%
Ambient Air Blank 0.000% 20:44D
Control 2 EC 0.101% 20:45D 33.9°C ##% THST PASSED ##%
Control 2 IR 0.102% 20:45D 33.9°C ##% THST PASSED ##%
Ambient Air Blank 0.000% 20:46D
Control 3 EC 0.101% 20:46D 33.9°C #3k TEST PASSED s
Control 3 IR 0.102% 20:46D 33.9°C #kk TEST PASSED 3%
Ambient Air Blank 0.000% 20:47D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures cstablished by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: MURPHY First Name: PATRICK MI:J
, / Badge No.: 2772
Signature: / AN ¢277? Date: 08/20/2023
/’ L -~ — =

—



Equipment
Location:

Calibration File No.:
Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unil:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

All tests within acceptable tolerance.

Alcotest 7110 MKIII-C

WESTAMPTON POLICE

01060
01061
01062
01075
01075

WET
0.100%
21360

Result
P%BAC
0.000%
0.100%
0.099%
0.000%
0.099%
0.100%
0.000%
0.099%
0.099%
0.000%

Calibrating Unit
New Standard Solution Report

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Time

HH:MM
15:12D
15:13D
15:13D
15:14D
15:14D
15:14D
15:15D
15:16D
15:16D
15:16D

02/21/2023
02/21/2023
02/21/2023
06/23/2023
06/23/2023

CU-34

Temperature
Simulator (°C)

33.9°C
33.9°C

33:9°C
33.9°C

33.9°C
33.9°C

Serial No.: ARNK-0025

Calib. No.: 00041
Cert. No.: 00036
Lin. No.: 00037
Soln. No.: 00271

Serial No.: DDUJ S3-0117
Expires:  09/01/2023
Bottle No.: 0172

Comment(s)
or Error(s)

ik TEST PASSED
*#*k TEST PASSED #*%

#*% TEST PASSED ##%
##% TEST PASSED #¥*

ok TEST PASSED ek
#dki TEST PASSED ik

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS

Signature: —=="

PO

2

First Name:

DENNIS

MI:
Badge No.: 2753
Date: 06/23/2023



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01060 Calib. Date: 02/21/2023 Calib. No.: 00041
Certification File No.: 01061 Cert. Date: 02/21/2023 Cert. No.: 00036
Linearity File No.: 01062 Lin. Date:  02/21/2023 Lin. No.: 00037
Solution File No.: 01071 Soln. Date: 05/15/2023 Soln. No.: 00270
Sequential File No.: 01071 File Date:  05/15/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ §3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0229
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:09D
Control 1 EC 0.101% 09:10D 33.9°C #kk TEST PASSED %%
Control 1 IR 0.101% 09:10D 33.9°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 09:10D
Control 2 EC 0.099% 09:11D 33.9°C #kx TEST PASSED ##%
Control 2 IR 0.101% 09:11D 33.9°C #kx TEST PASSED %
Ambient Air Blank 0.000% 09:12D
Control 3 EC 0.100% 09:12D 33.9°C *ik TEST PASSED ok
Control 3 IR 0.101% 09:12D 33.9°C *#% TEST PASSED %k
Ambient Air Blank 0.000% 09:13D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

N Badge No.: 2753
Signature: (H &7 D-/E}hﬁ-ﬂd Date: 05/15/2023




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01060 Calib. Date: 02/21/2023 Calib. No.: 00041
Certification File No.: 01061 Cert. Date: 02/21/2023 Cert. No.: 00036
Linearity File No.: 01062 Lin. Date: 02/21/2023 Lin. No.: 00037
Solution File No.: 01068 Soln. Date: 04/17/2023 Soln. No.: 00269
Sequential File No.: 01068 File Date:  04/17/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0341
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 05:04D
Control 1 EC 0.102% 05:05D 33.9°C #kk TEST PASSED k%
Control 1 IR 0.101% 05:05D 33.9°C #kk TEST PASSED #k*
Ambient Air Blank 0.000% 05:06D
Control 2 EC 0.100% 05:06D 33.9°C #kk TEST PASSED sk
Control 2 IR 0.101% 05:06D 33.9°C sk TEST PASSED k¥
Ambient Air Blank 0.000% 05:07D
Control 3 EC 0.100% 05:08D 33.9°C #kdk TEST PASSED ek
Control 3 IR 0.101% 05:08D 33.9°C Fx% TEST PASSED #%%
Ambient Air Blank 0.000% 05:08D

All tests within acceptable tolerance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

e ) @ Badge No.: 2753
Signature:  >& ] Date: 04/17/2023




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01060 Calib. Date; 02/21/2023 Calib. No.: 00041
Certification File No.: 01061 Cert. Date: 02/21/2023 Cert. No.: 00036
Linearity File No.: 01062 Lin. Date: 02/21/2023 Lin. No.: 00037
Solution File No.: 01067 Soln. Date:  03/20/2023 Soln. No.: 00268
Sequential File No.: 01067 File Date:  03/20/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0117
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0339
Function Result Time Temperature Comment(s)
%BAC HIH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 07:318
Control 1 EC 0.100% 07:318 33.9°C ik TEST PASSED #k#
Control 1 IR 0.101% 07:318 33.9°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 07:328
Control 2 EC 0.100% 07:338 33.9°C #ick TEST PASSED sk
Control 2 IR 0.101% 07:33S 33.9°C tick TEST PASSED %
Ambient Air Blank 0.000% 07:338
Control 3 EC 0.100% 07:345 33.9°C #i#k TEST PASSED sk
Control 3 IR 0.101% 07:348 33.9°C #wk TEST PASSED sk
Ambient Air Blank 0.000% 07:358

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: DAVIS First Name: DENNIS MI: N
§ Badge No.: 2753

Signature: =5~ 7 T)@J"{’Hrfj Date: 03/20/2023




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKI11-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01040 Calib. Date: 10/04/2022 Calib. No.: 00040
Certification File No.: 01041 Cert. Date: 10/04/2022 Cert. No.: 00035
Linearity File No.: 01042 Lin. Date:  10/04/2022 Lin. No.: 00036
Solution File No.: 01059 Soln. Date: 02/09/2023 Soln. No.: 00266
Sequential File No.: 01059 File Date:  02/09/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUIJ §3-0116
Control Solution %:  0.100% Expires: 09/01/2023
Solution Control Lot: 21360 Bottle No.: 0630
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambicnt Air Blank 0.000% 06:058
Control 1 EC 0.097% 06:05S8 34.0°C #k# TEST PASSED %
Control 1 IR 0.099% 06:05S 34.0°C #kdk TEST PASSED #k#
Ambient Air Blank 0.000% 06:06S
Control 2 EC 0.097% 06:07S 33.9°C Fkk TEST PASSED ks
Control 2 IR 0.099% 06:07S 33.9°C Fkk TEST PASSED stk
Ambient Air Blank 0.000% 06:078
Control 3 EC 0.098% 06:08S 33.9°C ##k TEST PASSED #%%
Control 3 IR 0.099% 06:08S 33.9°C ##k TEST PASSED %3k
Ambient Air Blank 0.000% 06:098

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

r o\ #Z153 Badge No.: 2753
Signature: _St ( ,C ( L) Date: 02/09/2023




Calibrating Unit
New Standard Solution Report

Equipmcnt Alcotest 7110 MKI11-C Serial No.: ARNK-0025
Location: WESTAMPTON POLICE
Calibration File No.: 01040 Calib. Date: 10/04/2022 Calib. No.: 00040
Certification File No.: 01041 Cert. Date: 10/04/2022 Cert. No.: 00035
Linearity File No.: 01042 Lin. Date:  10/04/2022 Lin. No.: 00036
Solution File No.: 01055 Soln. Date: 01/13/2023 Soln. No.: 00265
Sequential File No.: 01055 File Date:  01/13/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUJ S3-0116
Control Solution %:  0.100% Expires:  09/01/2023
Solution Control Lot: 21360 Bottle No.: 0231
Function Result Time Temperature Comment(s)
FBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 07:39S
Control 1 EC 0.100% 07:408 34.0°C w0k TEST PASSED ###
Control 1 IR 0.099% 07:408 34.0°C wk TEST PASSED ###%
Ambient Air Blank 0.000% 07:408
Control 2 EC 0.099% 07:418 33.9°C #kdk TEST PASSED ik
Control 2 IR 0.099% 07:418 33.9°C #4F TEST PASSED ##k
Ambient Air Blank 0.000% 07:428
Control 3 EC 0.099% 07:428 34.0°C #3k TEST PASSED ks
Control 3 IR 0.099% 07:428 34.0°C w#k TEST PASSED %
Ambient Air Blank 0.000% 07:43S

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: DAVIS First Name: DENNIS MI: N

P w Badge No.: 2753
Signature: “ogd” L () Date: 01/13/2023




