ALCOTEST CHECKLIST
Municipality: gﬂ ST /4777/ / f)ld W Alcotest Ser.#: ﬁ' K N K - 003 ?
County: &RL’IM %DN Date of Calibration: | [ -y - QDQ\%

1.  Certificate of Accuracy Alcotest 7110 MKIII-C from Draeger Safety for
instrument used in the A.LLR.

Certificate of Accuracy CU34 Unit on Alcotest Instrument used.
Ser. #: DY S3 - 0r30

3. Certificate of Accuracy Alcotest 7110 Temperature Probe from Draeger
Safety for instrument ig A.L.R. or equivalent.
Ser. #: %D.Slzg /a;l~0%3?

N KK

4, Digital T rature Meas System Report of Calibration.
Ser‘.”;.#l:pe 30 w0 36 ?

v
_‘_/ 5. NIST - Traceable Digital Thermometer Readings.
v

6. _'/ A. Alcotest 7110 Calibration Record
_t__/ B. Alcotest 7110 Calibration Certificate Part I - Control Tests.
v~ C. Alcotest 7110 Calibration Certificate Part II - Linearity Tests.

U D. Alcotest Card of operator/coordinator who performed tests.

_ E. Certificate of Accuracy Alcotest 7110 Temperature Probe
from Draeger Safety used in the Calibration Tests ["Black Key"
probe of Breath Test Coordinator].
Ser. #: DDbMA £/ - oo

__l/ 7 Certificates of Analysis for each Simulator Solution used in
Calibration/Linearity Tests:
_t~ A.  0.04% Solution. =R DI/ O
o~ B. 0.08% Solution. R 3P0
_v~ C. 0.10% Solution. 2230
_ v D. 0.16% Solution. QA 3250

_L/ 8.  Certificate of Accuracy Alcotest CU34 Simulators from Draeger Safety
(when conducting the Calibration/Linearity Tests) for:

A, 0.04% used in Calibration/Linearity Testing, DR8N - ©C0 7
0.08% used in Calibration/Linearity Testing. DD< S~ &0 /
0.10% used in Calibration/Linearity Testing.

[Same as CU34 unit on instrument.]

0.16% used in Calibration/Linearity Testing. PPS<C S 3 ~00(3

K KKk

New Standard Solution Report following Calibration.

Calibrating CU34 Unit for same [same as CU34 unit on
instrument].

Certificate of Analysis 0. 0%) %)lution for same.

Lot #: 30
Alcotest card of operator/coordinator who completed change.

NJDD Checklist for Alcotest Instrument 08-13-2019 / ;2 - / ?’ & O:Q ,SL
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Simulator
CERTIFICATE OF ACCURACY

This Ceriificate of A iff
o poate. ceuracy verifies that the specified uni i
dod: gr?;pflé?%ce with National Highway and l"l[‘?;tﬁ?c? 582? by At and
I Svu\c/:es used to calibrate Evidential Breat?wtyfAdmImStraﬁon
R. Vol. 59 No. 248 12/19/34 Notices) osters.
Draeger, Inc,

5 Mol ALCOTEST G4
odel: MARK IIA , '
O X-Gal 2000 (Alcosim) Serat Number.

O Other: DOUK SR -0\

Cerification Date: Technician:

Re-Certification Due Date:

-\ k-2 DH /e 7-16-25
BEAOPIAO)

Alcotest 7110 Temperature Probe
"CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7440 Temperature Probe has been tested for accuracy with
National insfitute of Standards and Technology (NIST).

with instrumentation that is traceable to the
The manufacturer recomimends accuracy verification of the Temperature Probe within 12 months
of the ceriification \ s rding to your state’s specifications.
For accurate iomperatire readings, the probe value on this certificate, noted below, must
: be programmed into the Alcotest 7110,

Next Certification Due:

7- 16Tt Tl A5

Serial Number Temp Probe: Certification Date:

DO PA-OH 33

Probe Value:
\0S
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[ACCREDITEDI

L AZLA Cerlificals Ho, 175091
! Cakbralion

~ Calibration complies with ISO/IEC
17025, ANSI/NCSL 2540-1, and 9001

Cert. No.: 4000-14045052
Traceable® Certificate of Calibration for Digital Thermometer

Manufactured for and distributed b

Road,Radnor,PA,19087

instrument Identification:
Model: 61220-601,

8/N: 230208368

Y : VIWR Internationat LLC Radnor Corporate Center, Bidg 1,Ste 200, 100 Matsonford

Manufacturer: Control Company

Standards/Equipment;

Dééc;igtibﬁ.‘ . .“Se‘rial Numbef "Dﬁe'Déte i NIST Traceable Reference
Temperature Calibration Bath 93139
Temperatl.;re éaiibration Bath A45240
Temperature Calibration Bafh A42238
PRT Temperature Probe 02022 13 Dec 2023 4500022592
Temperature Probe 5357 01 Jul 2023 4500015492
Thermistor Module B5C344 " 20 Jun 2023 1000481112
Temperature Calibration Bath 93537 '
Thermistor Module B96381 23 Aug 2023 1000483176
Temperature Probe 5392 06 Sep 2023 4500018330
Temperature Probe 5398 06 Sep 2023 4500018329
. Digital Thermomater B960SS 10 Mar 2024 1000489962

Certificate Information:

Procedure: CAL-06
57.99%RH 23.66°C 1013mBar

Technician: 420
Test Conditions:

Cal Date: 27 Mar 2023 Cal Due Date: 27 Mar 2025

-alibration Data: (New Instrument)

Unit(s) | Nominal ~ As Found . InTol . Nominal AsLeft = InTel - Min Max + TUR
oc N.A. N.A. 0002 0.001 Y -0.052 0.048 0.0087 >4:1
°C N.A. N.A. 25.002 - 25.003 ¥ 24952 25052 0.0087 >d:1
°C N.A. N.A. 50.000  50.003 ¥ 49.95 50.05 0.0087 >4:1
°C 100.002  90.598 Y 99.952  100.052 0.0087 >4

N.A. N.A.

This certificate indicates Traceabili
Standards Lahoratory.

\ Tast Uncerfainly Ratio of af least 4:1

nd Is caleulated In aceordance with the 1SO "Gulda ko the Ex
Ipproximate a #5% confidence level, In tof
elate only to the item calibraled, This cer

lominal=Standard’s Reén‘ing; As Left=Instrument's Reading; In Tol=|
reeuracy=x{Max-Min)/2; Min=As Left Nomlnal{Rounded) ~ Tolerancs;

Nieel Redriguez, Qualily Manager

olg :

pression of Uncertainty in Measuremen
erance conditions are based on test results falling within s
ficate shall nat be repreduced except in full, withou? writte

n Tolerance; Min/Max=Accepiance Range; U=
T Max= As Left Nominal{Rounded) + Tolerance;

{1 (GUM). The uncertain
pecified limits with no reduction b
n approval of Controf Compeny.

ty represents an ex

Expanded Measurement Uncerfainty; TUR=Test Uncertalnly Ratio;

Ty Pe

Jenay Ren, Technical Manager

ty to standards provided by {NIST) National Institute of Standards and Technology andfor a National

Is maindained unless otherwise stated and is calculated using the expanded measurement uncertainty. Uncertainly evaluation includes the Instrument under last
panded uncertainty using a coverage faclor k=2 to
y the uncertainty of the meastrement. The resuls contained herein

flaintaining Accuracy:

our opinion oncs calibrated your Digital Thermometer should maintain its accura

Iy at all, but can be affected by aging, temperalure, shock, and contaminatien.

cy. There Is no exact way {o determine how long calibratlen will be maintained, Digital Thermemeter change [ittla, If

CONTROL COMPANY 12554 Galveston
Phone 281 4821714 Fax 281 48

1of2

Conirol Company is an ISOAEC 1?025:261? Calibralion Laberatory Accredited by
Conlrol Company is I1SO 9001:2015 Quality Cerlified by D
International Laboratery Accredita

Traceable® is a reglstered trademark of Contral Company

RD Suite B230 Webster TX USA 77598
2-9448 sales@control3.com www.traceable.com

(A2LA) American Assagialion for Laboratory Accreditation, Certificate No, 1750.01.
NV GL, Cerificate No, CERT-01805-2006-AQ-HOU-ANAL,
lion Cosperation - Multilateral Recognltion Arrangement (ILAC-MRA).

© 2017 Conircl Company
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Yot A2 Cerklicate Ho, 175001
! Cafbration

Calibration complies with ISO/IEC

7025, ANSI/NCSL Z540-1, and 9001

Traéeable@ Certificate of C
Recalibration:

alibration for Digital Thermometer
For faclory calibratlen and re-certification lraceable to National Institute of Standards and Fechnolagy contact Control Cempany.
fssue Date : 27 Mar 2023

Cert. No.: 4000-14045052

Cantrof Company ls 1S 8061:2015 Qual

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
20f2

Phone 281 482-1714 Fax 281 482-9448 sales@control3.com www.traceable.com
Canlrol Company is an ISOEC 17025:2017 Calibration Laboratory Accredited by

(A2LA) American Assoclatfon for

ity Certified by DNV GL, Certificate Nq._ CERT-018i

Intarnational Labaratory Accreditation Cocperation - Mullllateral Recognilion Arrangement {i
Traceable® is a registered trademark of Contral Campany

Laboratory Accreditation, Cerlificate No, 1750.04,
05-2006-AQ-HOU-ANAB,
LAC-MRA).

© 2017 Contro! Company



Alcotest 7110 MKIII-C Calibration
NIST-Traceable Digital Thermometer Readings

Coordinator:
BT Jeshe, B Yol __ 7750

 Alcotest Serial No, |

%\,m?\vf\ _E“’“S\‘t‘? |

Equipmen t.j i 3

R0 \ilorghs o G

Digital NIST Temperature Measuring System SenalNe N B

Simulator CU-34 M % " Time | Time Temp. '4_’Temp. Reading on
Solution ~ Simulator | | Simulators Reading ' /| NIST Traceable
Concentration Sgrialﬁg_;:_ L | Star ed ‘tﬁ eat Obtain_et_i_‘ ; Thermometer

ow | pogecsy LGSl s | 35.9°C

0| Db, Hepet o S0 < | 34.0°C

1% Dbux S3-BRETEREOEET 13 s | 300"

Gaeh  Ihey 2o C’)@\B, I\\o & VASIETRS 34,0 i

Pursuant to law and the “Chemical Breath Testing'Regulations” established at N.J A.C, 13:51, Tam a duly
appointed Breath Test Coordinator/Instructor. In my official capacity and consistent with the “Calibration Check
Procedure for Alcotest 7110” as established by the Chief Forensic Scientist of the Division of State Police, I perform
calibration checks on Alcotest 7110 MKIII-C instruments. Pursuant to and consistent with the current “Calibration
Check Procedure for Alcotest 7110”, I performed a Calibration Check Procedure on the Alcotest 7110 MKIII-C
instrument identified on this certificate. Pursuant to the current “Calibration Check Procedure for Alcotest 71107, 1
used the Digital NIST-traceable Temperature Measuring System identified on this certificate to confirm that the
temperatures of the 0.10%, 0.04%, 0.08%, and 0.16% Simulator Solutions used in the respective CU-34 Simulators
identified on this certificate, were 34.0 degrees Celsius + 0.2 degrees Celsius. I hereby certify that I truthfully
recorded on this certificate the temperatures of each of the simulator solutions as shown on the Digital NIST-
traceable Temperature Measuring System thermometer. I am aware that if any of the foregoing statements made by

me are willfully falsg, I am subject to punishment. ‘
N /7/&?/%//7 ® 7w L1 /2612024

CooYdinator’s ature Date

0172522019




Equipment
Location:~

Calibration File No.:
Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot: -

Coordinator -
Last Name: HALL

Slgnature 17!%)/

Alcotest 7110 Calibration Record

Alcotest 7110 MKIII-C

%ﬁw

EASTAMPTON TOWNSHIP

00808 Calib. Date: 11/26/2024
00792 Cert. Date:  07/10/2024
00793 Lin. Date: 07/10/2024
00806 Soln. Date: 11/04/2024
00808 File Date:  11/26/2024
WET Model No.: CU-34
0.100%

23230

First Name: JOSHUA

*Black Key Temperature Probe Serial

*Digital NIST Temperature Measuring System Serial

Serial No.:

Calib. No.:
Cert. No.:

Lin. No.:

Soln. No.:

Serial No.:

Expires:

Bottle No.:

Badge No.:

Date:

ARNK-0038

00046
00040
00040
00277

DDUK 83-0130

06/26/2025
0566

MI: B

7750
11/26/2024

.............................. + DONB PL- 0003 &w)

...... # 30 0% 32k

€

dual system of chemical
Check Procedure for Alc
Calibration Check on the
Calibration Check are record
I - Control Tests; and Part II - |
are true. I am aware that if any
subject to punishment.

,Tama duly

conmstent with
orensic Scientist of
ents employing

1ﬁcate The results of my
0 parts on two pages: Part
regoing statements made by me




Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP _
Calibration File No.: 00808 Calib. Date: 11/26/2024 Calib. No.: 00046
Certification File No.: - 00809 Cert. Date: 11/26/2024 Cert. No.: 00041
Linearity File No.: 00793 Lin. Date: 07/10/2024 Lin. No.: 00040
Solution File No.: 00806 Soln. Date: 11/04/2024 Soln. No.: 00277
Sequential File No.: 00809 File Date:  11/26/2024
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0130
Control Solution %:  0.100% Expires:  06/26/2025
Solution Control Lot: 23230 Bottle No.: 0566
Function Result Time Temperature * Comment(s)

. %BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:268
Control 1 EC 0.099% 12:278 . 33:9°C #4k TEST PASSED ek
Control 1 IR 0.100% 12:278 33.9°C *¥% TEST PASSED %
Ambient Air Blank - 0.000%  12:278
Control 2 EC 0.099% 12:288 33.9°C #kx TEST PASSED sk
Control 2 IR 0.100% 12:288 33.9°C #ik TEST PASSED sk
Ambient Air Blank 0.000% 12:298
Control 3 EC 0.100% 12:298 33.9°C #4k TEST PASSED sk
Control 3 IR 0.100% 12:298 33.9°C *#%k TEST PASSED #x

Ambient Air Blank

0.000%

12:308

Coordinator
Last Name: HALL

Signatur ‘j)/
: 3

¢ Pursuayt t
appointed Breath
"Calibration Check
the Division of State'}
infrared analysis and eléegi
dual system of chemical

| rensic Scientist, I performed a
Calibration Check on the ap crtificate. The results of my
Calibration Check are recorded
I - Control Tests; and Part IT - L1
are true. I am aware that if any off

subject to punishment.

f egoing statements made by me
de by me are wilfully false, I am




Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.»

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank
Control 4 EC
Control 4 IR
Ambient Air Blank
Control 5 EC
Control 5 IR
Ambient Air Blank
Control 6 EC
Control 6-IR
Ambient Air Blank

Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Alcotest 7110 MKIII-C

EASTAMPTON TOWNSHIP

00808

00809

00810

00806

00810

WET

0.040%

23210

WET

0.080%

23290

WET

0.160%

23250
Result
%BAC
0.000%
0.040%
0.039%
0.000%
0.040%
0.040%
0.000%
0.079%
0.079%
0.000%
0.079%
0.079%
0.000%
0.159%
0.160%
0.000%
0.158%
0.159%
0.000%

All tests within acceptable tolerance.

Coordinator
Last Name: HALL

Signature: :\ '

=y

Calib. Date:
Cert. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

Model No.:

Model No.:

Time
HH:MM
12:498
12:508
12:508
12:518
12:528
12:528
12:538
12:54S
12:548
12:558
12:568
12:568
12:578
12:588
12:58S8
12:598
13:00S
13:008
13:01S

First Name:

11/26/2024
11/26/2024
11/26/2024
11/04/2024
11/26/2024

CU-34

CU-34

CU-34

Temperature
Simulator (°C)

33.9°C¢
33.9°C

33.97¢
33.9°C

33.9°%
33.9°C

33.9°C
33.9°C

33.9°C
33.9°C

33.9°C
33.9°C

JOSHUA

il 752,

Serial No.: ARNK-0038
Calib. No.:
Cert. No.:
Lin. No.:
Soln. No.:

00046
00041
00041
00277

Serial No.:
Expires:
Bottle No.:

DDBN-0007
06/12/2025
0386

Serial No.:
Expires:
Bottle No.:

DDCB-0001
08/03/2025
1071

Serial No.:
Expires:
Bottle No.:

07/05/2025
0431

Comment(s)
or Error(s)

#kk TEST PASSED s+
#iok TEST PASSED

#4% TEST PASSED %
#¢ TEST PASSED #4

#4% TEST PASSED sk
w4k TEST PASSED

*#% TEST PASSED o
¥ TEST PASSED ok

#0k TEST PASSED
##% TEST PASSED ##*

#kk TEST PASSED o
##% TEST PASSED sk

MI: B

Badge No.: 7750
Date: 11/26/2024

DDSC $3-0013
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State of Nete Jermey

OFFICE OF THE ATTORNLY GENERAL

PHILIP D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY MATTHEW J, PLATKIN
Governor DIVISION OF STATE POLICE dttorney General
POST OreICE BOX 7068
SHEILA'Y. OLIVER WEST TRENTON, NJ 08628.0068 COLONEL PATRICK 1. CALLAMAN
Li. Governor {609) 882-2000 Superittendent

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc, ANALYSIS DATE: 08/10/2023
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 23210

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.0486 to 0.0490 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known iraceable standard for the purpase of
conducting periodic tests, pursuant to N.J.LA.C. 13:51-4.3, of approved breath test instruments (NJA.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is June 12, 2025,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and results documented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipment. All procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with their
professional dutfes and responsibilities.

Michael Kennedy
OFS Director

NISP Office of Forensic Sciences

-

£ ‘;’ g f
. Sworp to aud subscribed before me this ") _day of . ¢/, /()] 2023,
: 1) g L)
Notar§ '/ ’\7/

KAREN E, STAHL
NOTARY PUBLIC OF NEW JERSEY

Commission # 60110822 {.

My Comavission Expices 81372004

“An Internatlonally Aceredited Ageney "

Mo derser i di Byl Oppaeundnoe Smplover
Fraveed o Jiooncdod Peper ond Reonciedde




State of Nefo Fersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, MURPHY DEPARTMENT OFF LAW AND PUBLIC SAFETY MATTHEW J, PLATKN
Governor DIviSIon OFf STATE POLICE Attorney General
POST QrFICE BON 7068
TAHESHA L, WaAY WEST TRENTON, NJ 08628-0068 COLONEL PATRICK J. CALLAHAN
Li. Goversior (600} 852-2000 Superintendent

CERTIFICATION OF ANALYSIS :
0.080 PERCENT BREATH ALCOHOL SIMULAT OR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.0939 to 0.0997 grams per 100 milliliters of solution,

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 09/14/2023

e

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 23290

Representative samples of the above-referenced Lot Number were tosted by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.0958 to 0.0971 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periadic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments {N.JA.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is August 03, 2025,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and results documented ji
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
propetly fanctioning and calibrated instruments and equipment. All procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with their
professional duties and responsibilities.

Mot borl ] W
Michael Kennedy

QOFS Director
NIJSP Office of Forensic Sciences

¢ me this -Z{ day OM‘ZOH'

KAREN E,
NOTARY F;Us;%nc gsi%s?vﬂknssv
Comm 1
My Commizsion Explres Mma%m

Yok dmernationally Acoredited Agencp”

Neiedener i Au Byl Oppuctiodite Bapover
Tebtrd v Beorclo Poper upd Bocp bl




State of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, MURPIIY DEPARTMENT OF LAW AND PUBLIC SATETY MATTHEW J. PLATKIN
Governor DIVISION OF STATE PoLick Attorney Generql
' POST OFFICE Box 7068 ’
rm::ziﬁf\ L. Way WEST TRENFON, NI 08628-0068 COLONEL PATRICK J. CALLAHAN
1. Governor {609) 882-2000 ’

Superintendent

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl aleohol
concentration within, but not exceeding, the range of 0,1174 to 0.1246 grams per 100 milliliters of solution,

MANUFACTURER: Draeger, Ine, ANALYSIS DATE: 09/12/2023
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER; 23230

Representative samples of the above-referenced Lot Numnber were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1203 to 0.1220 grams per 100 milliliters of solution,

This lot of breath alcohol simulator solution inay be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:5 1-4.3, of approved breath test instruments (NJ.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer's expiration date for this lot of breath alcohol
simulator solution is June 26, 2025,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and tesults documented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipment. All procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with their
professional duties and responsibilities.

e S

Michael Kennedy

OFS Director

NISP Office of Forensic Sciences

Swomn to angzsubscribedsbefore me this {i day of M 2023.
“Noftiry

KAREN £, STAHL
R
My Commission Expires 8}13203

“eln fmiernationally Aceredited Ageney”

Nowderser b Au Bgied Uppsstaniite Eagehover
Prdted vrr Keegelod Popos oid Ko hibhe




Stute of Nefo deraey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY MATTHEW J. PLATKIN
Governor DIVISION OF STATE POLICE Atiornegy General
PosT OFFICE Box 7068
TAHESHA L. WAY WEST TRENTON, NJ 08628-0068 COLONEL PATRICK J. CALLAI 1AN
Lt. Govertar {609) 882-2000

Superintendent

CERTIFICATION OF ANALYSIS
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1878 to 0,1994 grams per 100 milliliters of solution,

MANUFACTURER; Draeger, Inc, ANALYSIS DATE: 09/14/2023

e A

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 23250

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1923 to 0.1953 grams per 100 milliliters of solution.

This lot of breath aleohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is July 05, 2025,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and resuits documented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipment. All procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with their
professional duties and responsibilities.

Michael Kennedy
OFS Director

NISP Office of Forensic Sciences

5 me this é/_ day OQM 2023,

KAREN E. STAHL
NOTARY FUBLIC OF NEW JERSEY
Commission # 50110522
My Commission Expires 8/13/2024

it Imternutionaily Accredited Agency®
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Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found {o be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers,

{F.R. Vol. 59 No, 249 12/19/94 Notices)

Draeger, Inc.,

o Model: ALCOTEST CU34 | Serial Number:
O Model: MARK 1A

O X-Cal 2000 (Alcosim)

O Other: DBY)N “ 000 ]
Certification Date: Technician: . Re-Certification Due Date:
L oW/ en
OO @

a

| Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with Nationa] Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers,

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, inc. -

4 Model: ALCOTEST CU34 , _
O Model: MARK JIA Serial Number:
O X-Cal 2000 (Alcosim)

O Other - DDCR-600]

Cerﬁﬁcatidn Date:




CERTIFICATE OF ACCURACY |

This Gertificate of Accuracy verifies th i ith
: 4 {
found to be in compliance with Nati ol Hagpesified unit has bfetyAdministration

r'egulations for devices ysed to calibrate Evidential Breath Testers,

(F.R. Vol. 59 No. 249 12/18/94 Notices)
Draeger, Ine.

Model; ALCOTEST CUS3 - :
/g Model: MARK [IA 4 Serial Number:

O X-Cal 2000 (Alcosim)
O Other: DDS €s3-0013

Certification Date: Technician: Re-Certification Due Date-

34 -9 py V=i 3-4.

; een exami
onal Highway and Traffic Sa i and

" Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperaturas Probe within 12 months

of the certification date below, or sooner, according to your state’s specifications,
For accurate temperature readings, the prabe value on this certificate, noted below, must
be programmed into the Alcotest 7110.

Serial Number Temp Probe: Certification Date:  Next Certification Due:
DDMRRV-0003  Y-26-2A% 4-2625
Probe Value: . | '

\oY-- ~ Draeger, Inc. DH / P




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00808 Calib. Date: 11/26/2024 Calib, No.: 00046
Certification File No.: 00809 Cert. Date: 11/26/2024 Cert. No.: 00041
Linearity File No.: 00810 d Lin. Date: 11/26/2024 Lin. No.: 00041
Solution File No.: 00811 Soln. Date: 11/26/2024 Soln. No.: 00278
Sequential File No.: 00811 File Date:  11/26/2024
Calibrating Unit: WET Model No.: 'CU-34 Serial No.: DDUK S3-0130
Control Solution %:  0.100% Expires:  09/12/2025
Solution Control Lot: 23330 - Bottle No.: 0413
Function Result Time Temperature Comment(s)

# %BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:07S
Control 1 EC 0.099% 14:088 33.9°C : #¥% TEST PASSED #k
Control 1 IR 0.099% 14:088 33.9°C #¥k TEST PASSED ¥
Ambient Air Blank 0.000% 14:098
Control 2°EC 0.099% 14:098 33.9°C w4k TEST PASSED #s#
Control 2 IR 0.100% 14:098 33.9°C #kk TEST PASSED
Ambient Air Blank 0.000% 14:108
Control 3 EC 0.099% 14:118 33.9°C #4% TEST PASSED #k%
Control 3 IR 0.099% 14:118 33.9°C #dk TEST PASSED ¥
Ambient Air Blank 0.000% 14:118

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number; DD S F ?(2,"' OL\S% @)

Changed By:
Last Name: HALL First Name: JOSHUA MI: B

b s Badge No.: 7750
SignawMX/ W /50 Date: 11/26/2024
\ / ;




PriLie D, Mureny
Governor DIVISKON GF STATE POLICE
TAHESHA L., WAY
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CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 09/19/2023

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 23330

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1199 10 0.1216 grams per 100 milliliters of solution.

This lot of breath alcohol simulator sofution may be utilized as a known traceable standard for the purpose of
conducting periadic tests, pursiant to N.J.A.C. 13:51-4.3, of approved breath test instruments (NJ.A.C. 13:51-3,5)

utilized by law enforcement apencies in this State. The manufacturer's expiration date for this lot of breath alcohol
simulator solution is September 12, 2025,

As OFS Director for the Division of State Police, 1 hereby certify and aitest that the tests and results docwmented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipment. All procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with their
professional duties and responsibilities.

e dard Jlprbly
Michael Kennedy

OFS Director

NISP Office of Forensic Sc:ences
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