





Alcotest 7110 Calibration Certificate
Part Il - Linearity Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00767 Calib. Date: 01/17/2024 Calib. No.: 00044
Certification File No.: 00768 Cert, Date: 01/17/2024 Cert. No.: 00039
Linearity File No.: 00769 Lin. Date:  01/17/2024 Lin. No.: 00039
Solution File No.: 00766 Soin, Date: 01/05/2024 Soln. No.: 00265
Sequential File No.: 00769 File Date:  01/17/2024
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDBN-0007
Control Solution %:  0.040% Expires:  07/19/2024
Solution Control Lot: 22250 Bottle No.: 0967
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDAE-0016
Control Solution %:  0.080% Expires:  07/28/2024
Solution Control Lot: 22270 Botile No.: 1173
Calibrating Unit; WET Model No.: CU-34 Serial No.: DDCN-0051
Contro] Solution %:  0.160% Expires:  08/04/2024
Solution Control Lot: 22290 Botile No.: 0572
Function Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error{s}
Ambient Air Blank 0.000% 12:578
Control 1 EC 0.038% 12:578 33.8°C Yok TEST PASSED
Control 1 IR . 0.038% 12:578 33.8°C k¢ TEST PASSED ##%
Ambient Air Blank - 0.000% 12:598
Control 2 EC 0.039% 12:598 33.9°C **x TEST PASSED #%*
Control 2 IR 0.039% 12:598 33.9°C ¥k TEST PASSED *¥k
Ambient Air Blank 0.000% 13:018
Control 3 EC 0.077% 13:018 33.9°C #k*k TEST PASSED *%*
Control 3 IR 0.076% 13:018 33.9°C ¥k TEST PASSED ***
Ambient Air Blank 0.000% 13:038
Control 4 EC 0.077% 13:038 33.9°C *#% TEST PASSED ***
Control 4 IR 0.078% 13:038 33.9°C *** TEST PASSED #*+
Ambient Air Blank 0.000% 13:058
Controi 5 EC 0.152% 13:058 33.8°C =k TEST PASSED #**
Control 5IR 0.154% 13:058 33.8°C *kk TEST PASSED #%*
Ambient Air Blank 0.000% 13:078
Control 6 EC 0.154% 13:088 33.8°C *#% TEST PASSED **¥*
Control 6 IR 0.155% 13:088 33.8°C *xk TEST PASSED ***
Ambient Air Blank 0.000% 13:098

All tests within acceptable tolerance.

Coordinator -

Last Name: HALL Flrst Name: JOSHUA MI: B
w ?ﬁ Badge No.: 7750
Signature: / Date: 01/17/2024










y " Simulator |
CERTIFICATE OF ACCURACY

’ This Ceriificate ofAcr:uracy verifies that the specified unit has been examined and
- . found to be in compliance with National Highway and Traffic Safety Adminisiration
regulations for devices used to calibrate Evidential Braath Testers.
~ (FR. Voi. 59 No. 248, 12/19/94 Noticas) - N
Draagar inc. i
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’ %) Mode[ ALCOTEST CU34 : -
O Model MARK [IA , Serial Number:
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- Simulator
CERT!FICATE OF ACCU RACY

This Cerifficate of Accuracy verifies that the specified unit has been examinad and
found to be in compllance with Naticnai i’-ﬁ% y and Traffic Safety. Administration
regu§at§nns for devices used to calibrate Evidential Breath Testers.

. {ER, Vol. 59 No, 248 12/15/94 thmas)
Drasger, inc. .
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A5 Modek: ALCOTEST CU34 | |
O Modsl MARKHA Serial Number:
O X-Cal 2000 (Alcosim) ,
S D (Roosim) DO RE - 6oll
Certification Date: Technician: Re-Certification Due Date:
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Sim.ﬁ‘lator .
CERTIFICATE OF ACCURACY

Thia Centificate of Accuracy verifies that the specified unit has been examined and
found to'be in complance with National Highway and Traidfic Safety Administration
reguiations for devices used to calibrate Evidantial Breath Testers,

(F.R. Val. 59 No, 243 12/19/94 Notices)

Oraager, Ing,

& WModel: ALCOTEST CU34 | «
O Model MARK A Seital Number;
O X-Cal 2000 [Alcosim) | ~
O Other, : _DDCY~- 005

Certification Date: Technician; Re-Certification Due Date:
A/14/2623

AICm‘m% 7110 Temperature Probe

L AR ]

CERTIFICATE OF ACCURAGY

, - ted for aceuracy with
' is to cartify that the Alcotest 7110 Temperature Probe bas been lested
with ?liii[rsumo:ni?b%nﬁat i5 lTE?Eﬁh%E {athe N;ﬁunai Instituta of Standands andb Taqgﬁalggy n_(ll“r;lﬁl?
The manufaciurer recomimends accuracy Veriﬁ:aﬁacgnarz :J:E ;rna;nﬂp j_r:gfr:{';; eii}réa{igns. ‘
of the certification date belaw, or sponsr; 8 shatels spodifitatons. it
i dings, the probe value an this gertificate, n b,
. For accurats tem}:emumbf;régsr:mmeeg intc the Alcatest 7110. \

Serial Nurr;ber Temp Probe:  Certification Date: ~ Next C{éertiﬁcaﬁzz Due:
- S-S0t

DOLEP3 0l $-30-33 e
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r ,, Draeéer, Inc. D\‘J‘ } Mg - ‘ ‘ RN
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) Calibration complies with ISO/IEC
lasiEs S 17025, ANSUNCSL Z540-1, and 9001
oSS ' Gert. No.: 400013326270

Traceable® Certificate of Calibration for Digital Thermomaeter
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Manufactured for and distributed by : VIWR International LLG Radnor Corporale Cenler, Bldg 4,5t 200, 100 Matsonford
Road,Radnor,PA, 19087

Instrument Identification:

Model: 61220-601, S/N; 221473009 Manufacturer: Control Company
§tandar,ds!Equipment: .
Descrlg.t on Serial Number - " Due Date o N_“Sliﬁﬁ_ﬂﬁg.ﬁe—m T
TETperature Calibration Bath - 931'39 ' .
Temperatire Probe o Aze T T oz T s paroquaod
Thermistor Module a7t eswizozz. T foooasszre -
____ Temperalure Calibration Bath "A45240 T e
e Ao By T g T T T T o e e
__:._".:-:Ei'a.piature Callbration—é;th E‘-D13';"5 T T T
. The-r_m;stu}:ﬁfmq—- it e e weans £ bt e o —1BAug2022 e g s
T temperatire Frabe T Gdmug2022 4500008080 .
Temperature Probe 5398 ST T qaugaozz T Tasoooosost

Thermistor Modula B96382 08 Oct 2022 1000472708

4500006780

Temperatire Probe 5410 20 Oct 2022

Certificate Information: .
Techniclan: 299 Procedure: CAL-06 Cal Date: 25 Apr 2022 Ca| Due Date: 25 Apr 2024
Test Conditions:, 5B.46%RH 23.43°C 1i017mBar

Calibration Data: (New Instrument)

| Unit(s) lﬁb’%inali AsFound { InTol T Nominal [ As et nTol | Min . Max ;""‘_Eu |TDE
T oNa T wa 07T - onoo coosoe Y . 008 0,05 0.0067 ;i 4l
G NA N.A, . 25000 25.000 Y - 2485 2505 0.0087 =4
P NA NA, * 50000 .50.002 - Y - 4995  50.05 0.0087 ki
‘. NA NA | 100,005 100002 © Y | 99.855 100,055 00087 . >4

This certificate indicates Traceability to standards provided by (NIST) Na.tiona[ Institute of Standards and Technolegy and/or a National
Standards L.aboratory.

ATesl Unr.adallnfy Rallo of at least 41,1 malnlalned unless otherwlse staled and s calsulaled tsing the expanded measurement uncertalnty. Uncartainty evaluation Inciudes the Insnsmenl under fest

and Iz calculatad I mecardance with tho IS0 "Guldo ta tha Exprassion of Untartalty n Measuremant : (GUM), The uncerlalnty represents an expanded uncertainty tsing a caverage faclor k=2 1o

L. The resulls 1 h.nmln

appraximale a 85% conlidonce [ovel, [n talnranca condliions ara baead on lest resulls falting within spacliad Hirlis with no reduclian by the uncartalaly of the ma.
telate dily ta the llem callbrated, This cerificala shali nol ba repraduced excepl In full, wilhaut wiltian appraval of Contral Gompany.

Morminal=Standard’s Reading; A= Lefi=instrument's Reading; In Tof=in Talerance; Min'Max=Aaceptance Range; £ U=Expanded Measurement Uncerlainty; TUR=Tes! Uncaralnty Ralla;
Accuracy=:{Max-Min)/2; Min=As Lef NomInal{Reunded} - Talerance; Max= As LeR Nominal(Rounded) + Tolerance;

X ”\m‘ a_ ?,O_‘AVLD
Nicol Redriguez, Quality Manager .
Maile Elms, Technleal Munager

Nota :

Maintaining Accuracy:
In aur oplnlen ence calibrated your Digltat Thermometar should malplain ils accuracy, Theta Is no exact way to determine haw [ong callbralion will he mainlalned, Digkal Thermameter change il
any al all, but can be alfecled by aging, fsmperalure, shack, and cantatsination,

le, i

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 4821714 Fax 281 482-3448 sales@controld,com www.traceable.com

Gontrol Gompany s an ISO/IES 17025:2017 Calibration Labaralory Acoredited by {A2LA) Amerigan Assaclalion for Laburatory Acoredlialian, Cerlfoale No. 750,01,
nirel Bompeny Conlrel Company is 150 5001:2015 Quallty Cerllliod by DNV GL, Cerfificale No. CERT-01805-2006-AQ-HOU-ANAB,
Intemallonal Laboralary Accredilallon Coaperallon - Mullifalerat Recognitian Amrangemenl {ILAC-MRA).

{of2 Traceablo® [= a regislared tradernark of Confrol Company ® 2047 Conlrol Compsny



Calibration complies with [SO/IEC

17025, ANSI/NCGSL Z540-1, and 9001
Cert. No.: 400013326270
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Traceable® Certificate of Cali

bration for Digital Thermemeter

Recalibration:
For faclory callbration and segsrilfcalion fracantio I2 Natonal nstileta of Sandards wnd Teshaciagy ssnlact Conlrl Gomgany.

lsrus Data : 25 Apr 20227

CONTROL COMEANY 12554 Galveston RD Sulte B230 Wehster TX USA 77588
Phane 281 4821714 Fax 281 4820440 sales@eontroli.com  www.traceable.com
Asseclnlion for Laboratory Acsrediladion, Certifigale Mo, 1750.01

Conlrol Campany |8 an ISOHEG 17025:2017 Calbralion Labaralory Arerediiod by {A2LA} Amedezn
Gonlrol Company [s 180 002 1:2318 Quaflly Cerlfied br DMV GL, Carllfzata No. CERT-0#R05-2003-A0-HOU-AKAB,
Tnlomaticss| Laboratony Acemdilalinn Goopzration - Mulllsioral Recogalllan Amrangement (ILAC-HRA). .

Traceahie® = 7 mgislerad imdematk of Conlrsl Campany 2047 Conlm) Company
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SState of Netw Jevaeg

OFFICE OF THIE: ATTORMEY GENERAL

Prwe Do MumpHyY DEPARTNMENT (F LAW AND PUBLIC SATFTY M ATTHEW L, PLATRIN
Covertior DIVISION OF STATE POLICY Aviing Aoy Ciemeral
- POST OFFCE Box TGS
SHER.A Y, OLIVER WEST TRENTON, M BRE2S-N0G6S COLOM:L PATRICE S, CALL AlSAN
Li. Governar - . (609} 882-2008 . Superinitendens

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

[

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIVIULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution,

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 07/21/2022
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 22240

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1205 to 0.1219 grams per 100 mjlliliters of solution.

‘This lot of breath alcoho! simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.1.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is July 05, 2024,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and results documtented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipment. All procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with their
professional duties and responsibilities.

din Ao G} ’iM\---=5‘-'7_,,...
Michael Kennedy .
QFS Director

NISP Office of Forensic Sciences

!

Sworn to{and subst’:rilfed before me this @‘E' day of E if [’ L , 2022,
3 \é" Y ‘w't-lft_/ L g
Notary
KAREN E, STANL o Co ;
NOYARY PUBLIC OF NEW JERSEY | * -~ " .- ".7
Comnmigslon i# 60110022 T .
My Cominisslon Expiras BI13{2024

HONKOR

“Ar Lnterationdly Averedited Sgenoe”

Aew deeser It Lgmd Cppast ity Lgden or
Felaed v Baep ol Fogsr nnad R T




State of Netw Jersey

OFFICE OF THE ATTORMEY QENERAL

P D, MURMIY DEPARTMENT OF LAW AND PUBLIC SAFLTY MATTHEW 2, PLATRIN
Covernor DIVISIGN OF STATE POLICE ' Acting Attorney Generl
PoRT OFFICE BON 7065
SHELA Y. OLIVER WEST TRENTON, M) 08AZN-N0AS COLONER PATIICK J, CALLAAN
Lt. Governor . o {60G) B82-2000 Superintenclent

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy} alcohol
concentration within, but not-exceeding, the range of 0.0469 to 0.0499 gvams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 08/17/2022
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 22250

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.0479 to 0.0483 prams per 100 milliliters of solution.

‘This lot of breath alcohol siinulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J,A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer's expiration date for this lot of breath alcohol
simulator solution is July 19, 2024,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and results documented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipment. All pmcedmes utitized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance wuh their
professional duties and responsibilities.

Michael Kennedy
QOFS Director
NJSP Office of Forensic Sciences

Swory tg, audsubscl 1bedBef0n} me this day of J,; 2 1: G Al £ 2022,

I ¥<l o

No/alf( X W“c]/

NOTAR%E{?CE .

Mycmmﬂm, it 501{3}’0&22

“oiw frfermutionadly Averedited gener™

Aeweder e I i Egeel Upyiocmaty Eagiioger
Heduncad o B Sad Pepaeoted By hedle




State of NL&T dJerzey

OFFICE (OF THE ATTORNEY GERERAL

PiltLip D, MuneHy DEPARTMIZNT OF LAW AND PUBLIC SAFETY ) MATTHEW L TLATEM
Covernpr Division oF STavF PoLics Awting Junemey Ceueral
] . PosT Grece Be 7068
EHAY.OLIVER . WEST TREzrrun, NIUBA2B-0068 COLGHEL PATRICK J, CALLAHAN
Le. Governor ' ' (GO 38R2-2000 : Sepnevintenders

CERTIFICATION OF ANALYSIS ‘
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

"ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! aicohol
concaniration within, but not exceeding, the range of 0.0939 to 0.0997 grans per {00 milliliters of solution.

MANUFACTURER: Draeger, [nc. ANALYSIS DATE: 08/18/2022
BREATH ALCOMOL SIMULATOR SOLUTION LOT NUMBER: 22270

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0,0967 to 0,0983 grams per 100 milliliters of solution,

This ot of breath alcoho] simulator solution may be utilized as 8 known traceabie standard for the purpose of
conducting perjodic tests, pursuant to NJ,A.C. 13:51-4,3, of approved breath test instrtments (N.J.A.C. 13:51-3.5)
utilized by Iaw enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simufator solation is July 28, 2024,

As OFS Director for the Division of State Police, | hereby certify and altest that the tests and resuits docwnented in
this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instrwments and equipment. All pr rocedures utilized are accurate, objective, and

.performed on & routine basis by personne! within the Office of Forensic Sciences, in.accordance with their
professional duties and responsibilities.

At Bl il
Michael Iennady

OFS Director

MNISP Office of Forensic Sciences

- i

. . '
Swoin‘{p rﬂnd bscnbed before-e ihis / dayof _ L 7.0 i Z , 2022,
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State of Nefo Jersey

QFFICL OF THE ATTORNEY GEMIRAL

PHILIP D, MURFHY DEFARTMENT OF LAW AND PUBLIC SAFETY MATTHEW L PLATR I
fovertior Divisiom OF STATE POLICE Aering Aiiiey General
POy CErs BOX 6K
SHEILA Y. OLIVER WEST TRENTON, NI NSE28-0068 COLONEL PATRICK J, CALLAHAN
Lt Governor ‘ {607} 882206 - Tupufun.rrdm{

CERTIFICATION OF ANALYSIS .
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy] aicohol
coneentration within, but not exceeding, the range of 0.1878 to 0,1994 prams per 100 millititers of solution.

MANUFACTURER: Diaeger, Ine, . ANALYSIS DATE: 08/22/2022
BREATH ALCOHGL SIMULATOR SOLUTION LOT NUMBER: 22200

Representative smuples of the above-referenced Lot Number were tested by Gas Chromatography and found o have
a tnean ethyl alcohol concentration range of 0.1924 to 0.1948 grams per 100 mitliliters of solution.

This lot of breath alechol shmulator solution may be utilized as a known traceable standard for the purpose of
conduating periodic tests, pursuant to MJLA.C. 13:51-4,3, nfappiov&d breath test instruments (N.JLA.C, 13:51-3.5) '
uiflizad by {aw enforcement agencies in this State. The manufacm; er's expirat;on date for this lot of br earh aleohol
-simulator sohution is August 4, 2024,

As OFS Director for the Division of State Police, I hereby certify and attest that the tests and results documented in
this Certificate of Analysig were perforined at the Office of Forensic Sciences of the Division of State Police on
properly functioning and calibrated instruments and equipinent. Al procedures utilized are accurate, objective, and
performed on a routine basis by personnel within the Office of Forensic Sciences, in accoydance with their
professional duties and respansibilities,

Michae} Kennedy
QFS Director

NISP Office of Forensic Sciences

Sworntpand ubscribed b,@f(}w matus / day af Jf .w".r;,q,f,l_{u ¢, 2022,
Xi "“1‘5' /J’ {*/"f ; ’
Natafry ’ *7”—“'

KAREN E, STAHL
%O?éﬁ‘r‘ FUBLIC OF NEW JERBE‘{
Comynlasion # 60110822
Ky Cominbssion Exphoa SH192624
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'QFFICE QF THE ATTORMEY GENLR_AL

PHILIP B, MURPHY - o © DEPARTMENT OF LAW AND PUBLIC SAFETY . MATTHEW J. PLATKIN
Goverior . ' DAVISION OF STA'TE POLICE. ’ A?fomej;"@éirei‘af :

_ o : POSTOFFICE Box 7068

SHEIEA Y. QLIVER AVEST TRENTON, NJ BR67B-0068" COLONEL PATRICK J. CALLAHAN

Lt Governor {6119y 8822000 Srigreriniendeii

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SQLUTiO.N:'Ethyi alcohol
concentration within, but not exceeding, the range of 0.1174 to 0,1246 grams per 100 milfiliters of solution.

MANUFACTURER: Draeger; Inc, . ANALYSIS DATE: 01/25/2023
s
BREATH ALCOHOL SIMULATOR-SOLUTION LOT NUMBER: 23010

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol.concentration ratige of 0:1211 to 0.1225 grams per 100 milliliters of solution, :

" This lot of breath alcohol simulator solution may be utilized asa known traceable standard for the purpose. of
condueting periodic tests, puxsuantto N.JA,C. 13:51-4.3, of approved breath test instinments (N.J.A.C. 13:51-3.5)

-utilized by law-enforcemet agencies in this State. The manufacturer’s expitation date for this lot of breath-alcohol
simulator solution is January 11, 2025.

As OFS Director for the Division of State Police, I hereby certify and attest thiat the tests and results docuniented in
this Certificate of Analysis were performed at the Office of Forensic Seiences of the Division of State. Police on
properly functioning and calilifated instrurients and. equipment, All p1ocedutes ytilized are accurate, objective, and
“performeid on areutine basis by personnel witliin'the Oftice of Forensic:Sciences, in accoidance w:th their

* professional duties and responsibilities. :

R : S Michael Kennedy
a0 I - OFS Director
' : NISP Office of Forensic-Scieiices

~

Swarn oaand ubscmbed efore me this. 3@ day of _ f Ww”ﬂf -5 2023,
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Simulator
CERTIFICATE OF ACCURA

This Certificate of Accuracy verifies that the speci i i
z X \ pecified unit has been e
found to be in compliance with Natianal Highway and Traffic Safety Aﬁranrﬁ?s?:jataigg
regulations far devices used to cafibrate Evidentiai Breath Testers.
{F.R. Val, 58 Mo. 245 12/1%/94 Notices)
Draeger, inc.

@ Model: ALCOTEST CU34
QO Model: MARK I}A

O X-Cal 2000 {(Alcosim)

O Other; Dhul S ‘0\23\

Certification Date; Technician: Re-Certification Due Date:

Serial Number:

R Alcotest 7110 Temﬁerature Probe
CERTIFICATE OF ACCURACY

This is to certify that the Alcatest 7410 Temperature Probe has haen tasted for accuracy with

that ia traceahie to the National Institute of Standards and Technolagy (NIST). |
ithin 12 mants

with instrumentation ationa
The manufacturer recammands accuracy veriication of the Temperature Praba w

af the certification date below, or sooner, accarding to your state’s specifications.
For accurate temperature readings, tha probe value or this certificate, noted below, must
e programmed inio the Alcotest 7110.

Serial Number Temp Probs: Certification Date:  Next Certification Due:

DIUA PSR 1333 R-Bal

Prabe Value:

Draeger, Inc. %H/ ci




