Calibrating Unit
New Standard Solution Report

- Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039
Certification File No.: 00686 Cert. Date:  02/07/2022 Cert. No.: 00034
Linearity File No.: 00687 Lin. Date:  02/07/2022 Lin. No.: 00034
Solution File No.: 00698 Soln. Date: 07/11/2022 Soln. No.: 00243
Sequeniial File No.: 00698 File Date:  07/11/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 Bottle No.: 1194
Function Result Time Temperature Comment(s)

- %BAC HH:MM  Simulaior (°C) or Error(s)

Ambient Air Blank 0.000% 08:08D
Control 1 EC 0.101% 08:08D 34.0°C ### TEST PASSED
Control 1 IR 0.099% 08:08D 34.0¢C #x% TEST PASSED #sks
Ambient Air Blank 0.000% 08:09D
Control 2 EC 0.100% 08:10D 34.0°C *#k TEST PASSED %
Control 2 IR 0.100% 08:10D 34.0°C #++ TEST PASSED #k
Ambient Air Blank 0.000% 08:10D
Control 3 EC 0.100% 08:11D 34.0°C *%% TEST PASSED #k

. Control 3 IR 0.101% 08:11D 34.0°C w44 TEST PASSED
Ambient Air Blank 0.000% 08:11D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: :
Last Name: GRAHAM First Name: CPL MI: D

- Badge No.: 3406
Signature: C@\N—;L\O% Date: 07/11/2022
. A T




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: . EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039
Certification File No.: 00686 Cert. Date:  02/07/2022 Cert. No.: 00034
Linearity File No.: 00687 Lin. Date:  02/07/2022 Lin. No.: 00034
Solution File No.: 00697 ‘ Soln. Date: 06/08/2022 Soln. No.: 00242
Sequential File No.: 00697 File Date:  06/08/2022
Calibrating Unit:' -~ WET Model No.: CU-34 Serial No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 : Bottle No.: 1112
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:05D
Control 1 EC 0.099% 09:06D 34.0°C #iok TEST PASSED
Control 1 IR 0.098% 09:06D 34.0°C #ick TEST PASSED ol
* Ambient Air Blank . 0.000% 09:06D
Control 2 EC 0.099% 09:07D 34.0°C w4k TEST PASSED s
Control 2 IR 0.099% 09:07D 34.0°C ### TEST PASSED ##*
Ambient Air Blank 0.000% 09:08D
Control 3 EC . 0.098% 09:08D 34.0°C #4ok TEST PASSED #ek
Contrel 3 IR 0.098% 09:08D 34.0°C ##% TEST PASSED #ksk
Ambient Air Blank 0.000% 09:09D

All tests within acceptable tolerance.

On this date; I installed the above indicated "NEW SOLUTION" in acordance with
Alcatest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL ML D

Badge No.: 3406
Signature: CMEHD&O Date: 06/08/2022
. A

———




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serjal No.: ARNK-0038
Location: ] EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039

- Certification File No.: 00686 Cert. Date: 02/07/2022 Cert. No.: 00034
Linearity File No.: 00687 Lin. Date:  02/07/2022 Lin. No.: 00034
Solution File No.: 00696 Soln. Date: 05/08/2022 Soln. No.: 00241
Sequential File No.: 00696 File Date:  05/08/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S§3-0131
Control Solution %:  0.100% Expires:  07/06/2022
Soiution Control Lot: 20320 Bottle No.: 0041
Function Result Time Temperature Comment(s)

%BAC HH:MM Simulator (°C) or BError(s)

Ambient Air Blank 0.000% 17:18D
Control 1 EC 0.099% 17:18D 34.0°C #4k TEST PASSED ###
Control 1 IR 0.099% 17:18D 34.0°C w40k TEST PASSED ##%
Ambient Air Blank 0.000% 17:19D
Control 2 EC 0.099% 17:20D 34.0°C #x% TEST PASSED %%
Control 2 IR 0.098% 17:20D 34.0°C ##k TEST PASSED #okk
Ambient Air Blank 0.000% 17:200
Control 3 EC 0.099% 17:21D 34.0°C F4+% TEST PASSED ok
Control 3 IR 0.098% 17:21D 34.0°C ¥k TEST PASSED %
Ambient Air Blank 0.000% 17:22D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ,
Last Name: GRAHAM First Name: CPL MI: D

. . Badge No.: 3406
Signature: @@\N‘B U\Dlo Date: 05/08/2022
] ] ——




Calibrating Unit
New Standard Selution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib, Date: 02/07/2022 Calib. No.: 00039
Certification File No.: 00686 Cert. Date:  02/07/2022 Cert. No.: 00034
Linearity File No.: 00687 Lin. Date:  (2/07/2022 Lin. No.: 00034
Solution File No.: 00695 Soln. Date: 05/08/2022 Soln. No.: 00240
Sequential File No.: 00695 File Date:  05/08/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  07/06/2022
Solution Control Lot: 20320 | Bottle No.: 0041
Function Result Time Temperature Comment(s)

‘ %BAC HH:MM  Simulator (°C) or Error(s)
Ambienl Air Blank 0.000% 16:09D
Control 1 EC - 16:09D 34.0°C CTRL GAS SUPPLY
Control 1 IR -—% 16:09D 34.0°C CTRL GAS SUPPLY
Ambient Air Blank . ] e
Control 2 EC -0 ——leme N/A
Conirol 2 IR - T ——iemn N/A
Ambient Air Blank -~--% =
Control 3 EC g ——teem N/A
Control 3 IR -.---% i N/A
Ambient Air Blank -—-% -l

Test resuits are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

' . Badge No.: 3406
Signatre: m\ﬁ\:&m“’ Date: 05/08/2022
S




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKUI-C Serial No.: ARNK-0038

Location: EASTAMPTON TOWNSHIP

Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039

Certification File No.: 00686 Cert. Date:  02/07/2022 Cert. No.: 00034

Linearity File No.: 00687 Lin. Date: 02/07/2022 Lin. No.: 00034

Solution File No.: 00691 Soln. Date: 03/11/2022 Soln. No.: 00238

Sequential File No.: (0691 File Date:  03/11/2022

Calibrating Unit: WET Maodel No.: CU-34 Serial No.: DDUK $3-0131

Control Solution %:  0.100% Expires:  07/06/2022

Solution Control Lot: 20320 Bottle No.: 0748

Function Result Time Temperature Comment(s)

%BBAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 14:2358

Control 1 EC 0.100% 14:238 34.0°C ##% TEST PASSED #kk

Control 1 IR 0.100% 14:238 34.0°C #fek TEST PASSED
" Ambient Air Blank 0.000% 14:248

Control 2 EC 0.100% 14:258 34.0°C 4k TEST PASSED ek

Control 2 IR 0.100% 14:258 34.0°C ### TEST PASSED

Ambient Air Blank 0.000% 14:258

Control 3 EC ) 0.100% 14:265 34.0°C ##kk TEST PASSED ###

Control 3 IR 0.100% 14:268 34.0°C ##% TEST PASSED

Ambient Air Blank 0.000% 14:278

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

. = % Badge No.: 3406
Signature: C"@‘)\ Mok

Date: 03/11/2022

i



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039
Certification File No.: 00686 Cert. Date:  02/07/2022 Cert. No.: 00034
Linearity File No.: 00687 Lin. Date:  02/07/2022 Lin. No.: 00034
Solution File No.: 00690 Soln. Date: 03/11/2022 Soln. No.: 00237
Sequential File No.: 00690 File Date:  03/11/2022
Calibrating Unit: WET Model No.: CU-34 Serial No,: DDUK $3-0131
Control Solution %:  0.100% Expires:  07/06/2022
Solution Control Lot: 20320 Bottle No.: 0748
Function Result Time Temperature Comment(s)

GBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank - 0.000% 10:348
Control 1 EC -G 10:348 25.8°C SIMULATOR TEMP. ERROR
Control 1 IR ) 10:348 25.8°C SIMULATCOR TEMP. ERROR
Ambient Air Blank -.-% -
Contro] 2 EC - e N/A
Control 2 IR - —i-a- N/A '
Ambient Air Blank - QC'U“’&%W-' NV Y Lo k. or\>
Control 3 EC - —mlman N/A
Control 3 IR ----% ——tem- N/A
Ambient Air Blank - T J—

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL ML D
% : Badge No.: 3406
- &
Signature::- A \O(-*’ Date: 03/11/2022
T



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039
Certification File No.: 00686 Cert. Date: 02/07/2022 Cert. No.: 00034
Linearity File No.: 00687 Lin. Date:  02/07/2022 Lin. No.: 00034
Solution File No.: 00693 Soln. Date: 04/09/2022 Seln. No.: 00239
Sequential File No.: 00693 File Date:  04/09/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Solution %:  0.100% Expires:  07/06/2022
- Solution Control Lot: 20320 Bottle No.: 1311
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:37D
Control 1 EC ' 0.099%, 20:38D 34.0°C *** TEST PASSED ##+
Controi 1 IR 0.099% 20:38D 34.0°C #4% TEST PASSED ##+
Ambient Air Blank 0.000% 20:39D
Conirol 2 EC 0.098% 20:35D 34.0°C - ##k TEST PASSED #+#
Control 2 IR 0.099% 20:39D 34.0°C **x TEST PASSED ##%
Ambient Air Blank 0.000% 20:40D
Control 3 EC 0.099% 20:41D 34.0°C *#x TEST PASSED *r
Control 3 IR 0.099% 20:41D 34.0°C Fkk TEST PASSED otk
Ambient Air Biank 0.000% 20:41D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

' Changed By:
Last Name: GRAHAM . First Name: CPL MI: D

; s R Badge No.: 3406
Signature: mﬁw Date: 04/09/2022
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Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be' In compliance with Nafional Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices) >
Draeger, Inc,

& Model: ALGOTEST CU34 . '
O Model: MARK [IA Serial Number:

TIX

)

W

©
D

XX

O X-Cal 2000 (Alcosim) N
O Other: DDWEs3- D214 <@
2N

Certification Date; * Technician: Re-Certification Due Datg:

©
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A Simulator
CERTIFICATE OF ACCURACY
( &) This Certificate of Accuracy verifies that the specified unit has been examined and
g found to berin compliance wilh National Highway and Traffic Safety Administration
regulations for devices used to calibtate Evidential Breath Testers,

(F.R. Vol. 53 No. 249 12/19/94 Notices)
Praeger, Inc.

Model: ALCOTEST CU34

O Model: MARK lIA Serial Number. .

O X-Cal 2000 (Alcosim) e

O Other. DOARESH- 0020 §
Certification Date: Technician: Re-Certification Due Date:

b2l 2 i AN




Simulator

CERTIFICATE OF ACCURACY

i d
: it has been examined an
rifies that the specified uni Administration
e e e e e
nd to be in ¢ ; cali i
" roguiatons vy e a4b Ta110/04 Nofices)
o Draeger, Inc.

Model: ALCOTEST CU34 ol Number
g Model: MARK A Seri

O X-Cal 2000 (Alcosim)
O Other:

X

©

Alcotest 7110 Temperature Probe
|__ CERTIFICATE GF ACCURACY |

This is to certify that the Alcotest 7110 Temper;ture Probe has been tested for accuracy with
with instrumentation that is tiaceable fo the Natioha) Institute of Standards and Technology {NIST),
The manufacturer recommiends accuracy verificalj eralure Probe within 1 months
of the certiffication date below, or sooner i
For accurate temperature readings, the prohe va

be programmed intg the Alcotes

Serial Number Temp Probe: Certification Date:  Next Cértiﬁcation Due:
DYEEP2 —-GoD b-21-2{ b-L1-22

Probe Value: '
Dracger, Inc, a/}[ ,




S Calibration complies with ISONEC
m ol 17025, ANSUNCSL 2540-1, and 9001

RO~ T Cert. No.: 4000-11343797
Traceable® Cettificate of Calibration for Digital Thermometer

Manufactured for and distributed by * VWR Intemational LLG Radnor Go orate Center, Bidg 1,Ste 200, 100 Mats
Road,Radnor,PA, 10087 " 91,510 200, 100 Matsorfrd

Instrument Identification:

Model: 61226-601, SIN: 200357843 Manufacturer: Contiol Company
Standards/Equipment;
Degcripfion Serql Number Due Pate NIST Traceable Reference
Thermistor Module AZ7129 04 Feh 2021 1000451212
Temperature Calibration Bath A42238
Temperature Calibration Bath BO1378
Temperature Probe 5384 . 29Feb2021 C0220030
Temperature Calbration Bath " Bisase v
Temperatuse Probe 5287 21 Feb 2021 ©0220028
Ten}pemture Calibration Bath BaAd44 g
Thermistor Modula B9B3sT § 16 Jul 2020 B9626023
Temparature Prabe 5398 %46 Jul 2020 B9G05083
Thermistor Module BE6382 19 Aug 2030 BS528006
Temperaturo Probe st0 13 Sep 2020 BIBO1034
Certificate Information:
Techniclan: 420 Procedure; CAL-06 Cal Date: 15 Jun 2020 Cal Due Date; 15 Jun 2022
Test Conditions: 52.44%RH 2346°C 11018mBar .
Calibration Data: (New Instrument)

Unitts) Nominal AsFound  InTol = Nominal Asleft  InTol  Min Max W TUR
°c NA, NA. 0.000 0.001 Y -0.05 0.85 0.0087 >4:1
°C N.A, N.A, 25.001 25.001 Y 24.951 25,051 0.0087 wds1
¢ NA, NA, 50002  50.001 Y 49.952 50,052 0.0087 >4
oo WA, N.A, 00001 99998 Y 69.95¢ 100,051 0.0087 =41

This certificate indicates Traceabllity to standards provided by [NIST] National Institute of Standards and Technology andfor a National
Standards Lahoratory.

A Tesl Uncezdsinty Ratic of ot icant 4:1 Is maintalnod unisss otharwiso stoled and i colcudated using the Jod t Uncarhmyevlhmﬁmhﬂudesﬂwhﬂmmmmderhﬂ

andkdaﬂahdnmdm\ﬂu\htso “Guida fo the Exprasalon of Uncedaledy ki Measieement  {GLAMYL The riaink i3 2n ly vaing @ o [zclor k=2 lo
95% i feval In olarance condiiionz ars baged an mmmme:pxﬁwMMmmwmmmum The resulls d haneln

mlalum-&yhﬂwhmtaﬂmied This ceriificate shall not ba reproduced exceptin full, withoul weittsn sppreval of Contred Compeny.

Nominal=3tzndard’s Reading; A.:Lcﬂ#mhmmstmd‘ng: In Tai=in Tok WinAdmorh & Un=Brpanded M E kity; TUR=Tast Uncertainty Rallo;

Accuraty=i{lia-Min¥2; MinzAc Laft NorminaKRounded) - MWMMN@G&M{RMM)+%€2W

M E Y I U 80:@
st Radrguez, Qrally Manger Elns, Technleal Manaper

Neta .

Maintaining Accuracy:

In ot apinlon onco cakbrated your Dipitad Th lar sholld madniak) its ¥. Thers {5 no axact way to dalermine hiow long cafibralion will be manialned, Dightal Thermomatar changs Stils,
any ot o], but can ba lfzcted by aghy, temparature, shack, and &

CONTROL GOMPANY 12554 Galveston RD Suite 5230 Webster TX USA 77598

Phone 281 482-1714 Fax 281 4520448 sales@controld.com  www.traceable.com .
Canirol Company Is a0 ISOREG 17025:2005 Galbrailon Labaralory Arcradtied by (A2LA} Amadican Association for Labommymmwon Carliieata Mo, 175004,
Conlsol Company s Isosou::ms Mm try DNV GL, Cerlificals No, CERT-01805-2006-AQ-HOU-ANAB
- Mufateral Hecogniion Amrangoment (LAC-MRAY

iol2 T bla® s a reghtennd tmdemak of Centrol G © 2017 Contvol Compény
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St Calibration complies with ISOAEC
%ﬁ%% 17025, ANSUNCSL Z540-1, and 9001
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N
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Cert. No.: 400011349797

Traceable® Certificate of Calibration for Digital Thermometer

Recalibration:

Fummmwwmmummusmmmwdwmmmcmcum
lseuaDats 15 Jun 2020

CGONTROL COMPANY 42554 Galvaston RD Stite B230 Webster TX USA 77598
Phone 28714824714 Fax 281 4820448 sales@eontrol2.com  www.traceable.com

Canirol Gorfipany It an ISOAED 17025:2005 Culbrakon Lsbor MWW(MWAM&MMMGM&H&DL
Y Wmﬂwh'@m1msﬁycfmgwmwmmmmmm

Y

2otz Tracestie® ks 2 roghclarod indammark of Contrn! Comgany G217 Contrel Compeny



QFFICE OF THE ATTORNEY GENERAL

PHILY D MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8. GREWAL
Governor DrviSION OF STATE POLICE Aitorney General
POSTOFFICE Bow 7068
SHEILA'Y OLIVER WEST TRENTON, NI 08628-0068 PATRICK J. CALLAMAN
Lt Governor {609) 8822000 Calonel
CERTIFICATION OF ANALYSIS

6.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOIL SIMULATOR SOLUTION;: Ethyl alcohol
cqneentyation within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 millifiters of solution.

MANUFACTURER: Draeger. Inc. ANALYSIS DATE: 05722/2020
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 20220

Representative sgmples of the sbave-referenced Lot Number were tested by Gas Chivmatography and foimd to have
a meaprethyl altohol ganceatration range bf 0.1204 46 0,1227 grams per 100 williliters.of solution.

This lot of breath alcohol sirulator sohution may be utilized &5 a known traceable standard for'the purpose of
conducting periedic tests, pursuant to NLA.C. 13:51-4.3, of approved breafh test instruments (N.J.A.C. 13:51-3.5)
utilized by lawenforcement agencies in this State, ‘The mamufacturer’s expiretion date for this lot of breath alcohol
sintulator solutioh is Mdy 06, 2022.

As Assistart Chief Forensic Scientist for the Division of State Police, T hereby cerfify and attest that the tests and
results documnented in this Certificate of Anglysis Were performed at the Office of Fdrensic Sciences of the Division
of Sfats Police on properly funstioning and cafibrated instruments and equipment. Al pracedures utilized are
accurate, dhikctive, and performed on a rontine bagis by personnel within the Office of Forensic Sciences, in
accordance with their professional dirties and respansibilities.

W Fd L&-w.‘a%_
Michae] Kennedy
Assistant Chief Forensic Scientist

NISP Office of Forensic Sciences

A
methis &7 dayof 77 o,  2020.

*dn Mteridationalfy Aceredifed Agency”
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State of Nefr Jersep

OFFICE OF THE ATTORNEY GENERAL

PHILIP D. MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR S. GREWAL
Goversior DIVISION OF STATE POLICE Atigrney General
POST ORFICE Box 7068
SHEILAY OLIVER WEsST TRENTON. NJ 086280068 PATRICK } CALLAHAN
Lt. Governor {509 882-2000 Colonc!
CERTIFICATION OF ANALYSIS

0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but net exceeding, the range of 0,0469 to 0.0499 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 07/29/2020
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 20260

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.0481 to 0.0486 grams per 100 milliliters of solntion.

This lot of breath alcohol simulator solution raay be utilized as a knovm traceable standard for the purpose of
conducting periodic tests, pursuant to NLJLALC, 13:51-4.3, of approved breath test instuments (M.J.A.C, 13:51-3.5)
utilized by iaw enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohiol
simulator solution is June 08, 2023,

As Assistant Chief Forensic Scientist for the Division of State Police, 1 hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Scisnces of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, ohjective, and performed on 2 routine basis by personael within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

-

M /M
Michael Kennedy
Assistant Chief Forensic Scientist

NISP Office of Forensic Sciences

Sworn to and subscribed before me this [S’Kday of 2020,
)"ﬂgu_u&u,&iy_a&/ j

MNotary

“An Internationally Aceredited Agency™
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e (1
State of Nefo Jersey
OFFICE OF THE ATTORNEY GENERAL
PHILIFD MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8. GREWAL
Governor DIvISION OF STATE POLICE Atiorney General
PosT OF#ICE Box 7063
SHELAY OLIVER WEST TrexwTON, NJ 08628-0068 PATRICK 1, CALLAHAN
Lt Govertor {609) §32-2000 Colonel
CERTIFICATION OF ANALYSIS

0.080 PERCENT BREATH ALCOHOL SIMUYATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.0939 to 0.0997 grams per 100 milliliters of solntion.

MANUFACTURER: Draepger, Inc. ANALYSIS DATE: 08/07/2020
EREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 20270

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found fo have
a mean ethyl alechol concentration range of 0.0968 to 0,0974 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized 2s a known traceable standard for the purpose of
conducting periodic tests, pursnant to N.LA.C. 13:51-4.3, of approved breath test instruments (MJLA.C. 13:51-3.5)
utitized by Jaw enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath slecohol
simulator solution is Jume 11, 2022,

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police an properly functioning and calibrated instroments and equipment, Al procedures utilized ste
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

Atdar L d
Michael Kennedy
Assistant Chief Forensic Scientist
NISP Office of Forensic Sciences
Sworn 16 atd subscribed before me this /& Jgay of f Zl%g,gj » 2020,
Notary

HUNOR
“An Internationally Accrediterd Agency™
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OFFICE OF THE ATTORNEY GENERAL

PHILIP D. MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR §. GREWAL
Goverior DIVISION OF STATE POLICE Attorney General
PosT OFFICE Box 7068
SHELA Y. OLIVER WEST TrERTON, NJ 08628.0068 PATRICK J. CALLAHAN
Lt Gaveror (609} 882-2000 Colonz!
CERTIFICATION OF ANALYSIS

0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy] alechol
concentration within, but not exceeding, the range of 0.1878 10 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger. Ine, ANALYSIS DATE: §7/17/2020
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 20280

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0,1949 to 0.1977 grams per 100 milliliters of solntion.

This lot of breath alechol simulator solution may be utilized as a known traceable standard for the purpose of
sonducting periodic tests, pursuant to NJA.C, 13:51-4.3, of approved breath test instruments (NJA.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufactnrer’s expiration date for fhis lot of breath alcohol
simulator solution is Jupe 17, 2022,

As Assistant Chief Forensic Scientist for the Division of State Police, | hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning snd calibrated instruments and equipment. ALl procedures utilized are
accurate, objectivey and pecformed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

e tonl 7
Michael Kennedy
Assistant Chief Forensic Scienfist
NISP Office of Forensic Sciences
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Stute of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8. GREWAL
Governor DIVISION OF STATE POLICE Attorney General
- POsT OFFICE BoX 7068
SHEILAY. OLIVER WEST THENTON, NJ 08628-0068 PATRICK J. CALLAHAN
L1, Governor {009} §82-2000 Colonel

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl aleohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: §7/27/2020
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 26320

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethy! alcohol concentration range of 0.1211 to 0.1222 grams per 100 miltiliters of solution.

This lot of breath alcohol siimulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51 -3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is July 06, 2022,

As Assistant Chief Forensic Scientist for the Division of State Police, 1 hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly finctioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance. with their professional duties and responsibilities.

MM-A— i
Michael Kennedy
Assistant Chief Forensic Scientist
NISP Office of Forensic Sciences
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KAREN E, STAHL
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Simulator | |
| CERTIFICATE OF

This Certiﬁcate:of Accuracy verifies that the specified y
found to be'in compliance with Nationa) Highway and
regulations for devices use

nit has been examined and

Traffic Safety Administration
d to calibrate Evidential Breath Testers,

(F.R. Vol. 59 No. 249 12/19/94 Notices)
Draeger, Inc.

§ Model: ALCOTEST GU34 | -
O Model: MARK 1A Serial Number:

O X-Cal 2000 (Alcosim) Lo
O Other: DDUK.S33- DIZ) |

Certification Date:

D¢

_CERTIFICATE OF ACCURAGY

- T isi i the Alcotest 7110 Temperature Probe has been tested for'accuracy wi
@) wit};r ?éit'ﬁjﬁgeﬁgi%m;t is fraceable to the: Ng}iontai 1115?;?3 ‘i%f r%:;?gt?jrrdes Pargcg él‘e:&?g;gl?gy 'T(‘Ldri‘%;rs) _
The manufacturer recommends accuracy verification o the ature P o D 2.

ification date below, or sooner, according to your state’s sp
For ggéﬂ?a?ee rttgncgg?ature readings, the probe value oh this centificate, noteg helow, mu§t
be programmaed! into the Alcotest 7110. o H

O]

Serial Number Temp Probe: - * Ceification Date: | Next Certification Due:

DDhUND2-2S2 _2.22-21 12-22722

" Probe Value: O/}L
] D ?" : E};{’aegen inc. . : ,
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