Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00438 Calib. Date: 03/10/2014 Calib. No.: 00020
Certification File No.: 00439 Cert. Date:  03/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00460 Soln. Date: 08/12/2014 Soln. No.: 00141
Sequential File No.: 00460 File Date:  08/12/2014
Caiibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot:  14B127 Bottle No.: 0482
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 08:09D
Control 1 EC 0.101% 08:10D 34.0°C s TEST PASSED
Control 1 IR 0.100% 08:10D 34.0°C w4k TEST PASSED #sk
Ambient Air Biank 0.000% 08:11D
Control 2 EC 0.099% 08:11D 34.0°C #ik TEST PASSED #ok%
Controf 2 IR 0.099% 08:11D 34.0°C #4% TEST PASSED ##%
Ambient Air Blank 0.000% 08:12D
Control 3 EC 0.098% 08:13D 34.0°C Foik TEST PASSED ok
Control 3 IR 0.099% 08:13D 34.0°C ##% TEST PASSED ##*
Ambient Air Blank 0.000% 08:14D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

Badge No.: 3436
Signature: 6P/ C 2 - > K/ Date: 08/12/2014
3]




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00438 Calib. Date: 03/10/2014 Calib, No.: 00020
Certification File No.: 00439 Cert. Date: 03/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin, Date: 03/10/2014 Lin. No.: 00017
Solution File No.: 00455 Soln. Date: 07/15/2014 Soln, No.: 00140
Sequential File No.: 00455 File Date:  07/15/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0131
Control Solution %:  0.100% Expires:  04/19/2015
Solution Control Lot: 13D112 Bottle No.: 0781
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 20:27D
Control 1 EC 0.101% 20:27D 34.0°C F#F TEST PASSED #s
Control 1 IR 0.098% 20:27D 34.0°C Wkt TEST PASSED #ek
Ambient Air Blank 0.000% 20:28D
Control 2 EC 0.099% 20:28D 34.0°C #k TEST PASSED #k#
Control 2 IR 0.098% 20:28D 34.0°C ok TEST PASSED %
Ambient Air Blank 0.000% 20:29D
Control 3 EC 0.099% 20:30D 34.0°C #4 TEST PASSED ##:%
Control 3 IR 0.098% 20:30D 34.0°C #k# TEST PASSED ###
Ambient Air Blank 0.000% 20:31D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SHEPARD First Name: DENNIS MI: E
S — Badge No.: 3436
Signature: f»é j‘ Q)— D 7‘@& Date: 07/15/2014
N -




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00438 Calib. Date: 03/10/2014 Calib. No.: 00020
Certification File No.: 00439 Cert. Date:  03/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00453 Soln. Date: 06/18/2014 Soln. No.: 00139
Sequential File No.: 00453 File Date:  06/18/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  04/19/2015
Solution Control Lot:  13D112 Bottle No.: 0785
Function Result Time Temperature Comment(s)
%HBAC HH:MM  Simulator {°C) or Error{s)
Ambient Air Blank 0.000% 21:49D
Control 1 EC 0.098% 21:50D 33.9°C #4k TEST PASSED #kk
Conirol 1 IR 0.099% 21:50D 33.9°C #4k TEST PASSED #%%
Ambient Air Blank 0.000% 21:51D
Contrel 2 EC 0.095% 21:52D 33.9°C #44 THEST PASSED #%*
Controt 2 IR 0.098% 21:52D 33.9°C *4k TEST PASSED #k*
Ambient Air Blank 0.000% 21:52D
Control 3 EC 0.095% 21:53D 33.9¢C #iek TEST PASSED ##%
Control 3 IR 0.099% 21:53D 33.9°C #k TEST PASSED #%%
Ambient Air Blank 0.000% 21:54D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

¥

Changed By: \

Last Name: MUSSER : First Name: MICHAEL MI: D
ﬂﬂ% 7 Badge No.: 3409
Signature: £ /MW Date: 06/18/2014
FA
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: (0438 Calib. Date: 03/10/2014 Calib. No.: 00020
Certification File No.: 00439 Cert. Date: 03/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00452 Soln. Date: 06/18/2014 Soln. No.: 00138
Sequential File No.: 00452 File Date:  06/18/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 33-0131
Control Solution %:  0.100% Expires:  04/19/2015
Solution Conirol Lot:  13D112 Boitle No.: 0783
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (*C) or Error(s)
Ambient Aijr Blank 0.000% 20:29D
Control 1 EC 0.096% 20:29D 34.0°C #k TEST PASSED ##%
Control 1 IR 0.099% 20:29D 34.0°C #k% TEST PASSED #*
Ambient Air Blank 0.000% 20:30D
Control 2 EC 0.095% 20:31D 34.0°C #k TEST PASSED *¥k
Control 2 IR 0.099% 20:31D 34.0°C wik TEST PASSED ###
Ambient Air Blank 0.000% 20:32D
Control 3 EC 0.094% 20:32D 34.0°C CONTROL TEST FAILED
Control 3 IR 0.098% 20:32D 34.0°C CONTROL TEST FAILED
Ambient Air Blank 0.000% 20:33D

Test results are not within acceptable range.

On this date, I installed the above indicated *"NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GR.

First Name: PTL MI: I

5&;‘_?(_,\\5’ Badge No.: 3415

Signature: Date: 06/18/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00438 Calib. Dare: 03/10/2014 Calib. No.: 00020
Certification File Na.: 00439 Cert. Date:  03/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00449 Soln. Date:  06/04/2014 Soln. No.: 00137
Sequential File No.: 00449 File Date:  06/04/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  6.100% Expires:  04/19/2015
Solution Control Lot:  13D112 Bottie No.: 0784
Function Resuit Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% (0:41D
Control 1 EC 0.099% 00:42D 34.0°C #kk TEST PASSED ##*
Control 1 IR 0.099% 00:42D 34.0°C % TEST PASSED ##%
Ambient Air Blank 0.000% 00:43D
Control 2 EC 0.097% 00:43D 33.9°C #4% TEST PASSED #ekk
Contrel 2 IR 0.098% (00:43D 33.9°C *#dk TEST PASSED ot
Ambient Air Blank 0.000% 00:44D
Control 3 EC 0.098% 00:45D 34,0¢C ##% TEST PASSED ##
Control 3 IR 0.098% 00:45D 34.0°C *#% TEST PASSED ##:%
Ambient Air Blank 0.000% 00:45D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name DENNIS MI: E
Badge No.: 3436

)
Signature; @ - \—Q———&\ A Date: 06/04/2014
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00438 Calib. Date: 03/10/2014 Calib. No.: 00020
Certification File No.: 00439 Cert. Date:  (3/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00446 Soln. Date: 05/06/2014 Soln. No.: 00136
Sequential File No.: 00446 File Date:  05/06/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  04/19/2015
Solution Control Lot: 13D112 Bottle No.: 0780
Function Result Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:32D
Control 1 EC (.099% 08:32D 34.0°C #dok TEST PASSED *#
Control 1 IR 0.100% 08:32D 34.0°C #dk TEST PASSED ###
Ambient Air Blank 0.000% 08:33D
Control 2 EC 0.099% 08:34D 34.0°C *#x TEST PASSED ##*
Control 2 IR 0.099% 08:34D 34.0°C A4k TEST PASSED #%%
Ambient Air Blank 0.000% 08:35D
Control 3 EC 0.098% 08:35D 34.0°C ##k TEST PASSED ##%
Control 3 IR 0.099% 08:35D 34.0°C ##% TEST PASSED ##%
Ambient Air Blank 0.000% 08:36D

All tesis within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

I.ast Name: SHEPARD First Name~_DENNIS MI: E
é%f/ Q Badge No.: 3436
Signature: "~ > 27 Date: 05/06/2014

A\




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00438 Calib. Date: 03/10/2014 Calib. No.: 00020
Certification File No.: 00439 Cert. Date:  03/10/2014 Cert. No.: 00017
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00444 Soln. Date: 04/07/2014 Soln. No.: 00135
Sequential File No.: 00444 File Date:  04/07/2014
Calibrating Unit: WET Mode! No.: CU-34 Serial No.: DDUK §3-0131
Control Sotution %:  0.100% Expires:  04/19/2015
Solution Control Lot:  13D112 Bottle No.: 0782
Function Result Time Temperature Comment(s)
%BBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:31D
Control 1 EC 0.100% 20:32D 34.0°C #4k TEST PASSED %
Control 1 IR 0.100% 20:32D 34.0°C ##% TEST PASSED s
Ambient Air Blank 0.000% 20:33D
Control 2 EC 0.098% 20:34D 34.0°C w4k TEST PASSED %
Control 2 IR 0.099% 20:34D 34.0°C st TEST PASSED %
Ambient Air Blank 0.000% 20:35D
Control 3 EC 0.097% 20:35D 34.0°C ek TEST PASSED ok
Control 3 IR 0.100% 20:35D 34.0°C *#k TEST PASSED
Ambient Air Blank 0.000% 20:36D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

/ Q z Badge No.: 3436
Signature: 7‘% : — @ﬂ/’/ﬁ’ﬁm Date: 04/07/2014
N
















CERTIFICATE OF ACCURALCY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
"(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

@ Model: ALCOTEST® CU34
QO Model: MARK IIA Serial Number:

O Ot . DDUK 33-0131

Certification Date Technician Re-Certification Due Date

__02-20-14 aY 02-2b-15

T R T L S Sy

A\q(@)»K@):»q(@j»¢i;(@j>«@)n(@»{(@)jng@j
S Drdger

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

This is to certify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
with instrumestation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe
within 12 months of the certification date below, or sooner, according to your State Specification.
For accurate temperature readinigs, the probe value on this certificate, noted below,

must be programmed into the Alcotest® 7110.

DRI
N

Serial Number Tem‘p.- Probe Certification date: Next Certification due:

Probe Value

Draeger Safety Diagnostics, Inc.
‘ 07 Technical Service Department \S\{




PEOPTOIDTOTTOD
Uragersafety

Alcotest® 7110 MKII-C
CERTIFICATE OF ACCURACY

This |5 lo certify that the Alcotest 7410 MIKH-C has been tested for accuracy and found to be In compliance
with the National Highway Traffic Safety Administration Standand for evidential breath testing devices,
The Alcotest MKIIC s compliant a5 a “mobile” and “nonmobiie™ EBT with 49 FR 43854, 49 FR 42864 and 58 FR 48705,
The manufacturer recommends aceuracy verification of this instrument within 12 months
of the caltbration date below, or soonar, according to your State Specifications. -

Certification Date: SERIAL NUMBER:

031108 AROK-00BE {

Draeger Safety Diagnostics, inc. %




This is to certify that

Michelle Goncalves

has successfully completed the two day Draeger Safety
Diagnostics, Inc. Alcoha| Coordinator Training Course on

the New Jersey specific Alcotest® 71 10 MKIli-C and is
hereby certified as a qualified

Operator Trainer and

Maintenance Technician

Compietion of this course quallfies this individual to train
and certify Operators in the proper use and operation as

well as perform Preventive Maintenance on the New Jersey
specific Alcotest® 7110 MKJI-C.

Date: March 14, 2012




" Crris CHRISTIE State of New Jersey

Governor OFFI:E OF THE ATTORNBY GanERAL
Deeastment oF Law anp Pmuc SareTy
Km Guabacnn Dw:sm% mnfmms
Lieutenant Governor NI 08525-0085
T (o e a0
Mareh 23, 2012

Col. Joseph R. Fuentes, Superintendent
Division of State Police

Division Headquarters

P.O. Box 7068

West Trenton, New Jersey 08628

Re:  Breath Test Coordinator/Instructor, Certification -
Detective I Michelle L. Goncalves #6040

Dear Col. Fuentes:

JerrREyY 8, Cittesa
Attorney General

Sterien J. Tavior
Director

Pursuant to the provisions of NJAC 13:51-2.1 (b) and (c), s adopted and promulgated
under the provisions of N.J.5.A. 39:4-50.3, 39:3-10.25 and 12:7-56, 1 hereby approve pewctive I
Michelle L. Goncalves #6040, as a duly certified Breath Test Coordinator/Instructor, This spproval

is effective immediately.

Very truly yOE. E

. Jeffrey S. Chiesa
Attorney General

c. Detective I Michelle L. Gonealves, Alcohol/Drag Test Unit, Di.vi.si.on of State Poh'.cc
DSFC Patrick Guilfoy, Unit Head, Alcohol/Drug Test Unit, Division of State Police

Hew Jersey & An Equal Opporcunty Emplower + Prisied on Racyclad Paper and is Recyclable
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Calibration complies with ISO/IE

C

©

o meemm 17025, ANSUNCSL Z540-1, and 9001
i Gafibraian Cert. No.: 4000-5427014
Ceriificate No. 1750.01
Traceable® Certificate of Calibration for Digital Thermometer

Manufactured for and distributed by: VWR intemational, LLC, Radnor Corporate Center, Bidg 1, Ste 2
Instrument Identification:

Model: 61220-601 SIN: 130602271 Manufacturer; Control Company

00, 100 Matsonfard Road, Radnor, PA 19087

Standards/Equipment:
Description Serial Number Due Date NIST Traceable Referenge
Temperature Calibration Bath TC-179 AA5240
Themmnistor Module A17118 2M3N4 1600332071
Temperature Probe 128 2720114 6-B48Z3-3041
Temperaiure Calibration Bath TC-231 AT9341
Thenmister Module A17118 213114 1000332071
Temparature Probe 3039 22014 8-B48709-1-1
Temperature Calibration Bath TC-218 AT3332
Tharmnistor Moduls AZ7129 £1/08M3 1000327261
‘femperature Probe 5202 11720114 15-B15PW-1-1
Temparature Calibration Bath TC-275 B16388
Digital Thermometer B16815 81214 1000341967
PRT Temperature Probe 02022 814158 B3812004
Certificate Information:
Technician: €8 Procedure; CAL-08 Cal Date: 10/08/13 Cal Due; 10/28/4%

Test Conditions: 240°C 37.0%RH 1017 mBar

Calibration Data: {(New Instrument) _
Nominal

hhin

Unit(s) Nominal As Found In Tol As Left InTol Max U TUR
*c N.A, 0.0 0.000 Y -0.051 0.049 0.013 3.8
‘C N.A 25.001 25.000 Y 24.951 25.051 0,023 2.2
G N.A.. 50.003 50.001 Y 48.953 50.053 0.014 3641
C N.A, 100.001 99.994 Y 89,951 100.051 0.018 2.8:%
This Instrument was calihrated using Instruments Traceable to National Institute of Standards nd Technotogy.

T Sart

A Tert Uncartainty Ratio of gt lesst 4:1 is malrisined uniesa otherwise stated and is cakulat

2 ha
mmrsmmm mordm:nvuhh 180 Mmhﬁmmlmdwnmwm(
L= fick fevel. In tolermnce conditions are based on test rasults faling within

Had {inits with

5%
mmwtummummmsmmwmhmwnm ﬁmmwmmc«:m

MindMeAoceptance Rengs; tUsExpanded Measurament Uncertsinty;, TUR=Tett Lincertainty Rutio;
Max w Ag Lot Nominal(Rounded) + Tolerence; Date=MWTDNY

e
D v
iice, Techrical Mannger

Heminal=Standants Reading; As Leﬂ-lnm::o{tm Rnd‘ng: In Toixin Toh-m Ma

Accurscymz(Max-Mnk2; Mia=As Left

Nicol Ruxiriguez, Quafity Manager Asron

inky. Uncarainly svaluation inciudes the instrument under

Lﬂummmmm:mmmedummhglwmm

by the unceripinty of the messurement. The results contrined

g

Maintaining Accuracy:

fn our opinion once calixated your Digitst Thermametor should mainiain ite eccuracy, There (x na axacl way o detormine how long calration will be
Bnd eontamination,

Ftie, if arty ot all, but can ba =ffacted by sging,

Ly

d. Dightal Th

Recalibration:
For factory calibration and re-certification treceabls to Nationsl Inatitute of Stancards and Tachniotogy contact Contral Company,

CONTROL COMPANY 4455 Rex Road Frendswood, TX 7]
Photte 281 482-1714  Fax 281 452.9448 service@oontrold.com

Actracited by (A2LA) American Assoclation for L

T5AG
www.confrol3.com

USA

Conttrol Company [ an [50 17025:2008 Catbration
Control

Company Is (SO m1mmuat?w'm’cm by {ONV) Dot
Horsice Vacites, Corlificile No, CERT-MBOS-EOOGM-HO
intarnational Laboratory Accreditation pngement (MRA),

Cooporation {ILAC) ~ Multiloteral Recoanition Ami

Pagetoft T

@i g

& of Control Company

cemﬁe? Ho, 1750.01.

£ 2009 Conteol Company
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CERTIFICATE OF ACCURACY

Thig Certificate of Accuracy verifics that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

Model: ALCOTEST® CU34

O Model: MARK TTA

QO Other:

Certification Date

[ ~4-1Y

Technician

AC

Serial Number:

TIWE 83 ~0a4d]

Re-Certification Due Date

(1 (D

)

X

X

o

«

h<

X

«

ALCOTEST® 7110 TEMPERATURE PROBE

Urdger

CERTIFICATE OF ACCURACY

This is to cerlify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
with instrumentation that is traceabla to the Na‘ional institute of Standards and Technology {NIST).
The manufacturer racommands acouracy verification of the Temperature Prope,
within 12 months of the cenification date below, or sooner, according to your State Specification,
For accurate ternperature readings, the probe valus on this certificate, noted below,
must be programmaed into the Alcolest® 7110.

Serlal Number Temp. Probe
M Cl-oonz
Probe Value

(D5

Certification date:

[--14

Drasger Safety Diagnostics, Inc.
Technical Service Department

Next Cartification due:

A bl 0,

£X_

"



CERTIFICATE OF ACC

This Cettificate of

verifies that the specified unit
:mdfoundtobem ?l
ons for

iance with Natienal Highway and Traffic
t devices used to calibrate Evidential B,
{F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

(

Modcl: ALCOTEST® CU34
O Model: MARK ITA

RACY

been examined
Safety Administration
Testers.

Serial Number:

O Other: XN S3-0/93
Certification Date Technician Re-Certification Due Date
(-9 4 &C L 227D
. A" o .

verifies that the specified unit
and found to bc in compliance with National I—I:ghway and Traffic Safety Administration

been examined

regulations for devices used to calibrate Evidential Breath Testers.
(FR. Vol. 59 No. 249 12/19/94 Notices)
Dracger Safety Diagnostics, Inc,
@ Model: ALCOTEST® CUB4
O Model: MARK IIA Serial Number:
O Other: DIWE &3-0218
Certification Date Technician Re-Certification Due Date
pl-27-14 Sy ol-27- 15
L a— v 1]




State of Nefr Jersey

OFFICEQF THE ATTORNEY (GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY S. CHIESA
Governor DiVISION OF STATEPOLICE Attorney General
POST OFFICE BOX 7068
K GUADAGNG WEST TRENTON, NJ 08628-0068 COLONEL JOoserH R. FUENTES
Lt Governor {609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution,

MANUFACTURER: Dracger Safety, Inc. ANALYSIS DATE: 9/26/2012
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 12H104

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.0487 to 0.0491 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.JLA.C. 13;51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is August 24, 2014,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

. Klaouie, Ph.D.
Research Scientist
NISP Office of Forensic Sciences

A
Sworp{o and subscribed before me thid>)_ day of _ﬁ (LM , 2012,

e X
Notary

"An Internationally Accredited Agency”

New Jersey Is An Equal Opporinity Employer
Printed on Recyeled Paper and Recyclable




State of Nefor Jersey

OFFICE OF THE ATTORNEY (GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY 8. CHIESA
Governor DIVISION OF STATE POLICE Attorney General
POST OFFICE BOX 7068
KM GUADAGNG WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R. FUENTES
Lt Governor (609) 882-2000 Stuperintendent

CERTIFICATION OF ANALYSIS
0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.0939 to 0.0997 grams per 100 milliliters of solution.

MANUFACTURER: Dracger Safety, Inc. ANALYSIS DATE: 9/27/2012

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 12H105

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.0967 to 0.0976 grams per 100 milliliters of solution.

This lot of breath alcohol simulator salution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C, 13:51-4,3, of approved breath test instruments (N.J.A.C. 13:5 1-3.5) utilized by law enforcement agencies in this State,
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is Aupmst 27, 2014,

As Research Scientist for the Division of State Police, I hereby certify and atest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibifities.

Ali M. Alaouie, Ph.D.
Research Scienfist
NISP Office of Forensic Sciences
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State of Nefr Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY 8. CHIESA
Governor DIVISION OF STATEPOLICE Attorney General
PosT OFFICE Box 7068
KM GUADAGNO WEST TRENTON, NJ 086280068 COLONEL JOSEPH R. FUENTES
Lt. Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.16 PERCENT BREATH ALCOHOL SIMUL.ATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! alcohol concentration within, but
not exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 10/2/2012
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 121106

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcchol
concentration range 0f 0.1922 to 0.1932 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is September 10, 2014,

As Research Scientist for the Division of State Police, I hereby certify and atfest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

Wy A

Al M. Alaouie, Ph.D.
Research Scientist
NISP Office of Forensic Sciences
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State of Nefr Jersey

OFFICE OF THE ATTORNEY (GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY 8. CHIESA
Governor DIVISION OF STATE POLICE Atiorney General
PosT OFFICE BOX 7068
K1v GUABAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R. FUENTES
Lt, Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl! alcohol concentration within, but
not exceeding, the range 0f0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 3/6/2013
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 13B110

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.1234 to 0.1241 grams per 100 milliliters of sofution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State,
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is Fe 13, 2015.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functoning and calibrated
instruments and equipment. Al procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office

of Forensic Sciences, in accordance with their professional duties and respopsibilities.
p / Yoty

“A{ M. Alaouie, Ph.D.
Research Scientist
INJSP Office of Forensic Sciences
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State of Nefr Jersey

OFFICE OF THE ATTORNEY (GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY 8, CHIESA
Governor DIVISION OF STATE POLICE Attorney General
. POST OFFICE BOX 7068
K GUADAGNG WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R, FUENTES
Lt. Governor {609) 882.2000 Superintendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 3/9/2013
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 13D112

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.1226 to 0.1240 grams per 100 milliliters of solution.

This lot of breath alcohol sitaulator solution may be utilized as a known traceable standard for the purpose of conducting pericdic tests,
pursuant to N.JLAC. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is April 19, 2015,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personne] within the Office
of Forensic Sciences, in accordance with their professional duties and respopsibilities.

\ hPtel=
Ali M, Alaouie, Ph.D.

Research Scientist
NJISP Office of Forensic Sciences
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