Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00522 Calib. Date: 04/21/2016 Calib. No.: 00026
Certification File No.: 00523 Cert. Date: 04/21/2016 Cert. No.: 00022
Linearity File No.: 00524 Lin. Date:  04/21/2016 Lin. No.: 00022
Solution File No.: 00538 Soln. Date: 10/11/2016 Soln. No.: 00170
Sequential File No.: 00538 File Date:  10/11/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Solution %:  0.100% Expires:  06/07/2018
Solution Control Lot: 16140 Bottle No.: 0902
Function Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:39D
Control 1 EC 0.100% 20:40D 34.0°C *¥k TEST PASSED #%
Control 1 IR 0.101% 20:40D 34.0°C #k TEST PASSED #
Ambient Air Blank 0.000% 20:40D
Control 2 EC 0.101% 20:41D 34.0°C w4k TEST PASSED ¥
Control 2 IR 0.100% 20:41D 34.0°C w4k TEST PASSED #skok
Ambient Air Blank 0.000% 20:42D
Control 3 EC 0.101% 20:42D 34.0°C *k TEST PASSED #
Control 3 IR 0.101% 20:42D 34.0°C #¥# TEST PASSED ##%
Ambient Air Blank 0.000% 20:43D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS ML E

: Badge No.: 3403
Signatre: () __ .,.u_-E\:::i,Q <™ Date: 10/11/2016
S




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00522 Calib. Date: 04/21/2016 Calib. No.: 00026
Certification File No.: 00523 Cert. Date: 04/21/2016 Cert. No.: 00022
Linearity File No.: 00524 Lin. Date:  04/21/2016 Lin. No.: 00022
Solution File No.: 00537 Soln. Date: 09/13/2016 Soln. No.: 00169
Sequential File No.: 00537 File Date:  09/13/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  04/13/2017
Solution Control Lot:  15D138 Bottle No.: 0816
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulater (°C) or Error(s)
Ambient Air Blank 0.000% 15:46D
Conirol 1 EC 0.100% 15:47D 34.0°C #dk TEST PASSED #sio
Control 1 IR 0.101% 15:47D 34.0°C #4% TEST PASSED ##%
Ambient Air Blank 0.000% 15:48D
Control 2 EC 0.101% 15:48D 34.0°C #4% TEST PASSED #kk
Control 2 IR 0.099% 15:48D 34.0°C ##4 TEST PASSED
Ambient Air Blank 0.000% 15:49D
Control 3 EC 0.100% 15:49D 34.0°C ##k TEST PASSED %
Control 3 IR 0.100% 15:49D 34.0°C #kx TEST PASSED #ock
Ambient Air Blank 0.000% 15:50D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENN MI: E
Badge No.: 3403

Signature: % < D __ Date: 09/13/2016
3 \\




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038

Location: EASTAMPTON TOWNSHIP

Calibration File No.: 00522 Calib. Date: 04/21/2016 Calib. No.: 00026

Certification File No.: 00523 Cert. Date: 04/21/2016 Cert. No.: 00022

Linearity File No.: 00524 Lin. Date:  04/21/2016 Lin. No.: 00022

Solution File No.: 00536 Soln. Date: 09/13/2016 Soln. No.: 00168

Sequential File No.: 00536 File Date:  09/13/2016

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131

Control Solution %:  0.100% Expires:  04/13/2017

Solution Control Lot: 15D138 Bottle No.: 0817

Function Result Time Temperature Comment(s)
P%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 12:28D

Control 1 EC -—% 12:29D 34.0°C CTRL GAS SUPPLY

Control 1 IR - - 12:29D 34.0°C CTRL GAS SUPPLY

Ambient Air Blank -G —een

Control 2 EC -.--~% —m e N/A

Control 2 IR --T -t N/A

Ambient Air Blank -——-% “—ie--

Control 3 EC -.—-% - N/A

Control 3 IR - -l N/A

Ambient Air Blank - welomm

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

. ' ) Badge No.: 3403
Signature: W ( )_,,_ .»-f"‘/\p Date: 09/13/2016
Q

N




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00522 Calib. Date: 04/21/2016 Calib. No.: 00026
Certification File No.: 00523 Cert. Date: (4/21/2016 Cert. No.: 00022
Linearity File No.: 00524 Lin. Date:  04/21/2016 Lin. No.: 00022
Solution File No.: 00535 Soln. Date: 08/14/2016 Soln. No.: 00167
Sequential File No.: 00535 File Date:  08/14/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Solution %:  0.100% Expires:  04/13/2017
Solution Control Lot: 15D138 Bottle No.: 0807
Function Result Time Temperature Comment(s)
GBAC HH:MM Simulator (°C) or Error{s)
Ambient Air Blank 0.000% 20:22D
Control 1 EC 0.099% 20:22D 34.0°C #ik TEST PASSED i
Control 1 IR 0.100% 20:22D 34.0°C k% THST PASSED ##*
Ambient Air Blank 0.000% 20:23D
Control 2 EC 0.100% 20:23D 34.0°C ##% TEST PASSED #kk
Control 2 IR 0.100% 20:23D 34.0°C ##% TEST PASSED #%%
Ambient Air Blank 0.000% 20:24D
Control 3 EC 0.100% 20:25D 34.0°C w4k PTEST PASSED %
Control 3 IR 0.099% 20:25D 34.0°C #4% TEST PASSED *4%
Ambient Air Blank 0.000% 20:25D

All tests within acceptable tolerance.,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E
Badge No.: 3403

Signature: \E&T Q-‘—— - —/P QO"\ Date: 08/14/2016




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00522 Calib. Date: 04/21/2016 Calib. No.: 00026
Certification File No.: 00523 Cert. Date:  04/21/2016 Cert. No.: 00022
Linearity File No.: 00524 Lin. Date:  04/21/2016 Lin. No.: 00022
Solution File No.: 00532 Soln. Date: 07/16/2016 Soin, No.: 00166
Sequential File No.: 00532 File Date:  07/16/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.; DDUK $3-0131
Control Solution %:  0.100% Expires:  04/13/2017
Solution Control Lot:  15D138 Bottle No.: 0820
Function Result Time Temperature Comment(s)
FHBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:09D
Control 1 EC 0.099% 19:10D 33.9°C #4k TEST PASSED #e
Control 1 IR 0.100% 19:10D 33.9°C #kt TEST PASSED ok
Ambient Air Blank 0.000% 19:10D
Control 2 EC 0.099% 19:11D 33.9°C ##k TEST PASSED &%
Control 2 IR 0.101% 19:11D 33.9°C #k TEST PASSED k%
Ambient Air Blank 0.000% 19:11D
Control 3 EC 0.100% 19:12D 33.9°C ##% THST PASSED ##%
Control 3 IR 0.100% 19:12D 33.9°C *gok TEST PASSED okt
Ambient Air Blank 0.000% 19:12D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHAM First Name: PTL MI: D
= L Badge No.: 3412

Signature: I S - 340D Date: 07/16/2016




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00522 Calib, Date: 04/21/2016 Calib. No.:; 00026
Certification File No.: 00523 Cert. Date: (4/21/2016 Cert. No.: 00022
Linearity File No.: 00524 Lin. Date: 04/21/2016 Lin. No.: 00022
Solution File No.: 00528 Soln. Date: 06/16/2016 Soln. No.: 00165
Sequential File No.: 00528 File Date:  06/16/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Solution %:  0.100% Expires:  04/13/2017
Solution Control Lot: 15D138 Bottle No.: 0819
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {(°C) or Error(s)
Ambient Air Blank 0.000% 09:40D
Control 1 EC 0.099% 09:41D 34.0°C % TEST PASSED ###
Control 1 IR 0.100% 09:41D 34.0°C #%% TEST PASSED #k
Ambient Air Blank 0.000% 09:41D
Control 2 EC 0.100% 09:42D 34.0°C #ik TEST PASSED ##
Control 2 IR 0.100% 09:42D 34.0°C *#k TEST PASSED ##%
Ambient Air Biank 0.000% 09:42D
Control 3 EC 0.100% 09:43D 34.0°C ek TEST PASSED #::#
Control 3 IR 0.100% 09:43D 34.0°C w44 TEST PASSED ek
Ambient Air Blank 0.000% 09:44D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI:E

Badge No.: 3403
Signature: QM— — %ﬂ’\ Date: 06/16/2016

&




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00522 Calib, Date: 04/21/2016 Calib. No.: 00026
Certification File No.: 00523 Cert. Date: 04/21/2016 Cert. No.: 00022
Linearity File No.: 00524 Lin. Date:  04/21/2016 Lin. No.: 00022
Solution File No.: 00527 Soln. Date: 05/18/2016 Soln. No.: 00164
Sequential File No.: 00527 File Date:  05/18/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Sclution %:  0.100% Expires:  04/13/2017
Solution Control Lot:  15D138 Bottle No.: 0818
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:29D
Control 1 EC 0.100% 09:30D 33.9°C ## TEST PASSED ##%
Control 1 IR 0.101% 09:30D 33.9°C ##% TEST PASSED #otek
Ambient Air Blank 0.000% 09:31D
Control 2 EC 0.100% 09:31D 34.0°C w4k TEST PASSED #s
Control 2 IR 0.101% 09:31D 34.0°C #kk TEST PASSED ok
Ambient Air Blank 0.000% 09:32D
Control 3 EC 0.100% 09:32D 33.9°C #ik TEST PASSED #%
Control 3 IR 0.100% 09:32D 33.9°C #ik TEST PASSED s
Ambient Air Blank 0.000% 09:33D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E
Badge No.: 3403

-
Signatre: T o> - = P Date: 05/18/2016
&)
















CERTIFICATE

This Certificate of Acburhcy v.eriﬁo@c that the specified unit has besn examined
and found to be in com liance with Nati w1 Highway and Traffic Safety Administration

regulations for devices used to galibrate Evidential Breath Tosters, .
(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Disgnostics, Inc.

/d Model: ALCOTEST® CU34
O Model: MARK 1A~ -

Q Other:

“.

vm.

i

Certification Date “Technician " | Re-Certification Due Date

RS BC 181y,

Seria.]Nmnl.Jer:" |
WURSS -0/ |

' '..m

O CTDETHI
' Dedger

ALCOTES'[@_-'moT%&MP'ERATURE PROBE o
CERTIFICATE OF ACCURACY

- Thisisio certify that the Alcotest® 7110 T siperature Probe has been tested for atcuracy
with instrumentation that is traceable fo the Natignal Institute of Siandard3nd- Tachnology (NIST).

. The manufacturer recommends accuthicy verificatlon of the Temperaiure Probe .

© . within 12 months of the certification date bélow: or sconer, according to your State Specification.
For accurate temperature readings, the robe value on this certificate, notad below,

o : “must be programmedinto the Alcotest® 7110, S

Serial Number'Terhp,. Probe 'Cﬁ]%ﬁmtlon date: Next Geritfication due:
L TIDUM P - 35D [1-2D~ (-0~

Probe Value

’ Uﬁ . Draeger Safe -Diagnostics, nc.
- Technical Sqr\g,__e Dspartment

A

OPUOPLOPAOP D)




Dlager
Alcotest® 7110 MKIl-C

CERTIFICATE OF ACCURACY

with the Naticnal Highway Traffic Safety Administration Standard for evide
The Alcotest MKIH-G is compliant as a *mobile™ and * nonmobile™ EBT with 49 FR 488

| breath testing devices. R
49 FR 48864 and 58 FR 48705,

This Is to cortify that the Alcotest 7410 MKHISC has been lested for securacy a%ffaund to be in compliance
n

The manufacturer recornmends accuracy verification of this instrume
of the calibration date below, or sooner, acconding to your State

Certlfication Date: RIAL NUMBER: .
2D ARG

t within 12 months
pecifications,

Draeger Safety Diagnostics, lnc K)C >




State of Nefu Jersey

OFFICEOF THE ATTORNEY GENIRAL

CHRs CHRISTIR DEPARTMENT OF LAW AND PUBLIC SAFETY Jonn 1. HoPrv AN
Cuyvernar DIvision OF STATE POLIOE soting Aitorney Genoral
POST OFFICE BOX 7068
Kint GUADAGNO WEST TRENTON, NJ 05628-0058 COLONEL JOSEPH R, FUENTES
Lt Governor (669} &R2-2000 Superimiendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1174 to 0,1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. AMALYSIS DATE; 5/6/2015
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 15D138

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have & mean ethyl alcohol
concentration range of 0.1203 to 0.1220 grams per 100 millititers of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.LA.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is April 13, 2017,

As Research Scientist for the Division of State Police, [ hereby certify and aftest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Palice on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personne! within the Office
of Forensic Sciences, in accordance with their professional duties and respongibilities.

7, p
LI
TAli'M. Alaouie, Ph.D.

Research Scientist
NISP Office of Forensic Sciences

Swork to and subscribed before me this 7} " dayof "y (e ,-L-fi‘ , 2015,
: T

i

‘;M’at(‘fl }'L."—--w fr, ‘\1’1’ 1\.—“ r..;i\{-i‘ Ligh ;’ ‘...l{:!;l:&u /-’}I

Notat: f
WARY ELIZABETH MeLAUGHLIN
iD # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Expiros Dac, 24, 2018

YAn hiternationally Accredited Agenep®

New Jersey Ie An Fqnal Oppoertanity Employer
Prictod on Recavlad Papier and Reeyekihle
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N~ Calibration complies with ISO/IEC
r""‘"‘\}}'—"

N 17025, ANSUNCSL. Z540-1, and 9001

it Calibration _ Cerf. No.: 4000-7019767
Certiiicate Ne. 1750.01 R .

Traceable® Certificate of Calibration for Digital Thermometer

i,

K7

W

\\‘\‘

N

G

Manufactured for and disiributed by: VWR International, LLC, Radnor Corporate Center, Bldg 1, Ste 200, 100 Matsonfo;d Road, Radnor, PA 19087
Instrument Identification: '

Model: 61220-601 S/N: 150649677 ©  Manufacturer: Control Company
Standards/Equipment: , . _ . )
Deseription Serial Number Due Date NIST Traceable Reference
Temperature Calibration Bath TC-256 B01375 ' , : :
Temperature Probe - 128 4/02/16° - 15-ADP28-40-1
Thermistor Module A17118 3/03/116 1000371058
Temperature Calibration Bath TC-179 A4B240
Thermistor Module A17118 ) 3036 1000371058
_Température Probe 3039 4/02/186 15-A0P25-20-1
Temperature Calibration Bath TC-231 A79341 ' : :
Thermistor Module : AZ7129 11/04/15 ’ 1000365407
Temperature Probe 5202 1119116 6-CVoY2-1-1
Temperature Calibration Bath TC-309 - B3A444
" Thermistor Module ’ AZ7129 11/04/15 1000365407
Temperature Probe 5267 11118716 &8-CV3Y0-141
Certificate information: ' B
Technician: 68 Procedure: CAL-06 Cal Date: 8/31/15 Due Date: 8/31/17

Test Conditions: 23.0°C 47.0 %WRH 1017 mBar

Calibration Data: (New Instrument)

~ Unit(s) Nominal As Found tn Tol Nominal As Left In'Tol Min Max U TUR
°C - N.A, 0.001 0.000 Y 1 0,048 0.051 0.013 | 3.8
*C N.A, ' 25.000 '25.001 Y 24,950 |- 25.080 0.614 .61
°C - N.A. 50.004 - *50.000 Y 48,854 50,054 0.014 361
°C NA, 100.002 $9.905- Y 95,952 100.052 | 0.014 3.6:1

This Instrument was calibrated using Instruments Traceable to National Institute of Standards and Technology. .
ATest Uncertainty Ratlo of at least 4:1 s maintained unless piherwise staled and {s caleufated using the expanded measurement uncenainty. Uncartainty evaluation includes the Instrument under
fest and {s calculsted in accardance with the 1SO "Gulde to the Expressicn of Uneertainty in Measurement” {GUM). The uncertainty represents an expanded unceriainty using.a coverage facior k=2
to approximate a 95% confidence javel, In tolerance conditions are based on test results falling within specified limits with no reduction by the untertainty of the measurement. The resulls contained
hergin refate only to the item calibrated, This cerlificate shall not be reproduced except in full, without written approval of Contro! Company. v

Nominal=Standard's Reading; As Lefi=lnstrument's Reading; in Tol=in Tolerance; MinMax=Acceptance Range; 2U=Expanded Measurement Uncertainty; TUR=Tesl Uncertalnly Ralic;
Accuracy=:{Max-Min)i2; Min = As Left Nominal{Rounded) - Tolerance] Max = As Lefi Nominal(Rounded} + Tolersnce; Dats=MMIDDYY: '

Nicol Rodriguez, Quality Manager Aaron Judice, Technical Manager

Maintaining Accuracy:

In uurbpinion once eallbrated your Digital “Thetmometer should maintain its aceuracy, Thera is no exact way lo determine how long calibration will be maintained. Digital Thermomsters ¢hange
. littie, if any at all, but can be affected by aging, temperature, shock, and contamination.

Recalibration: _
For factory calibration and re—cerification treceable to National Institute of Standards and Technology contact Control Company.

CONTROL COMPANY 4455 Rex Road Friendswood, TX 77545 USA
Phone 281 482-1714  Fax 281 482-9448 service@controld.com  www.controi3.com

Conirot Cempany Is an IS0 17025:2005 Cafibration Laboratory Accredited by {A2LA) American Assotlation for Laboratery Asoreditation, Certificale Na. 1750,01,
Centrol Company is 150 S001:2008 Quality Certiied by (DNV) Dat Norske Veritas, Certificata No, GERT-01 805-2008-A0-HOU-RvA.
International Laboratory Actreditation Coop on (ILAC) - MUt I Recognition Arrsngement (MRA), .

Page 1 0f 1 Teaceable® is 2 registered tndemark of Control Company © 200% Control Company
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" This Certificate of Accuracy veri ; secified uni .
l \ y verifies that the specified unit has b ine :
and found to be in compliance with National £ighway and Traffic Saf?a%? g}c{iar;ni:ﬁ:gaﬁgn
regulations for devices vsedto calibrate Evidential Breath Testers.
. (FR. Vol. 59 No, 24% 12/19/94 Notices)

Draeger Safety Diagnostics, Ine.’

@610&51: ALCOTEST® CU34
O Model: MARK TIA '

O Other: __. . ) . D[‘),V[\SS "@/73

Serial Number:

 Certification Date ) Technician Re-Certification Due Date

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

& has been tested for acouracy -

. This is to certify that the Alcotest® 7110 Termperaiure Prob
wiih instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
.- T mends accuracy verification of the Temperature Probe
within 12 months of the certification date below, or sooner, according to your State Specification.
For accurate temperature readings, the probe value on this cerdificate, noted below,
must be programmed into the Alcotest® 7110.

Serial Number Temp. Probe Certification date: . Next Ceriification due:

} DORHER6SD (03O [0-3D- 1

Probe Value

Draeger Safety Diagnostics, Inc.
Technical Service Depariment




This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers,

(FR. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

@ Model: ALCOTEST® CU34

. Serial Number:
(O Model: MARK 11A :
O Other: _DD mKSS"OOOS
. Certification Date ' Tec};nician . Re-Certification Due Date

This Certificate of Acouracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
“(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

(¥ Model: ALCOTEST® CU34 .
O Model: MARK I1A ' Serial Number:

O Other- DDCW ‘_0052

Cel_'tiﬁcétion Date Technician Re-Certification Due Date

(O-30-/5 7D O30/




G%tarie of Nefa Jerzey

QOFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE : DEPARTMENT OF LAW AND PUBLIC SARETY JOMN 1. HOFFMAN
Governor . ) DIVISION OF STATE POLICE ] Aofhg Atforney Gencral
. : POsT OFFICE Box 7068 ) :
Kin GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R FUENTES
Lt Governor _ (609) 882-2000 " Superiufendent
"CERTIFICATION OF ANALYSIS

0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl aleshol concentratmn within, but
not exceeding, the range of 0.1174 to 0,1246 grams per 100 millifiters of solution.

MANUPACTURER: Dracger Safefy, ne, = ANALYSIS DATE: 09/14/2015
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: ISHI43

Represaﬁté.twe samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
coucentrat:on range of §.1198 1o 0 1226 grams per 100 milliliters of solution,

This Jot of breath alcoho! simulator solution may be ufilized as a known traceable standard for the purpose of conducting permdm tests
pursuant to NJ.A.C. 13:51-4.3, of approved breath test instruments (N.1.A.C. 13:51-3.5) utilized by Jaw enforcement agancles in this State,
The manufacturer’s expiration date for this lot of breath aleohel simulator solution is Angnst 17, 20117, .

As Research Scientist for the Division of State Police, T hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equ:pment All procedures ufilized are accurate, objective, and performed on a routme basis by persounel within the Office

ofForensm Sciences, in accardance with their professional duties and responsﬁlagities /

éAh M. Alaouia, PRD.
Research Scientist
WISP Office of Farensic Sciences

. ‘ R j-, -~ ; [
‘Swern to and subscribed before me this J£F day of .(;_,’f .fL‘Tin-'V‘JﬁJLfl L2015,
3 .

b V‘UJ‘ fL A xn% v'ﬂl‘\,.tl J

Iﬁﬂ%HY ELIZABETH MCLAUGHLIN
1D # 2052100 .
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Expires Dec. 24, 2018

"An futernationally Aceredited Agenep"

New.Jersay Js An Bpual Oppariunliy Enployer
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Stute nf Nefir Jermep

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE o DEPARTMENT OF LAW AND PUBLIC SAFETY JOHN J, HOPRMAN
Goverior ' Dhviston OF STATE POLICE . Aeting Allorney General
. Post OPFICE BOX 7068 -
. KM GUADAGNO : ‘.\’F'i'l‘ TRENTON, NJ 38628-0058 N COLONEL JOSEFH R, FUENTES
Ly, Govervor : {60D) 852-2000 ’ Superinlendent

' CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS I‘OR BEREATH ALCOHOL SIMULATOR SOLUTION: Ethyt alcohol concentration within, but
not exceeding, the mnge of 0 0469 to 0,0499 grams per 100 milliliters of solution.

MANUFACTURER: Dracpger Safety, Ine, ANALYSIS BATE: 8/10/2015
BREATH ALCOROL SIMULATOR SOLUTION LOT NUMBER: 15H141

Represcntat:vc samples of the above-referenced Lot Number were tested by Gas Chromatogmphy and found to have a mean ethyl alcohal
conccntmhon mange of 8.0478 to 0.0487 grams per 100 milliliters of solutzon

This lot of breath alcohol simulator solution may be utilized as & known traceablo standard for the purpose of conducting pcnodtc tests,
pursuant to N.JLA.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3. 5) utilized by law cnforcement agencies in-this State,
The manufacturer’s expiration date for this lot of breath alcohol simufator solution is Angust 11, 2017, :

As Rescarch Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Anzlysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and cquxpment All procedures utilized arc accurate, objective, and performed on a routine basis by personne! within the Offico
of Forensic Seiences; in accordance with their professional duties and responsibilities.

A!l M. Aiaome Ph.D
Research Scientist
NISP Office of Forensic Sciences

Sworn to and subscribed before me this | | day of e gt 2015,
NN D

AR ELIZABETH M CLAUGH LIN
1D # 2052150
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Expires Dac. 24, 2018

"dn International(y Accredited Agency”

KewJeragy Ir An Bgunl Qpporimity Employer
Printed on Recyvled Puper ord Recyelatle




Stute of Nefr Jersey

OFFICE OF THE ATTORNEY GuNERAI,

CHRIS CHRISTIE . ' "DEFARTMENT OF LAW AND PUBLIC SAFETY JOHN J. HOFFMAN
Governor Division oF STATE POLICE ) Aeiing Attorney Geneval
S : . POST OFFICE BOX 7068 ‘ ' o

Kind GUADAGNOD ) ' ) WEST TRENTON, NJ 05628-0068 COLONEL JoserH R. FUENTES

Lt, Governor : - {605)B82-2000 . Superintendent

" CERTIFICATION OF ANALYSIS
0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECII‘ICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentrahon within, but
niot exceeding, the range of 0.0939 to 0 0997 grams por 100 milliliters of solution. )

MANUFACTURER: Dracger Safety. Ine, ANALYSIS DATE: 9/17/2015
BREATﬁ ALCOHOL SIMULATOR SOLUTIGN LOT NUMBER: 15H142

Reprcscntatwe samples of the abovc-rcferenced Lot Number were tested by Gas Chromamgraphy and found to havc a mean ethyl alcohol
concentration range of 0.0959 to 0.0967 grams per 100 milliliters of solutxon.

This lot of breath alcohol simutator solution may be utilized as a known traceable standard for the purpose of conducting pemodic tests, .
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3. 5) utilized by law enforcement agencies in this State.
The manufaclurer’s expiration date for this lot of breath alcohol simulator soiut] on is August 13, 2017, .

As Research Scientist for the Division of State. Police, T hereby certify and aitest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on proper!y functioning and calibrated
instrimeniés and equlpment Al procedures utilized are accurate, objective, and psrformed on a routine basis by personnel within the Office
of Forensic Sclances, in accordance with their professional duties and respnnmbﬂ:t'es

CAM. A]adfue Ph.D.

Research Scientist -
NISP Office of Forensic Sciences

Sworn fo and subscnbcd before me this & & }L “day of D &C/H \/W- ), 2015,
YWY "u&- AW (r"\}{ L f’\&.b‘uj
NDWRY ELIZABETH MCLAU(‘HL!N
ID # 2052190
NOTARY PUBLIC

STATE OF NEW JERSEY
My Gommission Expires Deg, 24, 2018

YAn Inderautionally Accredited Agencp”

NewJersep Ie Ay Eqund Gepartiuniny Evapdayer
Frinfedon Reqled Puaper umd Reiyelable




Stute of Nef Jermep

OFRICE OF THE ATTORNEY GENERAL

CHrigs CHRISTIE ’ DEPARTMENT OF LAW AND PUBLIC BAFBTY < JounJ. HOFFMAN
Governor DIWISION OF STATE PoLice Aeting Aitornay Generee
. — . _ POSTOFFICE Box 7068 o .
KM GUADAGND . \EST TRENTON, NJ 0BG28-0U68 - COLONEL JOSEPH R, FUENTES
Lt. Goverpny ’ ' {609) 8K2-2080 ) Superinfondent
CERTIFICATION OF ANALYSIS

0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution. )

‘ MANUF ACTURER: Draeger Safety, Inc. ANALYSIS DATE. 9/17/2015
BREATH ALCOHOL SIMULATOR SOLUTION LOT. NUMBER: 15H144

_ Representative samples of the above-referenced Lot Number were fosted by Gas Chromatography and found to have a mean ethyl alcahol
conccntranon 1ange of 0.1936 to 0.1952 grams per 100 nulhhters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for fhe purpose of conducting periodic tests,
pursuant to N.LA.C, 13:51-4.3, of approved breath test instruments (N.J,A.C, 13:51-3,5) utilized by law enforcement agencies in this State. -
The mannfacturer’s expiration date for this lot of breath alecohel simulator solution is August 19, 2017, '

As Research Scientist for the Division of State Police, T hereby certify and attest that the tests and results documerited in this Certifi cate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on propetly functioning and calibrated
instruments and ¢quipment. All procedures utilized are accurate, abjective, and pecformed on a routine basis by personnel within the Office

of Forensic Sciences, in accordance with their professional dutles and responsibilities,

Vo /4
/ / P
P / s, 1’/”"% ———
(&M, A]aome PhD.

Research Scientist

NISP Office of Forensic Sciences

Sworn to and subscribed before me this {8 day of Se;o+c-n’0-= v, 2013,

“An Internationaily Aceredifed Agency”

Newderep Is An Faual Qpportunity Enplayer
Priatslon Beovied Peper ond Bivyviohle




