Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038

Location: EASTAMPTON TOWNSHIP

Calibration File No.: 00699 Calib. Date: 07/12/2022 Calib. No.: 00040

Certification File No.: 00700 Cert. Date:  07/12/2022 Cert. No.: 00035

Linearity File No.: 00701 Lin. Date:  07/12/2022 Lin. No.: 00035

Solution File No.: 00711 Soln. Date: 10/26/2022 Soln. No.: 00247

Sequential File No.» 00711 ' File Date:  10/26/2022

Caiibrating Unit:, WET Model No.: CU-34 Serial No.: DDUK 83-0131

Control Solution %:  0.100% Expires:  02/17/2024

Solution Control Lot: 22070 ) Bottle No.: 0882

Function Result Time Temperature Comment(s)

%BAC HH: MM Simulator {(°C) or BError(s)

Ambient Air Blank 0.000% 08:30D

Control 1 EC 0.101% 08:30D 33.9°C #4% TEST PASSED sk

Control 1 IR 0.101% 08:30D 33.9°C *¥% TEST PASSED sk
. Ambient Air Blank 0.000% 08:31D

Control 2 EC .. 0.100% 08:31D 34.0°C #5% TEST PASSED otk
" Control 2 IR 0.102% 08:31D 34.0°C w4k TEST PASSED ek

Ambient Air Blank 0.000% 08:32D

Control 3 EC - 0.101% 08:33D 33.9°C ##4 TEST PASSED ek

Control 3 IR : 0.102% 08:33D 33.9°C *4% TEST PASSED ek

Ambient Air Blank 0.000% 08:33D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

. ée U o Badge No.: 3406
Signature: CQN Date: 10/26/2022
>




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00699 Calib. Date: 07/12/2022 Calib. No.: 00040
Certification File No.: 00700 Cert. Date:  07/12/2022 Cert. No.: 00035
Linearity File No.: 00701 Lin. Date: 07/12/2022 Lin. No.: 00035
Solution File No.: 00707 Soln. Date: 09/19/2022 Soln. No.: 00246
Sequential File No.: (0707 File Date:  09/19/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 Bottle No.: 1357
Function ' Result Time Temperature Comment(s)
%BRAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:10D
Control 1 EC 0.100% 20:11D 34.0°C #%% TEST PASSED #3##
Control 1 IR 0.100% 20:11D 34.0°C #4# TEST PASSED et
Ambient Air Blank 0.000% 20:12D
Control ZEC - 0.100% 20:12D 34.0°C #4 TEST PASSED #kk
Control 2 IR 0.101% 20:12D 34.0°C Fick TEST PASSED ek
Ambient Air Blank 0.000% 20:13D
Control 3 EC 0.101% 20:14D 34.0°C #oiok TEST PASSED s
Conirol 3 IR 0.101% 20:14D 34.0°C w44 TEST PASSED #kk
Ambient Air Blank 0.000% 20:14D

Al tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
. Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM

Signature:” %

First Name: CPL MI: D
ﬂ Badge No.: 3406
Date: 09/19/2022




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00699 Calib. Date: 07/12/2022 Calib. No.: 00040
Certification File No.: 00700 Cert. Date:  07/12/2022 Cert. No.: 00035
Linearity File No.: 00701 Lin. Date: 07/12/2022 Lin, No.: 00035
Solution File No.: =~ 00705 Soln. Date: 08/13/2022 Soln. No.: 00245
Sequential File No.: 00705 File Date:  08/13/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 Bottle No.: 0932
Function Result Time Temperature Comrnent(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:09D
Control 1 EC 0.101% 20:09D 34.0°C #kk TEST PASSED #4*
- Control 1 IR 0.102% 20:09D 34.0°C #5 TEST PASSED %
Ambient Air Blank 0.000% 20:10D
Control 2 EC 0.101% 20:11D 34.0°C #dk TEST PASSED #ek#
Control ZIR 0.102% 20:11D 34.0°C w4k TEST PASSED #%%
Ambient Air Blank 0.000% 20:11D
Control 3 EC ) 0.102% 20:12D 34.0°C #t# TEST PASSED
Control 3 1R 0.103% 20:12D 34.0°C ##% TEST PASSED ##k
Ambient Air Blank (.000% 20:12D

All tests within acceptable tolerance.

. On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI:D
Badge No.: 3406

Signature: CQ\N}"\D(O Date: 08/13/2022



















Simulator

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found fo berin compllance with National Highway and Traffic Szfety Administration
regulations for devices used to calibraie Evidenfial Breath Testers.
(F.R. Vol. 59 No, 249 12/18/34 Notices)
Draeger, Ine.

& Model: ALCOTEST CU34 N
O Model: MARK !1A Serial Nuriber.

O X-Cal 2000 (Alcosim)

O Other: ) ' D DC/B "DDD\

Certification Date: Technician; . Re-Certification Due Date:

e M

Simulator -

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be'in compliance with National Highway and Traffic Safely Admigistration
regulations for devices used to calbrate Evidential Breath Testers. -
{F.R. Vol. 58 No. 249 12119/94 Notices) -
Graegeér, Inc.

5 Model: ALCOTEST CU34 .
O Model: MARK JIA Serial Number:

O X-Cal 2000 (Alcosim)
O Other:




CATE OF ACCURAGY

This Certificate of Accuracy verifies that the specified unit has been examined ang
found to be'jn compliance with Nationaf Highway and Traffic Safety Administration
regutations for devices used go calibrate Evidentiz! Breath Testers, .
{FR. Vol, 59 Ng, 249 12/19/04 Notices)
Draeger, Ing.

A Model: ALCOTEST Cu34 .
O Model: MARK 1A Serial Number:
O X-Cal 2000 (Alcosfm)
O Other: . DDBN“Dw_'
—_— —— N W T

Cerification Date; Technician: Re-Certification Due Date:

Alcotest 7110_Temperature Probe
FACCURACY |

be programmed inio th‘eArcote;st 7110.‘ ) i
Serial Number Temp Probe: ¢ Ceflification Date: | Next Certification Dye:
DDX ¥ P2-390 Y22 ggox

Probe Value:

Drasger, inc,
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‘ J Calibration complies with ISO/IEC

S @ (echtnres) 17025, ANSI/NCSL Z540-1, and 9001 \
T RO et + Cert. No.: 4000-12064518
Traceable® Certificate of Calibration for Digital Thermometer

Manulactured for and distributed by : VIWR infernallong] LLC Radnor Co te O Bldy 1,5te 200, 1
Rosd magnes dor and d ' ¥ rporete Center, Bldy 1, 00 Matsonford

Insfrument ldentifiéation:

Model: 61220-601, SIN: 210216802 Manufacturer: Control Company
Standards/Equipment; : '
Thermistor Moduls A27129 Q1 Mar 2022 10004648685
Tomperattra G;aribraﬂon Bath Ad5240 R o
Temperature Callbrafion Bath A73332 ’ ) )
" Temperature Callbratlon Bath BO1375 C i
Temparatugl’robe £394 C T os Mar 2022 C1228018
" Temparature Calibration Bath BIA44 ’ T
Temperaturs Probs . 5357 09 Jun 2021 €0428083
Thermistor Moduts ’ B5C344 T osdunziat 1000452872
..' Thermistor Module " pesast 24 Aug 202 1000457544
Temporature Probe " pag2 7T baAwgzoas T cosoapsz
Temperatura Prabe s " Todmg 2021 7 Gosodost’

Certificate Information:

Teohnlcian: 420 Procedura: CAL-08 Cel Date: 17 Mar 2021 Cal Due Date: 17 Mar 2023
TestCondllions:  62.18%RH 22,28°C 1006mBar .

Calibratlon Data: {New Instrument)

Unlite)  Nominal ~AsFaund ' inTol Neminal © AsLeft o WnFoi T T Mme T T a0 ' TUR
“C.. NA, N.A. 0000 0,002 Y -0.05 0.05 8.0087 »4cd
c NA, NA. 24893 25002 Y 24849 25049 0.0087 41
© NA, N.A. 50001 50.002 Y 40951 50,081 0.0087 R
c N.A, N.A, 99.593 100,003 Y 99949 100.049 0.0087 >4

This certificate indicates Tracaﬁbllity to standards provided by {NIST) Nat!o;ml Institute of Standards and Technology andfor & National
Standards Laboratory.

ATe:tUnceﬂﬂrﬂanBooistlauH:‘ﬂamﬂnmmanoﬂ\ﬂmeslaudmdhawmaumgwmnm vacaitalnty, Uncerialnty svaluntion inchudas the | R undar jesl
and ks cakeulated i accordance with o 150 "Guida to the Expragelon of Uncedatnty by M t mwmmmynmanmummuwammmmb
8 & B5% confidunca lavel. In {olerancs condillons are basad on Lest rasulis (alling within Bpaciied § MMmmthdhmmLm;mﬁsm
velale only fo tha lem calbrated, This eazificaln sholl nel be raproducad excapt kn fal, without weilten mppwoval of Conlicl Compary,
Nominsl=Standsrd's Reating; As Laf=Insirumant's Reading; In Tol*la Tolsrencs; MinMéxaAccapt Ronge; & UsBxpanded M, at’ inty; TUR=Test Uy ity Ratio;
Accuracy=t(Max-MIn}Z: Min=As Laft Nominal{Romded) - Toferance: Maxs As Le! Nomb HRounded) + Tol :
. & 77 MDA 801103
#Zcol Redriguaz, Guality Mansger
9 4 ey, Taehaloal Mamaper
Nota:
Malntaining Agcuracy: :
Ir our opinion onee cefibralad your Digisl Ther shottid malntaln ity Y. Therw Is no exact way to ¢ ko kol long callbralion vt ba msinlained. DiGEal Thermomatar change Kits, i
2ny st ad, birl can be ofecled by aglp, femperalur, shock, and conlambialion -

CONTROL COMPANY 12554 Galveston RD Sulle B230 Webstor TX USA 7758
Fhone 281 482-1714 Fax 261 482-9448 sales@controlt.com  wWww.iraceablo.com

Cantrol & Is an ISONED 17825:2017 Calrabion Laborakory Actredied by (AZLA) Amertean Asrocetion for Lsbontory Accadinfion, Certifests No. T750.01,
" ik Conlrol Company |s 150 80042015 mmwnwsucmpmmcqa-mmmmm
IntameYonal Laboratary Accreditstion Cooparalion - & Recoghiden ot (ILACMRA).

Tof2 Tracaeble®@1s o taptsizred trademark of Sontral Company © 2017 Contred Cornpamy



' ;ﬁ\‘éﬁ} ; Galibration complies with ISO/IEC
s ReSont 17025,"ANSIINCSL 2540-1, and 9001 .
KNS A Cert. No.: 40601 2064513

Traceable® Certificate of Calibration for Digital Thermometer

Recallbration;
For Gactory ea¥tmation and r-cartification tracaatin lo Nalonal [nsthule of Standands and Technology tontsct Comtrol Cempary,

lssue Date - 17 Mar 2021

CONTROL COMPANY 12554 Galveston RD Sulte B230 Wabstar TX USA 77598
Phone 284 482.1744 Fax 281 482.0448 salez@controld.com  www.traceable.com

Control Companyls an 1SONEC 170282017 Caltafon Letcratory d by (AZLA} A 1280 fos Labors) Casficsls Mo, 1750.0%,
i OadmlCompnnyI:lSOmim15mmmwm6h0ﬂﬂmm%ﬂ$&m&m

Intemational Laborlory Accraditalisn Cooperalion - Aultinlam Racognltion Arrengement (ILAC-MRAY.
“ 2002 Traceable® ks & reghstared fradematk of Conbial Cotapary © 2017 Coefrod Company
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OFFICE OFTHE ATTOSNEY GENERAL

DEPARTMENT OF LAW ANDPUBLIC SAFETY

GURBIR S. GREWAL

Goveror DIVISION OF STATE'POLICE Attoracy Genzral
) ] PST QPRI BOX 05
SHELA Y. OLIVER, “WesT Thiwron, N} Dede-60ss: PATRICK J. CALLAHAY
L Golerttar (609) k82500 . \ Colanel
CERTIFICATION OF ANALYSIS

0,100 PERCENT BREATH ALCOROL SITMULATOR SOLUTION

ACCEPTANCE SRECIFICATIONS FOR BREATH.ALCOHOL SIMULATOR SOLUFION: Ethylalcohol
cancensfetion. witkii, bt ot ekceéding, fiie Fange of0i1174 to 0,1246 grafs pet 100 mifllilitory of stlution.

MANUFACTURER: Dineger, Tric. ANALYSIS DATE: 07/6772021
BREATH ALCOHOL SIMULATOR SOLUTION LOY NUMBER: 21210

Reptesentative samples-ofthe above-roferentied Lot Nuntbier were tested by Gas Clyomatogtaphy and found to have
& meay éthylaleohol nritentration range of 0.1199 to 61215 prarms per 100 miliiliters oFsolution,

This lot of breathvaleohol simulator Sofution may he utilized as a known traceable standavd for the purpose of
adndieting periodictests, pursyant 0 NLAG, 13:51-4.3,.0f appruved breath test iustruments (NJ.A.C. 13:51-3.5)
utilized by taw enfordeingnt.agéncies i this State: The menufiichurer’s expiration dete.for this [ot of breath alcohol
simulator solition 13 Jung 16, 2023.

As Assistant Chief Forensio-Sclentist for the Division of State; Police, Lhereby certify and attest that the tests and
results docwinented,in this Certificate-of Aniplysis werk perFottited at the Office of Forensic Scienices of the Division
of State Bolice on propetly functioning and calibrated instruntents and equipment. All proceédures utilized are
geourate, objebtive, and perfornieil tn g routhie bagis by perdohnel within te Office of Edrensi¢ Scieriees, in
actordaice with thir professional duties and reponsibilities,

Michgel Kennedy
‘ Assigfant Chlef Forensie Scinntist
o ' NISP Office uf Forensic.Sciences

before e this O _day of \/Y u,QAJs)U , 2021,

HONCR
“Aun Internatlonatly Accrodited Ageney”
) . )
5 Jerser e die B Cpportidh Kol %\ f
Prianfent Recrdod Topet and Kecpokiddy Q?
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! ,'* -, OFPICIEOF THE ATTORNEY GENERAL, " .-
PHILIP D. MURPHY ' DEPARTMENT OF LAWANDPUBLICSARETY. - _GURBIR 8. GREWAL
Govginor N "+ DIVISIGR or’SmTaPchE e B Attorney Genertil
) . . VosTQfecePoxgels © - - - e,
SHEILA Y. OLIVER Lo . WeST TRentoy, NI Desag-D068 - Lo . Pa‘mtck..l CALLAHAN
&0, Goverhior e (609)33125‘21300- . a DTS Colonel
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0 040 FERCENT BREA’HI ALCOHGL SIMULATOR SOLUHBN
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ACCEPTANCE SPECIFICATIONS FOR BREATH ALEOHOL SINHILATORSOLU?ION' Ethyl aleoliol
concentration within, but not exceedilig, the range of0.0469 to 0.0499 graus per 100.milliliters of solntion.,

MANUFACTURER: Dyacger, Ine. &NALYSIS DATD. QT12212028
BREATH ALCOHOL: SIMUIATQRSOLUTION LOT NUMBER: 2125

Representative. samples of the above-referenced Lot Number wereitested by Gas Chromatography énd found fo bave
amean othyl alcoho! concontration range 0f0,0485 10 0.0489 grams per 100 milliliters of splution..

This lot of breath alcohol simitlator solution may be utilized as a known traceable-standard for the purpose of

+  conducting periodic tests, pursuant to NJ.A.C, 13:51-4.3, of approved breath test.instruments (N.LA.C. 13:51-3.5)
ntilized by law enforcement agericies in this State, The manufactorer’s expiration date for this lot of breath alcohal
simulator solution is July 06, 2023,

* As'Assistant Chief Forensic Scientist forthe Division. of State Police, I'heroby certify and aftest that fhe tests and
resnlts documented ini this Certificate of Aridlysis were.performed.at the Office of Forensic Sciences of the Divisjon
of State Police on propefly fimetioning and calibirated instuments.and equipment. All'procedures utilized gre
accurate, objective, and performed on a routine asis by personmel within lhe Office.of Farensic Sgiences, iit
accordance with their profes:siohal duttes aird responsibilities..

i pmnta B did £
Michael Kennedy
Assistant-Chief Forensic Scientist
NISP Office of Forensic Scierfices

F
ibey 'e'foremethisd‘?r day of; _J 2021,

NOTARYWBHGOF
stlon . 5011

“Agt Incernaflorially Acoredited Agener"

Newdeexta Iy An Kusw! Qrppriunliy Eagdoyer
!an%lmﬂm\bdhqwndﬂn bl




Stats of Netw Jersey

QFFICE OF THE ATTORNEY GENERAL

FHILIP . MuRPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8. GREWAL
Govertor DIVISION OF STATE POLICE Attorney General
K ' POST'OFRICE BOX 7068
SHEILAY. OLIVER . WaST TRENTON, }J (8628-0043 PATRIGK J, CALLAHAN
L1, Governor {609) 8682-2000 Eolone!
CERTIFICATION QF ANALYSIS

0.080 PERCENT BREATH. ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH AISO-HOL'SIMULATQR SOLUTION: Bthyl alcchol

© contentration within, bul not exceeding, the'range of 0.093940'0.0997 grams per 100 milliliters of solution.

MANUFACTURER: Dfaeger, Inc. . " ANALYSIS DATE: 07/27/2021

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 21260

Representative samples of the above-referenced Lot Number were fested by Gas Chromatography and found to have
& mean ethyl alcohol concentration range of 8,0970 to 0.0577 grams-per 100 millititers of solution,

‘This ot of breath dlcohol simulator solution may be utilized a8 & known traceable standard for the purpose of
eonducting poriodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instmments (N.J.A.C: 13:51-3.5)
utilized by law enforcement agengies in this State. ‘The marufacturer’s expiration date for this lot of breath alcoho!

simulator.solutionis July 19, 2023,

As Assistant Chief Forensic Sciantist forthe, Division of State Police, 1 hereby cerfify and attest that the tests and
résults documented in'this Ceriificate of Analysis were performed afthe Office. of Forensic Sciences of the Division.
of State Polica on properly functioning smd cafibrated instruments and equipmeit.. All procediires ntitized are
acentate, objective, and perfonmed on & routine basis By personnel within.the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities,

' Ataedeund fltrnnnnf e
Michael Kénnedy
Assistant Chief Forensic Stieptist
NISP Office.of Forensic Sciences

Sworn toapt subserifed before me this é’l g/ day of{:g MJ/LE)/ , 2021,
Nofa

KAREN E, STAHL
HOTARY RGP AW Ensey
Hy Comemisska mmyﬁa

*Au Fnternationatly-Acoredited Agoncy®

New Joray 5 An Equal Oppertuaite Bpdrren
IirEitar Rocythf By uld Recpobiile




OFFICE OF THE ATTORNEY GEMERAL

PHILIP B, MURPHY . DEPARTMENTOF LAW AND PUBLIC SAFETY ANDREW J. BRUCR
Governd? DIVISION OF STATE PoLICE Acting Alomey General
. TosT QrricEBOX 7068
Sgena Y. OLIvER Wedr TRENTGR, NJ D8628-0068 PATRICK J. CALLAHAN
Lt Qovernor {B019) 882-2000 Calonel
CERTIFICATION OF ANALYSIS

0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACEEPTANCE SPECIFICATIONS FOR BREATH ALCO_HOL SIMULATOR SOLUTION: Bthyl alcokiof
cbhcentration within, but not exceeding, the ratige of 0.1878 10 0,1994 grams per 100 milliliters of Solution,

' MANUFACTURER: Draeger.fue, ANALYSIS DATE: 08/11/2021
BREATH ALCOHOL SIMULATOR SOLl.fTIQN LOT NUMBER: 21250

Reprasentative samples of the above-referenced Lot Numbef were tested by Gas Chromatography and found to have
a mean ethyl aleohol concentration rafige of [,1945 to 0.1977 grams per 100 milliliters of solution, ’

o This lot of breath alcohol simulatpr solution rhey be utilized as.g known fracesble standard for the purpase of
conducting periodic tests, parsuant t N.LA.C. 13:51-4.3, of approved breafh test instruménts (N..A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manitfacturet’s oxpiratian date.for this ot of b¢ath algohol

simulator solutfon is July 29, 2023,

As Assistant Chicf Forensic Scientist for the Division of State-Police, I hereby certify and attest that the tests gnd
results documented in this Certificate-of Analysis were performied at the Office of Forensic Sciences of the Division
of State Police on propetly functioning and calibrated instrumenits and equipment. All procedures ufilized are
accarate, chjective, and performed on a routine basis by personnel within the Office of Farensic Sciences, in
accordance with their profsssional duties-and responsibilities.

M/M—

Michze! Kennedy
Assistant Chief Forensic Scientisf
‘NJSP Office of Forensic Sciences
8 and subseribad before rhe this () day of JAA%LQL. 2021.
olary e ‘ A
KAREN E, STAHL
ROTARY FUBLIC OFNEAI:"I JERBEY
Commisalon # 50110822
. My Commission Expiros 8320

YA tnfernafionally Accredited Agenep®

New Jersin b An Kl Cppospuly Emplnver
J'ibwwk.ﬁ:ﬂhmfwmﬂr




SState of Hefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PrLip .M URPHY DEPARTMENT OF LAW AND PUBLIC SAFETY MATTHEW ], PLATKIN
{ievernor DIVISION OF STATE POLICE Acting Anoriey Genaral
. PosT OFFICE BOX 7068
SHEILA Y. OLIVER : WEsT TRENTON, N) 08628-0068 COLONEL PATRICK J, CALLAMAN
Lt. Governer {6055 88222000 Superunerident

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 millititers of solution.

MANUFACTURER: Dracger, Inc. ANALYSIS DATE: 03/08/2022
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 22070

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0.1219 to 0.1233 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by taw enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath aicohol
simulator solution is February 17, 2024,

As Acting OFS Director for the Division of State Police, 1 hereby certify and attest that the tests and results
documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division of
State Police on properly functioning and calibrated instruments and equipment. Al procedures utilized are aceurate,
objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in accordance with
their professionai duties and responsibilities.

a4,
Michael Kennedy
Acting OFS Director
NJSP Office of Forensic Sciences

" Sworn toanghsubscribed Before me this 2 day of M/ ,2022.
Not: 7 (

“da Interaationally Averedited Ageney™

New dersev I A Foagual Opprostunine Emplever

FPrisod vn Reavefed Papeeust Reocieble
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Simulafor

CERTIFICATE-OF ACCURACY

]

This Certiﬁcataofsﬂ\ccuracy verifies that the specifind unit has been exarmined and
found to be'in compliance with Nationa! Highway and. Traffic Safety Administration
regulations for devices used to calibrate Evidential

Breath Testers.
{F.R. Vol. 59 No, 249 1 2/19/94 Notices)

Draeger, Inc.

§ Model: ALCOTEST CU34
O Model: MARK IIA

O X-Cal 2000 {Alcosim)
O Other:

Serial Number:

DDUKSI- OIZ]

Tethnician:

X @?

£
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 Dhunpe.-253

;” “ e oor i ol ‘ \ ol ‘ tested for'acoyracy with
tthe Aleptest 7110 Temperature-Picbe has been
witgmztl:)geﬁgjh%ﬂgét is traceable to the. National |nstitute-of Standards and Tec_hqolggy (N!tShT).
The manufacturer recommends accuracy verification ofj the gg;nglﬁrzggggggg \g;crg;}gns months
: ification date below, or sooner, accon ing fo . .
For g&%?agg;t;ﬁnﬁgeﬁmre readings, the probe value on this certificate, noteg below, must
' be programmed into thi Alcotest 7110, i

Serial Number Temp Probe; -

12-22722_

12-22 -2

Probe Value:

107

Braeger, Inc.
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