Calibrating Unit
- New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00570 Calib. Date: 07/28/2017 Calib. No.: 00029
Certification File No.: 00571 Cert. Date: 07/28/2017 Cert. No.: 00025
Linearity File No.: 00572 Lin. Date:  07/28/2017 Lin. No.: 00025
Solution File No.: 00581 Soln, Date: 11/21/2017 Soln. No.: 00189
Sequential File No.: 00581 File Date:  11/21/2017
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUXK 53-0131
Control Solution %:  0.100% Expires:  03/20/2019
Solution Control Lot: 17110 Bottle No.: 0735
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:378
Control 1 EC 0.097% 19:388 33.9°C % TEST PASSED *%+
Control 1 IR 0.100% 19:388 33.9°C F4k TEST PASSED otk
Ambient Air Blank 0.000% 19:388 .
Control 2 EC 0.099% 19:39S 33.9°C Fkk TEST PASSED ok
Control 2 IR 0.097% 19:398 33.9°C 4% TEST PASSED ##%
Ambient Air Blank 0.000% 19:408
Control 3 EC 0.099% 19:408 33.9°C #kk TEST PASSED #4k
Control 3 IR 0.098% 19:408 33.9°C ##% TEST PASSED ###
Ambient Air Blank 0.000% 19:418

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SHEPARD First Name: DENNIS MI: E
Badge No.: 3402
—
Signature: ._Q et \ Date: 11/21/2017

N




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00570 Calib. Date: 07/28/2017 Calib. No.: 00029
Certification File No.: 00571 Cert. Date: (7/28/2017 Cert. No.: 00025
Linearity File No.: 00572 Lin. Date: 07/28/2017 Lin. No.: 00025
Solution File No.: 00580 Soin. Pate: 11/21/2017 Soln. No.: 00188
Sequential File No.: 00580 File Date:  11/21/2017
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S83-0131
Control Solution %:  0.100% Expires:  03/20/2019
Solution Control Lot: 17110 Bottle No.: 0131
Function Result Time Temperature Comment(s)

Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:138
Control 1 EC 0.099% 18:148 33.9°C ##4 TEST PASSED ##*
Control 1 IR 0.101% 18:14S 33.9°C ok TEST PASSED ok
Ambient Air Blank 0.000% 18:148
Control 2 EC 0.099% 18:158 33.9°C CONTROL TEST FAILED
Control 2 IR 0.094% 18:158 33.9°C CONTROL TEST FAILED
Ambient Air Blank 0.000% 18:158
Control 3 EC 0.100% 18:168 33.9°C wick TEST PASSED %
Control 3 IR 0.096% 18:168 33.9°C *#% TEST PASSED e
Ambient Air Blank 0.000% 18:178

Test results are not within acceptable range.

On this date, I instatled the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NISP) Chief Forensic Scientist.

Changed By:

Last Name: SHEPARD irst Name: DENNIS MI: E
Badge No.: 3402
Signature: U - Date: 11/21/2017
S




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00570 Calib. Date: 07/28/2017 Calib. No.: 00029
Certification File No.: 00571 Cert, Date: 07/28/2017 Cert. No.: 00025
Linearity File No.: 00572 Lin. Date: 07/28/2017 Lin, No.: 00025
Solution File No.: 00579 Soln. Date: 11/21/2017 Soln. No.: 00187
Sequential File No.: 00579 File Date:  11/21/2017
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0131
Controt Solution %:  0.100% Expires:  03/20/2019
Solution Control Lot: 17110 Bottle No.: 0536
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error{s)
Ambient Air Blank 0.000% 10:228
Control 1 EC 0.101% 10:238 33.9¢C AMBIENT AIR CHECK ERR
Control T IR - =T 10:238 33.9°C AMBIENT AIR CHECK ERR
Ambient Air Blank 0.041% 10:238
Control 2 EC - R N/A
Control 2 IR .- - N/A
Ambient Air Blank - % —i-e-
Control 3 EC - e N/A
Control 3 IR - -1 N/A
Ambient Air Blank - - —-imem

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SHEPARD First Name: DENNIS MI: E
) Badge No.: 3402

Signature: JV _A?WF«Q Date: 11/21/2017

&







Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00570 Calib. Date: 07/28/2017 Calib. No.: 00029
Certification File No.: 00571 Cert. Date: 07/28/2017 Cert. No.: 00025
Linearity File No.: 00572 Lin. Date:  07/28/2017 Lin. No.: 00025
Solution File No.: 00574 Soln, Date: 09/06/2017 Soln. No.: 00184
Sequential File No.: 00574 File Date:  09/06/2017
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  03/20/2019
Solution Control Lot: 17110 Bottle No.: 0264
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:00D
Control 1 EC 0.100% 13:00D 34,0°C #dk TEST PASSED
Control 1 IR 0.101% 13:00D 34.0°C *4%k TEST PASSED ###
Ambient Air Blank 0.000% 13:01D
Control 2 EC 0.100% 13:01D 34.0°C k% TEST PASSED #ok%
Control 2 1R 0.101% 13:01D 34,0°C #ick TEST PASSED ##%
Ambient Air Blank 0.000% 13:02D
Control 3 EC 0.100% 13:03D 34.0°C *k TEST PASSED ##%
Control 3 IR 0.101% 13:03D 34.0°C ##4 TEST PASSED ##%
Ambient Air Blank 0.000% 13:03D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP} Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

Badge No.: 3403
Signature: %& ) /f Q’% Date: 09/06/2017
e —)
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~ Drdger

o Slmulaitor T
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifles that théé:'spéciﬁed unit ha i
found io be in compliance with National Hidhway and Traffic Ssggaei? EQ‘%?:&?%?S?
regufations _fog devices used to calibrate Evidential Breath Testers.
: * (FR. Vol. 59 No. 249, 12/19/94 Notices) - '
T Draeger, Inc. -

@ﬂod,él;ALCO‘rEsr CU4 . . |
O Model: MARK 11A . , Serial Number:;

O Other: e QDUK&? ~013]

Re-Certification Due Date:

Drager
 Alcotest 7110Tér§f§_'§éréture-Probe -
|- CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7110 Te_njﬁérat{jie Probe has been tested for accuracy wI%&;
with instrumentation that is traceable to thi-Natioria} Institute of Standards and Technology (NIBTH.

_The manufacturer recommends accuracy verificatiiin of the Temperature Probe within 12 montfs . ..

- of the certification date beiow, or sodner, geeoiding fo your state's specifications. =~ &7 .
“For accurate temperature readings, the probé ialue on this certificate, noted below, must -, .
' be programmed infc the Alcotest 7110. '

Serial Number Temp Probe: Cemfzratlon Date:  Next Certification Dye:
DhUNP2-255 iRzl )-8

Prbbé Value: . .
















This Certificate of Accuracy verifies that the specified unif has been exarmined

and found to be in compliance with National Highway and Traffic Safety Administration

regulations for devices used to calibrate Evidential B
‘ (F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

A~

reath Testers.

\L/ Drager
CERTIFICATE OF ACCURAGY

"

G%/Iodel: ALCOTEST® CU34 :
O ModeI: MARK 1IA Serial Number:
O Other; I)m KSS ;QBO
Certification Date Technician Re-Certification Due Date
10-11-1 7> [0~f 17
. " H
- DL N

&

ALCOTEST® 7110 TEMPERATURE

PROBE

CERTIFICATE OF ACCU

RACY

This is 10 cerlify that the Alcotest® 7110 Teraperaiure Probe has b

The manufacturer recommends accuracy verification of the
within 12 months of the certification date below, or sooner, according
For accurate temperature readings, the probe value on this ce
must be programmed into the Alcotest® 711

X

Certification date:

204 1

Draager Safety Diagnostics, Ing.
Technical Service Department

Serial Number Temp. Probe

DINSFP2 0434

Probe Value

(0%

©

2¢

ieen tested for accuracy

emperature Probe

to your State Specification.
'f,ic,ate, noted below,

LA S

with instrumentation that is traceable to the Nationa! Institute of Standirds and Technology (NIST).

Next Certification due:

\

©
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OXACDNAOPS
Drdger

Alcotest® 7110 MKIII-C

ORAOIP @)

CERTIFICATE OF ACCURACY

This I to certify that the Alootest 7110 MKIH{I-C has been tested for accuracy a

with the National Highway Traffic Safoly Adminstration Standard for eviden
The Alcotest MKIH-C Is compliant as a “mabile” and “nonmobile” EBT with 49 FR 488

The manufacturer recommends accuracy varification of this instrume
of the calibration date below, or snoner, according to your State

Certification Date: RIAL NUMBER; .
315 LHRAKOES

Draeger Safety Diagnostics, Inc.

ad found 10 be in compliance

tial breath testing devicas, .

54, 49 FR 48864 and 58 FR 48705.
t within 12 meonths

pecifications.

D




State of Nefo Jersey

QFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTLE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S. PORRING
Governor DIVISION OF STATE POLICE Attorney General
PoOsST GFFICE Box 7068
KIM GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R, FUENTES
Lf. Goverioy (609) §82-2000 Superintendens

CERTIFICATION OF ANALYSIS \
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 83/29/2017
BREATH ALCOHOL SIMULATOR SOLUTION LOF NUMBER: 17110

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyt aleohol
concentration range of 0.1211 to 0.123[ grams per 100 milliliters of solution.

This fot of breath alcohol simulator solution miay be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, o[ approved breath tesl instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State,
The manufacturer’s expiration date for this lot of breath aleohol simulator solution is March 20, 2019.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police.on properly functioning and calibrated
instruments and equipment, All procedures utitized are accurate, objective, and performed on a roufine basis by personnet within the Office
of Forensic Sciences, in accordance with their professional duties and responfsjﬁl;ilities‘

e
A /

1y ' L

T AT e —
Z7AliM. Alaouie, Ph.D.
Research Scientist
NJSP Office of Forensic Sciences

Sworn to and subscribed before me thisH(* i“da}/ os Yy "a\{.i'é'-_- e\, 2017.

e S Ve Leg b s
Notary lﬁ
MARY ELIZABETH MCLAUGHLIN
D § 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY

My Comrmission Expires Dec. 24, 2018

"Au lnternationafly Aecredited Agencp”

Neww dersey Is An Eyadd Opportunity Bnployer
Peinted on Recyvled Paper ond Recyeladle
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Calibration complies with ISO/IEC
17025, ANSI/NCSL Z540-1, and 9001

& B

Ny [EechEsED)
Dol a® Calibration Cert. No.: 4000-7111002

Cerfificale No. 1750.01
Traceable® Certificate of Calibration for Digital Thermometer

Manufactured for and distributed by: VWR international, LLC, Radnor Corporate Center, Bldg 1, Ste 200, 100 Matsonford Road, Radnor, PA 19087
instrument [dentification: .

Model: 61220-601 S/N: 160734146 Manufacturer: Control Company

Standards/Equipment: .
Seria] Number

Desgription Due Date NIST Traceable Refergnce

Temperature Calibration Bath TC-256 BO1375

Temperature Probe 128 4/02{16 15-A0P2S-40-1

Thermistor Module A17118 3/03/16 1000371058
Ternperature Calibration Bath TC-179 A45240 :

Thermistor Module AT7118 a/03/16 1000371058

" Temperature Probe 3039 4/02/16 15--A0P28-20-1

Temperature Calibration Bath TC-231 ATB341 ) '

Thermistor Module A27129 11/0416 1000365407

Temnperature Probe 5202 11/18/16 B-Cvaye-1-1
Temperature Calibration Bath TC-309 B3A444

Thermistor Module AZ7128 11/04/15 1000365407

Temperature Probe 5267 1111816 B6-CVaY0-1-1

Certificate Information:

Technician: 104
Test Conditions:

Procedure: CAL-08
23.1°C 48,0 %RH 1016 mBar

Cal Date: 10/02/15 Due Date: 10/02/17

Calibration Data: (New Instrument)

Unit{s) Mominal | .AsFound | InTol Narninal As Leit In Tol Min Max *U TUR
°C N.A. -0.001 0.001 Y -0.051 0.049 0.013 3.8:1
°G N.A, 24,989 25.001 Y 24.849 25.049 0.014 3.61
°G N.A. 50.000 50.001 Y 49,850 50.050 0.014 3.6
*C NA. - 100.002 100.000 Y 59.852 100.052 0.0t4 el

This Instrument was calibrated using Instruments Traceable o National Institute of Standards and Technology.

A Test Uncertainty Ratie of at least4:1 Is maintained unless otherwise stated and Is calculated using the expanded measurement uncertainty. Uncertainty evalvation includestha Instrument undes
{est and is calculated in accordance with the IS0 *Guide fo the Expression of Uncertainty In Measuramant” {GUM), The uncestalnty represents an expanced uncestalnty using a covarage facter k=2
1o approximata a 85% confidenca leval. n tolarance condgitions are based on test results falling within specified limits with no seduction by the uncertainty of the measurement. The results contained
herein relate only to the ilem calbrated. This certificate shall not bs reproducad except in full, without writen approval of Control Company.

Nominal=Standard's Reading; As Laft=lnstrument's Reading; In Tol=In Tolerance; MinfMax=Acceptance Range; #U=Expanded Measurement Uncertainty; TUR=Tzast Uncenainty Ratio;
Accuracy=t{Max-Min)/2; Min=As Left Nominal{Rounded) - Tolerance; Max=As Loft Nominal{Roundsd) + Tolerance; Date=MMDD/YY

Nicol Huldrlguaz,ﬂuallty Manager Adron Judice, Technical Manager

Maintaining Accuracy:

In our cpinien cnce calibrated your Dighal Tharmometer should malntain its accuracy. Thets is no exact way 10 determine how long calibration will be maintainad, Dighal Thermometers change fittle,
1§ any at ail, but can be sffected by aging, temperature, shock, and contamination. -

Recalibration:
For factory calibration and re-certification traceable 10 National Insfitute of Standards and Technology contact Control Company.

4455 Rex Road  Friendswood, TX 77546 USA

CONTROL COMPANY .
service@control3.com www.control3.com

Phone 281 482-1714  Fax 281 462-9448

Controf Compzry is an 1ISC 17025:2005 Calibration Laboratory Actredited by {A2LA) American Asscclation {or Laboratery Accreditation, Certificate No. 1750.01.
Control Company Is IS0 2001:2008 Quality Ceriified by (ONV) Det Norske Varitas, Certificate No. CERT-01805-2006-AQ-HOU-RvA.
Imtemational Laboratory Accreditation Cooperation {ILAC) - Multilateral Becognition Arrangement [MRA).

© 2009 Control Company

Pagelofl Tracestle® is a registered trademark of Control Company
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This Certificate
and found to be in cq

the specified unit has been examined

f Accuracy verifies that
mpliance with National Highway and Traffic Safety Administration

o)

regulations for devices used to calibrate Evidentia] Breath Testers.

Draeger Safety Diagnostics, Inc,

. Serial Number:
O Model: MARK TTA

, @/ Model: ALCOTEST® CU34
' O Other:
Certification Dat

DOR K S - o

e Technician Re-Certification Due Date

DA Wble 2oy DAL 1

CERTIFICATE OF ACCURAGY
of Acouracy verifies that the specified unit has been examined

This Certificate
and found to be in compliance with Natioda] Highway and Traffic Safety Administration

' ( regulatio

Gﬁ)dek ALCOTEST® CUi34 )

; Serial Number:
O Model: MARK ITA

O Cther:

Certification Date Technician ’ Re-Certification Due Date

| — F-23-16 (7 T-28-17

“(ER. Vol. 59 No. 249 12/19/94 Notices) >

ns for devices used to calibrate Evidential Breath Testers.
(F.R. Vo, 59 No. 549 12/19/94 Notices) .

Draeger Safety Diagnostics, Inc.

DDRKS3 -eois




A/‘ - Drager
CERTIFICATE ©OF ACCURACY

W

This Certificate of A . : )
and found t L \ccuracy verifies tnat the specified uni .
roaggllanﬁgom?hance_ with National fﬁghv?ay an?i Tragﬁléagijt%en zx nined
ns for devices used to calibrate Evidential Breath Tg;ter%m mishation

®
(F.R. Vol. 59 No. 249 12/19/94 Notices) ),
.’

Draeger Safety Diagnostics, Inc.

®/Model: ALCOTEST®CU34
O Model: MARK TIA Serial Number:

O Other: DDRKSS— 002 5

9-29-/¢ 2 PR

I

ALCOTEST® 7110 TEMPERATURE PROBE

SERTIFICATE OF ACCURACY |

This is to cerify thatthe Alcotest® 7110 Temperature Probe has been tested for accuracy
le to the Naljonal Institute of Standatrds and Technology {NIST).

with instrumentation that is traceab
The manufacturer recommends acCuracy verificafion of the Temperature Probe,
o your Slate Specification.

within 12 months of the cerlification date below, of sconer, according
tificate, noted below,

For accurate temperature readings, the probse value on this cel
must be programmed into the Alcotest®? 7110,

Cer_ﬁﬁcaﬂon date: Next Certification cue:

picwrial’s

Pracger Safety Biagnostics, Inc.
Technical Service Department

Serlal Number Temp. Probe

Probe Value




OFEICE O THE ATTORNEY GENERAL

CHRris CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CRRISTOPRAER 8, PORRING
Governor DIVISION OF STATE POLICE Attornay General
PosT OFFICs Bax 7063
Kin GUADAGRO \WRST TRONTON, NI 05628-0068 CoLONGEL-JOSEIN R, FUBNTES
Lt Gevernor (609} 882-2000 Supcrintemlent
" CERTIRICATION OF ANALYSIS

0.10 PERCENT BREA TH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Bthy! alcohol concentration within, bag
not exceeding, tise range of 0,1174 to 0,1246 prams per 100 milkiliters of solution.

MANUFACTURER: Drneger Safety, lo. ANALYSIS DATE: 09/10/2016

BREATH ALCOHEOL SIMULATOR SOLUTION LOT NUMBER; 16220
Representativo samples of the above-referenced Lot Number were tested by Gas Chromatography and foutd to have a moan ethyl alcobol
coucentration sange of 0.1202 to 0.1207 grams per 100 miltiliters of sofution. -

This Jot of breath-aleohol simufator solution may bo utilized as a known traceable standatd for (he purpose of condneting periodic tests,
- pussuant o NT:AL-13:51-43, of approved breath fest insteuments (NJ.A.C. 13:3 1-3,5) utilized by law enforcement ggchcies in this State,

The manufacturer’s expiration date for this lot of breath aleohol simalator solution is September 07, 2018,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and resulis docurnented in this Certificate of
Analysis were perforined at the Office of Forensic Sciences of the Division of State Police on properly functioning and catibrated
instruments and equipment, All procedures utilized arc accurate, objective, and porformed on g routine basis by personnet within the Offics
of Forensic Sciences, in accerdance with theix professional duties and responsibililies.

/%7/

y
. 4
Ly ‘.-t,-"-—‘-—-_-—._-—_———-""
- P ’.ftr( / /.‘:/ "/&
LaixA: Adnoite, Ph.D.
Research Scientist
ISP Office of Foressic Sclences

Sworh to and subscribed before me thi§Ba s y of o2 (’:E‘:{)AY\I{?,EJ 2016,

:m_rﬁr_m_wmpf\@
Notary .

MARY ELIZABETH MCLAUGHLIN
- 1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Gommission Expires Dac, 24,2018

 in futernafionalip A ceredited Agenay

Nowderagt Be An Fyd Oppavimiil Fmployer
Priatod o Roorehd Peper gl Areyvfahie
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Sturte of Mefx Yorseg
OFTICE OF 711 ATTORREY GRNMERAL -
CHs CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY : CJIRISTO TR 8. PORRING

Govenlar DIVISION 01 STATE POLACE Atarney Genaral

posT OFFICE BOX 1068 .
Kan GUADAGNO - \WASTTRENTON, N} 08628-0068 COLONBL JOSEPH R. FUBNTES
Lt, Qovernor . (G00) BE2-2000 Supertntandent

i CERTIFICATION OF ANALYSIS
0,04 PERCENT BREATE ALCOHOL ‘SIMULATOR SOLUTION

ACCEPTANCE SPECIFICAT, IONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Bihyl alcohol conceutration within, but
1ot exceeding, the range oF 0.0469 to 0.0499 grams pet 100 milliliters of solution. .

MANUFACTURER: Dracger Safaty, Tue, ANALYSIS DATE: 05/ 3712018
BREATH ALCOHOL SIMULATOR SOLUTION LoT NOWBER: 16230

Ropresentative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a sneait cthyl alcohol
soncentration range of 0.0484 10 00492 grams per 100 miliiliters of solution. .

-This lot of breath alcohol gimulator solution may be utifized a5 2 known (raceable standard for the purpose of conducting periodic tests,
pursuant to NIAC 135143, of approved breath test instruinents (NJALC 13:51-3.5) utilized by law enforcement agencies in this Slate.
The manufacturer’s expiration date for this jot of breath alcohol stmulator solution is September 19, 2018,

As Resonrch Scientist for the Division of State Police, 1 hereby cextify and attest that the tests and results documented ju this Certificate of
Analysis were performed at {he Office of Forensic Sejonces of the Division of Stats Police on propesiy functioning and calibrated

imstraments and equipment; All procedures ulilized are accurate, objective, aud performed ot 8 outine basis by personnel within-the Office
of Forensic Seiénces, i accardance with their professional duties and vesponsibifities.
- N o -

i WL A
esoarch Scientist
NISP Office of Forensic Seiences

Qp ohsmbitn

Swérm to and subscribed bofore me thisD - day of

.L.i-f fidars

,2016.

STATE OF NEW JERSEY
My Commisslon Explras Doc. 24, 2018

"4 Fnternaitonaliy A coredifed Ageney®

. wasJersep Is.An Bgual oppartully Employer .
Friteit on Kooyl Poperaad Rwyehahle




Stute of Wefo Jersey

- . OFFICE OF TIiE ATTORNEY GENERAL
CHitls CHRISTIE DRPARTMENT OF LAW AND PUBLIC SAPETY CHLRISTOPHER 8, PORRIO

Govarnor . DIVISION OF STATE POLICE . Artorney Genéral
. PosT OFfICE BOY 7068 '
K GUADAGHO WEST TRENTON, NI 08628-0068 CoLONEL JosEPH R. FUENTES
Lt. Gavernor {609) 5822000 Siporitendent
CERTIFICATION OF ANALYSIS

0,08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPR CIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy} alcobol conceniration within, but
not exceeding, the range of 0,0935 to 0.0507 grams per 100 millttilers of solution.

MANUFACTURER! Draeger Safcty, Tnt, ANALYSIS DATE: 10/04/2016

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 16250

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found o lave & meat athyl alcohel
concentration range of 8.0965 fo 0.0975 graws per 100 mitkliters of solution.

This lot of breath alcohol sivnufator solution may be utilized a5 2 known traceable standard for the purpose of conducting periadls fests,
.. pursuant fo N.J, - A.C. 13:51-4.3, of approved breath test jnstruments (M.J JALC,13:51:3.5) utilized by law enforcement agengies in this State,
The manufacturer’s expirstion date for this Tot of breath alcchol slmulstor sofution is September 27, 2018, .

As Research Scientist for the Division of State Police, I hereby certify and attest that {he tests and resalis docunented in this Cettificate of
Analysis were performed at the Office of Eorensic Sciences of the Division of Stafe Police on properly functloning and calibrated
instruments and equipment. All progedures ufilized are accurate, objective, and pecformed on a routine basis by personuel within the Office
of Forensic Sciences, in ascordance with their professional duties and responsibllities.

/; 4 -" :/’/’,/{ - -

LA, Alastic, Ph.D.
Research Soientist
NISP Office of Forensic 8ciences

aworn to and subseribed before e thisgﬁ" day of Poto ]lﬂ_n.. 2016,

Vs O Wlcda gk

‘Notary
MARY ELIZABETH MCLAUGHLIM
10D # 20652180
NOTARY PUBLIC
STATE OF NEW JERSEY

My Commizsion Expires Deo, 24, 2018
- udy Ensernatlonally Accredited Agency”

Nae Jersay dsAn Eqral Oppariuiy Empfoyer
Printed on Koyl Paper aud Recy vinhfe




Stute of Mo Jermey

OFRICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DREPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S, PORRINO
ovetaor DIVISION Ol STATE POLICE Attorztay General
’ PosT OFFICE BOX 7068
K1 GUADAGNO © WesTTRINTON, NI 08628-0068 COLONEL JOSEPH R, FUGNTES
Lt Goveraor (609) 882-2000 Snporiigitdeni

CERTIFICATION OF ANALYSIS

0.16 PERCENT BREATH ALCOHOL SIMULATOR S OLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Eihy! alcoliol concentration within, but
pot exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safely, Inc, - ANALYSIS DATE: 10/13/2016

BREATH ALCOHOL ISIM'ULATOR SOLUTION LOT NUMBER: 16260

Representative samplos of the aboys-referenced Lot Nutmber were fested by Gas Chromntography and found fo have a mean ethy! alcohol
conoentration range of 0.1928 to 0.1964 grams per 100 mithititers of solution. :

This lol of breath alcohol simulator solution may be uiilized as a known traceable standard for the purpose of conducting petiodio {ests,
wo o —prrsuant fo NJALC. 135 1-4.3, of approved breath fest insfrumentts (NJ.AC. 13:51-3,5) utifized by law anforcement agencies in this State,

The manufacturer’s expiration date for this lot of breath alcohol sitiulator Solutioh is October 3, 2018, = -+ = - =~ === e -

As Research Scientist for the Division of State Police, L hereby cerfify and attest that the tesls and results documented in Lhis Ceriificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police onpraperly functioning and calibrated
instruments and equipment, All procedures utilized are acourate, objective, and perfotmed on a routine brsis by personie} within the Office
of Forensic Sciences, in accordance with their professionat duties and respopsibilities,

7

Al M. Alaouie, Ph.D,
Research-Scientlst
ISP Office of Porensio Soiences

Sworn o and subseribed before me this 13 __ day of Ootob wer , 2016,

Notary
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