Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00619 Calib. Date: 08/08/2019 Calib. No.: 00033
Certification File No.: 00620 Cert. Date: 08/08/2019 Cert. No.: 00029
Linearity File No.: 00621 Lin. Date:  08/08/2019 Lin. No.: 00029
Solution File No.: 00630 Soln. Date: 01/10/2020 Soln. No.: 00211
Sequential File No.: 00630 File Date:  01/10/2020
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0130
Control Solution %:  0.100% Expires:  01/08/2021
Solution Control Lot: 19020 Bottle No,: 0837
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:158
Control 1 EC 0.100% 08:1558 34.0°C w8 TEST PASSED #t
Control 1 IR 0.100% 08:158 34.0°C #tk TEST PASSED ##%
Ambient Air Blank 0.000% 08:168
Control 2 EC 0.099% 08:178 34.0°C ##k TEST PASSED ##
Control 2 IR 0.100% 08:178 34.0°C Frk TEST PASSED %
Ambient Air Blank 0.000% 08:188
Control 3 EC 0.100% 08:1858 34.0°C #% TEST PASSED ##%
Control 3 IR 0.100% 08:185 34.0°C ##% TEST PASSED ##%
Ambient Air Blank 0.000% (8:198

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

, ' = 3ok Badge No.: 3406
Signature; C 2 Date: 01/10/2020
\ oy




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Caiibration File No.: 00619 Calib. Date: 08/08/2019 Calib. No.: 00033
Certification File No.: 00620 Cert. Date: 08/08/2019 Cert. No.: 00029
Linearity File No.: 00621 Lin. Date:  08/08/2019 Lin. No.: 00029
Solution File No.: 00628 Soln. Date: 12/10/2019 Soln. No.: 00210
Sequential File No.: 00628 File Date:  12/10/2019
Calibrating Unit: WET Moedel No.: CU-34 Serial No.: DDUK §3-0130
Control Solution %:  0.100% Expires:  01/08/2021
Solution Control Lot: 19020 Bottle No.: 0661
Function Result Time Temperature Comment(s)
%HBAC HH:MM  Simulator (°C) "~ or Error(s)
Ambient Air Blank 0.000% 10:208
Control 1 EC 0.101% 10:208 34.0°C *4#% TEST PASSED ##%
Control 1 IR 0.101% 10:208 34.0°C #4% THST PASSED ##%
Ambient Air Blank 0.000% 10:218
Control 2 EC 0.100% 10:218 34.0°C ##k TEST PASSED ##%
Conirol 2 IR 0.101% 10:218 34.0°C w4k TEST PASSED #ok
Ambient Air Blank 0.000% 10:228
Control 3 EC 0.101% 10:238 34.0°C #k TEST PASSED %%
Control 3 IR 0.101% 10:238 34.0°C *#k TEST PASSED ##%
Ambient Air Blank $.000% 10:238

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP} Chief Forensic Scientist.

Changed By:
Last Name: GRAHA First Name: CPL MI:D
” . ‘S%E-ﬁ_: o{s Badge No.: 3406
Signature: G—Q e ,, Date: 12/10/2019
1)



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIL-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00619 Calib. Date: 08/08/2019 Calib. No.: 00033
Certification File No.: 00620 Cert. Date: 08/08/2019 Cert. No.: 00029
Linearity File No.: 00621 Lin. Date:  08/08/2019 Lin. No.: 00029
Solution File No.: 00627 Soln. Date: 11/12/2019 Soln. No.: 00209
Sequential File No.: 00627 File Date:  11/12/2019
Calibrating Unit: WET Model No.; CU-34 Serial No.: DDUK §3-0130
Control Solution %:  0.100% Expires:  01/08/2021
Solution Control Lot: 19020 Bottle No.: 0713
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°Q) or Error(s)
Ambient Air Blank 0.000% 20:248
Control 1 EC 0.100% 20:248 34.0°C dk TEST PASSED #%:x
Control 1 IR 0.101% 20:248 34.0°C *k TEST PASSED ##%
Ambient Air Blank 0.000% 200258
Control 2 EC 0.100% 20:258 34.0°C *ik TEST PASSED #4%
Control 2 IR 0.101% 201258 34.0°C F#% THST PASSED ##k
Ambient Air Blank 0.000% 20:268
Control 3 EC 0.101% 20:278 34.0°C #ik TEST PASSED *4x
Control 3 IR 0.101% 20:278 34.0°C #dk TEST PASSED #:##
Ambient Air Blank 0.000% 20:278

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAH First Name: CPL MI: D
o _%—f ! ).Ei - Badge No.: 3406
Signature: C@& Date: 11/12/2019

\ i




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00619 Calib. Date: 08/08/2019 Calib. No.: 00033
Certification File No.: 00620 Cert. Date: 08/08/2019 Cert. No.: 00029
Linearity File No.: 00621 Lin. Date:  08/08/2019 Lin. No.: 00029
Solution File No.: 00625 Soln, Date: 10/14/2019 Soln. No.: 00208
Sequential File No.: 00625 File Date:  10/14/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  01/08/2021
Solution Control Lot: 19020 Bottle No.: (0649
Function Result Time Temperature Comment(s)
BBAC HH: MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:44D
Control 1 EC 0.101% 09:44D 34.0°C wik TEST PASSED sk
Control 1 IR : 0.102% 09:44D 34.0°C #k# TEST PASSED #kk
“ Ambient Air Blank 0.000% 09:45D
Conirol 2 EC 0.101% 09:46D 34.0°C w5k THST PASSED ik
Control 2 IR 0.102% 09:46D 34.0°C *t TEST PASSED ##%
Ambient Air Blank 0.000% 09:46D
Control 3 EC 0.101% 09:47D 34.0°C ##% TEST PASSED s
Control 3 IR 0.102% 09:47D 34.0°C wik TEST PASSED %
Ambient Air Blank 0.000% 09:47D

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHA First Name: CPL MI: D
. \ %‘“\% Badge No.: 3406
Signature: C Q Date: 10/14/2019
Y




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00619 Calib, Date: 08/08/2019 Calib. No.: 00033
Certification File No.: 00620 Cert. Date; 08/08/2019 Cert, No.: 00029
Linearity File No.: 00621 Lin. Date:  08/08/2019 Lin. No.: 00029
Solution File No.: 00623 Soln, Date: 09/04/2019 Soln. No.: 00206
Sequential File No.: 00623 File Date:  09/04/2019

... Calibrating Unit: ‘ WET Model No.: CU-34 Serial No.: DDUK $3-0130
Control Solution %:  0.100% Expires:  01/08/2021
Solution Control Lot: 19020 Bottle No.: 0838
Function Result Time Temperature Comment(s)

%BAC HH:MM - Simulator {°C) or Error(s)

Ambient Air Blank (.000% 07:23D
Control 1 EC 0.101% 07:24D 34.0°C ##ck TEST PASSED ###
Control 1 IR 0.100% 07:24D 34.0°C #k TEST PASSED s
Ambient Air Blank 0.000% 07:24D
Control 2 EC 0.100% 07:25D 34.0°C #k TEST PASSED
Control 2 IR 0.100% 07:25D 34.0°C #44 TEST PASSED ek
Ambient Air Blank 0.000% 07:25D
Control 3 EC 0.101% (7:26D 34.0°C ##k TEST PASSED i
Control 3 IR 0.101% 07:26D 34.0°C #ek TEST PASSED %
Ambient Air Blank 0.000% 07:27D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

io b

Changed By:

Last Name: GRAHA. First Name: CPL MI: D
5Ty CB-/\D(O Badge No.: 3406

Signature: C D\ y Date: 09/04/2019
AN



















Simulator

CERTIFICATE OF ACCURACY

N
A

®

A Model: ALCOTEST CU34 " .
;-." O Model: MARK A Serial Number:
72 O X-Cal 2000 (Alcosit) |
@ O Other; DK S3-801¢
!'»'@""'\> Certification Date: Technician: Re-Certification Due Date:
\' )

-9

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compllance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers,

(FR. Vol. 59 No. 249 12/18/94 Nofices)

Draegér, Ine.
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CERTIFICATE OF ACCURACY

X

This Cerfificate ‘of Actaracy verifiog thatiha spodified unit has been,

examined and
found to be In compliance with National H‘%”éﬁ’e?'sé’ Tralis Safety Administration

Q)

reguialons b&m ?Baga?zfs;_ 12119584 ﬁontg?!bsa)m st Y
Draegeft, inc, @\
/@’ Model: ALCOTEST CU34 Serial Number v
O Model MARm . @
ggigizow( Fm) TOEFSR- a8 &
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Cerfification Date: Technician: Re-Certification Due Date: f@
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Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been |
found to be in cornpliance with National Highvﬂay and Traffic Safety Kéﬁ:ﬂ;?se:g?gg
regulations for devices used to calibrate Evidential Breath Testers.
{F.R. Vol. 59 No' 243 12/19/94 Notices)
Draeger, Ine,

& Model: ALCOTEST CU34

O Model: MARK 1A Serial Number:
O X-Cal 2000 (Alcosim)
O Other: TIWFS B-A0145

Certification Date: Technician: Re-Certification Due Date:
{o-{l-/ S lo -/~ I

OP2LOPLLOP O

Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

_ This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the National Inslitute of Standards and Technology (NIST).
The manufaclurer recommends ascuracy verificalion of the Temperature Probe within 12 months
of the cerlification date below, or sponer, accortding ko your state's specifications.

Far accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcotest 7110,

Serial Number Temp Probe:  Certification Date: ~ Next Cerfification Due:
TOUN(-287  LAOL7 (o -/0 O

Probe Value:

/O Draeger, Inc. /6 -,

O AOPLLOPLOPLOP IO R OP L)



Tt @
SOV, 3

=

S ' Calibration complies with ISOEG " ™
locows @A 17025, ANSINCSL Z540-1, and 9001

%

P
/’qu,/ K

%

o
rad oY

e

KTLA Certioste Mo FTSR01
Cattsstny

Cert. No.: 4000-10177835
Traceable® Certificate of Calibration for Digital Thermorieter

. Manufac{ured for and di_st{ibuled by VWR Inlemationat | L.C Radnar Carporate Center, Bldg 1,5t 200, 100 Matsonford ReadRadnar PA, 18087
Instrument ldéntification:

Model: 61220-601, « 8/N: 191959016 Manufacturer: Control Company
Standards/Equipment: .
Description erial Number Due Dale NIST Triceable Referance
Teinperature Calibration Bath 93139
ThemmistorWodyle A8 T 7T T “ho aprzate ) 1000424560
ThermistorModule | Ao7ias T Medanzoze 7T T “ipoosdesne "
" Temperature Callbration Bath ~ | Aiasaz ' T T h o mmn e
) Temﬁerat}& Probe “,303-9 T 08 M;y'2619 ) T S-B?F&L:20:1“ B
; Temperature Calibration E!aﬁr_~ i o ;\?9:'3'4{ o . T T T T
’ Tempétatire Probe sagh T T aagnsoss T T " Bo124038
Tem_pefaluré'bai_ibi'ationté‘;&—-W-%M V‘B1\53éé’ T o . T T e . T
TemperawreProbe  © & "7 T alena” T T Ceewigs T
Certificate Information; .
Technician: 104 Procedure; CAL-06 Cal Date: 13 Feb 2018 Géal Due Date: 13 Feb 2021
Test Conditions:  -38.85%RH 24.2_1 *C 1023mBar ' \ i * ”
Calibration Data: (New Instrument) T - .
. Unitls)... Nomnal AsFound ~ InTol Nomina! Asleft . InTo! ~  Min Max +U TUR
ofy N.A, NA. ©0.002  06:000 Y -0.052 0.048 0.0087 »431
°c N.A. KA, 24909 25000 s 24,943 26.049 0.0087 »4:1
°G N.A, N.A, 56.001 sp;qu Y 49,0657 50.051 0.0087 411
°C N.A N.A. 100.001  100:002 Y

948.951 “100.054 0.0087 >4

This certificate indicates Traceability to standards provided by {NIST} National Institute of Standards and Technology andlor a National
Standards Laboratory,

A Test Lincenalnty Ratio of at beast 4:1 Is maintained uniess otherwiss staled and is calculated-using the expanded measurement uncertainty, Uncertainty evbluation Inefides the Instrument inder lest.
2nd {8 Galculated in accordance with the 15O “Guide o thre Exprassion of Unieertainty in Measurement  (QUMY. The unceHalniy represents an sxpaivded uncerlainty using a coverage factor ko2 to
L

“apprexdenate 3 95% corifidence tevel. In tolaranca conditions ara based on tast resuits falling wilhln specified limits with né reduction by the rialnfy of the: L Tha rasulls coniainad fari
relate.only to the item calibrated. This parfificate shalt nol ba reproduced exeap! in full, without written approvalof Contro Company.

Naminat ard's Reading: As Left=ins s Rending; In Tel=In Yolcrance: MindMaxAocoptance Rangs, £U=Expanded Measurement Uncedainty; TUR=Test Uncertsinty Rhtjo;
Aceuracy={Max-Min)f2; Min=As LeR Nominal(Rounted) ~ Toleranss; Max= A Leit Nominal(Rounded) + Tolernce; : .
-
Sl .
~ Hicol Redriguez, Qually Maneger P
Aprony Jucticn, Techedtal Maragnt P
Note® N

.

Maintaining Accuracy:

In-oue aginldn once tallbaled your Digital Thermorseder should maintain its aeeuracy. Thene is no exact way to delerming how Tong cafibration will be maistained. Digital T hermanigter ciango titte, iF
any ot aff, bul can ba affedlad by sging, lempearatire, shock, and conlamination.

.

Recalibration:
For factory calibration and re-cenification traceabls to Nationa! Inglliule of Standards and Yechnology contact Contral Company.

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 482-1714 Fax 281 482-9448 sales@controi3.com  Www.conirol3.com

. &
Conlrol Company is.an ISONEC 17025:2005 Calibiation Laboratory Aocredited by {AZLA) American Association for Laboratory Acccediation, Cerbficats No, 178004,
Conlrot Company s IS0 90012008 Quality Certified by DNV 6L, Certificate Na, CERT-01805-2006-A0-HOU-RvA. .
ntarmational Laboralary Acreditation Cooperation ((LAC) - Multhaleral Recognalilon Amangement {MRA), -

1of2 Traceable® is & registerad tradsmark of Controt Company © 2017 ‘Coittrol Company

1 I



WA L7
o

N ,I’/
& ot .
T~

S

r,

o

i
3
ACCREDITED

, AUACekade o, 1050.0¢
“ Cabnba

Calibration complies with ISO/IEC

17025, ANSI/NCSL Z2540-1, and 9001

Traceable® Certificate of Calibration for Digital Thermometer

Cert. No.: 4000-10177835

Canlrol Company is-an ISDNEC 17025:2005 Cakbation Laboralory Accretied by {A2
2002

nirol Company {2 150 5001:2008 Quality Carified hy TNV

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77508
Phone 281 482-1714 Fax 281 482-9448  sales@control3.com wwtg.control3.com

Tracezbled is a reglslered frademark of Contral Sompany

A GL, Certificale No. CERT-01B05-2006-Al
Inlemstional Laboratory Accreditation Cooperation (LAC) - Multilateral Recognifion Arrangerient (MRAL

LA) American Association fer Laboralory Accreditation, Certificate Mo, 1750.01
QHHOUH

@ 2017 Cornitral Company



State of Nefr Jermey

OFFICE OF THE ATTORNRY GENERAL

Pl B MUrimy DEPAILIWENT OF LAW AND PUBLIC SAFERY GURBI S, GREWAIL
Uwverngr DIvISION 0F S1ATE PoLICE - Altorney Gengyat
PoyT OFreR BOx 7068
SHEILA Y, OLIVER WasTTRenToN, MIOBG28-(068 PATRICK J, CALLANAN
Lt Governor (GUUY 482-2005 Ceiloste!

CERTIFICATION OF ANALYSIS
9.180 PERCENT BREATH ALCOHOL, SIMULATOR SQLUTION

ACCEPTANCE SPECITICATIONS FOR BREATH ALCOHOL SIMULATO_R SOLUTION: Ethyl afcohol
cancepiration within, but-rot exceeding, the range of 0.1174 o 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger-Safely, Ing, ANALYSIS DATE: 07/31/2018

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18220

Representative samples of the ahove-refarenced Lot Number were tested by Gas Chromatography and found to have
a mcan cthyl alcohol cancentration range of 0.1210 to 0.1233 grams per 100 milliliters of solution.

This loi of breath alcoliol simulator solution may be utilized as a known fraceable standard for the purpose of
condycting periodic tests, pursuant to N.JLA.C. 13:51-4.3, of approved breath test instruments (N.JA.C. 13:51-4,5)
utitized by law enforcement agencies in this State. Tlie manufaoturers expiration date for this ot of breath alcohol
simulator selution is July 23, 2020

As Research Scientist for the Division of State Police, I hereby ceutify and uitest that the tests und vesylts
fdocumented in this Cortificate of Analysis were performed at the Offies of Fotensic Stienoes of the Division of
State Police on properly functioning and calibrated instruments and equipment. Al procedures utilized ave accurate,
objective; and performed on a routine basis by petsonnel within the Office of Forensic Sciences, in accardance with

their profussional duties and responsibilitles, ‘
v

57
“Ali M, Alnowfe, Bh.D, T —
Research Scientist

NISP Office of Forensle Sciences

b gy g

¢
Sworn to aa)d‘subsci-ibefiiifﬁre me this 1S4 day of A L{L_?LLQ‘“{’ 4 2018,

RAAETRARINS L,k.{:!}éﬁ&,--«"
Notaly | { -
MARY ELIZABETH MCLAUGHLIN
1D # 2052190 :
NOTARY PUBLIC
STATE OF NEW JERSEY

My Commisslon Expiras Dec, 24, 2018

“otn Imternttonnlly Acuredited Agenoy™

Netvdersir by An Egiied Oppariuindie Epiplayer
Febatoof ol focahind Fagrer sl Roqpeanide




State of ﬁ;ﬁ: Jerzey

QUFICE OF THE ATIORNEY GENERAL

PrrEse I, Mugpiy [IEPARTMINT OF LAW AND PURLIC SArETY GiBin 8. GREWAL
Goverme DIVISION OF STATI POLICE Aty (Generat
POsTOrrICE 1303 7008
SHEILA Y, OLIVER WEST TRENTGR, NI 08628-0068 PATRICK I, CALLAHAN
!f Coverno o {609y k822000 Colinel

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANGE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION; Efhyl alcohol
concentration withis, but not exceeding, the range 60,0469 16 0.0499 grams pér. 100 milliliters of solution,

MANUFACTURER: Draeger Snféty, Tne, ANALYSIS DATE: 68/28/2018
BREATH ALCOHOL SIMULATOR SQLUTION 0T NUMBER: 18240

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found fo have
a mean ethyl sleohol concentration range of 0.0486 to 0.0489 grams pey 100 miliiliters of solution,

"This fot of breathy alcehol simulator solition may be utilized us a known trdceable standavd for the purposé of
sonducting periedic tests; pursuant to NJ.A.C. 13:51-4.3, of upproved breath test instiments (NJAC, 13:51-3.5)
utilized by Taw enforcement agencies Inthis State. The manuf‘acluxcr s expiration date Tor this lot of bieath alcohol
simulator solation is July 31, 2020.

As Research Scientist for the Divigion of State Polive, 1 hereby certify and attest that the lests and resulis
documented in this Certificate of Analysis were performed af the Office of Forenisle Sciences of the Division of
State Police on properly functioning and calibrated insiruments and equipment, Al procedures utilized are acoutats,
- objective, and perforied on a routing hasis by personnel within the Office of‘ Forensic Seietices, in uccordance with
thelr professional duties-and responsibilities.

7 .-«c_
Ah M, Alauuie, PLD.
Research Sctentist
MISP Offics of Forensic Sciences

Sworn 1o and sul pnbed before me ilusé;\q ddT of )Q_,,Lu__c,{ i '{’ , 2018,
YV A fa Me. (LLL(‘ i &

Notaryl

MARY ELIZABETH MCLAUGHLIN

1D 2062790
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commiasior Explres Doc. 24, 2018

wdu difernationally Accradited Apency™

N depser I dw Egued Opporimily Sayployer
."J'Ifr‘_fnf wn Wecpvdod Paperied Reetuble




State of Nefr Fersey

OFFICE OF THE ATTORNEY GENERAL

PEILIE D, MRy DEPARTMERT OF LAW AND PURLIC SAFIETY GURBIR 5. GREWAL
Ciovernor IIVISION OF STATE POLICE Anoraey General
Posv Ol Box 7068
SHBILAY, OLIvir Wusr TRENTOM, N (86280068 PATRICK . CALLANAN
Lt {ioveror {699} 852.2000 Culonel

- CERTIFICATION OF ANALYSIS
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
conceniration within, but not exceeding, e range of 0.0939 to 0,0997 grams per 100 millliters of éolution.

MANU¥ACTURER: Dineger Safely, Inc, ANALYSIS DATE: 08/30/2018
BREATH ALCOHOL S._IMU.LATOR-SOLUTIQN LOT NUMBER; 18250

Representative samples of the above-referenced Lot Number were tosted by Gas Chropiatography and found 1o bave
a mean ethyl alcohol concentration raige of 0.0976 to 00987 grams per 100 milliliters of solution,

This {ot of breath-alechol simulator soluticn meay be utilized as 1 known traceable standard for the purpose of
conducting petjodic tests, pursuant to NJ.AC. 12:51-4.3, of approved breath test insbruments (N.1LA.C, 13:51-3.5)
utilized by faw enforcement agencies in this State, The manufacturer’s expiration date for this fot of braath aleohol
simulator solution iy August 06, 2020.

As Asgistant Chief Forensic Scientist for the Division of State Police, I hereby certify and atiest that the tests and
resulty documented in this Certificate of Anatysis were performed at the Office of Forensic Seiences of the Division
of Stite Police on properly functioning and calibrated Instrutments and equipment, All procedures utilized are
accurate, objéctive, and performed on w routine basis by personnel within the-Office of Forensic Seiences, in
avcordance with their professional dutics and responsibilitios,

M’—Z {1

Michael Kennedy

Assistant Chief Forensio Scientist
NISP Office of Forensic Scisnees

waria to and subsprip)ﬁ befure me this 4f M{day of Q{",@' (LZ’? r\é!b ., 2018,
YV L ) Ve fl& uf;é\di_,) !
Notary | | '

MARY ELIZABETH MOLAUGHLIN
1D # 206214D
My Commission E:epirenggc?ng 2018

Ay Wreenaronally Accredltod Agenep”

Wi Bepven v Bl {pgnnandle Employor
Trivted o Hogolsd Paperond Revrel i
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dtate of Nefo Jersey

OPFFICE OF THE ATTORNEY GENERAL

PHiLIP D, Murmiy DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8. GREWAL
Clovernor . DIvisIoN oF STATE POLICE Ritorney General
L e I POST QFFICE BON 7863
SHEILAY, OLiveR Wast TReNTON, NI $8828-0068 PATRICK J. CALLAHAM
L1 Govarnor {60Y) 882-2000 Colonel

CERTIFICATION OF ANALYSIS
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE-SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Fithy]l alcohol
concentration within, but not exceeding, the range of 0.1878 to 0,1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 05/13/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 18260

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography.and found to have
amean ethy] aleohol concentration range of 0.1938 to 0,1964 grams per 100 milliliters of solution,

This lot of breath alcohe! simulator solution may be utilized aya known fraceable standard for fhe purpése of
conducting periodie tests, pursnant to N.JLA.C, 13:51-4.3, of approved breath test Insttuments (N.LA.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manuficturer's expiration date for this lot of breath aleohol
shnulator solution is Aupust 21, 2020,

As Assistant Chicl Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results docwmented in this Certifioate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Potice on properly fanctioning and calibrated instruments and cquipment, All procedures tilized ave
accurate, ohjective, and performed on o routine biasis by personmel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities,

- P
Michuel Kennedy L
Assistant Chief Forensic Scientist
NISP Office of Forensic Sciences

~Swotn 10 and subscribed he‘{m'e nie this }_&;Jaéy of‘{‘-“ﬂsrb P;{:k g [30)_; 2018.
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MARY ELIZABETH MCLAUGHLIN

1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERGEY
My Gemmission Expirgs Dec. 24, 2018
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State of Nefr Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP ). MURPHY DEPARTMENT OF LAW AND PUBLIC SATETY " GURBIR §. GREWAL
Governor DIVISION OF STATE POLICE Attorney General
Post OFFICE BOX 7068
SHEILA Y. OLIVER WisT TRENTON, NJ 08628-0068 PATRICK ), CALLAHAN
Lt. Governor (609) §32-2000 Colonel

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1174 to 0,1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 61/31/2019
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19020

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean cthyl alcohol concentration range of 0.1205 to 0.1222 grams per 100 milliliters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.JLA.C. 13:51-4.3, of approved breath test instruments (N.JAC. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcchol
simulator solution is January 08, 2021.

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a rootine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

terc e el (L S—
Michael Kennedy
Assistant Chief Forensic Scientist
NISP Office of Forensic Sciences

-
Sworp t ubscribed before me this - ! -}day of _febr b\c&ﬁ\/} , 2019.

PETER FMURPHYIY
My Cormmizsion Expires
August |, 2018y 4 ]
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Breath Test Coordinator/Instrnetar
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Alcotest® 7110 MKIN-C
CERTIFICATE OF ACCURACY 1

munwmmmmummmmmmm fourd to be ¥ coayplwnce
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Simulator

CERTIFICATE OF ACCURACY
This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration -
regulations for devices used to calibrate Evidential Breath Testers,
(F.R. Vol. 59 No. 249 12/19/94 Notices)
Draeger, inc,
-

&5 Model: ALCOTEST CU34 - |
O Model: MARK lIA Serial Number:
O X-Cal 2000 (Alcosim)
O Other DOUKDSD-Xsn &

Certification Date: Technician: Re-Certification Due Date: @
/p"/’/"/g /@6 (Do N

Q]

Drdger

Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY |

~ . Thisis to-certify that the Alcotest 7110 Tempersture Probe has been tested for acouracy with
with instrumentation that is traceable to the National Institute of Standards.and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Prébe within 12 months

of the certification date below, or sooner, according to vour state's:specifications.
For accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcotest 7110. )

Serial Number Temp Probe; Certification Date:  Next Certification Due:
DISF P2- 0438 lo-5-17 lo -5-20

Probe Value:

2 O Draeger, Inc. @5
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