Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No,.: 00589 Calib. Date: 08/29/2018 Calib. No.: 00031
Certification File No.: 00590 Cert. Date: 08/29/2018 Cert. No.: 00027
Linearity File No.: 00591 Lin. Date:  08/29/2018 Lin. No.: 00027
Solution File No.: 00605 Soln. Date: 02/19/2019 Soln. No.: 00198
Sequential File No.: 00605 File Date:  02/19/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0130
Control Solution %:  0.100% Expires:  10/17/2019
Solution Control Lot: 17360 Bottle No.: 1315
Function Result Time Temperature Comment(s)
BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:345
Control 1 EC 0.103% 23:345 34.0°C #%% TEST PASSED ek
Control 1 IR 0.102% 23:348 34.0°C 4% TEST PASSED #%%
Ambient Air Blank 0.000% 23:358
Control 2 EC 0.102% 23:365 34.0°C #k% TEST PASSED *#%
Contrel 2 IR 0.102% 23:365 34.0°C #5% TEST PASSED ##+
Ambient Air Blank 0.000% 23:368
Control 3 EC 0.102% 23:378 34.0°C #k TEST PASSED ##%
Control 3 IR 0.102% 23:378 34.0°C ##% TEST PASSED ###
Ambient Air Blank 0.000% 23:388

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAH ) First Name: DANIEL MI: -
- A?d\\ 30 Badge No.: 3406

Signatiife: y \32‘\ Date: 02/19/2019
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00589 Calib. Date: 08/29/2018 Calib. No.: 00031
Certification File No.: 00590 Cert. Date:  08/29/2018 Cert. No.: 00027
Linearity File No.: 00591 Lin. Date:  08/29/2018 Lin. No.: 00027
Solution File No.: 00603 Soln. Date: 01/17/2019 Soln. No.: 00197
Sequential File No.: 00603 File Date:  01/17/2019
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  10/17/2019
Solution Control Lot: 17360 Bottle No.: 0526
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:118
Control 1 EC 0.101% 20:128 34.0°C Fkt TEST PASSED %%
Control 1 IR 0.101% 20:128 34.0°C *#% TEST PASSED ##*
Ambient Air Blank 0.000% 20:133
Control 2 EC 0.102% 20:138 34.0°C ##% TEST PASSED *+%*
Control 2 IR 0.101% 20:138 34.0°C #4E TEST PASSED %
Ambient Air Blank 0.000% 20:148
Control 3 EC 0.102% 20:158 34.0°C *kx TEST PASSED *+#
Control 3 IR 0.101% 20:158 34.0°C #kk TEST PASSED %+
Ambient Air Blank .000% 20:158

All tests within acceptable tolerance,

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAE First Name: CPL MI: D
: "\%rb‘*\bhs Badge No.: 3406
Signature: (,{) Date: 01/17/2019
Y
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00589 Calib. Date: (8/29/2018 Calib. No.: 00031
Certification File No.: 00590 Cert. Date: (8/29/2018 Cert. No.: 00027
Linearity File No.: 00591 Lin. Date:  08/29/2018 Lin. No.: 00027
Solution File No.: 00602 Soln. Date: 12/20/2018 Soln. No.: 00196
Sequential File No.: 00602 File Date:  12/20/2018
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Sclution %:  0.100% Expires:  10/17/2019
Solution Control Lot: 17360 Bottle No.: 1340
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 09:318
Control 1 EC 0.102% 09:328 34.0°C #5% TEST PASSED
Control 1 IR 0.102% 09:328 34.0°C #ik TEST PASSED %
Ambient Air Blank 0.000% 09:333
Control 2 EC 0.101% 09:338 34.0°C ik THST PASSED
Control 2 IR 0.101% 09:338 34.0°C #dok TEST PASSED ek
Ambient Air Blank 0.000% 09:34S
Control 3 EC 0.101% 09:358 34.0°C wiok TEST PASSED %
Control 3 IR 0.102% 09:358 34.0°C #dok TEST PASSED ik
Ambient Air Blank 0.000% 09:355

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHA . First Name: CPL MI: D
= Badge No.: 3406
Signature: g (;\)\ Date: 12/20/2018

—~h




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00589 Calib. Date: 08/29/2018 Calib. No.: 00031
Certification File No.: 00590 Cert. Date: 08/29/2018 Cert. No.: 00027
Linearity File No.: 00591 Lin. Date:  08/29/2018 Lin. No.: 00027
Solution File No.: 00600 Soln. Date: 11/21/2018 Soln. No.; 00195
Sequential File No.: 00600 File Date: 11/21/2018
Calibrating Unit: WET Modet No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  10/17/2019
Sclution Control Lot: 17360 Bottle No.: 1341
Function Result Time Temperature Comment(s)

' Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:378
Control 1 EC 0.102% 20:388 34.0°C ##% TEST PASSED ok
Control 1 IR 0.102% 20:388 34.0°C ##% TEST PASSED ##%
Ambient Air Blank 0.000% 20:398
Control 2 EC 0.102% 20:398 34.0°C ##% TEST PASSED %%
Control 2 IR 0.102% 20:398 34,0°C ##: TEST PASSED ##%
Ambient Air Blank 0.000% 20:408
Control 3 EC 0.103% 20:408 34.0°C sk TEST PASSED
Control 3 IR 0.102% 20:408 34.0°C Fk# TEST PASSED ##%
Ambient Air Blank 0.000% 200418

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

.._\ Badge No.: 3406
Slgnature Date: 11/21/2018




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00589 Calib. Date: 08/29/2018 Calib. No.: 00031
Certification File No.: 00590 Cert. Date:  08/29/2018 Cert. No.: 00027
Linearity File No.: 00591 Lin. Date: 08/29/2018 Lin. No.: 00027
Solution File No.: 00598 Soln. Date: 10/26/2018 Soln. No.: 00194
Sequential File No.: 00598 File Date:  10/26/2018
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  10/17/2019
Solution Control Lot: 17360 Bottle No.: 1363
Function Result Time Temperature Comment(s)
BBAC HH:MM Simulator {°C) or Error{s)
Ambient Air Blank 0.000% 02:23D
Control 1 EC 0.101% 02:24D 34.0°C #ikk TEST PASSED ##%
Control 1 IR 0.102% 02:24D 34.0°C *k TEST PASSED etk
Ambient Air Blank 0.000% 02:24D
Control 2 EC 0.101% 02:25D 34.0°C #kk TEST PASSED #%
Control 2 IR 0.102% 02:25D 34.0°C 4k TEST PASSED ##+
Ambient Air Blank 0.000% 02:25D
Control 3 EC 0.101% 02:26D 34.0°C Frt TEST PASSED #ki
Control 3 IR 0.101% 02:26D 34.0°C #4k TEST PASSED ¥
Ambient Air Blank 0.000% 02:27D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: MICHAEL MI: H
Badge No.: 3404

™
SignatuM i Date: 10/26/2018




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.; 00589 Calib. Date: 08/29/2018 Calib. No.: 00031
Certification File No.: 00590 Cert. Date: 08/29/2018 Cert. No.: 00027
Linearity File No.: 00591 Lin. Date:  08/29/2018 Lin. No.: 00027
Solution File No.: 00594 Soln. Date: 09/27/2018 Soin. No.: 00193
Sequential File No.: 00594 File Date:  09/27/2018
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 8§3-0130
Control Solution %:  0.100% Expires:  03/20/2019
Solution Control Lot: 17110 Bottle No.: 0530
Function Result Time Temperature Comment(s)
ZeBAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank . 0.000% 20:08D
Control 1 EC 0.103% 20:08D 34.0°C ¥k TEST PASSED 4+
Control 1 IR 0.102% 20:08D 34.0°C #kk TEST PASSED st
Ambient Air Blank 0.000% 20:09D
Controi 2 EC 0.102% 20:10D 34.0°C #&% TEST PASSED *+*
Control 2 IR 0.102% 20:10D 34.0°C w#k TEST PASSED #
Ambient Air Blank 0.000% 20:10D

“Control' 3 EC - 0.102% 20:11D 34.0°C #4# TEST PASSED =
Control 3 IR 0.102% 20:11D 34.0°C #odok TEST PASSED s
Ambient Air Blank 0.000% 20:11D

All tests within acceptable tolerance.

On this date, I instalied the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM

_ . First Name: PTL .
L HEAOA Badge No.: 3409
Signature: —?&m Date: 09/27/2018
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Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F R. Vol. 5% No. 249 12/19/94 Notices)

Draeger, Ing.

Model: ALCOTEST CU34 " &arial Numbar
% Model: MARK IIA Serial Number:

O Other DD 9 3-0187

V(‘)‘
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Certification Date: Technician: Re-Certification Due Date:

74/ 37% (25 /07

OO IPOTEOILOIPTODTODLOD
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- Drdger
Simulator
CERTIFICATE OF ACCURACY

This Cerlificate of Accuracy verifies thal the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used fo celibrate Evidential Breath Testers.
{F.R-Vol 59 No. 248 12/19/94 Notices)

Draeggr, [nc.

/®’M0d61: ALCOTEST CU34 Serial Number:
O Model: MARK IIA

O Other: . DDWE S3- 62323 |

Certification Date: Technician: Re-Certification Due Date:

7-/3-/8 OS5 - F/377
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' Drdger
b‘ Simulator

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Righway and Traffic Safety Adminisiration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Val. 59 No. 249 12/19/94 Notices)
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V“‘ Draeger, Inc.
<@ _X5 Model: ALCOTEST CU34 Serial Number:

O Model: MARK lIA =
O Other: Dbbd:ﬁ%" ,@\
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N,
N
£ N
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A

Certification Date: Technician: Re-Certification Due Date:

7, 234K . /)5 e AR YT
CPCETICOITOIECOITTD
LTI D

Urdger S
Alcotest 7110 Temperature Probe

-
CERTIFICATE OF ACCURACY
This is to certify that the Alcotest 7110 Temperature Probe has beeri tested for accuracy with
with instruhentation that is traceable to the National Institute of Standards and Technology (NIST) -

The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or socner, according to your sfate's specifications.
For accurate témperature readings, the probe value on this certificate, noted below, must
N be programmed into the Alcotest 7110. >

Senal ;Numbef Témb 'P'robe: ~ Certification Dé'tef Nekf Certification Due:

DDLRPI- IS 7-3/4/8 7-3//7

Y

GG e

0

Probe Value;

) (D2 Draeger, Inc. A ) O?
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Calibration complies with ISO/IEC
. N 17025, ANSI/NCSL 2540-1, and 9001
ol gi]ﬁ%ii?gmg 78001 Cert. No.: 4000-8609162
Traceable® Certificate of Calibration for Digital Thermometer

A

N
%,

Manufactured for and distributed by: VWR International, LLC, Radnor Corporate Center, Bldg 1, Ste 200, 100 Matsonford Road, Radnor, PA 15087
Instrument |dentification:

Mgge!§;_611220~601 N S{N:j?pd:28362' _Manufac_:turer;C_:_ontr_ql_Co_r_npar}y_

o S A e,

StéhdérdsiEquipment:

Description Serial Number Due Date NIST Traceable Reference
Temperature Calibration Bath TC-231 A79341
Thermistor Module A27129 120117 - 1000401760
Temperature Probe 5267 12/06/17 B6B30058
Temperature Calibration Bath TC-191 A42238
Thermistor Module A27129 12/01/17 : 10004017560
Temperature Probe 5202 121917 B6B30058-1
Temperature Calibeation Bath TC-218 AT3332
Thermistor Probe 5356 110/18 B7104024
Readout, Digital Thermorneter B5Cad4 312H8 B7314035
Temperature Calibration Bath TC-275 B16388
Therristor Probe 5357 1/06/118 B7104023
Readout, Digitat Thermometer B5C344 31218 B7314035
Certificate Information:
Technician: 104 Procedure: CAL-06 Cal Date: 6/08H7 Due Date: 6/08/19

Test Conditions: 23.5°C 50.0 %RH 1014 mBar

Calibration Data: {New Instrument)

Unit{s) Meminat As Found In Tol MNominal As Left In Tol Min Max U TUR
°C MN.A. 0.002 0.000 hd -0.048 0.052 0.010 =4:t
°C N.A. 25.003 25.001 Y 24.853 25.053 0.010 =41
°C N.A, 50,002 50.001 Y 48.952 50.062 0.010 >4:1
°C N.A. 100.001 99.999 Y 99.951 100,051 0.010 >4:1

SN T R L e e . . P . Lo . . s g -
This Instrurnent was callbrated using Instruments Traceable to Natlonal institute of Standards and Technology.
A Test Uncertainty Ralio of at leasl 4:1 is maintsined untess olhenvise slaled and |s calculated using ihe expanded measurement uncertainty, Uncertainty evatuation includas the insirument under
lest and Is calculated in accordance with Lhe 1SO "Guldo io the Expresslon of Uncetalnly I Measwemenl” {(GUM). The uncertainly reprosents an expanded unceriainly using a coverage factor k=2
lo approximate 8 5% confidence laval. In lolorance condillons are besed on lest results falling vithia specified limils with no reduction by the uncertainly of the measurement. The resulls sontained
herein ralale crly to the ilem calibrated. This cerificate shall noi be raproduced except in full, wilhoul weillen approvat of Control Company,

Nominal=Standard's Reading; As Lelt=Instrument’s Reading: In Tol=In Telerance; MinfMax=Acceptance Range; U=Expandad Measurement Uncerialnty, TUR=Tes| Uncerainty Ralio;
Accuracy=2{Max-Min}i2; Min = As Lefl Nominal(Rounded) - Tolerance; Max = As Lett Nomlinal{Roundad) + Tolarance; Dale=MMODAYY

e

Mical Roldrlguez. Quality Menagor Aarar: Judice, Technicat Manager

RSO

Maintaining Accuracy:

In aur opinion once calibraled your Digila? Tharmemeler should mainlaln s accuracy, There Is no exact way to determine haw lang calibration will ba malntalned, Olgital Thermomelers change lillle,
if eny al all, bul can be affecled by aging, temperelure, shack, and seataminallon,

Recalibration;
For factory callbration and ra-coriificalion fraceable to Malicnal Institulo of Standards and Technology cenlact Contral Campany,

CONTROL COMPANY 12554 Galveston RD Suite B230 Webster TX USA 77598
Phone 281 482-1714  Fax 281 4829448  service@control3.com  www.contrald.com

Confrol Company is an 130 17026:2005 Calibration Laboralory Accrediled by (A2LA) American Assoclation for Laboratory Accreditation, Carlificale No, 1750.04.
Conlrol Company Is [SG 9001:2008 Qualily Certified by {DMV) Det Norske Veritas, Certificata No, CERT-01 805-2006-AQ-HOU-RvA.
Inlerralional Laboratory Accreditation Cooperalion {(ILAC) - Mullilatera! Recognition Arrangament {MRA),

’ . Pepelofl - Traceabl, B is & 9 g traden ‘-\af‘(:_omm[(.‘om;mny‘= Ve e, 92009 Control Company

B P




State of Nefr Jersey

OFFICE OF THE ATTORNEY GENERAL

CrHrIs CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER S. PORRING
Governor DIvISION OF STATE POLICE Attorney Gengral
POST OFFICE BOX 7068
1M GUADAGNG WEST TrENTON, NF08628-006% CoLong:L Josirg R, FUENTES
Lt Gavernor (609) 882-2000 Stperintendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUT. TON

Ha

%CQE?;LANCESPEC IFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
t exceeding, the range of 0.1174 to 0.1246 grams per 100 miliifiters of salution. :

MANUFACTURER: Dracger Safety, Inc, ANALYSIS DATE: 08/24/2017

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17230

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0,1202 to 0,1216 grams per 100 miililiters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.JLA.C. [3:51-4.3, of approved breath test instruments (N.LA.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath aleoho! simalator solution is August 07, 2019,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on praperly functioning and calibrated
nstruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilitiss.

P ,,/ff‘/r;ﬁ// F A
“Ali M. Alaouie, Ph.D.
Research Scientist
NJSP Office of Forensic Sciences

SR

Sworn fo gnd subscribed before me this - Y day of 4 U\?)\ <l , 2017,

~-N(§‘t?ﬁ}f‘

' PETERF MURPHY IV
My Comiisslon Expires {
, August 1, 2018

“dAn Internationally Accredited Agency™

Newdersey I An Eaed Opportuniey Employer
Printed on Recveled Paper and Reayehhio




SState of Nefr Jerzey

© OFFICE OF THEE ATTORNEY GENERAY, e

CHRIS CHRISTII

DEPARTMENT OF LAW AND PURLIC SAFETY CHRISTOPHER 8. PORRING
Governor DIVISION OF STATE POLICE Atorney Gengral
POST OFFICE BON 79068
Kiv GUADAGNG WEST TRENTON, NJD8628-0068 COLONEL JOSEPH R, FUENTES
L1 Governor {609) B82-2000

Superintendeni

CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLU TION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 08/29/2017
BREATH ALCOMOL SIMULATOR SOLUTION LOT NUMBER: 17240

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethy! alcohol
concentration range of 0.0483 to 0.0489 grams per 100 milliliters of solution.

This lot of breath alcohal simutator solution may be utilized as a known traceabie standard for the purpose of conducting periodic tests,
é‘ﬁkﬁfﬂﬁru

antto N.J.A.C. 13:51-4,3, of approved breath test instruments (N.J.A.C. 13:51-3,5) utilized by law enforcement agencies in this State,
he manufacturer’s expiration date for this lot of breath aleohol simulator solution is August 10, 2019.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Farensic Sciences, in accordance with their professional duties and iesponsibilities.

S
) ,//’/: ,/'f/j/
e Aot

e LA P

" Al M. Alaouie, Ph.D.
Research Scientist
NISP Office of Forensic Sciences

Sworn to and subseribed before me this j?)(:?"w"ciay of SQ\L(??-L w2017

YV e & e A[t LQ.F{ NG

Notar
MARY ELIZABETH MCLAUGHLIN
1D # 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY

%‘ﬁ&,w%wwMX#GOEHMISSIOIIEXWES Dec. 24,2018

"An Internationully Accredited Agency™

Now Jersev s ol Equal Opparisite Enplayer
Frivited on Recyolad Pagror ad Beowluble
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State of Nefr Jersey

OFFICE OF THE ATTORNEY GENERAL

Crres CHRISTIR DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTQPHER S. PORRING
Governor DIVISION OF STATE POLICE Attorney General
POST QrFICE BOX 7068
KM GUADAGNO WEST TRENTON, NI 08628-0068 COLONEL JOSEPH R. PUENTES
Lt Governor {609) BE2-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcoho!l concentration within, but
not exceeding, the range of 0.0939 to 0.0997 grams per 100 milliliters of solution.

MANUFACTURER: Dvaeger Safety, Inc, ANALYSIS DATE: 09/07/2017
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17250

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcoho
concentration range of 0.0963 to 0.0973 grams per 100 milliliters of solution.

This lot of breath alcoho! simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohal simulator solution is August 15, 2019.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized ate accurate, objective, and perforined on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

v 4

£7Ati M.~ Alaouie, Ph.D.
Research Scientist
NISP Office of Forensic Sciences

Sworn to and subscribed before me this ! | day of _, 5(‘;074?? /Di’ o ,2017.

Nofary "

PETERF MURPHY I¥
My Gemimission Expires
August 1, 2018

"Au Internwtionaily Accredited Agency”

NewJersey Is A Equal Qpportunits imployer
Frauted on Recpeled Pagier aund Beepelable
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State of Nefu Jersey

OFFICE OF THE ATTORNEY GENERAL

CHris CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY CHRISTOPHER 8. PORRING
Governor IDIVISION OF STATE POLICE Atorney General
POST OFFICE BOX 7668
KM GUADAGND WEST TRENTOM, NJ 08628-0068 - CoLONEL JOsEM+ R, FUENTES
Le. Governor (6093 §82-2000 Superintesdent

CERTIFICATION OF ANALYSIS
0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Bthy! alcohol conceniration within, but
not exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safetv, Inc. ANALYSIS DATE: G9/12/2017
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17260

e eRtesentative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
~ concentration range of 0,1937 to 0.1957 grams per 100 milliliters of solution, oo T

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator sotution is August 21,2019,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were perforined at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personne] within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

Vi //
;,':/ - /j"// /
AL
e/
Ali M. Alaouie, Ph.D.
Research Scientist
NJSP Office of Forensic Scienceas
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CERTIFICATION OF ANALYSIS ,
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcoho! concentration within, but
not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Sa fety, Inc, ANALYSIS DATE: 03/25/2017

500 BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: [7110

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyi alcohol
concentration range of 0,1211 to 0.123 | grams per (00 milliliters of solution.

This jot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursvant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. [3:51 -3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is March 20,2019,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responfs}i}}ilities.
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<-Ali' M. Alaouie, Ph.D.
Research Scientist
NJSP Office of Forensic Sciences

Sworn to and subscribed before me this( !’Lday ol;‘ Y V'i‘-.\fi_"'ﬁ O , 2017,
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NOTARY PUBLIC
STATE OF NEW JERSEY

My Commisslon Expires Dec. 24, 2018
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Alcotest® 7110 MKII-C

CERTIFICATE OF ACCURACY

. Cetification Date:
' 4'&& I,

Th:s s fo cartify that the Alcotest 7110 MKHI-C has been tested for accuracy
with the National Highway Trafiic Safety Admirdstration $tandard for evident .
The Alcotest MKill-C ks compiiant as a "mobile” and *nonmobiis™ EBT with 49 FR 48854, 49 FR 48664 and 58 FR 48705,

verification of this instrurmeft within 12 months
of the calibration date below, or seoner, according to your State

The manufacturer recommends a

RIAL NUMBER: .

M\g@cf’)

Draeger Safety Diagnostics, Inc

td found to be in oomphance
| breath testing devices,

Bpecifications,

K)CL_;. f

___))"(())N(O)f'




T

D

Simulator
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers,

{F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger, Inc.

/@*Model: ALCOTEST CU34

O Model: MARK IIA | ool Number D¢
O Other: IDDUK D3~/ 30 4@
N

Certification Date: Technisian:

Alcotest 7110 Temperature Probe |

_. -
[t g
{ CERTIFICATE OF ACCURACY
This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with /.
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST). @
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months /]

of the certification date below, or sooner, according to your state’s specifications.
For accurate temperature readings, the probe vaiue on this certificate, noted befow, must
be programmed into the Alcotest 7110. :

-
Serial Number Temp Probe; Certification Date:  Next Certification Due:
DOSFPR- 0438 (. 29-(8 O0R7/7 A
Probe Value:

/ Df) | Draeger, Inc. 65 | C>




