Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date; 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert. Date:  09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date:  09/03/2014 Lin. No.: 00018
Solution File No.: 00477 Soln. Date: 01/23/2015 Soln. No.: 00147
Sequential File No.: 00477 File Date:  01/23/2015
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S$3-0131
Control Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot:  14B127 Bottle No.: (0483
Function Result Time Temperature Comment(s)
P%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 06:258
Control 1 EC 0.101% 06:265 34.0°C #4% TEST PASSED ##%
Control 1 IR 0.101% 06:268 34.0°C #4% TEST PASSED %%
Ambient Air Blank 0.000% 06:278
Control 2 EC 0.098% 06:285 34.0°C #ivk TEST PASSED %k
Control 2 IR 0.100% 06:285 34.0°C *4k TEST PASSED ###
Ambient Air Blank 0.000% 06:205
Control 3 EC 0.099% 06:295 34.0°C wiok TEST PASSED *%%
Control 3 IR 0.100% 06:298 34.0°C ### TEST PASSED %%
Ambient Air Blank 0.000% 06:305

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD irst ~—DENNIS MI: E

Fi
Badge No.: 3436
Signature: — "& i Date: 01/23/2015




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert. Date:  09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date:  09/03/2014 Lin. No.: 00018
Selution File No.: 00475 Soln. Date: 12/25/2014 Soln. No.: 00146
Sequential File No.: 00475 File Date:  12/25/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Contro] Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot: 14B127 Bottle No.: 0495
Function Result Time Temperature Comment(s)
FBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:128
Control 1 EC 0.101% 20:128 34.0°C Ak TEST PASSED s
Control 1 IR 0.100% 20:128 34.0°C *4%k TEST PASSED ###
Ambient Air Blank 0.000% 20:138
Control 2 EC 0.098% 20:148 34,0°C wiek TEST PASSED s
Control 2 IR (.100% 20:148 34.0°C #ick TEST PASSED #etk
Ambient Air Blank 0.000% 20:158
Control 3 EC 0.099% 20:158 34.0°C #dk TEST PASSED e
Control 3 IR 0.100% 20:158 34.0°C #4k TEST PASSED ##k
Ambient Air Blank 0.000% 20:168

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist,

Changed By:
Last Name: SHEPARD First Name: DENNIS MI:E
‘ Badge No.: 3436

Signature: Q _ ,_.%2__..._-,@ 74 ¢ Date: 12/25/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert. Date:  09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date:  09/03/2014 Lin. No,: 00018
Solution File No.: 00472 Soln. Date; 11/27/2014 Soln. No.: 00145
Sequential File No.: 00472 File Date:  11/27/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S§3-0131
Control Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot: 14B127 Bottle No.: 0488
Function Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error{s)
Ambient Air Blank (.000% 14:038
Control 1 EC .103% 14:038 34.0°C #k% TEST PASSED #%k
Control 1 IR 0.101% 14:035 34.0°C #k TEST PASSED &+
Ambient Air Blank 0.000% 14:048
Control 2 EC 0.101% 14:058 34.0°C ##% TEST PASSED #kk
Control 2 IR 0.101% 14:058 34.0°C #rk TEST PASSED
Ambient Air Blank 0.000% 14:068
Control 3 EC 0.101% 14:068 34.0°C #4% TEST PASSED #e#%
Control 3 IR 0.101% 14:068 34.0°C ##k TEST PASSED %%+
Ambient Air Blank 0.000% 14:078

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

) Badge No.: 3436
Signature: 4/ D _@,,Q T Date: 11/27/2014
Q




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIL-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib, Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert. Date: 09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date: 09/03/2014 Lin. No.: 00018
Solution File No.: 00470 Soln. Date: 10/30/2014 Soln. No.: 00144
Sequential File No.: 00470 File Date:  10/30/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot:  14B127 Bottle No.: 0492
Function Result Time Temperature Comment(s)
BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 23:208
Conirol 1 EC 0.103% 23:208 34.0°C #kk TEST PASSED ###
Control 1 IR 0.101% 23:208 34.0°C #ik TEST PASSED e
Ambient Air Blank (.000% 23:218
Control 2 EC 0.100% 23:228 34.0°C #hk TEST PASSED
Control 2 IR 0.101% 23:228 34.0°C #kk THST PASSED #o
Ambient Ajr Blank (.000% 23:238
Control 3 EC 0.101% 23:238 34.0°C % TEST PASSED e
Control 3 IR 0.101% 23:238 34.0°C *#k TEST PASSED ###
Ambient Air Blank 0.000% 23:248

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

- Badge No.: 3436
Signature; C—")’ ’e-"p V2 Date: 10/30/2014

Y




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert. Date:  09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date:  09/03/2014 Lin. No.: 00018
Solution File No.: 00467 Soln. Date: 10/02/2014 Soln. No.: 00143
Sequential File No.: 00467 File Date:  10/02/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot:  14B127 Bottle No.: 0493
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 08:29D
Control 1 EC 0.102% 08:30D 34.0°C *rk TEST PASSED s
Control 1 IR 0.101% 08:30D 34.0°C #% TEST PASSED ek
Ambient Air Blank 0.000% 08:30D
Control 2 EC 0.099% 08:31D 34.0°C ### TEST PASSED #%%
Control 2 IR 0.101% 08:31D 34.0°C #44 TEST PASSED #ek
Ambient Air Blank 0.000% 08:32D
Control 3 EC 0.100% 08:32D 34.0°C F#d TEST PASSED #ski
Control 3 IR 0.101% 08:32D 34.0°C #k TEST PASSED s
Ambient Air Blank 0.000% 08:33D

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

- Badge No.: 3436
Signature: (F5), - = 15 Date: 10/02/2014
I\




Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038

Location: EASTAMPTON TOWNSHIP

Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021

Certification File No.: 00439 Cert. Date: 03/10/2014 Cert. No.: 00017

Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017

Solution File No.: 00460 Soln. Date: 08/12/2014 Soln. No.: 00141

Sequential File No.: 00462 File Date:  09/03/2014

Calibrating Unit; WET Moedel No.: CU-34 Serial No.: DDUK §3-0131

Control Solution %:  0.100% Expires:  09/17/2015

Solution Control Lot: 131122 Bottle No.: 0757

Coordinator

Last Name: GONCALVES First Name: MICHELLE ML L
Badge No.: 6040

Signature: __ 5\ A , /&(}(/5 /i,&rd ¢ o> Date: 09/03/2014
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Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert, Date: 09/03/2014 Cert. No.: 00018
Linearity File No.: 00440 Lin. Date:  03/10/2014 Lin. No.: 00017
Solution File No.: 00460 Soln. Date: 08/12/2014 Soln. No.: 00141
Sequential File No.: 00463 File Date:  09/03/2014
Calibrating Unit: WET Model No.: CU-34 Serial No,: DDUK S3-0131
Control Solution %:  0.100% Expires:  09/17/2015
Solution Control Lot; 131122 Bottle No.: 0757
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 13:10D :
Control 1 EC 0.100% 13:10D 33.9°C #¥k TEST PASSED *#%
Control 1 IR 0.099% 13:10D 33.9°C ##k TEST PASSED #e
Ambient Air Blank 0.000% 13:11D
Control 2 EC 0.098% 13:12D 34.0°C ##k TEST PASSED ok
Control 2 IR 0.099% 13:12D -34.0°C ##% TEST PASSED #%#
Ambient Air Blank 0.000% 13:12D
Control 3 EC 0.097% i3:13D 34.0°C #4x TEST PASSED ¥
Control 3 IR 0.098% 13:13D 34.0°C #4k TEST PASSED %
Ambient Air Blank 0.000% 13:14D

Coordmator " ! L
Last Name: GON \E i me: %, HI : "ML L

Signature;

d“instruments employing
fapproved instrument as a
, the current "Calibration

the Division of State®
infrared analysis and e
dual system of chemical b
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are true. I am aware that 1f any
subject to punishment.



Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert. Date: 09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date:  (09/03/2014 Lin. No.: 00018
Solution File No.: 00460 Soln. Date: 08/12/2014 Soln. No,: 00141
Sequential File No.: 00464 File Date:  09/03/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDMK S3-0003
Control Solution %:  0.040% - Expires:  09/13/2015
Solution Control Lot: 131120 Bottle No.: (0289
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDXD S3-0193
Control Solution %:  0.080% Expires:  09/16/2015
Solution Control Lot: 131121 Botile No.: 0844
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDCN-0052
Control Solution %:  0.160% Expires:  (19/10/2014
Solution Control Lot: 121106 Bottle No.: 0762
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:32D
Control 1 EC 0.040% 13:33D 33.8°C #4k TEST PASSED s
Control 1 IR 0.040% 13:33D 33.8°C #4% TEST PASSED *¥%
Ambient Air Blank 0.000% 13:34D
Control 2 EC 0.040% 13:35D 33.9°C ¥k TEST PASSED ok
Conirol 2 IR 0.039% 13:35D . 33.9°C #4% TEST PASSED
Ambient Air Blank 0.000% 13:36D
Control 3 EC 0.081% 13:37D 33.9°C w4k TEST PASSED ##%
Conirol 3 IR 0.078% 13:37D 33.9°C *#4 TEST PASSED ###
Ambient Air Blank 0.000% 13:38D
Control 4 EC 0.079% 13:39D 33.9°C #ak TEST PASSED
Conirol 4 IR 0.079% 13:39D 33.9°C #kd TEST PASSED #4%
Ambient Air Blank 0.000% 13:40D
Control 5 EC 0.159% 13:41D 33.9°C #k% TEST PASSED #okk
Control 5 IR 0.159% 13:41D 33.9°C 4% TEST PASSED ##%
Ambient Air Blank 0.000% 13:43D :
Control 6 EC 0.159% 13:43D 33.9°C #kk TEST PASSED ok
Control 6 IR 0.158% 13:43D 33.9°C F#k TEST PASSED #¥%
Ambient Air Blank 0.000% 13:45D

All tests within acceptable tolerance.

Coordinator
Last Name: GONCALVES First Name: MICHELLE MI: L

- i Badge No.: 6040
Signature: _‘_.S;‘riﬂ V/Q/W%%/Z—M #l(pf) (/O D?iteg:e ° 09/03/2014




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00462 Calib. Date: 09/03/2014 Calib. No.: 00021
Certification File No.: 00463 Cert, Date: 09/03/2014 Cert. No.: 00018
Linearity File No.: 00464 Lin. Date:  09/03/2014 Lin. No.: 00018
Solution File No.: 00465 Soln. Date: 09/03/2014 Soln. No.: 00142
Sequential File No,: 00465 File Date:  09/03/2014
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  02/14/2016
Solution Control Lot:  14B127 Bottie No.: 0499
Function Result Time Temperature Comment(s)
2%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 15:00D
Control 1 EC 0.102% 15:00D 34.0°C #+% TEST PASSED %
Control 1 IR 0.101% 15:000  34.0°C #dk TEST PASSED e+
Ambient Air Blank 0.000% 15:01D
Control 2 EC 0.100% 15:02D 34.0°C #% TEST PASSED #%#
Control 2 IR 0.100% 15:02D 34.0°C #¥*k TEST PASSED ###
Ambient Air Blank 0.000% 15:02D )
Control 3 EC 0.100% 15:03D 34.0°C #+% TEST PASSED ##%
Control 3 IR 0.100% 15:03D 34,0°C #k TEST PASSED ##%
Ambient Air Blank 0.000% 15:04D

Al tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number: DDM NP -2 53 @w

Changed By:
Last Name: GO?,\ALVES First Name: MICHELLE MI: L

C}X‘ LW[? /éjﬁ/ s T (L0 YD BJSZ?egf e 38?83/2014

Signature:




Diigersafety

Alcotest® 7110 MKIII-C
CERTIFICATE OF ACCURACY

This is to certify that the Alcotest 7410 MKIH-C has been tested for accuracy and found fo be in compliance
with the Nafional Highway Traffic Safety Administration Standard for evidential breath testing devices.
The Alcotest MII-C §s complant as a “mobite” and “nonmobiie™ EBT with 49 FR 43854, 49 FR 48864 and 58 FR 48705,
The manufacturer reconmends acturacy verification of ik instriment wibin 12 months
of the calitration date below, or soonar, according to your Stale Specifications. -

Cetlification Date: SERIAL NUMBER:

o3-11-08 AROK-0035




CERTIFICATE OF ACE

This Certificate of Accuracy verifies that the specified unit

and found to be in compliance with National Highway and Tra
regulations for devices used to calibrate Evidential B
“{F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc,

@ Model: ALCOTEST® CU34
O Model: MARK IIA

been examined
Safety Administration
th Testers.

Serial Number:

O o DDUK $2-0121
Certification Date Technician Re-Certification Due Date
 D2-26-14 Y 02-2L-15
. " :
PO DEOD A

Driger

ALCOTEST® 7110 TEMPERATURE

(DRI

PROBE

CERTIFICATE OF ACCUJ

RACY

This is to certify that the Alcotest® 7110 Temperature Probe has by

with instrumeatation that is traceable {0 the National Institute of Stands:
‘The manufacturer recommends acturacy verification of the

within 12 months of the certificalion date below, ¢r sooner, according

Serlal Number Ten;p: Prabe Certification date:
Probe Valus

107

Draeger Safety Diagnostlcs, Inc.

sen tested for accuracy

rds and Technology (NIST).

o your State Specification,

gmperature Probe

For accurate temperature readirigs, the probs value on this certificate, noted below,
must be programmed into the Alcotest® 7119, .

Next Certification due:

00-0b-15

SY

Technical Service Department

b
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SState of Ner Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JOHN I. HOFFMAN
Governor DIVISION OF STATEPOLICE Acting Attorney General
PosT QFFICE BOX 7068
KiM GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R. FUENTES
Lt, Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 3/27/2014

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 14B127

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.1202 to 0.1219 grams per 100 milliliters of solution.

This lot of breath alcohol simulator sclution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C, 13:51-3.5) utilized by law enforcement agencies in this State,
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is February 14, 20186.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

“Ali M. ATaotie, PR.D.
Research Scientist
NISP Office of Forensic Sciences

i
Sworn to and subscribed before me this 28 dayof  AM\arcih , 2014,

C Nt L

Notary /
JOHN R LEAVER
1D # 2207138
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Explres Dec. 14, 2017

"An Internationally Aceredited Agency”

Wew Jersey Is An Equal Opportiotity Employer
FPrinted on Recyeled Paper and Recyclable




This is to certify that

Michelle Goncalves

has successfully completed the two day Draeger Safety
Diagnostics, Inc. Alcoho| Coordinator Training Course on

the New Jersey specific Alcotest® 7110 MKII-C and is
hereby certified as a qualified

Operator Trainer and
Maintenance Technician

Compiletion of this course qualfies this individual to train
and certify Operators in the proper use and operation as
well as perform Preventive Maintenance on the New Jersey
specific Aicotest® 7110 MK|I-C.

Date: March 14, 2012

i 6.

% Instructor: Hansyéfi Ryser

— ——
11 4

Urdger
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Calibration complies with ISO/IEC @

e 17025, ANSUNCSL 2540-1, and 9001

A Galbratn Cert. No.: 4000-5427014
Certificate Na, 1750.01

Traceable® Certificate of Callbration for Digital Thermometer

A
ql',’ ]

) 6

Manufactured for and distributed by: VWR Intemational, LLC, Radnot Corporate Center, Bidg 1, Ste 200, 100 Matsonford Road, Radnor, PA 19087
Instrument Identification:

Model: 61220-601 S/N: 130802271 Manufacturer: Control Company
Standards/Equipment:
Pescription Serial Number Due Date NIST Traceable Reference
Temperature Calibration Bath TC-179 AA45240
Thermistor Module . A17118 211314 100033207
Temperature Probe 128 2120114 6-B4829-30-1
Temperature Calibration Bath TC-231 A79341
Thermistor Module A1T118 213114 1000332071
Temparature Probe 3038 2120114 £-B482%-1-1
Temperature Calibration Bath TC-218 AT3332
Thermistor Module A2T129 1170913 1000327261
Temperature Probe 5202 11130114 15-B15PW-1-1
Temperature Calibration Bath TC-275 B16388
Digital Thermometer B16815 anan4 1000341967
PRT Temparature Prebe 02022 8/1415 B3812004
Certificate Information:
Technician: @8 Procedure; CAL-CS Cal Date: 10/08/13 Cal Due; 10/0815

Test Canditions: 24.0°C 37.0%RH {017 mBar

Calibration Data: (New Instrument)

Unit(s) Nominal | AsFound | InTol | Nominal Aslett | ‘nTol Min Max U TUR
C N.A. -0.001 0.000 Y 5,051 0.049 | 0.0M3 381
{5 NA 25.004 26.000 % 24,951 25051 | 0.023 2.2:1
C NA 50,003 50.001 Y | 49953 50053 | 0.014 3611
"C NA, 100,001 99.994 Y 99.951 100.051 | 0.018 2.8:4

This Instrument was calihrated using Instruments Traceable to National Institute of smndardi and Technology.

A Test Uncactainty Ratio of &t lasst 5:1 s maintainad unfess oltherwise stalsd and is caleuinted Laing the epanded measuremert uncartainty, Uncertainty evaluation inchudes the stnament under
teat and is calculsted in sccordence with the 150 "Guida to the Exprassion of Uncerteinty in Meesimerment” (GUM). The uncartainty rorosents an exprnded uncertainty using a coveraga facloc k=2
10 Approo £ 85% confik v, In tok coneitions am based on test results faling within specifiad Hmits with no reductivn by the unceriainty of the messuremant, The retults contained
Frectin: reriete only to the Rem calibraied. This corificate shall not be reproduced except o full, without writien spproval of Controy Company.

Nominal=Standans's Reading; As Left=instuments Fiaacing; in Tolxin Tolorance; MindMexsAzosptance Rangs; all=Exnanded Measuremant Uncertainty, TUR=Test Unoartalnty Retio;
Accuraty=tHMaMink2 Min = As Lk Neninal{Rounded) - Tolerancs;  Max u As Laft Nominai{Rounded) + Tolerance; nmwnom

- .

Kicol Rodriguez, Clusity Menager Asvon Kidice, Tachnical Manager

Maintaining Accuracy:

It our opinion once calibeatad your Digitel Thecmomatar should madetain i eccuracy, Thore is no el wey o determine hwlmlmﬂmwinbemﬁnm,wmmmonma
litle, i acry of all, but can be affected by pging, tempenxture, shack, end contamination,

Recafibration:
For factory callrstion and re-cedification iracesble to Nations] institute of Standards and Technology contact Control Gompany.

CONTROL. COMPANY 4455 RexRoad  Frandswood, TX 77546 USA
Phona 281 482-1714  Fax 281 482-9448  service@control3.com  www.control3.com

mmmusmmotrmmmmm (A?J.A)Mmmmonfu ory Accreditation, Cectificata Mo, 1750.01.
c«mmso 90012062 Quality Certified by (DNV) Dot Norska Veritas, Cerlificale Na, -msns-zoosm-nouam

Leborstory Accrediation Cooparstion {ILAC) - Multitsteral Recognition Arrmgmmd {MRA),

Pageloft Tenceablo® i3 2 registered trad k of Control Comany © 2009 Comirol Company
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" Chwris CHRISTIE State of New Jer. Sey JerrreY 8. Chsa
Governor OrrIcE 0F THE ATTORNEY GENERAL Attorney General
DepasMENT 0F Law anp Pusuc SareETy
Km Guapagrno Drvision oF CRMINAL JusTicE Steeren J. Tayror

Liewenant Governor Txm'rmanc;xﬂggsms Directar

TELEPHONE: (509) 984-6500

March 23, 2012

Col. Joseph R. Fuentes, Superintendent
Division of State Police

Division Headquarters

P.0. Box 7068

West Trenton, New Jersey 08628

Re:  Breath Test Cootﬂinamrllnstmctor, Certification -
Detective I Michelle L. Gongalves #6040

Dear Col. Fuentes:
Pursuant te the provisions of NJAC 13:512.1 {b) and (c), a5 adopted and promulgated

under the provisions of NJ.S.A. 39:4-50.3, 39:3-10.25 and 12:7-56, I hereby approve _Detecﬁve I
Michelle L. Goncalves #6040, as a duly certified Breath Test Coordinator/Instructor. This approval

is effective immediately,

. Jeffey S. Chiesa
Attorney General

c. Detective I Michelle L. Gonealves, Alcohol/Drug Test Unit, Division of State Police
DSFC Patrick Guilfoy, Unit Head, Alcohol/Drag Test Unit, Division of State Police

Hew lersey bt An Equal Opporiueity Ewmplover - Printed on Recyciad Peper and is Rocyclable
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CERTIFICATE ©F ACCURACY

i i i been examined
is Certificate of Accuracy verifies that the specified unit has tined
and fg;llunsd t; be in compliance Wji(ﬂl National Highway and Traffic Sﬂa:fic_tg’(st Administration
regulations for devices used to calivrate Evndentgal Breath Testers.
(FR. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

Model: ALCOTEST® CU34

O Model: MARK TIA
O Other:

Certification Date

[241-12

Tech

nician

Serial Number:

D5 3

Re-Certification Due Date

D14

/2L
"

Driger

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

Serial Number Temp. Probe

L ODUN P293)

Probe Valus

(Do

Q)

For accurate temperature readings, the probe valus on this
- must be programmiett into the Alcotest® 71

This is to cerfify thatlhe Alcotest® 7110 Temperature Probe has been tested for dcouracy
with instrumentation that is traceable to the National Institute of Standards and Technology (MIST).
The manufacturer recommends acouracy verification of the Ternperature Prope,

-within 12 mordhs of the certification date bejow, or soones, accord'gg 10 your Stete Specification,

rotiﬂcate. noted below,

Certification date; Next Certification Bue:

}-al- 1-R]-1%

L@

Draeger Safjty Diagnostics, inc, @
Technical S_',_ ice Depariment

PR DR @IO)

g




(FR. VoL, 59 No. 242 12/19/94 Notioes)
Drasgor Safety Disgaestics, Inc.

D

been examinood
MMhuhaﬁnumwwu& fiic Sifety Administration
reguiations mmmmwm

RACY

This Certificate of Accuracy verifies that the specified unit has peen examined
and found to be in compliance with National Highway and Traffic Safety Administration

regulations for devices used to calibrate Evidential Breath Testers,

_*{FR. Vol. 59 No. 249 12/19/94 Notices)
Draeger Safety Diagnostics, Inc,

VS

/6 Model: ALCOTEST® CU34 Sectal Numbor

O Model: MARK A ' erial Number:

O ot | DMK 53 -0003
Certification Date Technician Re-Certification Due Dﬁte

(51 Ve e,
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State of Nefir Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRI8 CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY Jomn J. HOFFMAN
Governor DIVISION OF STATE POLICE Acting Attorney General
POST OFFICE BoX 7068
KiM GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R. FUENTES
L1, Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohel concentration within, but
not exceeding, the range of 0.0469 to 0.0499 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYS]IS DATE: 10/25/2013
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 131126

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have 2 mean ethyl alcohol
concentration range of 0.0484 to 0.0489 grams per 100 milliliters of solution.

This lot of breath aleshol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (NJ.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this fot of breath alcohol simulator solution is September 13, 2015,

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated

instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

‘s [6’”""‘*—
Ali M. Alaouie, Ph.D.
Research Scientist
NISP Office of Forensic Sciences

T
Sworpsto and subscribed before me thlﬁﬂdl/ day of ﬁdm 2013.
Ol ANy T

Unds L Docants
L Mima-m“ l

Notary
"An Internationally. Accredited Agency"

New Jersey Is An Equal Opportunity Employer
Printed ot Recycled Paper and Recyelable




State of Nefir Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JOHN J. HOFFMAN
Governor DIVISION OF STATE POLICE Acting Attorney General
PosT OFFICE BOX 7068
KiM GUADAGNO WEST TRENTON, NI 08628-0068 COLONEL JOSEPH R. FUENTES
Lt. Governor (609) 882-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcoliol concentration within, but
not exceeding, the range of 0.09392 to 0.0997 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 10/31/2013
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 131121

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcahol
concentration range of 0.0959 to 0.0971 grams per 100 milliliters of solution.

This lot of breath aleohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C, 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is September 16, 2015.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. AH procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

S ™

Ali M. Alaouie, Ph.D,
Research Scientist
NISP Office of Forensic Sciences

Sworn to and subscribed before me this [$t_day of Dﬂ_ﬂ_[m 2013,

ML 8 - aaudz/

Notary !

WARY ELIZABETH MCLAUGHLIN
NOTARY PUBLIC OF NEW JERSEY
MY COMMISSION EXPIRES 12-24-2013

"An Internationally Accredited Agency”

NewJersey [y An Equal Opportmity Enployer
Prinsed on Recycled Paper and Recyclable




Btate of Netr Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY
Governor DIVISION OF STATE POLICE
POST Ormice Box 7068
KiM GUADAGNO WEST TRENTON, NJ 08628-0068
Lt. Governor (609) 882-2000
CERTIFICATION OF ANALYSIS

0.16 PERCENT BREATH ALCOHOL SIMULATOR

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTI

not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution.

MANUFACTURER: r Safety. Ine.

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 131122

Representative samples of the above-referenced Lot Number were tested by Gas Chromatograp
concentration range of 0,1212 to 0.1222 grams per 100 milliliters of solution,

‘This Iot of breath alcohol simulator solution may be utilized as a known tracesble standard for
pursuant to N.J.A.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13;51-3.5) utili
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is

As Research Scientist for the Division of State Police,  hereby certify and attest that the tests

Analysis were performed at the Office of Forensic Sciences of the Division of State Police on p
instruments and equipment. All procedures utilized are accurate, objective, and performed on a
of Forensic Sciences, in accordance with their professional duties and responsibilities.

" Ali M. Alaouie, Ph.D.
Research Scientist

NISP Office of Forensic Sciences

oy
Sworn to and subscribed before me thistl_day of o des, - , 2013,
o X Jorze

Notary

VAn Internationally Aceredited Agency™

New Jerzey Is Ax Equal Gpporttmity Emplayer
Pringed on Recyciod Paper and Recyciable

JOHN J. HOFFMAN
Acting Attorney General

CoLoNEL JOSEPH R. FUENTES
Superintendent

SOLUTION

N: Ethyl alcohol concentration within, but

ANALYSIS DATE: 10/23/2013

y and found to have a mean ethy] alcohol

purpose of conducting periodic tests,
by law enforcement agencies in this State,
S

results documented in this Certificate of
y functioning and calibrated
routine basis by personnel within the Office




