Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: : EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039

- Certification File No.: 00686 Cert. Date:  02/07/2022 Cert. No.; 00034
Linearity File No.: 00687 Lin. Date;  02/07/2022 Lin. No.: 00034
Solution File Na.: 00696 Soln. Date: 05/08/2022 Soln. No.: 00241
Sequential File No.: 00696 File Date:  05/08/2022
Calibrating Unit: WET Model No.: CU-34 Seriat No.: DDUK $3-0131
Control Solution %:  0.100% Expires:  07/06/2022
Solution Conirol Lot: 20320 Bottle No.: 0041
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 17:18D
Control 1 EC 0.099% 17:18D 34.0°C ##% TEST PASSED ##
Control 1 IR 0.099% 17:18D 34.0°C 4k TEST PASSED
Ambient Air Blank 0.000% 17:19D
Conirol 2 EC 0.099% 17:20D 34.0°C *# TEST PASSED ekt
Control 2 IR 0.098% 17:20D 34.0°C #4% TEST PASSED #ekk
Ambient Air Blank 0.000% 17:20D
Control 3 EC (.099% 17:21D 34.0°C *#4% TEST PASSED etk
Control 3 IR 0.098% 17:21D 34.0°C #k TEST PASSED ###
Ambient Air Blank 0.000% 17:22D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ,
Last Name: GRAHAM First Name: CPL MI: D

' ﬂ; Badge No.: 3406
Signacure: @NDE Date: 05/08/2022
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Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00685 Calib. Date: 02/07/2022 Calib. No.: 00039
Certification File No.: 00686 Cert. Date:  02/07/2022 Cert, No.: 00034
Linearity File No.: 00687 Lin. Date:  02/07/2022 Lin. No.: 00034
Solution File No.: 00695 Soln. Date: 05/08/2022 Soln. No.: 00240
Sequential File No.: 00695 File Date:  05/08/2022
Calibrating Unit; WET Model No.: CU-34 Serial No.: DDUK 83-0131
Control Solution %:  0.100% Expires:  07/06/2022
Solution Control Lot: 20320 Bottle No.: 0041
Function Result Time Temperature Comment(s)

) BHBAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 16:09D
Control 1 EC -——% 16:09D 34.0°C CTRL GAS SUPPLY
Control 1 IR - 16:09D 34.0°C CTRL GAS SUPPLY
Ambient Air Blank . - -
Control 2 EC - - N/A
Control 2 IR -7 —=immn N/A
Ambient Air Blank -~ e
Control 3 EC " S S N/A
Control 3 IR .- —-i--- N/A
Ambient Air Blank -.-—-% -

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: ..
Last Name: GRAHAM First Name: CPL MI: D

. Badge No.: 3406
Signawre: m\ﬁ:g‘“’k" Date: 05/08/2022
N




Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity Fiie No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

- Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

All tests within acceptable tolerance.

Alcotest 7110 MKIII-C

Calibrating Unit
New Standard Solution Report

EASTAMPTON TOWNSHIP

00685 Calib. Date:

00686 Cert. Date:

00687 Lin. Date:

00693 Soln. Date:

00693 File Date:

WET Model No.:

0.100%

20320
Result Time
%BBAC HH:MM
0.000% 20:37D
0.099% 20:38D
0.099% 20:38D
0.000% 20:39D
0.098% 20:39D
0.099% 20:39D
0.000% 20:40D
0.099% 20:41D
0.099% 20:41D
0.000% 20:41D

02/07/2022
02/07/2022
02/07/2022
04/09/2022
04/09/2022

CU-34

Temperature
Simulator (*C)

34.0°C
34.0°C

34.0°C -
34.0°C

34.0°C
34.0°C

Serial No.: ARNK-0038

Calib. No.: 00039
Cert, No.: 00034
Lin. No.: 00034
Soln, No.: 00239

Serial No.: DDUK $3-0131
Expires:  07/06/2022
Bottle No.: 1311

Comment(s)
or Error(s)

##% TEST PASSED
4% TEST PASSED s

4% TEST PASSED #4#+#
% TEST PASSED sk

##k TEST PASSED
##% TEST PASSED s

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

' Changed By:

Last Name: GRAHAM

Signature:

First Name:

H3uch

CPL

MI: D
Badge No.: 3406
Date: 04/09/2022



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00676 Calib. Date: 09/08/2021 Calib. No.: 00038
Certification File No.: 00677 Cert. Date:  09/08/2021 Cert. No.: 00033
Linearity File No.: 00678 Lin. Date:  09/08/2021 Lin. No.: 00033
Solution File No.: 00684 Soln. Date:  01/07/2022 Soln. No.: 00235
Sequential File No.: 00684 File Date:  01/07/2022
Calibrating Unit: WET Model No.: CUJ-34 Serial No.: DDUK $3-0130
Control Solution %:  0.100% Expires:  07/06/2022
Solution Control Lot: 20320 Bottle No.: 0732
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 02:278
Control 1 EC 0.100% 02:288 33.9°C #4k TEST PASSED ##+
Control 1 IR 0.101% 02:288 33.9°C #isk TEST PASSED #etk
Ambient Air Blank 0.000% 02:295
Control 2 EC 0.100% 02:298 33.9°C ##t TEST PASSED %%
Conirol 2 IR 0.102% 02:298 33.9°C ##% TEST PASSED
Ambient Air Blank 0.000% 02:305
Control 3 EC 0.100% 02:308 33.9°C #isk TEST PASSED #%#
Control 3 IR 0.102% 02:308 33.9°C *iok TEST PASSED #%%
Ambient Air Blank 0.000% 02:318

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHAM First Name: CPL MI: D
Badge No.: 3406
= L ,
Signature: C,(\)\ R \ Ao Date: 01/07/2022
‘ ey




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00676 Calib, Date: 09/08/2021 Calib. No.: 00038
Certification File No.: 00677 Cert. Date:  09/08/2021 Cert. No.: 00033
Linearity File No.: 00678 Lin. Date:  09/08/2021 Lin. No.: 00033
Solution File No.: 00682 Soln, Date: 12/08/2021 Soln. No.: 00234
Sequential File No.: 00682 File Date:  12/08/2021
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  07/06/2022
Solution Control Lot: 20320 Bottle No.: 0159
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:368
Controt 1 EC 0.100% 14:378 33.9°C #4% TEST PASSED el
Control 1 IR 0.100% 14:378 33.9°C w4k TEST PASSED #ekx
Ambient Air Blank 0.000% 14:388
Control 2 EC 0.100% 14:388 33.9°C #x% TEST PASSED it
Control 2 IR 0.101% 14:388 33.9°C #kk TEST PASSED s
Ambient Air Blank 0.000% 14:398
Control 3 EC 0.101% 14:408 33.9°C #4% TEST PASSED ###
Control 3 IR 0.102% 14:408 33.9°C *iot TEST PASSED %
Ambient Air Blank ) 0.000% 14:408

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

Z Ei S 3 Badge No.: 3406
Signature:  \2X \ EV\QQD Date: 12/08/2021




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.; ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00676 Calib. Date: 09/08/2021 Calib. No.: 00038
Certification File No.: 00677 Cert. Date: 09/08/2021 Cert. No.: 00033
Linearity File No.: 00678 Lin. Date:  09/08/2021 Lin. No.: 00033
Solution File No.: 00681 Soln. Date: 11/06/2021 Soln. No.: 00233
Sequential File No.: 00681 File Date:  11/06/2021

~ Calibrating Unit: WET Model No.: CU-34 Serial No.;: DDUK S$3-0130
Control Solution %:  0.100% Expires:  07/06/2022
Solution Control Lot: 20320 Bottie No.: 0078
Function Result Time Temperature Comment(s)

%BAC HH:MM Simulator (°C) or Error(s)

Ambient Air Blank 0.000% 19:388
Control 1 EC 0.100% 19:388 34.0°C ### TEST PASSED ek
Control 1 IR 0.100% 19:385 34.0°C #ik TEST PASSED
Ambient Air Blank 0.000% 19:398
Control 2 EC 0.100% 19:398 34.0°C F4ok TEST PASSED %
Control 2 IR 0.101% 19:398 34.0°C ##% TEST PASSED s
Ambient Air Blank 0.000% 19:408
Control 3 EC 0.100% 19:418 34.0°C ##% TEST PASSED %k
Control 3 IR 0.101% 19:418 34.0°C ## TEST PASSED ##%
Ambient Air Blank 0.000% 19:418

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHA First Name: CPL MI:D
' > E X300k Badge No.: 3406
i : \ Date: 11/06/2021
Signature: C/Q‘




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Seriat No.: ARNK-0038
Lacation: EASTAMPTON TOWNSHIP
Calibration File No.: 00676 Calib. Date: 09/08/2021 Calib. No.: 00038
Certification File No.: 00677 : Cert. Date:  09/08/2021 Cert. No.: 00033
Linearity File No.: 00678 Lin. Date:  09/08/2021 Lin. No.: 00033
Solution File No.: 00680 Soln. Date:  10/09/2021 Soln. No.: 00232
Sequential File No.: 00680 File Date:  10/09/2021
Calibrating Unit: ~ WET Model No.: CU-34 Serial No.: DDUK $3-0130
Control Solution %:  0.100% Expires:  07/06/2022
- Solution Control Lot: 20320 Bottle No.: 0217
Function Resuit Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:49D
Control 1 EC ) 0.100% 08:50D 34.0°C *44 TEST PASSED ##%
Control 1 IR 0.100% 08:50D 34.0°C #k# TEST PASSED i
Ambient Air Blank 0.000% 08:51D
Control 2 EC 0.100% 08:51D 34.0°C ##% TEST PASSED #:#k
Control 2 IR 0.101% 08:51D 34.0°C #&% TEST PASSED et
Ambient Air Blank 0.000% 08:52D
Control 3 EC 0.100% 08:52D 34.0°C w8 TEST PASSED #:##
Control 3 IR 0.101% 08:52D 34.0°C *4% TEST PASSED ek
Ambient Air Blank 0.000% 08:53D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

. Changed By:

Last Name: GRAHAM First Name: CPL MLD
SR =3de Badge No.: 3406
Signature: C.,{{) = Date: 10/09/2021
N o
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) - Simulator |
CERTIFICATE OF ACCURACY |

™ This Certificate of Accuracy verifies that the specified unit has been examined and
faund to be in compliarice with Naticnal Highway and Traffic Safaty Administration
e regulations for devices used to callbrate Evidential Breath Testers, -
- (F.R. Vol. 58 No. 248 1219/94 Notices)

Draeger, Inc.
. @& Model: ALCOTEST CU34 . .
O Model: MARK 1A -~ Seflal Number.
O X-Cal 2000 (Alcosim)
O Other: DOWES3—- 0200 N
Certification Date: Technician: Re-Certification Due Date:

B Drdger

A Simulator |
ﬂ CERTIFICATE OF ACCURACY
& This Certificate of Accuracy verifies that the specified unit has been examined and

found fo be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers. -
{F.R. Vol. 59 No. 249 12/19/94 Notices)
Dragger, Inc.

@ Model: ALCOTEST CU34

O Model: MARK lIA Serial Number.

O X-Cal 2000 (Alcosim) .

O Other. __ ( DOWFS3— 0212
Certification Date: Technician’ Re-Certification Due Date:

b7 2l O~ L-17-22. A
1;(@)»4()3»((@2<'_’(@_);n§@jn;(@j>((§)f))1@)»

-




Simulator

\TE OF ,

Q

This Certificate of Accuracy verifies that the specified unit has been examine
found to be irrsompiiance with National Highway and Traffic Safety Administgﬁgr{j
regulatipns for devices used to calibrate Evidential Breath Testers.
{F.R.-Vol. 59 No. 248 12/19/94 Notices)

Draeger, Inc,

(4 Model: ALCOTEST CU34 .

O Model: MARK 1IA Serial Number.

O X-Cal 2000 (Aleosim)

O Other: o DDUKS2- 0130

CertificationDate: Technician: Re-Certification Due Date:

722- 1] (YA 022272

T s s, e st e e e

g

Alcotest 7110 Ternperature Probe
FICATE OF ACC

This is to certify that the Alcotest 7110 Temperature Probe has been tested for accuracy with
with instrumentation that is traceable to the Nationa: Institute 47 Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the ceriification date below, or sooner, 2acording to your state’s specifications.

For accurate temperature readings, the probe value on this certificate, noted below, must
be programmed into the Alcotest 7110.

Serial Number Temp Probe: Certification Date:  Next Certification Due:

DOSEP2.-0Y3 07222 12222

Probe Value; |
. Draeger, Inc.




BECOPEC@IPC@
Urdger

Simulator :
CERTIFICATE OF ACCURACY‘

This Certificate of Accuracy verifies that the spegified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers, -
{F.R. Vol. 53 No. 242 12/19/94 Notices)
Draeger, inc.

@' Model: ALCOTEST CU34

O Model: MARK IIA Serial Number:
O X-Cal 2000 (Alcosim)
O Cther: ' DDWJI S3- D334 §

x
[P

LCON LGP ON ORI OPLOPECOPPCOPD

Drager

Alcotest 7110 Temperature Probe
CERTIFICATE OF ACCURACY

This is to certify.that the Alcotest 7110-Temperzture Probe has been tested for accuracy with
-with instrumentation that is traceable to the National Institute of Standards and Technology {NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months
of the certification date below, or sooner, according to your state’s specifications,

For acturate temperature readings, the proba.value on this cerificate, noted belgw, must
be programmed int¢ the Alcotest 7110,

©

Serial Number Temp Probe: Certification Date: ~ Next Cerfification Due::
@‘ DOAK P2~ 39 b-2]- 21 b-210-22_
\7 Probe Value: : , ‘
10b Draeger; Inc. m/}/ \

COPCOPCOPRLOP LGP A OPELOD (O

ottt — =
£ e




S Calibration complies with ISO/IEC
N sy 17025 ANSUNCSL Z540-1, and 9001 -

\‘

e
AN "“.\ | FUACScie D, 176t

Cert. No.: 4000-11349801
Traceable® Certificate of Calibration for Digital Thermometer

n >

Manufactured for and distibuted by : VWR Intemationat LLC Radnor Corporata C'enter. Bldg t,Ste 200, 100 Maisonfard
Road,RadnorPA, 15087

.

Instrument Identlfication:

Maodel: 61220-601, S/N: 200357847 . Manufacturer: Controf Company
Standards/Equipment:
“Qgsgjugign Tt Serial Number Q. I .ngﬂ NIST I[a' ceable Referencs
Thenmstor Modula A27128 04 Fab 2024 ' 1000451212
Temparature Cﬂlabratlon Bath A42238 7 _
Temperaturs Calibration Baih BO1375 )
Tempé'ra'tum Probs 5334 o7 21Feb2021 - €0220030
Temperalure Callbrallon Bath ) . B16388 ’ . )
Temperature Proba ) ' 5267 21 Fab 2021 C0220028
Temperature Calibration Bath BaAd44
Themistor Module ' B96381 16 4ul 2020 BO626028
Temperature Probs 5398 16 Jul 2020 BS605083
Themistor Maduls B96382 18 Aug 2020 BU528006
Tém?erah{m Probe . 8410 13 Sep 2020 BS801031

Certificate Information;

Technician: 420 Procedura: CAL-06 Cal Date: 15 Jun 2020 " CalDue Date: 15 Jun 2022
Test Conditions:  52.44%RH 23.48°C 10M8mBar

Calibration Data: (New Instrument)

Un[t(s)” Norminal Tﬂ:s“i':oun::l " InTot Nomimal As“l.a'f‘t- ’ ln“"l-'clm "7 Min ToMex U TUR
°C NAL N.A. 0.000 0,060 Y 0,05 005 0.6087 414
*C NLA, N.A, 25,001 25.001 Y 24951 ° 25.054 0.0087 &1
*C hLA, N.A, 50,002 50,000 Y 49.952 50.082 - 0.0087 >4
*C A, N.A. 100.001  100.002 Y 59.851 100,054 D.0087 404

This gertlficate indicates Traceability to standards provided hy (NIST) National Institute of Standards and Technology andior a Netional
Standards Laboratory,

A Test Uncartalnty Ratlo of of leagt 42 11a mainkained urbass ofhwiwise slated and s calcstated ueing tho 4 \nt { rky. t, ralnly evsiralon [neludes the Instrumen? under test ~.
andf Is caiculatnd ln accordance with the IS0 “Gukde 1o Uio Expiression of bincertainly n Measumemend ; {GUM).Tha Y Snly rep an mcerbhw Lsing B covesaga facior ke2 ko

5% favnl. In tolaranco sonditions bre basad on tet resuils 1afing within specified Errlts with no redueil 1 iy the ! nllha The resulls contalnasd hanely
relato only lo ma Ram caltbraled, This ceriificala shall nol ba mproduce,d axcapt bn fd, w:lhoul vitilten spproval of Contral Compatzy., '

Nominal=Slandard's Reading: A Loft=imtuments Rerding; In To=ln To!urance; MinfMaxeAccepiance Range; ¢ U—Ezpanded Measuremant Uneartalnty; TUR=Tsat Uncentainty Rati:
Acguraey=+(Max-ALRAN2; Min=As Laft Nominak{Reundad) ~ Toferance; Max= As Eaft Nominsi{Roundes) + Telere

il i Ml

Elms, Techrdea] Manager

Nota -

Maintaining Accuracy:

In o pphdon anca calfbrated your Bigital ‘Tt showd mal ¥ Thero Is no exact way la datanming haw long calibration will ha maiftained, DlgHe Themometar change fitla, i
oy atall, byl con ba offecied by aging, ¢ furs, shack, andmn‘.minadm

CONTROL COMPANY 12554 Galveston RD Sulte B230 Wehster TX USA 77598
Phone 281 48241714  Fax 281 482.9448 sales@controld.com  www.iraceablio.com

Canlre) Company ks an ISOJIEG 17026:2005 Cakaraton Lab dhed by (A2LA) Amarican Assoclation roanbnfatmyA:audllalIm Corliicata Ne. 1750.01.
Conval Compun IslSGGOEH?O‘lSQUﬂ(}‘G&Eﬁsd DMV GL, Certificals Mo, CERT-01805-2006-A HOU-ANAB
4 W - Nuildaterz] RecogniBon Arrangement {ILAC-MRAL

10f2 ' Traceabla® 15 5 registered iratfemark of Conlrol Company . © 2017 Conkl Gompany
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et Calibration complies with
JIBEMER plies with ISO/IEC
et recimrey 17025, ANSI/NCSL Z540-1, and 9001
Lok o A o155 ‘
ity . _ Cert. No.: 4000-11349801
Traceable® Certificate of Calibration for Digital Thermometer
Recalibration:
For tactary colralion and re-cartiication fraceable to Notlonat Instiuin of Standunds and Technology contact Contrel Compry,
Ibsue Bata : 15 Jun 2020 *

CONTROL COMPANY 12554 Galveston RD Sulte B230 Webstar TX USA 77598
Phone 281 48241714 Fax 281 482.8448 sales@controld.com  www.traceabla.com
Control Company 1§ an ISOAEC 17025:2005 Calibeation Laboratory Accrediied by {AZLA) Amatican

\] Asseclstion for
| Company Is IS0 §001:2018 Guatlly Cerilfied by DNV GL, Cartificata No, CERT-01805-2008-A0-HOU-ANAB.
Inkunations! Leboralory Accreditation Cooperation
2of2

{aboratory Accradiiation, Ceriificals No. 175001,
- Mettiataral Racogniion Arrangemant (ILAC-MRA).
Tmcosbie® it a repistarad radamark of Gonkol Company

£ 2017 Conlrel Cornpany
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Staté of Nefr Jermey
OFFICE OF THE ATTORNEY (GENERAL
PHILIP D. MURPHY DEPARTMENT OF LAW AND PUBLIC SATETY GURBIR 8. GREWAL
Gavarnar DIVISION OF STATE POLICE Altorney General
POST OFFICE BOX7058
SHB[_LA Y. OLIVER WEST TRENTON, NJ 08628-00568 PATRICK J, CALLAHAN
Jd, Governpr . (609) 882-2000 Colonz]
CERTIFICATION OF ANALYSIS

0.100 PERCENT BREA TH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIF!CATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but notexceeding, the range of 0.1174 to 0,1246 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Ine, - ANALYSIS DATE: 10/25/201
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19280

Repredentative sgmples of the above-referenced Lot Number were tested By Gas Chromatugraphy and found to have
-a mean ethy] aleohol concentration range of 0.1212 to 0.1223-grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as & known traceible standard for the purpose of
coaduecting periodic tests, pursuant togﬁ JAC. 13:51-4.3, of approved breath test instraments (N.J.AT, 13:51.3.5)
utilized by law enforcement agenties in this State, The manufacturer’s éxpiration date for this lot of breath alcahol
sithulator solution is October16, 2021.

As Assistant Chigf Forensic Scientist for tire Division of State Police, I hereby ccrnfy and attest that the tests.and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police bn properly fanctioning and calibrated instrumerits and equipment. All proceddres utilized are
accurate, dbjective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in-
accordance with their professional duties and responsibilities.

M\o‘.&.f\ /i &&\”\J—‘J') -
Michae! Kennedy

Assistant Chief Forensic Seientist
NJISP Office of Forensic Sciences

Ay Internationally Acgreditelf Agency”

Nw Jersey It dn Equal Opporiiity Employer
Prinsedon Rrepelad Paperwend Resyclabie

T




Sotute of Nefo Jersey

OFFICE OF THE ATTORNEY GENERAL

PUILe D MURPHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8, GREWAL
CGovgrtior DIVISION OF STATE POLICKE Atroraey General
POST ORFICE BOX 7068
SHEILA Y, QLIVER WEST TRENTON, NI 08628-0068 PATRICK F, CALLAHAN
Lt Governor {609) B82-2000 Colone!

CERTIFICATION OF ANALYSIS
0.040 PERCENT BREATH ALCOHOL SIMULAT OR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl aleohol
concentration within, but not exceeding, the range of 0.0469 to 0.0499 grams per 160 milliliters of solution.

MANUFACTURER: Draeger Safely, Inc. ANALYSIS DATE: 11/14/2019
BREATH ALCOi-lOL SIMULATOR SOLUTION LOT NUMBER: 19310

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
amean ethy] alcohol concentration range of 0.0485 to 0.0489 grams per {00 miililiters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.LA.C. 13:51-4.3, of approved breath test instraments (N.JA.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is Novembey 04, 2021, '

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment, All procedures utilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional duties and respensibilities.

et B oL /Q,W’L}J
Michael Kennedy

Assistant Chief Forensic Scientist
NISP Otfice of Forensic Sciences

Swam to and subsc *‘bcd})ﬁére me this !f)j day of /‘;,,/r?z-”.%f'ﬂ;?}\ tﬁ? AL, 2019,
NN

Notary /Y g
&L j \J( KAREN E. STAHL
. NOTARY PUBLIC OF NEW JERSEY
Comamisslon # 60110622
My Commlaslon Expires 8113202

i Internarionally Accredited Ageney™

Newderver by i Eqenal Cppusriensioe Erplover
Privead on ecvoled Paper il Socreladie




SState of Nefo Jersey |

OFFICE OF T ATTORNEY GENERAL

PHLy D, MURpHY DEPARTMENT OF LAW AND PUBLIC SAFETY GURBIR 8. GREWAL
{ioverar ' DAIVISION OF STATE POLICE Attoraey General
POST OFFCE Box 7068
SHEILAY, OLIVER WesT TRineron, NI 08628-0068 PATRICK J. CALLAHAN
Lt. Goyvernpr (609) 882-2000 Celonat

CERTIFICATION OF ANALYSIS
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUYION: Ethyl aleohol |
concentratlon within, but not exceeding, the range of 0.0939 to 0.0997 grams per 100 miililiters of solution.

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE; 11/26/2019
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 19320 e

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
amean ethyl alcohol concentration range of 0.0971 to 0.098S grams per 100 nilliliters of solution.

This lot of breath alcohol simulator solution may be utifized as a known traceable standard for the purpose of
conducting periedic tests, pursnant to N.JLA.C, 13:51-4.3, of approved breath test instruments (NJLAC. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is November 11. 2021,

As Assistant Chief Forensic Scientist for the Division of State Police, I hereby certify and attest tha the tests and
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division i
of State Police on propetly functioning and calibrated instruments and equipment. All procedures utilized are
accurate, objective, and performed on a routine basis by personnet within the Office of Forensic Sciences, in
accordance with their professional duties and responsibilities.

Aottt ) wmﬁ"-@,f
Michael Kennedy
Assistant Chief Forensic Scientist
WNISP-Office of Forensic Seiences
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State of Neto Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D, Mupity DEPARTMENT OF LAW ARD PURLIC SAFETY GURBIR 8. GrEWwWAL
Governor DIvISION OF STATE POLICE . Atrorney General
Past Oreler Box 7068
SHELA Y. OLIVER WEST TRENTON, N D5628-0068 PATRICK J. CALLAHAN
Lt Governor {609} 8822000 Catongl

CERTIFICATION OF ANALYSIS
0.160 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.1878 to 0.1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger, Inc, ANALYSIS DATE: 12/11/2019

BREATH ALCOHOL SIMULATOR SCLUTION LOT NUMBER: 19360

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean eihyl alcohol concentration range of 0.1936 to 0.1956 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
sonducting periodic tests, pursuant 1o NJLA.C, 13:51-4.3, of approved breath test instroments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration date for this fot of breath alcohol
simulator solution is December (2, 2071,

As Assistant Chief Forensic Scientist for the Division of State Police, T hereby ceriify and attest that the tests and -
results documented in this Certificate of Analysis were performed at the Office of Forensic Sciences of the Division
of State Police on properly functioning and calibrated instruments and equipment. Al procedures wzilized are
accurate, objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in
accordance with their professional. duties and responsibilities.

P O G -
Michael Kennedy
Assistant Chief Forensic Scientist
WNJISP Office of Forensic Sciences
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State of Nem Jersey

OFFICE OF THE ATTORNEY GENERAL

PHILIP D. MURPHY DEPARTMENT GOF LAW AND PUBLIC SAFETY

GURBIR'S: GREWAL

Governor DIVISION OF STATE POLICE Attorney Generak
- PosT OFFICE BOX 7068 ’
SHEILAY. OLIVER WEST TRENTON, NJ DB628-0063 PATRICE . CALLAHAN
Li. Govermor {6091 882-2000 Calonel
CERTIFICATION OF ANALYSIS

0.106 PERCENT BREATH ALCOHOL STMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL S!MUI.AT_OR SOLUTION: Ethyl alechol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per [0D milliliters of solution,

MANUFACTURER: Draeger, Inc. ANALYSIS PATE: 0772712020
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 20320

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
amean ethyl alechol conpentration range of 0.1211 to 01222 grams per 100 milfiliters of solution,

This lot of breath-alcohol siinulator solution m
conducting periodic tests, purSuant to NJ.A.C
utilized by law enforcement agerisies in thisS

ay be utilized 25’ a known fraceable stapdad for the purpose of
-13:51-4.3, of approved breath test instruments (N.LA.C. 13:51-3.5)
tate. The manufacturer’s expirafion date for this lot of bregth dlgohol

simmulator solttjon is July 06; 2022,

As Assistant Chief Forensic, Scichtist for the Division of State Po icg, 1 hereby certify-and attest that the tasts and
results documented in this Certificate of Analysis were pérforméd at the Office of Forensic Sciences of the Division
of State Police od properly functioning and calfbrated instruments and gduipment, Allprocedures utilized are
aceurate, objective, and performed on a routine basis by personuel within the Dffice of Fargnsic Sciehces, in

accordance with their professional duties and responsibilities.

%

tatmsd. s
Michael Kenngdy
Assistint Chief Porgnsic Seidatist
NISP-Office of Forepsic Scientes

efore me m‘is@_ day of 2020,
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