Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00540 Calib, Date: 10/20/2016 Calib, No.: 00027
Certification File No.: 00541 Cert. Date: 10/20/2016 Cert. No.: 00023
Linearity File No.: 00542 Lin. Date:  10/20/2016 Lin. No.: 00023
Solution File No.: 00554 Soln. Date: 01/20/2017 Soln. No.: 00175
Sequential File No.: 00554 File Date:  01/20/2017
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0130
Control Solution %:  0.100% Expires:  06/07/2018
Solution Control Lot: 16140 Bottle No.: 0896
Function Result Time Temperature Commenit(s)
GBAC HH:MM  Simulator (°C} or Error(s)
Ambient Air Blank 0.000% 08:198
Control 1 EC 0.100% 08:208 34.0°C #%4 TEST PASSED %%
Control 1 IR 0.100% 08:208 34,0°C *#4 TEST PASSED %%
Ambient Air Blank 0.000% 08:208
Control 2 EC 0.100% 08:218 34.0°C %% TEST PASSED ##%
Control 2 IR 0.099% 08:2158 34.0°C #k TEST PASSED ##%
Ambient Air Blank 0.000% 08.225
Control 3 EC 0.100% 08:225 34.0°C #5Fk TEST PASSED ###
Control 3 IR 0.100% 08:228 34.0°C *##+ TEST PASSED 4%
Ambient Air Blank 0.000% 08:238

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP} Chief Forensic Scientist,

Changed By:
Last Name: SHEPARD First Name: DENNIS ML E

. Badge No.: 3403
Signature: U ~—' \—&Q G{?\ Date: 01/20/2017

AN




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00540 Calib. Date: 10/20/2016 Calib. No.: 00027
Certification File No.: 00541 Cert. Date: 10/20/2016 Cert. No.: 00023
Linearity File No.: 00542 Lin. Date:  10/20/2016 Lin. No.: 00023
Solution File No.: 00550 Soln. Date; 12/21/2016 Soln. No.: 00174
Sequential File No.: 00550 File Date:  12/21/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% ' Expires:  06/07/2018
Solution Control Lot: 16140 Bottle No.: 0897
Function Result Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 02:488
Control 1 EC 0.101% 02:488 34.0°C #4k TEST PASSED
Control 1 IR 0.101% 02:488 34.0°C ##% TEST PASSED sk
Ambient Air Blank 0.000% 02:498
Control 2 EC 0.101% 02:508 34.0°C ##% TEST PASSED *#%
Control 2 IR 0.100% 02:508 34.0°C ##% TEST PASSED #:##
Ambient Air Blank 0.000% 02:508
Control 3 EC 0.101% 02:51S 34.0°C #4% TEST PASSED ##%
Control 3 IR 0.100% 02:518 34.0°C #5# TEST PASSED %
Ambient Air Blank (.000% 02:528

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

- Badge No.: 3403
Signature: C . —— 2 Date: 12/21/2016




Calibrating Unit
New Standard Solution Report

Equipment Alecotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00540 Calib, Date: 10/20/2016 Calib. No.: 00027
Certification File No.: 00541 Cert. Date:  10/20/2016 Cert. No.: 00023
Linearity File No.: 00542 Lin. Date:  10/20/2016 Lin. No.: 00023
Solution File No.: 00547 Soln. Date: 11/21/2016 Soln. No.: 00173
Sequential File No.: 00547 File Date:  11/21/2016
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0130
Control Solution %:  0.100% Expires:  06/07/2018
Solution Control Lot: 16140 Bottle No.: 0921
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 21:138
Control 1 EC 0.101% 21:138 34.0°C #ick TEST PASSED ekt
Control 1 IR 0.101% 21:138 34.0°C #xk TEST PASSED %%
Ambient Air Blank 0.000% 21:148
Control 2 EC 0.101% 21:158 34.0°C wkk TEST PASSED ek
Control 2 IR 0.100% 21:158 34.0°C #+% TEST PASSED %%
Ambient Air Blank 0.000% 21:158
Control 3 EC 0.101% 21:168 34.0°C #5% TEST PASSED ekt
Control 3 IR 0.099% 21:168 34.0°C ¥ TEST PASSED ###
Ambient Air Blank 0.000% 21:178

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SHEPARD First Name: DENNIS MI: E

Badge No.: 3403

Signature; w Q M vt Date: 11/21/2016
N AN




Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Alcotest 7110 MKIII-C

Calibrating Unit
New Standard Solution Report

EASTAMPTON TOWNSHIP

00540 Calib. Date:

00541 Cert. Date:

00542 Lin. Date:

00546 Soln, Date:

00546 File Date:

WET Model No.:

0.100%

16140
Result Time
%BAC HH:MM
0.000% 19:398
- -0 19:398
-G 19:398
A T
I e
-
cmBh e
e el
S S
2 .

Test results are not within acceptable range.

10/20/2016
10/20/2016
10/20/2016
11/21/2016
11/21/2016

CU-34

Temperature
Simulator (°C)

22.7°C
22.7°C

N/A
N/A

N/A
N/A

Serial No.: ARNK-0038

Calib. No.: 00027

Cert, No.: 00023

Lin. No.: 00023

Soln. No.: 00172

Serial No.: DDUK $3-0130
Expires:  06/07/2018

Bottle No.: 0893

Comment(s)
or Error(s)

SIMULATOR TEMP. ERROR
SIMULATOR TEMP. ERROR

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SHEPARD

First Name:

DENNIS

= B R

7

Signature; SR /
O

~_

Mi: E
Badge No.: 3403
Date: 11/21/2016















Urdger

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

@/Model: ALCOTEST® CU34 -
(O Model: MARK ITA erial Number;

(O Other: "l\:)bu K’S% N @! 3 @

Certification Date Technician Re-Certification Due Date

0114 7 [0 /F 1T

ORONEO)
&0
Urdger
ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

This is 10 certify that the Alcotest® 7110 Ternperature Probe has been tested for accuracy
with instrumentation that is traceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe

within 12 months of the certification date below, or soaner, according to your State Specification.
For accurate temperature readings, the probe value on this cégificate, noted below,
must be programmed into the Alcotest® 7110, * '«

Serial Number Temp. Probe Certification date: Next Certification due:
DINSFP? - 434 1074~ 1, L0117

Probe Value

/0 g Draeger Safety Diagnostics, Inc.
s, Technica! Service Depariment
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Alcotest® 7110 MKIII-G
CERTIFICATE OF ACCURACY

Thrs Is 1o certify that the Alcolest 7110 MKHI-C hes besn tested for accuracy aga: found to be in compliance

XTI

©

with the National Highway Traffic Safety Administration Standard for evidential breath testing devices, .
The Alcotest MKIHI-C is compiiant as a "moblie” and “ronmobils® £8T with 49 FR 488 49 FR 48864 and 58 FR 48705,
The manufacturer recommends aceuracy verification of this instrument within 12 months
of the cafibration date below, or sooner, according to your State Specifications.

Certification Date: RIAL NUMBER: .
f&fyb i\)\ar-ow

AN
Draeger Safety Dlagnostics, Inc. K)C -

X

»r¢
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State of Noto Jersey

OFPICE OF THE ATTORNEY GENERAL '

CHRIS CHRISTIE DEPARTMENT OFf LAW AND PUBLIC SAFGTY

Governor DIvISION OF STATE POLICE
Iost OFeicE Box 7068
KM GUADAGNO WEST TRENTON, NJ 08628-0058
L1, Governor (609) 8822000

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR |

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTI(
not exceeding, the range of0.1174 to 0.1246 grams per 106 millifiters of solution,

MANUFACTURER: Draeger Safety, Inc.
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 16140

ANALYSIS DATE: 06/

Representative samples of the above-referenced Lot Number were tested by Gas Chromatograph
concentration range of 0.1200 to 0.1212 grams per 100 milliliters of sofution,

This lot of breath aicohol simulator solution may be utilized as a known iraceable standard for t
pursuant to N.JLA.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utjlized
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is J une 07, 20

As Research Scientist for the Division of State Police, T hereby certify and attest that the tests and
Analysis were performed at the Office of Forensic Sciences of lhe Division of State Police on prd
instruments and equipment. All procedures utilized are accurate, objective, and performed onar
of Forensic Sciences, in accordance with their professional duties and responsibilities,
,Z: L7 S

CHRISTOPHER 8. PORRIND
Actling Attorney General

COLONEL JOSEPH R, FUENTES
Siperintendent

SOLUTION

3N: Ethyl alcohol concentration within, but

27/2016

y and found to have a mean ethy! alcohol

 purpose of conducting periodic tests,
by law enforcement agencies in this State.
18.

results documented in this Certificate of
perly functioning and calibrated
putine basis by personnel within the Office

/2
ey
. /':/t v .-*'/,//;f;(»['(fz
LATTM, Kinowie, PhD.
Research Scientist

NISP Office of Forensic Sciences

. 2016,

R L e T
Swaorn ta and subscribed before me this' A" day of "1 iy
* t

NP {,, il L ’\ e ¥ }}
xRt & W ena :’J_)/---{:Li.‘,/

MARY ELIZABETH MCLAUGHLIN
D # 2052190
NOTARY PUBLIC

STATE OF NEW JERSE
My Commlssion Expiras Dec.ty

YAn tnternotionally Aceredited Agency”

Nowe Jeescy Is Ar Eoqual Sppertunte Enmplayer
Frinted on Recyeld Paper ami Reglable
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@ @ Calibration complies with ISO/IEC

ey 17025, ANSI/NCSL Z540-1, and 9001

/’lhlln\“ ’ ggilijf;;acl;gigNn 1‘75[} o1 Cert. ND.: 4000'7019767
. Traceable® Ceriificate of Calibration for Digital Thermometer

\\\“ i

%23?@@@

%

s,

Manufactured for and distributed by: VWR Infemational, LL.C, Radnor Corporate Center, Bldg 1, Ste 200, 100 Matsunford Road, Radnor, PA 19087
instrument ldenfification:

Model: 51220-801 S/N: 150849877 Manufacturer, Control Company
Standards/Equipment: _
Descriction Serial Number Due Date NIST Traceable Referance
Temperatire Calibrafion Bath TC-256 B01375 ] E
Tempersature Probe 128 4702116 *15-A0P25-40-1
Thermistor Module A17118 3/03/186 1000371058
Temperature Calibration Bath TG-178 AA4B240
Thermistor Module Af7118 3/03/18 1000371058
Temperature Probe 3039 4102116 15—-ADP25-20-1
Temperature Calibration Bath TC-231 A79341 :
Thermistor Module . AZ7129 11/04/15 1000365407
Tamperature Probe 5202 11/18/16 8-CveY2-1-1
Temperature Calibration Bath TC-308 B3A444
Thermistor Module ' A27128 1110415 100D3B5407
Temperature Probe 5267 111916 6-GVEYD-1-1
Cerfificate Information:
Techniclan: 68 Procedure: CAL-06 Cal Date: 8/31/15 Due Date: 8/31/17

Test Conditions: 23.0°C 47.0 %RH 1017 mBar

Calibrafion Data: (New Instrument)

~ Unit(s) Nominal As Found in Tol Neminal As Left in Tol Min Max U TUR
°c N.A. 0.001 0.000 Y -0.048 0.051 0.013 3.8
*C N.A. 25.000 25.001 Y 24,950 25.080 0.014 2.6:1
°C N.A. 50,004 50.000 Y 48,954 50.054 0.014 3.6:1
C N.A. . 100.002 99.859- Y 99.852 j00.052 | 0.014 3.6:1

This Instrument was calibrated using instruments Traceabie to Nafional Institute of Standards and Technology.
A'Test Uncertainty Rabo of at [east 4:1 is maintalned uniess otherwise staled and i$ calculated using the expanded measursmenl uncerainty. Uncerainty evaluation includes the irstrument under
test and Is ealefaled in accordance wilh the 'S0 "Guide 1o the Expression of Uncertainty in Measurement" (SUM), The uncertainty represents an expanded uncertainty using.a coverage facter k=2

ic approximale a 85% canfidence level. In tolerance conditinns are based en lest results falling within specified limils with no reduetion by the uncertainty of the measurement. ‘The results contained
herein relate only to the ilem calibrated, This cetificate shall nol be reproduced except in full, without written approvat of Contro} Company.

Neminal=Standard's Reading; ‘As Lef=Instument's Reading; in Tol=in Tolerance; Min/Max=Aczeplance Range; +UrExpanded Mersuremant Llnnertamly TUR=Tes\ Unuer:amty Ratie;
Aw.:racy-.t{Max-MmJn'z Min = As Left Neminal[Rounded) - Tolerance;  Max = As Lefl NominaliRounded) + Tolerdnes; Dala=MMWDDIYY

A

Nicol Re‘driguaz. Quality Manaper . Aaran judiee, Technleal Manager

-

Maintaining Accuracy:

In our 'upinion onee callbraled your Dighal Thermemeter sheuld maintain its aceurasy, There is no exacl way 1o determine how long calibration will be maintained. Rightal-Tharmomelers change
IEile, 1 any at all, but can be affecled by aging, femperature, shotk, and cantamination,

Recalibration:
For faclary calibration and re-cerfificalion traceable to National Instilute of Standards and Technolopy conlact Control Company,

CONTROL COMPANY 4455 RexRoad Friendswood, TX 77546 USA )
Phone 281 482~1714  Fax 281 482-9448 service@conirold.com www.control3.com

Control Company Is an IS0 17025:2005 Galloration Laboralory Accredited by (A2LA) American Assotialicn fior Laboralory Accreditation, Cerfificale No, 1750.01.
Cantrol Company Is 150 9004:2008 Quallty Certified by {DNV) Del Norske Veritas, Cerifficatle No. CERT-01 Bﬂa—ZDDE—AQ-HDU-RvA
International Laboratery Acoreditation Ceaperalion {LAG) - Muitiiatersl Recognilion Armngement (MRA),

Page J of1 Traceeble® is a reginered tademark of Comrol Company £ 2008 Control Coropany
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CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified vnit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
% . (FR. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

S

/&Aodel: ALCOTEST®CU34 _
O Model: MARK TIA

(O Other: ‘ BD H E—" Ooa&

Serial Number:

Certification Date Technician Re-Certification Due Date
940 P 5717

®
e o N @

® . ¢
B ee ﬂ
| L rager

i CERTIFICATE ©OF ACCURACY E
This Certificate of Accuracy verifies that the specified unit has been e_kamined |
and found to be in compliance with National Highway and Traffic Safety Administration 1

: regulations for devices used to calibrate Evidential Bréath Testers. '

¢ (F.R. Vol. 59 No, 249 12/19/94 Notices) ¥

Draeger Safety Diagnostics, Inc.

®/ Model: ALCOTEST® CU34
(O Modsl: MARK IIA

O Other: _ DDXDSB ” O/gg

- Serial Number:

Certification Date Technician Re-Certification Due Date
/07 30- (5 A /0~20-)
o= e .

= LI AT T AR N B A e N . . ot s e sy 4



‘ This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Bvidentia] Breath Testers.
(F.R. Vol. 59 No, 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

%odd: ALCOTEST® CU34 ‘
() Model: MARK TIA Serial Number:

(O Other: ) (DDXDSS"’O/Q/

Certification Date Technician Re-Certification Due Date

(0~ B0- (5 T [/O~-B0-/p ﬂ

_ ‘f"__u
rager
ALCOTEST® 7110 TEMPERATU RE PROBE

B CERTIFICATE OF ACCURACY

This is to certify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
ute of Standards and Technology (NIST}.

with instrumentation that is traceable to the National Instit
The manufacturer recommends accuacy verification of the Temperafure Probe.
within 42 months of the certification date below, or Sooner, according to your State Specification.
Eor accurate temperature readings, the probe value on this ceriificate, noted below,

must be programmed-into the Alcotesi® 7110.

Serial Number Temp. Probe Cenification date: Next Certification due:

TOXKPR-ZTR st XK (7

Probe Value

J D% Draeger Safety Diagnostics, inc.
. Technical Service Department




Stute of Moo Jersey

OFFICEOF THR ATTORNEY GENERAL

Crris CurisT: DEPARTMENT OF LAW AND PUBLIC SAFETY JON J. HOFFM AN
Gorernor DIVISION OF STATE POLICE Asting Attorney General
POST OFFICE 130X 7063
K GUADAGND WesT TRENTON, NJ 086280068 CoLoNEL JOSEMH R, FUENTES
L, Governor {609) BE2-2000 Superintendent

_ CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Bthyl alcoho) concentration wi thin, but
not exceeding, the range of 0.1174 ta 0,1246 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Iuc, ANALYSIS DATE: 12/18/2014
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER; 141134

Representative samples of the above-referenced Lot Number were tested by Gas Chromatopraphy and found to have a mean ethyi alcolol
concentration range of 0.12035 to 0.1218 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of condueting periodic tests,
pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (NL.LA.C, 13:51-3.5) utilized by law enforcement agencies in tiis State,
‘The manufacturer’s expiration date for this lot of breath alcohol simulator solution is December 04, 2016,

As Research Sclentist for the Division of State Police, [ hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly finctioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accmdauce with their professional duties and rQSponsLbllittes

_f /7

"/ //r N
- f’Al:M Alaome Ph D.
Research Scientist
NISP Office of Forensic Sciences

; 1
/x.—C’L:"" '}‘
iy o pa am, o h
Swom to and subscriped bef'ore me this / / day of _ELELLEAEr2h 2014,
& A
{ s wz: e ;L AR V’ U ”) ,;,»\__E:"'
Noiary

LINDA L DESANTIS
ID # 2228599
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commilssion Explres August 17, 2019 :

"An Internationally Aceredited Agency!

Aewdersey o An Fyunl Opporfindne Puployer
Frinind on Beryelod Paper and Recyciable
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Stute oi Nefir Perzey
OFPICE OF THE ATTORNEY GENERAL : .
CHRIS CHRISTIE ot DEPARTMENT OF LAW AND PUBLIC SAFETY JOHN J. HOPRvAN

Govertior DIvISION OF STATE POLICE deling Aitorngy Caneral
PosT OFFICE BOX 7068 . v
Kiv GUADAGRO _WrsT TRENTOR, ] 08628-0068 CoLongs JosEry R. FUENTES
LI, Governor {60%) BR2- 2000 Superinlendert

CERTIFICATION OF ANALYSIES
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS r OR BREATH ALCOHOL SIMULATOR SOLUTIORN: Ethyl alcohol concentration within, but
not exceeding, the range of 0.0460 to 00495 grams per 100 milliliters of solution,

MANUEACTURER: Drasper Safotv, Ine, ANALYSIS DATE: 8/10/2D15

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 15H141

Representatl ve samples of the above-referanced Lot Number were tested by Gas Chromatography and found to have 2 mean ethyl aleohol
«coneentration range of §.0478 to 0.0487 grams per 100 millititers of solution,

This lot of breath aleohol simulator solution may be utitized as a known traceable standard for the purpose of eonducting periodic tests,
pursuant to N.LA.C, 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcemeut agencies in this State,
The manufacturer's expiration date for this lot of breath alcohol simutator solution is Angust 11, 2017.

As Research Scientist for the Division of State Police, 1 hereby certify and attest that the tests and results documented in this Certificate of
Analysis were perfonned at the Office of Forensic Sciences of the Division of State Police on propcrly functioning and calibrated
instruments and cqu:pment All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilitics.

All M. Alaouie, PLD, s
Research Scientist _
NISP Office of Forensic Sciences

Sworn to and subscnbad before me thls ] l‘”‘day ofﬂ&,{ﬁ’%@:;y\ b_@/\_, 2015,

o £ Yic é«'c LLP \Q,/\)

Nota
° %AH\;ELIZABEW MCLAUGHLIN
D # 2052150
STATE OF N o
Wy Gommlssion Explras Dee. 2:{ 2018

“4n Internatianglly Aceredited Agency”

N Jersey Is An Equpl Opporianin Employer
Priniad on Kevavted Foper oad Aplable




State of Mear Jerzey

OFFICE OF THE ATTORNEY GENERAL

CHRIs CHRISTIE . "DEPARTMENT OF LAW AND PUBLIC SAFETY JOHN 1. HOFFMAN
Gavernar DIVISION OF STATE POLICE Aeling Altoragy General
. - POST OFFICE BOX 7068 . B
Kiv GUADAGNO WEST TRENTON, NI 08628-0068 CoLoNEL JOSERH R. FUENTES
Lt Governar {609) BR2-2000 Superintendent
" CERTIFICATION OF ANALYSIS

0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECITICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl aleohel concéntration within, but
not exceeding, the range of 0.0939 to 0.0997 grams per 100 milliliters of solution,

MANUFACTURER: Dracger Safetv. Ine, ANALYSIS DATE: §/17/2015

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 15H142

Representative sarnples of the ahovc»referenced Lot Number were tested by Gas Chromatography and found to havc a mean ethyl alcohol
concentration range of 00859 to 0.0067 grams per 100 militliters of solution,

This Jot of breath alcohol simutator solution may be utilized a5 a known traceabic standard for the purpose of conducting periodic tests,
pursuznt fo NJ.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufecturer’s expiration date for this lot of breath alcohol simulator solution is Angnst 13, 2017,

As Research Scientist for the Division of State Police, 1 hereby certify and attest that the fests and resnlts documented in this Certificate of
Analysis wers performed at the Office of Forensic Sciences of the Division of State Police on properly finctioning and calibrated
instruments and equiproent. All procedures utilized are accurate, objective, and performed on a routing basis by personnel within the Office
of Forensic Seiences, in accordance with their professional duties and rcsponsijﬁjzs. '

/ y /"‘
/’fl ’/’m / "//f "
LAGM, Aladuie, Ph.D.

Research Scientist
NISP Office of Forensic Seiences

Swaorn to and subscnbed befbrc me this { 4 f‘ +h day of_Jf Fay (2(/1 di \/1“_ 3, 2015,

v &LV Ao Y NIV,

N
oWARY EL;ZABETH mcLAucaHLm
1D & 2052190
NOTARY PUBLIC
STATE OF NEW JERSEY
My Commission Expires Dac. 24, 2018
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CERTIFICATION OF ANALYSIES

0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Eihyl aleohol concentration within, but
not exceeding, the range of 0.1878 to 0,1994 grams per 100 milliliters of solution.

MANUFACTURER: Draeger Safety, Inc, ANALYSIS DATE: 8/17/20815

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 15H144

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl aleohol
concentration range of 0.1936 to 0.1952 grams per 100 milliliters of solution.

This lot of breath alcobol simulator solution may be utilized a3 a known traceabje standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C, 13:51-4.3, of approved breath test instraments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is August 19, 2017,

As Research Scientist for the Division of State Police, T hereby cestify and attest that the tests and resutis documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly funclioning and calibrated
instruments and equipment. All procedures utilized are accuorate, objective, and pecformed on a routine basis by personnel within the Office
of Farensic Sciences, in accordance with their professional dufies and responsibilities,
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éﬂi M. Alaouie, Ph.D.
-Research Scientist
NISP Office of Forensic Sciences

Sworn to and subscribed before me this 18 day of ngo-i-cm‘o-c o, 2015,
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