Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00359 Calib, Date: 11/15/2012 Calib. No.: 00017
Certification File No.: 00360 Cert. Date:  11/15/2012 Cert. No.: 00014
Linearity File No.: 00361 Lin. Date:  11/15/2012 Lin. No.: 00014
Solution File No.: 00376 Soln. Date: 04/09/2013 Soln. No.: 00118
Sequential File No.: 00376 File Date:  04/09/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S$3-0131
Control Solution %:  0.100% Expires:  01/05/2014
Solution Control Lot:  12A097 Bottle No.: 0275
Function Result Time Temperature Comment(s)

T %BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:52D
Control 1 EC 0.101% 08:52D 34.0°C ##k TEST PASSED %
Control 1 IR 0.101% 08:52D 34.0°C F+% TEST PASSED #%
Ambient Air Blank 0.000% 08:53D
Control 2 EC 0.099% 08:54D 34.0°C #dk TEST PASSED #okx
Control 2 IR 0.100% 08:54D 34.0°C #r4 TEST PASSED ek
Ambient Air Blank 0.000% 08:55D
Control 3 EC 0.098% 08:55D 34.0°C *k TEST PASSED e
Control 3 IR 0.100% 08:55D 34,0°C #%% THST PASSED #kk
Ambient Air Blank 0.000% 08:56D

All tests within acceptable tolerance.

On this date, I instailed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SHEPARD First : DENNIS MI: E
—~, (—) Badge No.: 3412
Signature; | . —_ N Pz Date: 04/09/2013

Y




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00359 Calib. Date: 11/15/2012 Calib. No.: 00017
Certification File No.: 00360 Cert. Date:  11/15/2012 Cert. No.: 00014
Linearity File No.: 00361 Lin. Date: 11/15/2012 Lin. No.: 00014
Solution File No.: 00373 Soin, Date: 03/12/2013 Soln. No.: 00117
Sequential File No.: 00373 File Date:  03/12/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.; DDUK $3-0131
Control Solution %:  0.100% Expires:  01/05/2014
Solution Control Lot: 12A097 Bottle No.: 0261
Function Result Time Temperature Comment{s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:018
Control 1 EC 0.100% 20:028 34.0°C ¥k TEST PASSED #ekk
Control 11R 0.100% 20:028 34.0°C #ik THST PASSED ek
Ambient Air Blank 0.000% 20:038
Control 2 EC 0.098% 20:038 34.0°C *k TEST PASSED ok
Control 2 IR 0.099% 20:038 34.0°C #%x TEST PASSED #sk
Ambient Air Blank 0.000% 20:048
Control 3 EC 0.098% 20:0558 34.0°C ik TEST PASSED #iek
Control 3 IR 0.099% 20:058 34.0°C ##k TEST PASSED #s##
Ambient Air Blank 0.000% 20:068

All tests within acceptable tolerance.

On this date, [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MUSSER First Name: MICHAEL MI: D

Badge No.: 3409
Signature: ﬁ/l 7 ‘V/ J> 7”"4’—’ S (fd Date: 03/12/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00359 Calib. Date: 11/15/2012 Calib. No.: 00017
Certification File No.: 00360 Cert. Date:  11/15/2012 Cert. No.: 00014
Linearity File No.: 00361 Lin. Date:  11/15/2012 Lin. No.: 00014
Solution File No.: 00370 Soln. Date: 02/13/2013 Soln. No.: 00116
Sequential File No,: 00370 File Date:  02/13/2013
Calibrating Unit; WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Solution %:  0.100% Expires:  01/05/2014
Solution Control Lot:  12A097 Bottle No.: 0273
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 05:453
Control 1 EC 0.102% 05:468 34.0°C dk TEST PASSED *#3%
Control 1 IR 0.100% 05:468 34.0°C #¥% TEST PASSED %%k
Ambient Air Blank 0.000% 05:478
Control 2 EC 0.099% 05:48S 34.0°C #ii TEST PASSED *##
Control 2 IR 0.100% 05:488 34.0°C wioi TEST PASSED sk
Ambient Air Blank 0.000% 05:488
Control 3 EC 0.099% 05:498 34.0°C #kk TEST PASSED %
Control 3 IR 0.099% 05:495 34.0°C #kk TEST PASSED k%
Ambient Air Blank 0.000% 05:508

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MUSSER First Name: MICHAEL MI: D

) MC/ : Badge No.: 3409
Signature: m’ Al A Date: 02/13/2013
/ / <




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIH-C Serial No.: ARNK.0038
~ocation: EASTAMPTON TOWNSHIP
Calibration File No,: 00359 Calib. Date: 11/15/2012 Calib. No.: 00017
Zertification File No.: 00360 Cert. Date:  11/15/2012 Cert. No.: 00014
-inearity File No.: 00361 Lin. Date:  11/15/2012 Lin. No.: 00014
solution File No.: 00368 Soln. Date:  01/15/2013 Soln. No.: 00115
sequential File No.: 00368 File Date:  01/15/2013
-alibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S3-0131
-ontrol Solution %:  0.1009% Expires:  01/05/2014
olution Control Lot;  12A097 Bottle No.: (0260
unction Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error(s)
. simbient Air Blank 0.000% 18:37S
+lontrol 1 EC 0.098% 18:388 34.0°C #4:k TEST PASSED %%
i onirol 1 IR 0.098% 18:385 34.0°C ##% TEST PASSED #+%
. .mbient Air Blank 0.000% 18:38S
1 ontrol 2 EC 0.097% 18:398 34.0°C #4% TEST PASSED sk
i ontrol 2 IR 0.098% 18:398 34.0°C ik TEST PASSED
. mbient Air Blank 0.000% 18:408
{ ontrol 3 EC 0.097% 18:418 34.0°C ##4% TEST PASSED ook
{ ontrol 3 IR 0.098% 18:418 34.0°C *#44% TEST PASSED s
¢ mbient Air Blank (.000% 18:418

* Il tests within acceptable tolerance.

On this date, | installed the above indicated "NEW SOLUTION" in acordance with
A leotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

(. hanged By:

L. st Name: MUSSER First Name: MICHAEL MI: D
:-7 > Badge No.; 3409
& maturey i 4 T Date: 01/15/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: (0359 Calib. Date: 11/15/2012 Calib. No.: 00017
Certification File No.: 00360 Cert. Date:  11/15/2012 Cert. No.: 00014
Linearity File No.: 00361 Lin, Date: 11/15/2012 Lin. No.: 00014
Solution File No.: 00366 Soln, Date:  12/19/2012 Soln. No.: (0114
Sequential File No.: 00366 File Date:  12/19/2012
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK §3-0131
Control Solution %:  0.100% Expires:  01/05/2014
Solution Control Lot:  12A097 Bottle No.: 0264
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 02:225
Control 1 EC 0.101% 02:238 34.0°C #kk TEST PASSED %%
Control 1 IR 0.100% 02:238 34.0°C #d# TEST PASSED ###
Ambient Air Blank 0.000% 02:248
Control 2 EC 0.099% 02:248 34.0°C **% TEST PASSED ##%
Control 2 IR 0.099% 02:248 34.0°C #i## TEST PASSED s
Ambient Air Blank 0.000% 02:258
Control 3 EC 0.098% 02:258 34.0°C #4& TEST PASSED ##k
Contro]l 3 IR 0.099% 02:25S 34.0°C w4k TEST PASSED ###
Ambient Air Blank 0.000% 02:268

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MUSSER First Name: MICHAEL MI: D

Badge No.: 3409
Signature: /M/%d c>yZ4"4"~— Date: 12/19/2012
















Drager
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
. "(FR. Vol. 59 No. 249 12/19/94 Notices) )

Draeger Safety Diagnostics, Inc.

@/ Model: ALCOTEST® CU34

Serial Number:
(O Model: MARK JIA
O Other: NDDuK s$3 ~01%)
Certification Date Technician Re-Certification Due Date
“uile /1l 2m G/ie (13
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Drdger

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

This is to certify that the Alcotest® 7110 Temperature Probe has been testsd for accuracy
with instrumentation that is fraceable to the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe
within 12 months of the certification date below, or sooner, according to your State Specification.
For accurate temperature readings, the probe value on this cerlificate, noted below,
must be programmed into the Alcotest® 7110.
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RRUNP2-253 Lilé £12 “76¢13 @
Probe Value '\xj

107 Tocacal Servics Beparment | ____2M

(Q

D

(

(QIX OV UOPI LI @)



Deiigersafety

Alcotest® 7110 MKII-C
CERTIFICATE OF ACCURACY

This is to certify thal the Alcatest 7110 MKIH-C has been tested for sccuracy and found fo be fn compliance
with the National Highway Traffic Safety Administration Standan] for evidential breath testing devices.
The Alcotest MKIN-C s compliantas 8 “mobile” and “nonmebile™ EBT with 49 FR 48854, 49 FR 45864 and 58 FR 48705,
The manufacturer recomimends accuracy verification of his instrument within $2 months
of the caliyration date below, or sooner, according to your Stale Specifications, -

Cetlification Date: SERIAL NUMBER:

o3-11: 08 AROK-c035

Draeger Safefy Diagnostics, Inc.
Durango, CO




State of Nefir Jersey

OFFICE OF THE ATTORNEY GENERAL

CHRIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY S. CHIESA
Governor D1IvISION OF STATE POLICE Attorney General
POST OFFICE Box 7068
KM GUADAGNO WEST TRENTON, NJ 08628-0068 COLONEL JOSEPH R. FUENTES
Lt. Governor {609) 882-2000 Superimtendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.117 to 0.125 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 2/6/2012
BREATH ALCOHOL SIMULATOR SOLUTION LOT NU MBER: 12A097

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.121] to 0.1220 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.JLA.C, 13:51-3.4, of approved breath test instruments {N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is January 5. 2014.

As Forensic Scientist I for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. AH procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibilities.

/A e

Monica L. Trasfiontin
ForensicScientist 111
NISP Office of Ferensic Sciences

Sworn to and subscribed before me this Haay of T:_Qh TUA A, 2012.
) £ N
No

MARY ELIZABETH MCLAUGHLIN
NOTARY PUBLIC OF NEW JERSEY
CIY CONMAISSION EXPIRES 92.24-2013

"dn Internationally Accredited Agency”

New Jersey Is An Equal Opportimity Employer
Frinted an Recyeled Paper and Recyeluble




This is to certify that

Michelle Goncalves

has successfully completed the two day Draeger Safety
Diagnostics, Inc. Alcohol Coordinator Training Course on
the New Jersey specific Alcotest® 7110 MKIli-C and is
hereby certified as 3 quaiified

Operator Trainer and

Maintenance Technician

Completion of this course qualifies this individual to train
and certify Operators in the proper use and operation as

well as perform Preventive Maintenance on the New Jersey
specific Alcotest® 7110 MKIII-C.

Date: March 14, 2012
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* ChRis Crrisme State of New Jersey

Governor OrFcE o7 THE ATTORNBY GENERAL
DepastvenT oF Law AnD PusLiC SareTy
Km Guapacno Drvision 0:6 (mujmm
Liewtengmt Governor 1 NI 186250085

TELEMIONE: (509) 984-6500

March 23, 2012

Col. Joseph R. Fuentes, Superintendent
Division of State Police

Division Headquarters

P.0O. Box 7068

West Trenton, New Jersey 08628

Re:  Breath Test Coordinator/nstructor, Certification -
Detective I Michelle L. Goncalves #6040

Dear Col, Fuenteg:

JerrREY 8. CumEsa
Attorney General

STePHEN J. TaYLOR
Divertor

Pursuant to the provisions of NJAC. 13:51-2.1 (b) and (c), 15 adopted and promulgated
under the provisions of N.J.S.A. 39:4-50.3, 39:3-10.25 and 12:7-56, I hercby approve Detective |
Michelle L. Goncalves #6040, as a duly certified Breath Test Coordinator/Instructor. This approvai

is effective immediately.

. Jeffrey S. Chiesa
Attorney General

c. Detective 1 Michelle L. Gonealves, Alcohol/Drug Test Unit, Divi'si.on of State Poli_cc
DSFC Patrick Guilfoy, Unit Head, Alcahol/Drug Test Unit, Division of State Police «

New Jervey s An Equal Opportunlty Exployer + Printad on Kacyeled Poper and it Rocyclable
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m@ Calibration complies with ISONEC
AN 17025, ANSI/NCSL. 2540-1, and 9001
il cm,-.amm . Cert. No.: 4000-4269985

Traceable® Cortificats of Calibration for Digital Thermometer

Manufactured for and distrbuind by: VIWR Intemationad, LLC, Rednor Comporate Caeter, Bidg 1, Ste 200, 100 Mstsonford Read, Rednor, PA 18087
Instrument kientification: .

Model: 81220-601 S/N: 122172178 Manutacturer: Controt Company
Standards/Equipment:
Description Serdal Nymbac Dy Oate NIST Traceghils Reference
Temperature Calbration Bath TC-275 ASAZYT
Digital Tharmomatar Bi8315 80812 BTGOSO
PRT Tempersture Probe o8 - 1 T 31526085
Tempergture Calibration Bath TC-258 X175
Thermbstor Mol A2T129 1003142 1000306345
Temperaturs Proba 157 11312 G-BLT2N-1-1
Temperzivre Calibeation Bath TC-179 M5240
Theemistor Madule AL7{18 201143 1000341430
Temperatute Probe 123 21413 5-BNOWZ-27-1
Certificate Information:
Technigian: 68 Procedure: CAL-DB CalDote: 30712 Ca! Duo: 3/30/M4

Test Conditions: 23.0°C H4.0%RH 1012 miar

Calibration Data: {New inztrument)

Unigsy Nemins| AsFaund | InTol | MNoeinal As Lot n Tl Min M ) TUR

e NA, 0,000 -0.001 Y 0.050 0050 & 0019 | 484

c . NA 25001 25000 Y 24.951 25,051 0014 3,81

‘c ) NA: - 30,000 554991 Y - -59.950 |- €008 048 281

‘c N.A. 100.004 “100.002 Y £0.851 100.051 0.018 261
This Instrument was cdlbmdmkgh*mnTManMhﬂ&M:ﬂTuMﬂm.
A Toat Loty Fiatio of at etk 4:1 0 mairkuinnd rinss omnuise stated il in cakdpled Uwng e exgserded wrend Vnty. Unosriainty sveskastion incicces #3¢ nelruent Lrder
umheduh-dhmumumwunmamuwmmwwmwmmammm
o spprodmeh & S5 cocriclence eval. 1 iolerancs OGRS I B4 o1 1At AR AN Flng wiPor apvoled i with o cwdurion by e ity of e T resuls contss
Tarmiss relmie OO 1 mmm.mmoumum-uhugumwdwcm.

Nominst=Stwrdrd's Raaing; As Lefeirnamints Reading; & Tobin Tok MSvhimeeAccapiarce Rarge; 3teExpancied Massursmict Urioerttinty, TURMT sl Uncerteinly Raie;
Avsrady=i{Mm-hz; DAy = Az Lot Hominai{ Res.xad) « Toranos; Nhaec w Avn Lot Mol Routade) + Tolerence; Dabe=MMDONY

w@a&n&m ’ Walace Barry, Techrics Murwgor
Maintalning Accuracy:

Inour opinin mwmwmm“nmmum—dwummmmwmmmmm
Rie, W 2Ty ot M, bot con De afiected by aging, lempereiare, shock, and conlaningtns.

Recalibration:
Fow fectory calibratkn and re-tavtiication traceabie 1> Nationsl Intie of Diarderts and Teckrwlogy comaci Coniral Conpery,

CONTROL COMPANY 4485 RexRoed Friendswood, TX 77548 USA
Phone 281 4521714 Fax 251 48238448  servico@conirald.com  www.controlS.com

Conrol Compary be wi 150 170252005 by Aneciom Lasborwlory Accrecitatir:, Cartficats No. 1750.04
Compeny in 150 00012008 Quaily Canifind by (DR Det Norsias Virtaa, Cectoste No. GERT-01
Loty Codparation {1LAL] « MuNaterst (WRA)




Drdger
CERVIFICATE ©OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
( (F.R. Vol. 59 No. 249 12/19/94 Notices) )

Draeger Safety Diagnostics, Inc.

@& Model: ALCOTEST® CU34 :
Serial Number;
(O Model: MARK TTIA
® ®

O Other: NDOWKES3- d241

Certification Date Technician Re-Certification Due Date
2/ 2 /12 2m A2/ 2/ 13

Urdger
CERVIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
( (F.R. Vol. 59 No. 249 12/19/94 Notices) )

Draeger Safety Diagnostics, Inc.

(& Model: ALCOTEST® CU34 .
Serial Number;
O Model: MARK IIA
¢ »

O Other: RPWFS3- 0215
Certification Date Technician Re-Certification Due Date

1L/2/12 2mM 1/2/ 173

Wv




Drager

CERVTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
(FR. Vol. 59 No. 249 12/19/94 Notices) )

Draeger Safety Diagnostics, Inc.

I

O

N
A
o

(O

OO

A‘V

Q>

del:
LModel: ALCOTEST® CU34 Serial Namber:
O Model: MARK 114
O Other: e .24
Certification Date Technician Re-Certification Due Date
T - =2 7&;‘ T - A2

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

. This is to certify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
with instrumentation that is traceable fo the National Institute of Standards and Technology (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe
within 12 months of the cerlification date below, or sooner, according fo your State Specification.
For accurate temperature readings, the probe value on this certificate, noted below,
must be programmed into the Alcotest® 7110.

Serial Number Temp. Probe Certification date: Next Certification due:

Probe Value

Draeger Safety Diagnostics, Inc,
Technical Service Department
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OFFCE OF THE ATTORNEY GENERAL
Cunis CHRISTE DePARTMENT OF LA AND PUBLIC SAFETY PayiaT. Dow
Governor Dhvssow oF StaTe Poucs ) Attornsy Genaral
Kt GUADAGNO Wierr Treserow NY 05628-0068 Cotmves Joseri R. FURNTES
Lt Governor - (507) $52-2000 - Stperiniendent
CERTIFICATION OF ANALYSIS

0.04 PERCENT BREATH ALCOHOL SPMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BRRATH ALCOHOL mmk SOLUTION: Ethyl aieahol
coucentration within, but not exceeding, the renge of 0.045 to 0.051 grams per 10 millikiters of solution.

MANUFACTURER: Drager Safety, Ine. ANALYSIS DATE: 721201}
BREATE ALCOHOL SIMULATOR SULUTION LOT NUMBER: J1F050

Reprosentitive sumples of fie above-referenced Lot Number were tested by Gas Chirematogephy and found to have
2 mean ethyl aloobol concentration rangs of §,0478 to 0.04R5 pami per 100 milliliters of sofution.

This lot of breath alocho] simlator sohrtin pay beutikized ay a known traceable standard for the ptupose of
conducting periodic tests, parsuant to N.JA.C. 13:51-3.4, of spproved breath test instraments (N.JA.C. 13:51-3.5)
utilized by Law cofoscement agencies in this Statz, The mamdfacturer’s expiration date for this lot of breath aloobol
sioulator sofiticn is Jume 27, 2013.

As Assistant Chief Forentic Scieutist of the Division of State Police, T herchy certify snd xttext that the tests and
resuls documented in this Cartificate of Analysis were performed st my direction and ander gy sepervision by
persomz] of, and at, the Qffics of Foresisic Sciences of the Divition of State Police on propealy fimetinning amd
csh'_lmbnd instrumends xnd equipment. All procedures utilized are sccorate, objective, sud pecformed on a routins
Muwmﬁm&mawmmmw ir professional duties and
responsibilifies, .




SBinte of Nego Jerzey

' OrFFcE0F T ATTORNEY GrNERAL
Curis Cuprstre DEPARTMENT OF LAW AND PUBDIC Sarery PAULA T. Dow
Governor OF Starz Pouxe Aorngy Generat
) Powr Orncx Box 7068
Ko Guanaano Wasy Trmerow NJ 08628-0068 Covowey, Joseen R Fuenyes
Lt. Governor . (609) 2822000 Suparintendent
CERTIFICATION OF ANALYSIS

(.98 PERCENT BREATH ALCOBOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOROCL SIMULATOR SOLUTION; Bthyl alcokel
oouaamgﬁouwi&in,hnuotacwding, the range 01 0.094 100,009 grants per 100 milkiliters of solution,

MANUFACTURER: Dryger Safelv, fue,_ ANALYSIS DATE: 7222701
BREATH ALCOHOL SIMULATOR SOLUYION LOT NUMBER: 11 F91

R@mmmhd&mwmmmww&mmmmmmmd to hive
am@lMlcmmmﬁmwmmwiwmome

This lot of breath alcoho} sinmilator solution may be utilized a 1 knowm tracesble standard for the purpose of
conducting periodic tegts, pursuant o NIAC 13:51-34, of approved bresth test instnaneats (NJ.A.C. 13:51.3.5)
wtilized by law enfircement agencies in this Strte, The munufactoree's expination date for this kot of breah alogho]
simnm:olmhm.}gg.




Stute of Nefo 3zmeg

OFAICE OF THE ATTORNEY GeEraL
Cans Crrisg ARTMENT OF Law AnD Pustxe SareTy Paia T, Dow
Governor : Do of State Porxe : Atiorney Generai
. . Poar Oece Box 7068
K Guapacng Wer Taruron N7 08628-0068 : Covone Josgrs R FUENTES
Lt Governor (50%) 842-2000 Suporintendent
CERTIFICATION OF ANALYSIS

0.16 PERCENY BREATH ALCOHOL SIMULATOR SOLUTION

ACPE)?T ANCE mCA!IONS FOR m).m ALCOROYL SIMUIATOR SOLUTYON: Ethy] sleohol
Conoamivation within, but ot exceeding, e nango of 0,188 40 0.199 grams per 100 mililiters of sohution,

MANUFACTURER: Draer Safety, Joc. ANALYETS DATE: 72572011
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 11 G092

Represeatative samples ofﬁclbwwwmmmmmbyﬁudnmmmhymﬁﬁmdmm
amﬂﬁ%btm@mﬂﬂﬂﬂhﬂ.ﬁﬂmwl&nﬂﬂiﬁ of salution, .

mxmafmmmmmmyhuﬁﬁuﬂmmmw for the purpose of
conducting peeiodic testy, purstant to N.JA.C, 13:51-3 4, of spproved breath test insprments (NJA.C. 13:51-3.5)
tmﬁmdbthmfmmm&ﬁil Statz, The roxnufsstuner's expivation date for figs ot of breath dleghol
sixmﬂxhxwhm‘mhmg.

AsAkmaﬁdmeﬁchmﬁndﬁeDhiﬂmdSuuPoﬁm,IbmﬁymﬁfymdMﬂmﬁetqwuﬂ
resulty documented in this Q'.rtiﬁ::hofmuﬁsm_pafmmd:tmdimcﬁm_ and under my supervision by
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CERTIFICATION OF ANALYSIS

0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOBOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.117 ta 0.125 grams per 100 milliliters of sofution.

MANUFACYURER: Dracger Safety. Inc. ANALYSIS DATE: 3220/2012
BREATH A1L.COHOL SIMULATOR SOLUTION LOT NUMBER: 12B09%

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.1207 10 0.1213 grams per 100 millifiters of solotion.

This iot of breath alcchol simulator solution may be utilized a3 a known traceable standard for the purpose of conducting periodic tests,
pursuant to N.J.A.C. 13:51-3.4, of approved beeath test instruments (NJ.A.C, 13:51-3.5) utilized by law enforcement agencics in this State.
The manufacturer’s expiration date for this lot of breath aleokol simulator soluticn is February 20, 2014,

As Forensic Scientist IH for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly fimetioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routipe basis by personnel within the Office
of Forensic Scicnces, in acoordance with their professional duties and responsibilities.

T LTS

Monica L. Tram
ForensicScientis
NISP Qffice of Forensic Sciences
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