Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location; EASTAMPTON TOWNSHIP
Calibration File No.: 00712 Calib. Date: 11/28/2022 Calib. No.: 00041
Certification File No.: 00713 Cert. Date:  11/28/2022 Cert. No.: 00038
Linearity File No.: 00714 Lin. Date: 11/28/2022 Lin. No.: 00036
Solution File No.: - 00728 Soln. Date: 03/29/2023 Soln. No.: 00254
Sequential File No.: 00728 File Date:  03/29/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK $3-0130
Control Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 Bottle No.: 0986
Funetion Result Time Temperature Comiment{(s)
DHBAC HH:MM Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 07:245
Control 1 EC 0.100% 07:258 33.9°C ##4 TEST PASSED ##:
Control 1 IR 0.099% 07:258 33.9°C ##k TEST PASSED %+
Ambient Ajr Blank 0.000% 07:26S
Control 2 EC 0.100% 07:268 33.9°C #4+ TEST PASSED ##%
Control 2 IR 0.099% 07:268 33.9°C #4% TEST PASSED ###
Ambient Air Blank 0.000% 07:278
Control 3 EC 0.099% 07288 33.9°C w44 TEST PASSED ##x
Control 3 IR 0.099% 07:288 33.9¢C ##4 TEST PASSED
Ambient Air Blank 0.000% 07:285

All tests within acceptable tolerance.

On this date; [ installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHAM First Name: CPL MI: D
-é@ olo Badge No.: 3406 ‘
Signature: C@&Q\ Date: 03/29/2023
“ e




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00712 Calib. Date: 11/28/2022 Calib. No.: 00041
Certification File No.: 00713 Cert. Date:  11/28/2022 Cert. No.: 00036
Linearity File No.: 00714 Lin. Dater  11/28/2022 Lin. No.: 00036
Solution File No.: 00727 Soln. Date: 02/27/2023 Soln. No.: 00253
Sequential File No.: 00727 File Date:  02/27/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK S§3-0130
Control Solution %:  0.100% Expires:  02/17/2024
Solution Controf Lot: 22070 Bottle No.: 0936
Function Result Time Temperature Comment(s)
ZBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 07:458
Control 1 EC 0.099% 07:458 33.9°C ##% TEST PASSED ##*
Control 1 IR 0.099% 07:458 33.9°C *#t TEST PASSED #%%
Ambient Air Blank 0.000% 07:468
Control 2 EC 0.100% 07:478 33.9°C ### TEST PASSED ##%
Control 2 IR 0.099% 07:478 33.9°C #dok TEST PASSED ks
Ambient Air Blank 0.000% 07:478
Control 3 EC 0.100% 07:485 33.9°C ### THST PASSED ##k
Control 3 IR 0.100% 07:488 33.9°C wik TEST PASSED seer
Ambient Air Blank 0.000% 07:498

All tests within acceptable tolerance.

Or_l this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

R Badge No.: 3406
Signature; CQE&BHO% Date: 02/27/2023




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No.: 00712 Calib, Date: 11/28/2022 Calib. No.: 00041
Certification File No.: 00713 Cert, Date: 11/28/2022 Cert. No.: 00036
Linearity File No.: 00714 Lin. Date: 11/28/2022 Lin. No.: 00036
Solution File No.: 00722 Soln. Date: 01/27/2023 Soln. No.: 00250
Sequential File No.: 00722 File Date:  01/27/2023
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 53-0130
Controi Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 Bottle No.: 1053
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator {°C) or Error(s)
Ambient Air Blank 0.000% 08:188
Control 1 EC 0.100% 08:198 33.9°C w4k TEST PASSED ik
Control 1 IR 0.099% 08:195 33.9°C #4#k TEST PASSED et
Ambient Air Blank 0.000% 08:208
Control 2 EC 0.100% 08:208 33.9°C #4% TEST PASSED #
Control 2 IR 0.100% 08:208 33.9°C #4% TEST PASSED ot
Ambient Air Blank 0.000% 08:218
Control 3 EC 0.099% 08:225 33.9°C #kk TEST PASSED
Control 3 IR 0.100% 08:228 33.9°C *4x TEST PASSED ###
Ambient Air Blank 0.000% 08:225

All tests within acceptable tolerance. ;
i

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: GRAHAM First Name: CPL MI: D

. Badge No.: 3406
Signature: C Q &C’Su\b\o

Date: 01/27/2023
T ey




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARNK-0038
Location: EASTAMPTON TOWNSHIP
Calibration File No,: 00712 Calib. Date: 11/28/2022 Calib. No.: 00041
Certification File No.: 00713 Cert. Date: 11/28/2022 Cert. No.: 00036
Linearity File No.: 00714 Lin. Date:  11/28/2022 Lin. No.: 00036
Solution File No.: 00717 Soln, Date: 12/27/2022 Soln. No.: 00249
Sequential File No.: 00717 File Date:  12/27/2022
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUK 83-0130
Control Solution %:  0.100% Expires:  02/17/2024
Solution Control Lot: 22070 Bottle No.: 1224
Funetion Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 08:128
Control 1 EC 0.099% 08:128 33.9°C ##% TEST PASSED %%+
Control 1 IR 0.099% 08:128 33.9°C #dk TEST PASSED %
Ambient Air Blank 0.000% 08:138
Control 2 EC 0.099% 08:138 34.0°C #4ok TEST PASSED ik
Control 2 IR 0.100% 08:138 34.0°C ik TEST PASSED
Ambient Air Blank 0.000% 08:148
Control 3 EC 0.099% 08:158 33.9¢C d# TEST PASSED sk
Control 3 IR 0.099% 08:158 33.9°C *#% TEST PASSED %o
Ambient Air Blank 0.000% 08:158

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: GRAHAM First Name: CPL MI: D
- -%: Badge No.: 3406
Signature: C c&n\%qdc Date: 12/2712022



















O AONHCONCE
Drdger

! Simulator L |
N5 CERTIFICATE OF ACCURACY:
,m\ This Cerfificate of Accuracy yetifies that the specified unit has been examined and
& o s b complanco i Nt gty and i Setety Acmisraton
N/ {F:R. Vol. 58 No, 249 12/19/34 Nofices)
VA\ Draeger, Ino, ﬂ»
O /& Wodel: ALCOTEST CU34 T &
=4 O Model: MARK I1A of.
. O X-Cal 2000 (Alcosim . _
" O Other: o DDUBD DD\
Certification Date: Technician; . Re-Certification Due Date;

U591 2 U.5.23

Simulator .
CERTIFICATE OF ACCURACY

‘This Certificate of Accuracy verifies that tive specified unit has been examined and
found to brin compliance with National Hi%hway and Traffic Safety Admigistration
regulations for devices used to calbrate: Evidenfial Breath Testers. -
(FR. Vol. 59 No. 249 12/19/94 Nofices) -

. Draeger, inc.
& Wode!: ALCOTEST CU34 .

O Model: MARK IIA Serial Nurber

O X-Cal 2000 (Alcosim

O Ofher. ) | DB LB-0002

Certification Date: Technician: Re-Certification Due Date;

y-5-22 MB 4513

QPP




Simulator . _
CERTIFICATE OF ACCURACY-

This Certlficate of Accuracy verifies that the specified unit has been examined and
found to berIn compliance with Nationat Hi%g;ay and Traffic Safety Adminfstration
regulations for devices used fo cakbrate Evidenflal Breath Testers, -
{F.R. Vol '52 No. 249 12/19/34 Notices)
Draeger, Inc.

Model: ALCOTEST CU34
/g Model: MARK 1A Serjal Number:
O X-Cal 2000 (Alcosim)
O Other: . DDBN-DOOT
Certification Date: Technician; Re-Certification Due Date:

Y-s-22 MB 4523
COIEON U EAOP L@ ECODE O COD)

a0

Drdger N
__ Alcotest 7110 Temperature Probe ._
_ CERTIFICATE OF ACCURAGY

This [s fo cerlify that the Alcotest 7110 Temperature Probe has been fested foracotiracy with
" With instrumentation that is traceable to the:National Institutg of Standards and Technoliogy (NIST).
The manufacturer recommends accuracy verification of the Temperature Probe within 12 months -
of the cerfification date helow, of sooner, according fo your state's specificitions,
For accurate temperature readings, the prabe valueof this cerdificate, nntegl below, must
be progammed info the Alcotest 7110 i

Serial Number Temp Probe: : ~ Cefiffication Diate: : Next Ce%ﬁﬁcaﬁan Due;
DDXWP2-390  _ vz2 4123

Probe Value:

!D\-Q : Dragger, Inc. MB

PILOPELOPN L@@ OPL@




~q;\_?’é/ . , Calibration complies with ISO/IEC .
oty AR 17025, ANSUNCSL 2540-1, and 9001

Cert. No.: 4000-12064513
Traceable® Certlficate of Callbration for Digital Thermomaeter

Manufactured for and distibuted by : VWR Intemnallons! LLG Radnot Corporte Centor, Bldg 1,5ts 200, 100 Matsonford

Read,Radnor,PA 10087
Instrumant [dentification: )
Model: 61220-601, SIN: 210216802 Manufacturer: Control Company
Standards/Equipment: '
Thermistor Module Azrizs 01 Mar 2022 1000454885
_ Temperaiura Callration Bath Ads240 S
Temps:aima Callbration Bath A73332 ) i ST
" Tomperature Caiﬂ:m!lun Bath BOA7S ) - T
'rampm-atu.-a ‘Probs 5384 o 08 Mar 2022 Giz28018
Temperature Caflbration Bath B3Ad44 B )
Temparatre Probe 63857 09 Jun 2024 0425083
Thermistor Mdule B5C344 06 Jun 2024 1000452872
Themaistor Modula Bos3s _ 21 Aug2021 1600457544
Temperaturs Probe 5302 ) 04-Aug 2021 " Coso4ns2
) remperamm Prabe 5208 04 Atg 2021 "7 coso4nst
R Certificate Information:

Technician: 420 Procedure; CAL-US Cal Date: 17 Mar 2021 Cal Due Date: 17 Mar 2023
Test Gonditions:  82.18%RH 22,28*C  1006mBar :

Callibration Data: (New Instrument)

Unii(s) Nominsl AsFound ~ InTol Nominal 1 Asbeff - InvFol  Mn Max ~ %0 *TUR
¢ 1
*C N.A, N.A, 0.000 0,002 Y -0.05. 0.05 a.0087 w4t
A+ N.A. NA, 24,994 25002 Y 24,849 25049 08087 - >4t
*C N.A, N.A, 50.001 50.002 Y 48,851 50.051 0.0087 >4
G N.A, N.A. 99,898 100003 Y §8.949 100,648 0.00387 »4l
This certiflcate Indlcatas Tracaabmty to standards provided by (NIST) Naﬂnnar Institute of Standards and Technology sndicr s Naflonal
Standards Laboratory,
AT mwmanhmﬂhm&aﬁmmmmhm@m The wapEnded coarsaremient Uncarainty, Uncertalnly sveosion inchades B0 bskument trder ford
and b5 caicudplad In accordance with e ISO "Grida b Mis Expreetion af fslnﬂ.d‘ ticartalnty raprstents an expacded tocactalnhr iaing & covevege Fackoe ka2 1o
mpgroxiomls & mmmmmmmmm ﬂmmwhwdhmm rexnils conlsbmnd hamiz
ralais oy fo the Rem celfteatod, This cortiieats shall nof b reproduced excopt mmmw
Nombai<Sandend's mmmwmrwrmmmmw*m, dad M) {F sty; TUR*Taxt Uy iy Rafio;
Amﬁcyaﬂmmmﬁo‘bhﬂmmm Tolsroncer Maes As Left Noatnai{Roernded) + Telommo:
Frodguez, Gualiy Wengger HUSTL gﬂﬂb
et )\&nmmmm
Nota:
Maintaining Agcuracy:
Thermamotar should mefatatn s aoctoacy. Therd b no sract wary to daterrdine how tong calalon Wil be paintalond. Digha! Th fange D, ¥
a::\ﬁd.btﬁmba-fhdedg;:ghm shack, end conismimalion,

- 3

CONTROL COMPANY 12554 Galvaston RD Snite B230 Webster TX USA 77558
Fhono 281 4821744 Fox 284 482.9448 sales@controfs.com  www.iraceable.com

17 Calboralion Labaraiory Ananciafion foc Laboraiory Actretiiafion, Catlicta No. TIS00%
cmwmwhmgggi:ﬂmh‘som‘ms W tkza\flmmm i
Latraratony AccreRtaln Cocparsiion « WWMM}.

fof2 Tracablo® ls v reghstnred ndemark of Controd Company : ©Z097 Conted Carppmery.

o aabi e e Pt wme s

i B AL A e



Galibration complies with ISO/IEC

17025, ANSIINCSL Z540-1, and 9001 - \
: Cert. No.: 4000-12064518
Traceahle® Certificate of Calibration for Digital Thermometer

Recalibration:
For etary coltmalion snd te-carsization Emcasbia (o Matona] bnsibte o Stardsrds od Technology contaet Corleol Comypany.

Issus Duls © T7 Mar 22t

CONTROL COMPANY 12554 Galveston RD Sulte B230 Webster TX USA T7598
Phano 281 462-1714 Fax 281 £482-0448 sajos@eontrold.com wuntraceabla.com

T Mwamwecﬁmnmmmmwmmmu  Accrediisiton, Carficats No, 1750.01.
mwumm:mwmmwwmmmmﬁu
Inlarational Labotaloty Aczmdiation Cooptraiion - Mutflater Recognition BLAC-MERA)

2002 Tacastis®is 8 ragistoned edemark of Condrml Compey © 2017 Contrl Compaay
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SState of Mot Jermey

OFFICE GF THE ATTORNEY GENERAL

PHILIR D, MURPHY DERARTMENTOF LAWY ANDPUBLIC SAFEFY GURBIR 8. GREWAL
Soveror ) DIvIS]ON OF STATEPoLICE Attornés General
B R PQ&T CrriGEBOX F058 .
SHERA Y, QLIVER “Wmm;%zm PATRICK J. CALLAHAY
L Gkernar (609) B82L0Y - S Cofan=t .
CERIIFICATION OF ANALYSIS :

0.100 PERCENT BREATH ALOOTOL STATEATOR SOLUTION

ACCERTANCESEECIFJCATIONS FOR BREATHALCOHGL SIMUTATOR SOLUTION: Ethylaicohol
samcgnsbitian: WSk, bilk Ko cicatiiing, tie-Fenge- OE0F174 1o 0,146 rains per 100 rillibets of s6lution.

MANUFACTURER: Dracger, Irie. ) ANALYSIS DATE: (7/d9/2021
BREATH ALCOHOL SIMULATOR SQLUTION LOT NUMBER: 21210

Represefitative samples-of the above-referentied Lot Nantber were tested by Ges Gliromagiography and found to have
s, mean éthyl aleohol Enftentration sangt oF (:1599 to (LIZIS prams ger 100 milliliters oFsolution.

This 1ot of bréatratbohol simulatar Soliition tiay he utilized 2s a known traceable standard for the pirpose of
ccngijoting periodic tasts, psubnt & NIAG: [3:51-4.3,0f approved bredih test fnstraments (NLA.G. 13:51-3.5)
utilized by fawr-gnfordement agengley th this State. The manufichire’s expiration dsge for this ot of breath aleohiol
shmulator sblition is Jond 16, 2033,

As Assistant Chief Forensic-Splentist for the Bivision of State Polibe, I hereby centifi and attestthat the fests arnd
resnlis docuinented in this Cerfificate-of Atilysis werd perititied at the Olfice vf Forensic Scioices of the Division
of StatePolics of propeily: functioning wnd calibrated instranients dnd-equipment. Al procedutes utilized are
Hocurate, objeptive, ahd parfornied on a rouths basis by ptrsonnel witkin the Office of Edrensit Seierices, in
aetordagcs with their professions] dutiss aid reSponsibilitres.

tivedn o o }
e
Assigtant Ghicf Forensio Stiontist
NISP Office of Forensic-Sciences

-
T g

“an dnternationally Aceredited Agency”
R <
i Jezsey: b e Soqwel] (Tpportiilty Exabirers ﬁ
Fetetd oz e Nepee o | %




- " . hd ”~ 7’
S ot Siate of Wetp Jerdey - . -
s L+ -, OFPICEEOF THE ATTORNEY GENERAL. L .
PHILI? D. MORPHY Y ‘DEPARTMENT OF LAWANDPUBLICSAFETY. - |
Covervor e . T Dlvll;splgﬂ QF STM‘EPQDC{E : & T A
. ’ . N S QFFICEEoRTOEE ¢ - - -
SHAILA'Y, OLIVER S . WEST TRENTON, NI D3S28-0068 - .o .
L1. Goweshor R G0, ., UL A,
N i oy ? it - 5

[ «

©. " CERTIFICATION OF ANALYSIS
0.640 PERCENT BREATH AL.COHGE STMULATOR SOLUTTON

ACCEPTANCE SPECIFIGATIONS FOR EREATH ALEOHOL SIMULATOR SOLUTFON: Ethyl alcotiol

'GURBIR $. GREWAL
Attariey Generid

PATRICK ). CALLAHAN

L

concentration within, but not exceedig, the arge of 0.0469 to 0.0499 grams per 100milliliters of sofntion.

MANGFACTURER: Drueger, Jie, ANALYSIS DATE: 07212021

-

BREATH ALCOHOL-SIMULATOR-SOLUTION LOT NUMBER: 21250

Representative.sériples of the abovesreferemied Lut Nurber werestosted by Ges Chromatographty &ad found fo bave
a mean ethy] alcohol concerifration rangs of .0485 0 0:0483 grams per 100 milkiliters of spiution.,

. “This.Iot of bresth alcohol simbulator sofution mzy be-uiilized as a knowy traceable-standzard for the purpose of
«  canductingperiodic testy, pursuant to NJAL, 13:51-4.3, of approved breath test instraments (N.1.A.C. 13:51-3.5)
ntilized By lew enforcement agericiés n fhis State. The manufacturer’s expiration date for this lot of bieath alcbhd]

simmlator solation is July 06, 2023,

As Assistant Chisf Forens{c Scientist forthe Divisian-of State Police, I'hershy certify end attest that the tests and
results docurnented in this Geitificate of Ardlysis were pirformed st the Office of Forensic Scicneos of the'Division
of State-Police on propetly fimetioting and calittated instruments and equipment. Allprocedupes 1ilized gre
accurate, objective, and performed on 2 routinetHasis by personrel within the Office:oF Faransic Sgiences, ifL
aocordance-with their professivhal dutied and responsibilities. -

i st B e d £ Qdua-u-c")—
Michae] Kermedy
Assistant-Chief Forensic Scientist
'NISP Qffice of Forensié Scieices

2021.

W 4n Infernetionally Accredited Agene
New Jerzty b5 An Sgegt! OpoetemC Fapdeger
Friaxsfous Recyelod Mo i Reoyolaie
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Stute of Nefe Jeraey
QFFICE OF THE ATTORNEY GENERAL
PHILIP D, MURPHY DEPARTMENTQF LAW anD RUBLIC SAFETY GURBIR S. GREWAL
Gavernar DIVISION OF STATE POLICE Attorney Gentraf
‘ . POST'ORFICE BOxX TIS3

SHEILA Y. OLIVER WESTTRENTON, W (8628-005% ' PATRIEK J. CALLAHAN
L1, Goverttor - {609) 8822000 Ealotet

CERTIFICATION OF ANALYSIS
0.080 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

-t

ACCEPTANCE SPEGIFICATIONS FOR BREATH ALCD.HOLS‘MULATQR SOLUTION: Ethyl alcahol
concentration within, buf not exceeding, the range of €.093940'0.0997 grams per 100 millifiters of solution.

MANUFACTURER: Drpeger, Tne. ' : " ANALYSIS DATE: §7/27/2021
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 21260

Representative samples of the above-referenced Lot Number were fosted by (as Chromatography and fonud to have
a mean ethy! alcohol concentration range of 8,0970 to 0.0977 grims per 00 millititers af solotion.

‘This ot of breath &lcohol simulator solution may be utitized a8 & known traceable standard for the purposs of
eonducting periodic tests, pursuent.to HLIA.C, 13:514.3, of approved breath test instroments (NIA.C: 13:51-3.5)

utilized by law enforcement agengies in this State. The mardyfacturer’s expirafion date for this lot of brezih alealol
3.

simulatorsolutions Ruly 19,2093

As Assistant Chief Farensic Scientist forthe. Division. of State Police, [ herely cetfify and ajtest that the tests and
results documentedt inthis Cariificats of Analysis were performed afthe Offfce.of Forensic Spiences of the Division
of State Police o praperly functioning and calibrated instruments and squipment.. All procedires ntilized are
accatate, abjective, and pexformed on g routine hasis By persomnel within the Offize of Foreusis Sciences, in
aceardance with their professional dutjes end responsibilities,

itiidaarl et pnsfigan
Michacl Kénnedy )
Assistant Chisf Forensic §tientist
NISP Office.of Farensic Scfences
ch%toig wﬁ before me this ., % day o‘f‘(:-f w&)/ ,2021.
Nota |
™ RERENE.STANL.. |
NORY IR EW ERSEY
1y Comenieskia mmﬁn

Sda hdernadonallyAcerediioed Agency”

ey s A Kgmad ipportiaite EBgproe
”mfmﬁ}m mﬁwwﬁm




State of ?iﬂ'eﬁx Tevsep

OFFICE OF THEATTORREY GENERAL
PHILIP B. MURPHY . DEPARTMENTOF LAW AND PUBLICSAFETY Anprgw ), BRUCK
GoverndF DIVISION OF STATE POLIGE Acting Altarney. Generdl
Post OFFICEBOX 7068
Sysira Y. OLIVER WEST TRENTON, NJ 0F628-0053 PATRICK . CALLAHAYN
L4 Goverusr (B00) 8522000 Clane]
CERTIFICATION OF ANALYSIX

0.160 PERCENT BREATH ALCOHQL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOROL SIMOLATOR SOEUTION: Bthy! elcokiol
chticentration Witlin, but not exceeding, the Taiige of 0.1878 o 0,1994 grants per 100 milliliters pf sohution.

' MANUFACTURER: Draeger. Tac, ANALYSIS DATE: 08/11/2021
BREATH ALCOHOL SIMULATOR SGLUTION LOT NUMBER: 21290

Representative samples af the above-referenced Lot Numbet were tested by Gas Chromatography ant found to hirve
a mean ethyl'alonhol concenirafion fatige of 0,1945 1 0,1977 grams per 100 millilitezs of solytion.

Thig lot of breath elcoho! simulator splntion mhay be uiiized as-4 known. fraceable standard for the purpase of
condncting periodic tests, pursnant & N.LAC, 13:51-4.3, oFapproved breath test instruménts (N.J.A.C. 13:51-3:5)
atilized by lawenforcement agencies in this State. Ths manisfacturet’s expiration date. for this lot of bireath alcohel
simulator sotution is July29, 2023,

A3 Assistant Chie Forensio Scientist for the Division of State- Police, 1 hereby cextify and attest thaf the tests ind
results documented n this Certificate-oF Analysis were performted atthe-Office of Forensic Sciences of the Division
of Stte Police on properly functioning and calibrated instroments and equipment, All procedures ufflized ure
acctrafe, ohjective, and performed on & roytine besis by personnel withint e Office of Farensio Sciences, in
accordance with thefr professiona! dutles end mesponsibilities.

M—Js Fi Cm-u.h..l-.b-
Michae! Kennedy
Assistant Chief'Forensic Scientist
NISP Office of Forensic Sciences

Sworn tgand subscrib bcfm&meth!s&dnyof&%f_dg_j_{;_, 2021
ot s B -

KAREN E.
AR PR O N s

o ks ST

goRnR
Y4n Internationally Aceredited Agenicy™

s Jeraty fx An Kyl Copuatly Exnptner
e m;%’ﬁ’&mdm




Otate of Nefa Jersey

OFFICE OF THRE ATTORNEY GEMERAL

PraLle D, Murpry DEPARTMENT OF LAW AND PUBLIC SAFETY MATTHEW J. PLATKIN
Governor DIVISION OF STATE POLICE Aeting Autorney General
POST OFFICE BUw 7068
SuERA Y. OLIVER WEST TRERTON, NJ D]628-0068 COLOWEL PATRICK J. CALLAMAN
Li, CGioverior ) (60YY B32-2000 Superintendent

CERTIFICATION OF ANALYSIS
0.100 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethy! alcohol
concentration within, but not exceeding, the range of 0.1174 to 0.1246 grams per 100 miliiliters of solution.

MANUFACTURER: Draeger, Inc. ANALYSIS DATE: 03/08/2022
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 22070

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range of 0,1219 to 0.1235 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a lmownfcraccai:le standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J A:C, 13:51-3.5)
utilized by law enforcement agencies in this State, The manufacturer’s expiration date ‘for this lot of b_réath alcohol

simulator solution is February 17, 2024. B U R
As Acting OFS Director for the Division of State Police, T hereby céf;ify and _ai&éé:t"tﬁat"thc' i;és_ts‘; aitd. resuits VAN .

documented in this Certificate of Analysis were performed at the Officé of Forensic Sciénces of the Division of
State Police on properly functioning and calibrated instruments and equipment.” All procedures-utilized are acdurate,
objective, and performed on a routine basis by personnel within the Office of Forensic Sciences, in'acéordance with
their professional duties and responsibitities. T L

Michael Kennedy - g
Acting OFS Director :
NISP Office of Forensic Sciences

Swetn toandsubscribedhefore me this 3/ day of L/%VM‘/’{/ ' , 2023,
Not { S S

KAREN E. STAHL

“An fnternationally Accrediced Agenicpy!* ..

Newe Jorvew v i Egaad Cportumte Fumploper
Prived e itesvolat Puper ot Revyhhlee -




' th :o. . '!( -’..{ . 3 . LY ) f
l-“a: pANE :—"lhg;’ n 1 A ¢ ‘ af i‘;t R H &ty ‘: )
v . iy + t P
T < T_ ‘P::Ff ,: . - )3 LI - . o b .J 33 F}- 1']-, 0 i
R A ' : IR "
ot i ' l.. . w .' [ 2 PN -
4 *;"1‘{ ! . 1 " N M + Iy -l- H P 3w,
J e - R o
.t DEP, oF 1 ommgﬂpmrssém g
R . ; * LI Forfresirer Charse
. ey a&ﬁh : g‘ e '.‘-.!‘an:é' l RACS BETRUCTOR :
. ' ) “yintn ety 1l 1 | ﬁgkg' 4 Fes
[l » ] H A e r
. _ Joitiua B, Hall gt
. w! ’ o1 LY - i &A ] t"
A Breath Test Coordinator/instrictor : : s
-f . O S aoR il '
v b e abyop o scomomm e 8. vR *
Vs : - doracengr ot ZOH WM—-—-——-’ : ?._‘_; *
. . mmm_m% by "
. A b
. . ‘%—-— &
. e (=TT = E 9P MK O Ty
!
- ' ! '

Joshua B. Hall , 2

New Jersey Sta_g:e Police g T—
— T

A)TTS00 T DEFTOMIN KOO, P
CRTNTTER T LU AMIDACRMDRRRET TTgt  oarew Decewmbar N e— T ——
T \__-_-_--

. e —d
.
-
'Y
)
' .
[
(S X
. . .
.
f
.
.
'
¢
. .
.
]
. -
3
'
-
13
r

-

- -

- oa e

- ————

PGP

—— ——

[T T






O AODr @

Simulator
CERTIFICATE OFE

This Certificate of Accuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.

(F.R. Vol. 59 No, 249 12/19/94 Notices)

Draeger, Inc.

2 Model: ALCOTEST CU34 . |
O Model: MARK liA - Serial Number.
- O X-Cal 2000 (Alcosim)

O Other: DL S3-0130

Technician: Re-Certification Due Date:

DH
OPLO)

Serial Number Temp Probe: -
DD S‘FPQ—Q\M 0% U

Probe Value:

Ceftfication Date: . Next Ceffication Dus:

0% -(1-33




NEW JERSEY STATE POLICE
Alcobal Drug Testing Unit

Tpr. IT Joshuz B, Hall #7750

Hamillon Techrology Complex
Suite #4400 Telf:(609)584-505T oxt 5608
1200 Negron Drive Emuil:Joshua, Holl@njsp.org

Hanitton, NJ 08691 Cell# (609) 947-3179



